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Roberto Clemente Park

CAMP Station 1 -

Downwind

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_001

Start Date: 6/15/15

Start Time: 13:34:.03

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Statistics

Average:

Minimum:

Time of Minimum

Date of Minimum: 6/15/15
Maximum: 0.035
Time of Maximum: | 13:36:03
Date of Maximum: | 6/15/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 6/15/15 0.031
6/15/15 0.035

6/15/15

6/15/15

6/15/15

6/15/15

13:49:03

Model: DustTrak DRX

Model Number: i 8533

Serial Number: | 8533120308]

Test ID: 1
CLEMENTE1_001_A
""""""" 6/15/15{

Start Time: 7 13:34:04,

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.032

""""""""""""""""""""""" Minimum: | 003
Time of Minimum: | 13:46:04

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum:

6/15/15

Date

Sensor:

AEROSOL

MM/dd/yyyy

6/15/15

6/15/15

6/15/15

6/15/15

6/15/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/15/15

6/15/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 2
Test Abbreviation: CLEMENTE1_002

Start Date: 6/15/15
Start Time: 13:50:03

Log Interval (mm:ss):

Number of poin

N

Statistics Channel:
Units:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Average:
Minimum

Time of Minimum:

14:05:03

Date of Minimum: 6/15/15
Maximum: 0.032
Time of Maximum: | 13:51:03
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/15/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/15/15

6/15/15

6/15/15

6/15/15

14:05:03

Model Number: 8533
Serial Number: 8533120308
Test ID: 3
Test Abbreviation: CLEMENTEL 003 |
StartDate: 6/15/15.
Start Time: 14:06:03

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: B
Minimum: 0.029
Time of Minimum: | 14:19:03

Date of Minimum:

Time of Maximum:

14:07:03

Date of Maximum:

6/ 15) 15

Calibration

Date

MM/dd/yyyy

6/15/15

6/15/15

6/15/15

6/15/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/15/15

6/15/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 4
Test Abbreviation: CLEMENTE1_004

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss)

""""""""""""""""""""""" Minimum: 0.029
Time of Minimum: | 14:24:03
Date of Minimum: 6/15/15
Maximum: 0.034
Time of Maximum: | 14:34:03
""""""""""""""""""""""" Date of Maximum: | 6/15/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/15/15

6/15/15

6/15/15

6/15/15 14:35:03
6/15/15 14:36:03
6/15/15 14:37:03

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, R
CLEMENTEL 005 |

Start Date: 6/15/15

Start Time: 14:38:03

Duration (dd:hh:mm:s: 0:00:15:00

L

Number of poin’

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

14:39:03

Date of Maximum:

Cal. date 4/14/15
Date Time PM10
6/15/15 1 3 0.032
6/15/15 14:40:03 0.031
6/15/15

6/15/15]




Roberto Clemente Park
CAMP Station 1 - Downwind

6/15/15

6/15/15

6/15/15

14:53:03

Model Number: 8533

Serial Number: 8533120308

Test ID: 6
CLEMENTE1_006

Start Date: 6/15/15 777777777777

Start Time: 14:54:03

Duration (dd:hh:mm

L

A\)érage: 0.031
Minimum: 0.03
Time of Minimum: | 14:55:03

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: | 6/15/15
Calibration sensor: . AEROSOL

Cal. date 4/14/15
Date Time PM10

6/15/15

6/15/15

6/15/15

6/15/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 6/16/15

Maximum: 0.021
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 7:29:03
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/16/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
D
MM/dd/yyyy

6/16/15

6/16/15

6/16/15

6/16/15

6/16/15

6/16/15]







Roberto Clemente Park

CAMP Station 1 -

Downwind

6/16/15 !
6/16/15]

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_007_A

Start Date: 6/16/15 [*Crosswin
Start Time: 7:28:04

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Statistics

Average:

Minimum:

Time of Minimum

Date of Minimum: 6/16/15
Maximum: 0.021
Time of Maximum: |  7:29:04
Date of Maximum: | 6/16/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

6/16/15

6/16/15

6/16/15

6/16/15

6/16/15

6/16/15

Serial Number: 8533120308
Test ID: 8
CLEMENTE1_008
""""""" 6/16/15 *Crosswin|
Start Time: 7:44:03]
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.014

""""""""""""""""""""""" Minimum: | 0012
Time of Minimum: 7:45:03

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum:

6/16/15

Date

Sensor:

Cal. date

AEROSOL

MM/dd/yyyy

hh:mm:ss

6/16/15

6/16/15

6/16/15

6/16/15

6/16/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/16/15 !

6/16/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 9

Test Abbreviation: CLEMENTE1_009

Start Date: 6/16/15 [*Crosswin
Start Time: 8:00:03

Log Interval (mm:ss):

Number of poin

N

Statistics Channel:
Units:
Average:

Time of Minimum: | 8:08:03
Date of Minimum: 6/16/15
Maximum: 0.014
Time of Maximum: | 8:01:03
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/16/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/16/15

6/16/15

6/16/15

6/16/15

Model Number:

Serial Number:

Test ID:

Start Date: 6/16/15 [*Crosswin
Start Time: 8:16:03
Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss):

1:00

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ 0013
Minimum: 0.013
Time of Minimum: 8:17:03

Date of Minimum:

Time of Maximum:

8:31:03

Date of Maximum:

6/ 16} 15

Calibration

Date

MM/dd/yyyy

6/16/15

6/16/15

6/16/15

6/16/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/16/15

6/16/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 11
Test Abbreviation: CLEMENTE1_011

Start Time:

*Crosswin

Duration (dd:hh:mm:ss):

Log Interval (mm:ss)

N
Notes:
Statistics PM10
mg/m~3
""""""""""""""""""""""""""" 0.014
77777777777777777777777777777777777 Minimum: 0012
Time of Minimum: 8:34:03
Date of Minimum: 6/16/15
Maximum: 0.015
Time of Maximum: |  8:44:03
""""""""""""""""""""""" Date of Maximum: | 6/16/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/16/15

6/16/15

6/16/15

6/16/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,  R—
CLEMENTEL 012 |

Start Date: 6/16/15 |*Crosswin

Start Time: 8:48:03

Duration (dd:hh:mm:s: 0:00:15:00

L

Number of poin’

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

9:03:03

Date of Maximum:

Cal. date

4/14/15

6/16/15

Time

PM10

6/16/15

6/16/15

6/16/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/16/15

6/16/15

Model Number: 8533

Serial Number: 8533120308

Test ID: 13
CLEMENTE1_013

StartDate: 6/16/15 [*Crosswin|

Start Time: 9:04:03

Duration (dd:hh:mm

L

A\)érage: 0.014
Minimum: 0.013
Time of Minimum: 9:08:03

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: | 6/16/15
Calibration sensor: . AEROSOL

Cal. date 4/14/15
Date Time PM10

6/16/15

6/16/15

6/16/15

Test Abbreviation:

CLEMENTE1_014

Start Date:

6/16/15

*Crosswin

Start Time:
DI
[og Interval (mm:ss): :
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 6/16/15
Maximum: 0.013
Time of Maximum: | 9:22:03
"""""""""""""""""""" Date of Maximum: | 6/16/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
D.
MM/dd/yyyy hh:mm:ss mg/m”3
6/16/15 9:21:03 0.012
6/16/15 9:22:03 0.013

6/16/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/16/15 !

6/16/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 15

Test Abbreviation: CLEMENTEL 015 |
Start Date: 6/16/15 |*Crosswin

Start Time:

[og Interval (mm:ss)

9:36:03

Notes:

6/16/15

Average: 0.011
Minimum: 0.01
Time of Minimum: 9:44:03
Date of Minimum: 6/16/15
""""""""""""""""""""""" Maximum: | 0012
Time of Maximum: | 9:37:03
Date of Maximum: | 6/16/15
Calibraton Sensor: AEROSOL
] Cal. date 4/14/15
Date
MM/dd/yyyy

6/16/15

6/16/15

6/16/15

6/16/15

6/16/15

Serial Number: 8533120308
Test ID: 16
Test Abbreviation: CLEMENTE1_016

Start Date:

6/16/15

*Crosswin

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:

Time of Minimum:

9:53:03

Date of Minimum:

6/ 16} 15

Maximum:

Time of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/dd/yyyy hh:mm:ss mg/m”3
6/16/15 9:53:03 0.011

6/16/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/16/15

10:05:03

6/16/15

3

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i 7
Test Abbreviation: CLEMENTE1_017

Start Date: 6/16/15 {*Crosswin
St

Log Interval (mmfss). 1:00
Number of points: 15
Notes: i
Statisties Channel:
Units:
Average:
Minimum:

Time of Minimu

Date of Minimu 6/16/15
Maximum: 0.016
Time of Maximum: | 10:15:03
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/16/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/16/15

6/16/15

6/16/15

6/16/15

Model Number:

Serial Number:

8533120308

Test ID:

18

Test Abbreviatio

CLEMENTE1_018

Start Time: 10:24:03
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of points:

Minimum:

Time of Minimum:

10:39:03

Date of Minimum:

Date of Maximum:

6/16/15

Calibration

Sensor:

AEROSOL

Date

MM/dd/yyyy

6/16/15

6/16/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/16/15 !

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 19

Duration (dd:hh:mm:ss):

CLEMENTE1_019

Log Interval (mm:ss):

Statistics Channel:

Units:

Average:

Minimum:
e Time of Minimum:

Date of Minimum: 6/16/15

Maximum: 0.016

Time of Maximum: | 10:44:03
""""""""""""""""""""""" Date of Maximum: | 6/16/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

6/16/15

6/16/15

6/16/15

6/16/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test ID: 20
T

Start Date: 6/16/15 *Crosswin
Start Time: 10:56:03

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 50
Notes:

Statistics

A\)érage: 0.016
Minimum: 0.015
Time of Minimu 10:57:03
""""""""""""""""""" Date of Minimum: | 6/16/15

Time of Maximum:

Date of Maximum:

6/16/15

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

6/16/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/16/15 !

6/16/15

6/16/15

6/16/15 11:11:03

Model: DustfrakDRX |
Model Number: 8533
8533120308

Serial Number:

T
Start Date 6/16/15 [*Crosswin
StartTime: 11:12:03]
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 5,
Notes: 4
Statistics Channel: PM10
Units: mg/m”3
Average: 0.016
""""""""""""""""""""""" Minimum: | 0.014
Time of Minimum: | 11:27:03

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: | 6/16/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10

6/16/15

6/16/15

6/16/15

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_022

Start Date: 6/16/15 [*Crosswin
Start Time: 11:28:03

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
‘Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Maximum: 0.016
Time of Maximum: | 11:32:03
Date of Maximum: | 6/16/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date

MM/dd/yyyy

6/16/15

6/16/15

6/16/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/16/15 !

6/16/15

6/16/15

6/16/15

11:42:03

6/16/15

11:43:03

DustTrak DRX

Model Number:

8533

Serial Number:

Start Date:

8533120308

CLEMENTE1_023

6/16/15

Start Time:

11:44:03

Number of points:

0:00:15:00

Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: 0015
Minimum: 0.014
Time of Minimum: | 11:52:03
Date of Minimum: 6/16/15

""""""""""""""""""""""" Maximum: | 0.016
Time of Maximum: | 11:46:03
Date of Maximum: | 6/16/15

/dd/yyy

MM

6/16/15 3 0.016
6/16/15 11:47:03 0.015
6/16/15 0.015

6/16/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 24

Test Abbreviation: CLEMENTE1_024

Start Date: 6/16/15 *Crosswin
Start Time: 12:00:03

'Log Interval (mm:ss): 1:00

Number of points: 15

Notes: b

Statistics Channel: PM10
Units: mg/m”3
Average: 0.014

Minimum 0.013
) Date of Minimu 6/16/15
Maximum: 0.015

Time of Maximum:

12

03

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

6/16/15]




Roberto Clemente Park
CAMP Station 1 - Downwind

6/16/15 !

6/16/15

6/16/15

6/16/15 12:13:03 0.014
6/16/15 12:14:03 0.013
6/16/15 12:15:03 0.013

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm
Log Interval (mm:ss):

CLEMENTE1_025
Start Date: 6/16/15 |*Crosswin
Start Time: 12:16:03

Number of points:

Notes:
Statisties
Average:
Minimum:
Time of Minimu
Date of Minimu 6/16/15
Maximum: 0.014
Time of Maximum: | 12:21:03
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/16/15
Calibration Sensor: AEROSOL.
Cal. date 4/14/15

6/16/15

3

6/16/15 12:18:03

6/16/15

6/16/15

DustTrak DRX

M
Serial Number: 8533120308
Test ID: 26
Test Abbreviation: CLEMENTE1_026

: *Crosswin
Start Time: | 12:32:03]
Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss):

Channel:

Units:

Average

Time of Minimum:

Date of Minimum: 6/16/15
Maximum: 0.014
Date of Maximum: | 6/16/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/16/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/16/15

6/16/15

6/16/15

6/16/15

6/16/15

6/16/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum:

6/16/15

Maximum:

0.015

Time of Maximum:

Date of Maximum

MM/dd/yyyy hh:mm:ss mg/m”3
6/16/15 12:49:03 0.013
6/16/15 0.013

6/16/15

13:03:03

Model Number: 8533

Serial Number: 8533120308

Test ID: 28

CLEMENTE1_028

StartDate: T 6/16/15*Crosswin
Start Time: 13:04:03

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

13:17:03

Time of Minimum:
Date of Minimum:

6/16/15

Time of Maximum: | 13:05:03

Date of Maximum: | 6/16/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date PM10




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/16/15

6/16/15

6/16/15

6/16/15

6/16/15

6/16/15

Serial Number: 8533120308

Test ID: 29
CLEMENTE1_029
""""""" 6/16/15 *Crosswin|

Start Time: 13:20:03.

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.015

""""""""""""""""""""""" Minimum: | 0013
Time of Minimum: | 13:22:03
Date of Minimum: 6/16/15

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Maximum: | 0017

Time of Maximum

Date of Maximum: | 6/16/15
Calibration _{Sensar: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
6/16/15 0.014

13:34:03

6/16/15

3

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 30

Test Abbreviation: CLEMENTEL 030 |
Start Date: 6/16/15 |*Crosswin
Start Time: 13:36:03

Duration (dd:hh:m
Log Interval (mm:ss)

Number of points:

0:00:15:00

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Maximum:

0.017

Time of Maximum:

13:38:03

Date of Maximum:

6/16/15

6/16/15]

13:37:03}

0.015




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/16/15

6/16/15

6/16/15

6/16/15

6/16/15

6/16/15

Model Number:

Serial Number:

Test ID:

Start Date: 6/16/15 *Crosswin
Start Time: 13:52:03

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: 0016
Minimum: 0.015
Time of Minimum: | 13:53:03

Date of Minimum:

Time of Maximum:

13:54:03

Date of Maximum:

6/ 16) 15

bration

Cali

Date

MM/dd/yyyy

6/16/15

14:05:03

6/16/15

3

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i 2
Test Abbreviation: CLEMENTE1_032

Start Date: 6/16/15 *Crosswin
StartTime: 4 14:08:03]
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni mg/m”3
Average: 0.015
Minimum 0.014

Date of Minimu 6/16/15
Maximum: 0.015
Time of Maximum: | 14:09:03
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/16/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy




Roberto Clemente Park
CAMP Station 1 - Downwind

6/16/15 !

6/16/15

6/16/15

6/16/15

6/16/15

6/16/15 14:21:03

6/16/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

CLEMENTE1_033
Start Date: 6/16/15 |*Crosswin
Start Time: 14:24:03

Duration (dd:hh:mm:ss): 0:00:15:00

Average:

Minimum:

Maximum:

Time of Minimu

Time of Maximum:

14:38:03

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

6/16/15

6/16/15

6/16/15

Model:

Serial Number:

Model Number:

8533120308

Test ID:

Test Abbreviation: CLEMENTE1_034

Duration (dd:hh:mm:ss):

Log Interval (m

m:ss):

Number of points:

Statistics Channel PM10
Units: mg/m”3
Average: 0.018

Time of Minimum: | 14:41:03
Date of Minimum: 6/16/15
Maximum: 0.019
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 14:45.03
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/16/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
pate Time T Pmi0







Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy

6/16/15]

14:44:03

3

Model Number:

DustTrak DRX

Serial Number:

Start Time: 7:12:09

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 5,

Notes: 4

Statistics Channel: PM10
Units: mg/m”3
Average: 0.02

""""""""""""""""""""""" Minimum: | 0018
Time of Minimum: 7:25:09]

Date of Minimum:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Maximum:

Time of Maximum:

Date of Maximum: | 6/17/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10

6/17/15

6/17/15

6/17/15

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test Abbreviatio CLEMENTE1_002

Start Date: 6/17/15

Start Time: 7:28:09

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
‘Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Maximum: 0.018
Time of Maximum: |  7:29:09
Date of Maximum: | 6/17/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
6/17/15
6/17/15

6/17/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/17/15!

6/17/15

6/17/15 X
6/17/15 0.014
6/17/15 0.015

DustTrak DRX

Model Number:

8533

Serial Number:

Start Date:

8533120308

CLEMENTE1_003

Start Time:

Number of points:

Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: 0014
Minimum: 0.012
Time of Minimum: 7:59:09,
Date of Minimum: 6/17/15

""""""""""""""""""""""" Maximum: | 0015
Time of Maximum: | 7:45:09
Date of Maximum: | 6/17/15

/dd/yyy

MM

6/17/15

6/17/15

6/17/15

6/17/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 4
Test Abbreviation: CLEMENTE1_004

Start Date: 6/17/15
Start Time: 8:00:09

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: b

Statistics Channel: PM10
Units: mg/m”3
Average: 0.011

Minimum

Date of Minimu

6/17/15

Maximum:

0.013

Time of Maximum:

8

09

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

6/17/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/17/15!

6/17/15

6/17/15 .

6/17/15 0.012
6/17/15 0.011
6/17/15 0.01

Model:

DustTrak DRX

Model Number:

8533

CLEMENTE1_005

Start Date:

6/17/15

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Statisties
Average:
Minimum:
Time of Minimu
Date of Minimu 6/17/15
Maximum: 0.015
Time of Maximum: |  8:24:09]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/17/15
Calibration Sensor: AEROSOL.
Cal. date 4/14/15

6/17/15

6/17/15

6/17/15

6/17/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 6
Test Abbreviation: CLEMENTE1_006

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average

Time of Minimum:

Date of Minimum: 6/17/15
Maximum: 0.012
Date of Maximum: | 6/17/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/17/15]




Roberto Clem
CAMP Station 1

ente Park

- Downwind

6/17/15

6/17/15

6/17/15

6/17/15

6/17/15

6/17/15

DustTrak DRX

8533120308

Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes:
Statistics Channel:
Units:
Average:
Minimum:

Time of Minimum:

Date of Minimum: 6/17/15
Maximum: 0.013
Time of Maximum: |  8:55:09
""""""""""""""""""""""""" Date of Maximum: | 6/17/15

MM/dd/yyyy hh:mm:ss mg/m”3
6/17/15 8:49:09 0.01
6/17/15 8:50:09 0.011

6/17/15

6/17/15

Model Number: 8533

Serial Number: 8533120308

Test ID: 8

CLEMENTE1_008

Start Date: 6/17/15.
Start Time: 9:04:09

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

9:06:09

Time of Minimum:
Date of Minimum:

6/17/15

Time of Maximum: |  9:12:09]

Date of Maximum: | 6/17/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date PM10




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/17/15

6/17/15

6/17/15

6/17/15

6/17/15

6/17/15

Time of Maximum

Serial Number: 8533120308

Test ID: 9
CLEMENTE1_009
""""""" 6/17/15{

Start Time: 9009t

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.013

""""""""""""""""""""""" Minimum: | 001
Time of Minimum: 9:27:09]
Date of Minimum: 6/17/15

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Maximum: | 0018

Date of Maximum: | 6/17/15
Calibration _{Sensar: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
6/17/15 9:21:09 0.011

6/17/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 10

Test Abbreviation: CLEMENTEL 010 |
Start Date: 6/17/15

Start Time: 9:36:09

Duration (dd:hh:m
Log Interval (mm:ss)

Number of points:

0:00:15:00

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Maximum:

0.022

Time of Maximum:

9:45:09

Date of Maximum:

6/17/15

6/17/15]

9:37:09]

0.013




Roberto Clemente Park
CAMP Station 1 - Downwind

6/17/15!

6/17/15

6/17/15

6/17/15

6/17/15

Model Number:

6/17/15

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Channel:

Uni

""""""""""""""""""""""" Average: ~ 0015
Minimum: 0.011
Time of Minimum: 9:53:09,

Date of Minimum:

Time of Maximum:

9:57:09

Date of Maximum:

6/ 17) 15

gélibration

Date

MM/dd/yyyy

6/17/15

9:59:09

10:00:09

10:05:09

6/17/15

9

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i T
Test Abbreviation: CLEMENTE1_012

Start Date: 6/17/15
StartTime: 4 10:08:09]
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni mg/m”3
Average: 0.012
Minimum 0.011

Date of Minimu 6/17/15
Maximum: 0.014
Time of Maximum: | 10:11:09|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/17/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy




Roberto Clemente Park
CAMP Station 1 - Downwind

6/17/15!

6/17/15

6/17/15
6/17/15
6/17/15

6/17/15 10:21:09 0.012
6/17/15 9 0.014

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, gt
CLEMENTE1 013 |

Start Date: 6/17/15

Start Time: 10:24:09

Duration (dd:hh:mm:ss): 0:00:15:00

Average:
Minimum:
Time of Minimu

Maximum:
Time of Maximum: | 10:39:09|

Cal. date 4/14/15

Date Time PM10
MM/ddfyyyy
6/17/15
6/17/15

6/17/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 14

Test Abbreviation: CLEMENTE1_014

Duration (dd:hh:mm:ss):
Log Interval (mm:ss):
Number of points:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.013

09

Time of Minimum: | 10
Date of Minimum: 6/17/15
Maximum: 0.015

Time of Maximum: | 10:41:09

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/17/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy
6/17/15]

6/17/15

6/17/15

6/17/15

6/17/15

Test Abbreviation: CLEMENTE1_015
Start Date: 6/17/15
Start Time: 10:56:09
Duration (dd:hh:m 0:00:15:00
Log Interval (mm:ss): 1 roo|
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

~ Date of Maximum

Date of Minimum: 6/17/15
Maximum: 0.015
Time of Maximum: | 11:03:09

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
6/17/15 0.013
6/17/15 0.013

6/17/15

6/17/15

6/17/15

11:11:09

Number of poin
N

Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 16
CLEMENTE1_016
""""""" 6/17/15]
StartTime: 11:12:09]
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Channel:

PM10

Uni

mg/m”3

Minimum 0.012
Time of Minimum: | 11:23:09
Date of Minimum: 6/17/15

Maximum:

Time of Maximum

Date of Maximum: | 6/17/15
Calibration sensor: AEROSOL
Cal. date 4/14/15




Roberto Clemente Park

CAMP Station 1

- Downwind

Date {PM10

MM/dd/yyyy  hhmmss img/mA3

"""""""""""""""""" 6/17/15{  11:13:09]  0.013
6/17/15 11:14:09 0.013
6/17/15 11:15:09 0.013

6/17/15

6/17/15

6/17/15

6/17/15

6/17/15

Duration (dd:hh:mm:s:

Serial Number: 8533120308
Test ID: 17
Test Abbreviation: CLEMENTE1_017

Start Date: 6/17/15
Start Time: 11:28:09

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:

Units:

Average:
"""""""""""""""""""""""" Minimum:

Time of Minimum:

11:29:09

Date of Minimum:

6/ 17) 15

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

6/17/15

6/17/15

Start Date:

6/17/15 11:42:09 0.013
6/17/15 11:43:09 0.013
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 18
Test Abbreviation: CLEMENTEL 018 |

Start Time:

Duration (dd:hh:m

Log Interval (mm ss)”

Notes:

0:00:15:00

Statistics Channel PM10
Average: 0.013
Minimum: 0.013
Time of Minimum: | 11:45:09]
Date of Minimum: 6/17/15

Time of Maximum:

11:49:09

Date of Maximum:

6/ 17) 15

iCal. date

| 4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

Date PM10

MM/dd/yyyy hhimmss mg/mA3
6/17/15 11:45:09 0.013
6/17/15

6/17/15

6/17/15

6/17/15

6/17/15

6/17/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 19
Test Abbreviation: CLEMENTE1_019

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Minimum:

Time of Minimum:

12:01:09

Date of Maximum: | 6/17/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/17/15

6/17/15

6/17/15 12:13:09 0.014
6/17/15 12:14:09 0.014
6/17/15 12:15:09 0.014

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, e
CLEMENTEL 020 |

Start Date: 6/17/15

Start Time: 12:16:09;

Notes:

Uni mg/m”3
Average: 0.014
Minimum: 0.013
Time of Minimu 12:18:09
""""""""""""""""""""""" Date of Minimum: | 6/17/15
""""""""""""""""""""""" Maximum: | 0.015
Time of Maximum: | 12:24:09|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/17/15
Calibration Sensor: T [AEROSOL




Roberto Clemente Park
CAMP Station 1 - Downwind

MM/dd/yyyy

6/17/15

6/17/15

6/17/15

6/17/15

6/17/15

6/17/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 21

i CLEMENTE1_021

Start Date: 6/17/15 777777777777
Start Time: 12:32:09

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

Average:

Minimum:

~ Date of Minimu

Time of Maximum:

Date of Maximum: | 6/17/15
Calibration sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

6/17/15

6/17/15

6/17/15

6/17/15

6/17/15

Test Abbreviation:

CLEMENTE1_022

Start Date:
Start Time

[og Interval (mm:ss)

6/17/15

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 6/17/15
Maximum: 0.014
Time of Maximum: | 12:49:09

Date of Maximum




Roberto Clemente Park
CAMP Station 1 - Downwind

Calibration fensor: {AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

6/17/15 0.014]

6/17/15

6/17/15

6/17/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 23

Test Abbreviation: CLEMENTEL 023 |
Start Date: 6/17/15

Start Time: 13:04:09

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1 oo
Number of points: 15

Notes:

Maximum: 0.017

Time of Maximum: | 13:06:09

Date of Maximum: | 6/17/15

Calibration Sensor: AEROSOL

Cal. date 4/14/15

6/17/15

6/17/15

6/17/15

6/17/15

6/17/15

6/17/15

6/17/15 13:19:09 0.014

DustTrak DRX

8533
Serial Number: 8533120308
Test ID: 24
Test Abbreviation: CLEMENTE1_024
StartDate: L 6/17/15{

Duration (dd:hh:mm

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel:
Units:
Average:

Time of Minimum: | 13:31:09

Date of Minimum: 6/17/15

Maximum:

Time of Maximum

iDate of Maximum: |




Roberto Clem
CAMP Station 1

ente Park
- Downwind

4/14/15
Date PM10
MM/dd/yyyy mg/m*3
6/17/15 1 9/ 0.013
6/17/15 13:23:09]  0.013
6/17/15 0.013

6/17/15

Duration (dd:hh:mm:s

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testi;: 50
Test Abbreviation: CLEMENTE1_025

Start Date: 6/17/15

Start Time: 13:36:09

Minimum

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.014

Date of Minimu 6/17/15
Maximum: 0.015
Time of Maximum: | 13:44:09|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/17/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/17/15

6/17/15

6/17/15

6/17/15

6/17/15

13:51:09

Test Abbreviatio

Start Time:

Model Number: 8533
Serial Number: 8533120308
Test ID: 26

CLEMENTE1_026

13:52:09

Duration (dd:hh:mm:ss):

0:00:15:00

Log Interval (mm:ss):

Notes:

1:00

Statistics

Channel:

Minimum:

Time of Minimum:

14:05:09

Date of Minimum:




Roberto Clem
CAMP Station 1

ente Park
- Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/17/15

Calibration T Sensori T AEROSOL
Cal. date 4/14/15

Date Time PM10

6/17/15

1 9

6/17/15

13:54:09

6/17/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 27

Test Abbreviation: CLEMENTE1_027

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

- Average

Time of Minimum:

Date of Minimum: 6/17/15
Maximum: 0.012
Time of Maximum: | 14:12:09
""""""""""""""""""""""" Date of Maximum: | 6/17/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/17/15

6/17/15

6/17/15

6/17/15

14:21:09

6/17/15

14:22:09

14:23:09

Start Date:

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

6/17/15

Start Time:

14:24:09

Duration (dd:hh:mm:s

Number of poin’

0:00:15:00

Notes:

Statistics

Averag,

e

Minimum:

Time of Minimu

Maximum:




Roberto Clemente Park
CAMP Station 1 - Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, {Time of Maximum: | 14:28:09
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, {Date of Maximum: | 6/17/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
5

6/17/15 14:26:09

MM/dd/yyyy hh:mm:ss mg/m”3
6/17/15 14:25:09 0.011
0.011

6/17/15 14:39:09 0.012
Model: DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 29
H CLEMENTE1_029
Start Date: 6/17/15 777777777777
Start Time: 14:40:09
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes:
Statistics Channel: PM10
S Unitss mg/mh3
) Minimum
Time of Minimum: | 14:41:09
Date of Minimum: 6/17/15

Maximum:

Time of Maximum:

Date of Maximum: | 6/17/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10

6/17/15

6/17/15

6/17/15

6/17/15

Test Abbreviatio CLEMENTE1_030

Start Date: 6/17/15

Start Time: 14:

[og Interval (mm:ss):

Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum
iDate of Minimum:




Roberto Clemente Park

CAMP Station 1

- Downwind

Date of Maximum: | 6/17/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
6/17/15 0.011

6/17/15 15:10:09 0.011
6/17/15 15:11:09 0.011
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 31
Test Abbreviation: CLEMENTEL_ 031 |
Start Date: 6/17/15
Start Time: 15:12:09

Duration (dd:hh:m

Log Interval (mm:ss)
Number of points:

0:00:03:00

Notes:

istics

§fat

Average: 0.011
Minimum: 0.011
Time of Minimum: | 15:13:09]
Date of Minimum: 6/17/15
""""""""""""""""""""""" Maximum: | 0011
Time of Maximum: | 15:13:09
Date of Maximum: | 6/17/15

6/17/15 15:13:09 0.011
6/17/15 15:14:09 0.011
6/17/15 15:15:09 0.011

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testio: i
Test Abbreviation: CLEMENTE1_001

Start Date: 6/18/15
StartTime: 733220
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni mg/m”3
Average: 0.009
Minimum 0.006
Date of Minimu 6/18/15
Maximum: 0.017
Time of Maximum: | 7:34:22
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/18/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy







Roberto Clemente Park

CAMP Station 1 -

Downwind

6/18/15 !

6/18/15

6/18/15

6/18/15

6/18/15

6/18/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, R
CLEMENTE1 002 |

Start Date: 6/18/15

Start Time: 7:49:22

0:00:15:00

Duration (dd:hh:mm:ss):

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

7:51:22

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

6/18/15

6/18/15

6/18/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 3

Test Abbreviation: CLEMENTE1_003

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics Channel PM10
Units: mg/m”3
Average: 0.009

Time of Minimum: 8:20:22
Date of Minimum: 6/18/15
Maximum: 0.014
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 8:08:22
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/18/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
pate Time T Pmi0




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy
6/18/15]

6/18/15

6/18/15

6/18/15

6/18/15

Test Abbreviation: CLEMENTE1_004
Start Date: 6/18/15
Start Time: 8:21:22
Duration (dd:hh:m 0:00:15:00
Log Interval (mm:ss): 1 roo|
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

Calibration

~ Date of Maximum

Date of Minimum: 6/18/15
Maximum: 0.009
Time of Maximum 8:30:22

Sensor:

AEROSOL

Cal. date

4/14/15

6/18/15

6/18/15

6/18/15

6/18/15

6/18/15

Model Number:

Number of poin
N

Serial Number: 8533120308
Test ID: 5
CLEMENTE1_005
""""""" 6/18/15]
Start Time: el
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Channel:

PM10

Uni

mg/m”3

Minimum 0.007
Time of Minimum: 8:45:22
Date of Minimum: 6/18/15

Maximum:

Time of Maximum

Date of Maximum: | 6/18/15
Calibration sensor: AEROSOL
Cal. date 4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/18/15

6/18/15

6/18/15

6/18/15

6/18/15

6/18/15

6/18/15

6/18/15

8:52:22

Duration (dd:hh:mm:s:

Model: DustTrak DRX

Model Number: 8533
Serial Number: 1 8533120308]
Test ID: 6

Test Abbreviation: CLEMENTE1_006

Start Date: 6/18/15

Start Time: 8:53:22

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:

Units:

Average:
"""""""""""""""""""""""" Minimum:

Time of Minimum:

8:56:22

Date of Minimum:

6/ 18} 15

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

6/18/15

Start Date:

6/18/15 0.008|
6/18/15 0.008
6/18/15 0.008|
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 7
Test Abbreviation: CLEMENTEL 007 |

Start Time:

Duration (dd:hh:m

Log Interval (mm ss)”

Notes:

0:00:15:00

Statistics Channel PM10
Average: 0.008
Minimum: 0.007
Time of Minimum: 9:19:22
Date of Minimum: 6/18/15

Time of Maximum:

9:14:22

Date of Maximum:

6/ 18} 15

iCal. date

4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy

6/18/15

6/18/15

6/18/15

6/18/15

6/18/15

6/18/15

6/18/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 8
Test Abbreviation: CLEMENTE1_008

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Minimum:

Time of Minimum:

Date of Maximum: | 6/18/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/18/15

6/18/15 .

6/18/15 0.009
6/18/15 0.01
6/18/15 0.008

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, e
CLEMENTEL 009 |

Start Date: 6/18/15

Start Time:

9:41:22}

Notes:

Uni mg/m”3
Average: 0.017
Minimum: 0.008
Time of Minimu 9:45:22
""""""""""""""""""""""" Date of Minimum: | 6/18/15
""""""""""""""""""""""" Maximum: | 0.031
Time of Maximum: | 9:51:22
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/18/15
Calibration " ""sensor: " [AEROSOL




Roberto Clemente Park
CAMP Station 1 - Downwind

MM/dd/yyyy

6/18/15
6/18/15

6/18/15
6/18/15
6/18/15

6/18/15 9:55:22 0.023

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 10

i : CLEMENTE1_010

Start Date: 6/18/15 777777777777
Start Time: 9:57:22

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

Average:
Minimum:

~ Date of Minimu

Time of Maximum:
Date of Maximum: | 6/18/15

Calibration . Sensor: . AEROSOL
Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3
6/18/15 9:59:22 0.008
6/18/15 10:00:22 0.009

6/18/15

6/18/15
6/18/15
6/18/15

6/18/15

Test ID

Test Abbreviation: CLEMENTE1_011

Start Date: 6/18/15

Start Time: 1013220
5

[og Interval (mm:ss)
Number of points: 15
Notes:

Statistics Channel:

Units:

Average:

Minimum:
- Time of Minimum:
Date of Minimum: 6/18/15
Maximum: 0.167
Time of Maximum: | 10:15:22

Date of Maximum




Roberto Clemente Park
CAMP Station 1 - Downwind

Calibration fensor: {AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

6/18/15 0.008

6/18/15
6/18/15
6/18/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 12

Test Abbreviation: CLEMENTEL 012 |
Start Date: 6/18/15

Start Time: 10:29:22

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1 oo
Number of points: 15

Notes:

Maximum: 0.012

Time of Maximum: | 10:35:22

Date of Maximum: | 6/18/15

Calibration Sensor: AEROSOL

Cal. date 4/14/15

6/18/15

6/18/15

6/18/15

6/18/15

6/18/15

6/18/15

6/18/15 10:44:22 0.009

DustTrak DRX

8533
Serial Number: 8533120308
Test ID: 13
Test Abbreviation: CLEMENTE1_013
StartDate: L 6/18/15{

Duration (dd:hh:mm

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel:
Units:
Average:

Time of Minimum: | 10:46:22

Date of Minimum: 6/18/15

Maximum:

Time of Maximum

iDate of Maximum: |




Roberto Clem
CAMP Station 1

ente Park
- Downwind

4/14/15
Date PM10
MM/dd/yyyy mg/m*3
6/18/15 1 20 0.009
6/18/15 10:48:22 0.01
6/18/15 0.014

6/18/15

Duration (dd:hh:mm:s

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testi;: T
Test Abbreviation: CLEMENTE1_014

Start Date: 6/18/15

Start Time: 11:01:22

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.011

~ {Minimum 0.009

) Date of Minimu 6/18/15
Maximum: 0.02

Time of Maximum: | 11:03:22]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/18/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/18/15

6/18/15

6/18/15

6/18/15

6/18/15

11:16:22

Test Abbreviatio

Start Time:

Model Number: 8533
Serial Number: 8533120308
Test ID: 15

CLEMENTE1_015

11:17:22

Duration (dd:hh:mm:ss):

0:00:15:00

Log Interval (mm:ss):

Notes:

1:00

Statistics

Channel:

Minimum:

Time of Minimum:

11:18:22

Date of Minimum:




Roberto Clemente Park
CAMP Station 1 - Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/18/15

Calibration T Sensori T AEROSOL
Cal. date 4/14/15

Date Time PM10

6/18/15

1 2

6/18/15

11:19:22

6/18/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 16

Test Abbreviation: CLEMENTE1_016

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

- Average

Time of Minimum:

Date of Minimum: 6/18/15
Maximum: 0.009
Time of Maximum: | 11:34:22
""""""""""""""""""""""" Date of Maximum: | 6/18/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/18/15

6/18/15

6/18/15

6/18/15

11:46:22

6/18/15

11:47:22

11:48:22

Start Date:

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

6/18/15

Start Time:

11:49:22

Duration (dd:hh:mm:s

Number of poin’

0:00:15:00

Notes:

Statistics

Averag,

e

Minimum:

Time of Minimu

Maximum:




Roberto Clem
CAMP Station 1

ente Park
- Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, {Date of Maximum: | 6/18/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

5

MM/dd/yyyy hh:mm:ss mg/m”3
6/18/15 11:50:22 0.009
6/18/15 0.008

12:04:22

~Uni

Model DustTrak DRX

Model Number: T 8533

Serial Number: 8533120308

Test ID: 18
CLEMENTE1_018

Start Date: 6/18/15 777777777777

Start Time: 12:05:22

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: i 50

Notes:

statistics Channel:

Minimum
Time of Minimum: | 12:10:22
Date of Minimum: 6/18/15

Maximum:

Time of Maximum:

Date of Maximum: | 6/18/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10

6/18/15

6/18/15

6/18/15

6/18/15

Test Abbreviatio

CLEMENTE1_019

Start Date:

6/18/15

Start Time:

[og Interval (mm:ss):

Number of points:

Notes:

Average:

Minimum:

Time of Minimum
iDate of Minimum:




Roberto Clemente Park

CAMP Station 1 -

Downwind

Date of Maximum: | 6/18/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
6/18/15 0.007

6/18/15 12:35:22 0.007
6/18/15 12:36:22 0.007
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 20
Test Abbreviation: CLEMENTEL 020 |
Start Date: 6/18/15
Start Time: 12:37:22

Duration (dd:hh:m

Log Interval (mm:ss)
Number of points:

0:00:15:00

Notes:

istics

§fat

Average:

Minimum:

Time of Minimum:

Date of Minimum:

Maximum:

Time of Maximum:

12:49:22

Date of Maximum:

6/18/15 12:38:22 0.008
6/18/15 12:39:22 0.007
6/18/15 12:40:22 0.007

6/18/15

6/18/15

6/18/15

6/18/15

6/18/15

Test Abbreviation:

CLEMENTE1_021

Start Date:

6/18/15

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: i

statistics Channel: PM10
Units: mg/m”3

Average:




Roberto Clemente Park

CAMP Station 1

- Downwind

Time of Maximum:

12:55:22

Date of Maximum:

6/ 18) 15

Calibration

Sensor:

AEROSOL

Date

Time

MM/dd/yyyy

hh:mm:ss

6/18/15

6/18/15 13:06:22 0.007
6/18/15 13:07:22 0.007
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, 6/18/15. 130822 0.008
Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Testi;: i 2]
Test Abbreviation: CLEMENTE1_022
Start Date: 6/18/15
StartTime: 0 13:09:22]
Log Interval (mm:ss): 1 100,
Number of points: 15

Uni mg/m”3
Average: 0.008
Minimum: 0.007

Time of Minimu

Date of Minimu 6/18/15
Maximum: 0.008
Time of Maximum: | 13:10:22]
Date of Maximum: | 6/18/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
pate Time
MM/ddlyyyy hh:mm:ss

6/18/15

13:10:22

6/18/15

13:11:22

6/18/15

6/18/15

6/18/15

6/18/15

6/18/15

Serial Number:

DustTrak DRX

8533120308

Test ID:

23

Test Abbreviatio

Start Time:

CLEMENTE1_023

Duration (dd:hh:mm:ss):

0:00:15:00

Log Interval (mm:ss):

{Minimum:




Roberto Clemente Park
CAMP Station 1 - Downwind

‘Time of Minimu

iDate of Minimu

Maximum:

Time of Maximum:

13:26:22

Date of Maximum:

6/18/15

Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy

6/18/15

6/18/15

6/18/15

6/18/15
"""""""""""""""""" 6/18/15

6/18/15

6/18/15
""""""""""""""""""""" 6/18/15
"""""""""""""""""" 6/18/15

6/18/15

6/18/15

6/18/15

6/18/15
"""""""""""""""""" 6/18/15
Model:
Model Number:
Serial Number: 8533120308
Test ID: 24
Test Abbreviation: CLEMENTE1_024

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 6/18/15

Maximum: 0.008
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 13:42:22
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/18/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date
MM/dd/yyyy

6/18/15

6/18/15

6/18/15

6/18/15

6/18/15

Model Number:

8533

Serial Number:

8533120308

Test ID:

25

Start Date: 6/18/15
Start Time: 13:57:22
Duration (dd:hh:mm:ss): 0:00:15:00
:ss): 1:00
,,,,,,,,,,,,,,,,,,,,, P

iAverage:




Roberto Clemente Park
CAMP Station 1 - Downwind

‘Minimum:

ime of Minimum

Date of Minimum: 6/18/15
Maximum: 0.009
Time of Maximum: | 14:09:22

Calibration

Date of Maximum:

6/18/15

Sensor: AEROSOL

Cal. date

4/14/15

MM/dd/yyyy

6/18/15

6/18/15

6/18/15

14:12:22

Model DustTrak DRX
Model Number: 1 8533
Serial Number: 8533120308
Test ID: 26
CLEMENTE1_026
""""""" 6/18/15.
Start Time: | 14:13:22)

Duration (dd:hh:mm:ss):

Number of poin
N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.007

""""""""""""""""""""""" Minimum: | 0.006
Time of Minimum: | 14:17:22

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum: | 6/18/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/18/15

0.008

6/18/15

6/18/15

6/18/15

Model:

6/18/15

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_027
Start Date: 6/18/15
Start Time: 14:29:22

Duration (dd:hh:m

Log Interval (mm:ss)

0:00:15:00

Notes:




Roberto Clemente Park

CAMP Station 1 -

Downwind

Time of Minimum:

14:31:22

Date of Minimum:

6/ 18) 15

Maximum:

0.008

Time of Maximum:

Calibration Sensor: AEROSOL
Cal. date 4/14/15

pate Time PM10

MM/dd/yyyy hh:mm:ss mg/m”3

Start Date:

6/18/15 14:43:22 0.007
6/18/15 14:44:22 0.007
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 28
Test Abbreviation: CLEMENTEL 028 |

Start Time:

Log Interval (mm:ss) )

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ T 0.007
Minimum: 0.006
Time of Minimum: | 14:55:22]

Date of Minimum:

Time of Maximum:

14:51:22

6/18/15

Date of Maximum: | 6/18/15
Calibration AEROSOL
4/14/15
Date PM10
MM/dd/yyyy mg/m*3

6/18/15

6/18/15

6/18/15

Model:

DustTrak DRX

Model Number:

8533

Test ID: 29

Test Abbreviation: CLEMENTE1_029

Start Date: 6/18/15

Start Time: 15:01:22

Duration (dd:hh:mm:ss):  10:00:15:00 |
Log Interval (mm:ss): 1 o0l
Number of points: 15

Notes: i
Statistics {Channel: Pmi0




Roberto Clemente Park
CAMP Station 1 - Downwind

Minimum: 0.006
Time of Minimum: | 15:10:22]
Date of Minimum: 6/18/15
Maximum: 0.008

Date of Maximum: | 6/18/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy

6/18/15

mg/m”3

6/18/15 15:14:22 0.007
6/18/15 15:15:22 0.007
6/18/15 15:16:22 0.007

Model: DustTrak DRX

Model Number: 1 8533
SerialNumber: " '8533120308]
Test ID: 1

St

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: i
Statistics Channel:

Units:

Average:
""""""""""""""""""""""" Minimum:
""""""""""""""""""""""" Time of Minimum: | 7:21:39

Date of Minimum: 6/19/15

Maximum: 0.018
"""""""""""""""""""""""" Time of Maximum: | 7:10:39
""""""""""""""""""""""" Date of Maximum: | 6/19/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
6/19/15 7:10:39 0.018]

6/19/15

6/19/15

6/19/15

6/19/15

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test ID:

Start Date:

Start Time:

Number of points:







Roberto Clemente Park

CAMP Station 1 - Downwind
Notes: L L
Statistics Channel: PM10
Units: mg/m”3
Average: 0.004
Minimum 0.001

Date of Minimu 6/19/15
Maximum: 0.008
Time of Maximum: |  7:40:39]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/19/15
Calibration Sensor: AEROSOL
Cal. date 4/14/];

6/19/15

Model Number:

Serial Number:

Start Time: 7:41:39
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Minimum:

Time of Minimum:

7:49:39]

Date of Minimum:

Time of Maximum:

7:53:39

Date of Maximum:

6/ 19} 15

Calibration

Sensor:

AEROSOL

Date

Time

MM/dd/yyyy

hh:mm:ss

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

Duration (dd:hh:mm

Log Interval (mm:ss):

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, i —
CLEMENTEL 004 |

Start Date: 6/19/15

Start Time: 7:57:39




Roberto Clemente Park
CAMP Station 1 - Downwind

Statistics Channel:

Units:

Average:

Time of Minimum:

Date of Minimum: 6/19/15
Maximum: 0.022
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | _8:10:39
Date of Maximum: | 6/19/15
Calibration Sensor: AEROSOL

6/19/15 8:11:39

DustTrak DRX

8533

8533120308

Start Date: 6/19/15
Start Time: 8:13:39

Duration (dd:hh:mm:ss): 0:00:15:00

Average:

Log Interval (mm:ss): 4] L
Number of poin 15

Notes:

Statistics

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

8:14:39]

Date of Maximum:

6/19/15

Cal. date

4/14/15

Date Time

PM10

MM/dd/yyyy

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

Duration (dd:hh:mm:ss):




Roberto Clemente Park

CAMP Station 1

- Downwind

Statistics

Channel:

Uni

Minimum
Time of Minimum: 8:44:39]
Date of Minimum: 6/19/15

Maximum:

Time of Maximum:

Date of Maximum:

Cal. date

Date

MM/dd/yyyy

Serial Number: 18533120308]
T

Test Abbreviatio CLEMENTE1_007

Start Date: 6/19/15

Start Time: 8:45:39

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Date of Minimum: 6/19/15
Maximum: 0.021
Time of Maximum: | 8:52:39

Date of Maximum:

6/19/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 6/19/15 0.018
6/19/15 0.019

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

9:00:39

Model: DustTrak DRX
Model Number: i 8533
Serial Number: 18533120308/
Test ID: 8
CLEMENTE1_008
""""""" 6/19/15]
StartTime: i gon39)




Roberto Clem
CAMP Station 1

ente Park

- Downwind

Duration (dd:hh:m
Log Interval (mm:ss)

Number of points:

0:15:00

o

Notes:

Statistics Channel PM10
Average: 0.017
Minimum: 0.015
Time of Minimum: 9:11:39,
Date of Minimum: 6/19/15
""""""""""""""""""""""" Maximum: | 0.019
Time of Maximum: | 9:04:39
Date of Maximum: 6/19/];
Calibration AEROSOL
""""""""""""""""""""""" Cal.date | 4/14/15
Date PM10
MM/ddfyyyy mg/mA3
"""""""""""""""""" 6/19/15 ~ 0017
6/19/15 0.018]
6/19/15 0.019

6/19/15

Duration (dd:hh:mm:s:

Test Abbreviation: CLEMENTE1_009
Start Date: 6/19/15
Start Time: 9:17:39

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:

Units:

Average:
'''''''''''''''''''''''''''''' Minimum:

Time of Minimum:

9:27:39

Date of Minimum:

6/ 19} 15

Maximum:

0.018

Time of Maximum:

9

39

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15 X
6/19/15 0.018
6/19/15 0.017

Model Number:

Serial Number:

Test ID:

Start Date:

! 6/19/15]




Roberto Clemente Park

CAMP Station 1

- Downwind

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Uni mg/m”3
Average: 0.017
Minimum: 0.016

Time of Minimu
Date of Minimu

6/19/15

Maximum:

0.018

Time of Maximum:

Calibration Sensor: AEROSOL
Cal. date 4/14/15

pate Time PM10
MM/ddfyyyy hh:mm:ss mg/mr3”
6/19/15 9:34:39 0.016

6/19/15 9:35:39 0.017

6/19/15 9:36:39 0.017

Serial Number:

8533120308

Test ID:

11

Test Abbreviation:

CLEMENTE1_011

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Minimum:
Time of Minimum: 9:52:39,
Date of Minimum: 6/19/15

Maximum:

0.018

Date of Maximum: | 6/19/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15 X

6/19/15 10:02:39 0.016
6/19/15 10:03:39 0.018
6/19/15 10:04:39 0.018

Test Abbreviation:

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

{CLEMENTE1 012 |




Roberto Clemente Park

CAMP Station 1

- Downwind

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum:

6/19/15

Maximum:

Date of Maximum

0.019

Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
6/19/15 10:06:39 0.018
6/19/15 0.017

Model Number: 8533
Serial Number: 8533120308
Test ID: 13
CLEMENTE1_013
Start Date: 6/19/15 777777777777
Start Time: 10:21:39
Duration (dd:hh:mm:ss): 0:00:15:00
:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

Time of Maximum:

A\)érage: 0.017
Minimum: 0.016
Time of Minimum: | 10:22:39
Date of Minimum: 6/19/15

Date of Maximum: | 6/19/15
Calibration sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

Test ID: !




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Test Abbreviatio [CLEMENTE1_ 014 |
""""""""""""""""""""""""""""" 6/19/15{
Start Time: 7 103739
Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.021

""""""""""""""""""""""" Minimum: | 0018
Time of Minimum: | 10:50:39
Date of Minimum: 6/19/15

Time of Maximum

Date of Maximum: | 6/19/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3
6/19/15 0.021

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 15

Test Abbreviation: CLEMENTEL 015 |
Start Date: 6/19/15

Start Time: 10:53:39

Duration (dd:hh:m

Log Interval (mm:ss)

0:00:15:00

Notes:

Average:

Minimum:

Time of Minimum:

Maximum: 0.071
Time of Maximum: | 10:59:39
Date of Maximum: | 6/19/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddAyyyy
6/19/15
6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

Serial Number:

8533120308




Roberto Clemente Park
CAMP Station 1 - Downwind

Test ID: | 16}

Test Abbreviation: \CLEMENTE1 016 |
StartDate: 6/19/15,
Start Time: 11:09:39

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss):

N

Notes:

Statistics Channel:
Units:

Average:

Minimum:

Time of Minimum:

Time of Maximum:

'11:20:39)

Date of Maximum: | 6/19/15
AEROSOL
Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/19/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i 7

Test Abbreviation: CLEMENTE1_017

Start Date: 6/19/15

SstartTime: 11:25:39]

LogInterval (mm:ss): | 0]

Number of points: 15

Notes: L L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.027
Minimum 0.021
Date of Minimu 6/19/15
Maximum: 0.034
Time of Maximum: | 11:38:39]

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/19/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

Model Number:

! 8533}




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Serial Number:

Number of poin’

18
CLEMENTE1 018 |
Start Date: 6/19/15
Start Time: 11:41:39
Duration (dd:hh:mm:s 0:00:15:00
L

Notes:

Statistics

Average:

Minimum

6/19/15

Maximum: 0.037

Time of Maximum: | 11:44:39]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/19/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

6/19/15

6/19/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 19

Test Abbreviation: CLEMENTE1_019

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Statistics

Channel:

Units:

Average:

Time of Minimum:

Date of Minimum: 6/19/15
Maximum: 0.092
Time of Maximum: | 11:59:39
""""""""""""""""""""""" Date of Maximum: | 6/19/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

iDustTrak DRX




Roberto Clemente Park
CAMP Station 1 - Downwind

Test Abbreviation: CLEMENTE1_020
Start Date: 6/19/15
Start Time:

[og Interval (mm:ss):
Number of points: 15
Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.027

Time of Minimum
Date of Minimum:
Maximum:

Time of Maximum: | 12:17:39

Date of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/19/15
6/19/15

6/19/15

6/19/15 12:28:39 0.019
Model: DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 21

H CLEMENTE1_021
""""""" 6/19/15{

Start Time: |~ 12:29:39]
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes: 4
Statistics Channel:

Uni

Minimum
Time of Minimum: | 12:40:39
Date of Minimum: 6/19/15
Maximum:

Time of Maximum:
Date of Maximum: | 6/19/15

Calibration .. Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date

MM/dd/yyyy

6/19/15

6/19/15
6/19/15
6/19/15

6/19/15
6/19/15
6/19/15




Roberto Clemente Park
CAMP Station 1 - Downwind

Serial Number: 8533120308
Test ID: 22
Test Abbreviation: CLEMENTE1_022
Start Date: 6/19/15
st

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 15
Notes

Statistics

Time of Minimum: | 12:55:39
Date of Minimum: 6/19/15
Maximum: - 0.033

Time of Maximum

Date of Maximum: | 6/19/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/19/15
6/19/15 12:59:39 0.018
6/19/15 13:00:39 0.018]
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 23
Test Abbreviation: CLEMENTEL 023 |
StartDate: 1 ef19515]
Start Time:

Number of points:
Notes:

Statistics Channel: PM10
Average: 0.021
Minimum: 0.018

Time of Minimum: | 13:15:39]
Date of Minimum: 6/19/15
Maximum: | 0.033
Time of Maximum: | 13:06:39

Date of Maximum: | 6/19/15

MM/dd/yyyy

6/19/15 9 0.019

6/19/15 13:04:39 0.019

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

Model Number: 8533
Serial Number: 8533120308
Test ID: 24

Test Abbreviatio

CLEMENTE1_024

Start Time: 13:17:39
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Minimum:

Time of Minimum:

13:25:39

Date of Minimum:

Time of Maximum: | 13:22:39

Date of Maximum: | 6/19/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/19/15 .

6/19/15 13:30:39 0.018
6/19/15 13:31:39 0.017
6/19/15 13:32:39 0.017

Duration (dd:hh:mm

Log Interval (mm:ss):

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, Sgpm
CLEMENTEL 025 |

Start Date: 6/19/15

Start Time: 13:33:39

Number of points:

Notes:

Uni mg/m”3
Average: 0.019
Minimum: 0.017

Time of Minimu

Date of Minimu 6/19/15
Maximum: 0.024
Time of Maximum: | 13:42:39]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/19/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/19/15

9

6/19/15

13:35:39

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

26

Start Date: 6/19/15

Start Time: 13:49:39

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, e

Uni
Averag

e

Minimum:

Time of Minimu

Maximum:

6/19/15

Time of Maximum: | 13:54:39]

Date of Maximum: | 6/19/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 6/19/15
Maximum: 0.026
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 14:09:39
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/19/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
D
MM/dd/yyyy hh:mm:ss mg/m”3
6/19/15 14:06:39 0.019

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/19/15

6/19/15;

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_028

Start Date: 6/19/15

Start Time: 14:21:39

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Statistics

Average:

Minimum:

Time of Minimum

Date of Minimum: 6/19/15
Maximum: 0.028
Time of Maximum: | 14:22:39
Date of Maximum: | 6/19/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 6/19/15 0.028
6/19/15 0.026

6/19/15

6/19/15

6/19/15

6/19/15

14:36:39

Model: DustTrak DRX
Model Number: i 8533
Serial Number: | 8533120308]
Test ID: 29
CLEMENTE1_029
""""""" 6/19/15{
Start Time: 7 143739,
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.398

""""""""""""""""""""""" Minimum: | 0.018
Time of Minimum: | 14:42:39

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum:

6/19/15

Date

Sensor:

AEROSOL

MM/dd/yyyy

6/19/15

6/19/15

6/19/15

6/19/15

6/19/15]




Roberto Clemente Park

CAMP Station 1

- Downwind

6/19/15

6/19/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 30
Test Abbreviation: CLEMENTE1_030

Start Date: 6/19/15
Start Time: 14:53:39

Log Interval (mm:ss):

Number of poin

N

Statistics Channel:
Units:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Average:
Minimum

Time of Minimum:

14:58:39

Date of Minimum: 6/19/15
Maximum: 2.5
Time of Maximum: | 14:54:39)
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/19/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 1

Test Abbreviation: CLEMENTEL 001 |
Start Date: 6/22/15

Start Time: 7:59:41

Duration (dd:hh:m

Log Interval (mm:ss)

0:00:15:00

Notes:

Average:

Minimum:

Time of Minimum:

Maximum: 0.016
Time of Maximum: |  8:00:41
Date of Maximum: | 6/22/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
6/22/15
6/22/15

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15

8:14:41

Serial Number:

DustTrak DRX

8533120308







Roberto Clemente Park
CAMP Station 1 - Downwind

Test ID: | 2]

Test Abbreviation: ICLEMENTE1 002 |
StartDate: 6/22/15]
Start Time: 8:15:41

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss):

N

Notes:

Statistics Channel:
Units:

Average:

Minimum:

Time of Minimum:

Time of Maximum:

8:18:41

Date of Maximum: | 6/22/15
AEROSOL
Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/22/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testo: i 3

Test Abbreviation: CLEMENTE1_003

Start Date: 6/22/15

Start Time: - s3ual

LogInterval (mm:ss): | 0]

Number of points: 15

Notes: L L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.007

Minimum

Date of Minimu 6/22/15
Maximum: 0.008
Time of Maximum: | 8:32:41
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/22/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15

Model Number:




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Serial Number:

Number of poin’

4
CLEMENTE1 004 |

Start Date: 6/22/15

Start Time: 8:47:41

Duration (dd:hh:mm:s 0:00:15:00

L

Notes:

Statistics

Average:

Minimum

6/22/15

Maximum: 0.021

Time of Maximum: | 8:50:41
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/22/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

6/22/15

6/22/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 5

Test Abbreviation: CLEMENTE1_005

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Statistics

Channel:

Units:

Average:

Time of Minimum:

Date of Minimum: 6/22/15
Maximum: 0.013
Time of Maximum: | 9:11:41
""""""""""""""""""""""" Date of Maximum: | 6/22/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15

iDustTrak DRX




Roberto Clemente Park

CAMP Station 1

- Downwind

Test Abbreviation:

CLEMENTE1_006

Start Date:

6/22/15

Start Time:

[og Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Time of Minimum

Date of Minimum: 6/22/15
Maximum: 0.008
Time of Maximum: | 9:26:41
o bsteotMaimum: | 622715
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/22/15

6/22/15

6/22/15

6/22/15

Model
Model Number: i gs33l
Serial Number: 8533120308
Test ID: 7

CLEMENTE1_007

""""""" 6/22/15{
Start Time: Y
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes: 4
Statistics Channel:

Uni

Minimum
Time of Minimum: 9:45:41
Date of Minimum: 6/22/15

Maximum:

Time of Maximum:

6/22/15

6/22/15

Date of Maximum: | 6/22/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date
MM/dd/yyyy

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15




Roberto Clemente Park
CAMP Station 1 - Downwind

Serial Number: 8533120308
Test ID: 8
Test Abbreviation: CLEMENTE1_008
Start Date: 6/22/15
st

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 15
Notes

Statistics

Time of Minimum: | 9:55:41
Date of Minimum: 6/22/15
Maximum: ~0.004

Time of Maximum

Date of Maximum: | 6/22/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/22/15 9:59:41 0.003
6/22/15 10:00:41 0.004

6/22/15
6/22/15 10:05:41 0.004
6/22/15 10:06:41 0.003
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 9
Test Abbreviation: CLEMENTEL 009 |

Start Date:
Start Time:

Number of points:
Notes:

Statistics Channel: PM10
Average: 0.003
Minimum: 0.002

Time of Minimum: | 10:08:41]
Date of Minimum: 6/22/15

Maximum: 0.005
Time of Maximum: | 10:16:41
Date of Maximum: | 6/22/15

MM/dd/yyyy
3 6/22/15 1] 0.003
6/22/15 10:10:41]  0.003
6/22/15

6/22/15

6/22/15

6/22/15

6/22/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

Model Number: 8533
Serial Number: 8533120308
Test ID: 10

Test Abbreviatio

CLEMENTE1_010

Start Time: 10:23:41
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Minimum:

Time of Minimum:

10:24:41

Date of Minimum:

Time of Maximum: | 10:33:41

Date of Maximum: | 6/22/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/22/15 .

6/22/15 10:36:41 0.003
6/22/15 10:37:41 0.004
6/22/15 10:38:41 0.004

Duration (dd:hh:mm

Log Interval (mm:ss):

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, ) E—
CLEMENTEL 011 |

Start Date: 6/22/15

Start Time: 10:39:41

Number of points:

Notes:

Uni mg/m”3
Average: 0.003
Minimum: 0.002

Time of Minimu

Date of Minimu 6/22/15
Maximum: 0.006
Time of Maximum: | 10:45:41]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/22/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/22/15

1

6/22/15

10:41:41

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, 6/22/15;  10:5441  0.003
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308

Test ID:

12

Start Date: 6/22/15

Start Time: 10:55:41

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, e

Uni
Average:

Minimum:

Time of Minimu

Maximum:

6/22/15

Time of Maximum: | 11:03:41]

Date of Maximum: | 6/22/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 6/22/15
Maximum: 0.014
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 11:13:41
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/22/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
D
MM/dd/yyyy hh:mm:ss mg/m”3
6/22/15 11:12:41 0.004

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/22/15!

6/22/15;

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_014

Start Date: 6/22/15

Start Time: 11:27:41

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Statistics

Average:

Minimum:

Time of Minimum

Date of Minimum: 6/22/15
Maximum: 0.011
Time of Maximum: | 11:38:41
Date of Maximum: | 6/22/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 6/22/15 0.003
6/22/15 0.004

6/22/15

6/22/15

6/22/15

6/22/15

11:42:41

Model: DustTrak DRX
Model Number: i 8533
Serial Number: | 8533120308]
Test ID: 15
CLEMENTE1_015
""""""" 6/22/15{
Start Time: 7 11:4341
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.004

""""""""""""""""""""""" Minimum: | 0.003
Time of Minimum: | 11:44:41

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum:

6/22/15

Date

Sensor:

AEROSOL

MM/dd/yyyy

6/22/15

6/22/15

6/22/15

6/22/15

6/22/15]




Roberto Clem

CAMP Station 1 -

ente Park
Downwind

6/22/15!

6/22/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 16
Test Abbreviation: CLEMENTE1_016

Start Date: 6/22/15
Start Time: 11:59:41

Log Interval (mm:ss):

Number of poin

N

Statistics Channel:
Units:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Average:
Minimum

Time of Minimum:

12:03:41

Date of Minimum: 6/22/15
Maximum: 0.006
Time of Maximum: | 12:04:41]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/22/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/22/15

6/22/15

6/22/15

6/22/15

12:14:41

Model Number: 8533
Serial Number: 8533120308
Test ID: 17
Test Abbreviation: CLEMENTEL 017 |
StartDate: 6/22/15.
Start Time: 12:15:41

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: T 0.004
Minimum: 0.003
Time of Minimum: | 12:18:41]

Date of Minimum:

Time of Maximum:

12:25:41

Date of Maximum:

6/ 22) 15

Calibration

Date

MM/dd/yyyy

6/22/15

6/22/15

6/22/15

6/22/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/22/15

6/22/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 18
Test Abbreviation: CLEMENTE1_018

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss)

""""""""""""""""""""""" Minimum: 0.003
Time of Minimum: | 12:32:41]
Date of Minimum: 6/22/15
Maximum: 0.005
Time of Maximum: | 12:33:41
""""""""""""""""""""""" Date of Maximum: | 6/22/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/22/15

6/22/15

6/22/15

6/22/15 12:44:41
6/22/15 12:45:41
6/22/15 12:46:41

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, e R
CLEMENTEL 019 |

Start Date: 6/22/15

Start Time: 12:47:41

Duration (dd:hh:mm:s: 0:00:15:00

L

Number of poin’

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

12:48:41

Date of Maximum:

Cal. date

4/14/15

Time

PM10

6/22/15 1 1 0.004
6/22/15 12:49:41 0.004
6/22/15

6/22/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/22/15

6/22/15

6/22/15

13:02:41

Model Number: 8533

Serial Number: 8533120308

Test ID: 20
CLEMENTE1_020

Start Date: 6/22/15 777777777777

Start Time: 13:03:41

Duration (dd:hh:mm

L

A\)érage: 0.003
Minimum: 0.002
Time of Minimum: | 13:04:41

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: | 6/22/15
Calibration sensor: . AEROSOL

Cal. date 4/14/15
Date Time PM10

6/22/15

6/22/15

6/22/15

Test Abbreviation:

CLEMENTE1_021

Start Date:

6/22/15

Start Time:
DI
[og Interval (mm:ss): :
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

Calibration

Date of Minimum: 6/22/15
Maximum: 0.004
Time of Maximum: | 13:28:41
"""""""""""""""""""" Date of Maximum: | 6/22/15

Sensor:

AEROSOL

Cal. date

4/14/15

5

MM/dd/yyyy hh:mm:ss mg/m”3
6/22/15 13:20:41 0.002
6/22/15 13:21:41 0.002

6/22/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/22/15!

6/22/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 22

Test Abbreviation: CLEMENTEL 022 |
Start Date: 6/22/15

Start Time:

[og Interval (mm:ss)

13:35:41

Notes:

Average: 0.004
Minimum: 0.002
Time of Minimum: | 13:36:41]
Date of Minimum: 6/22/15
""""""""""""""""""""""" Maximum: | 0.022
Time of Maximum: | 13:43:41
Date of Maximum: | 6/22/15
Calibraton Sensor: AEROSOL
] Cal. date 4/14/15

6/22/15

13:36:41

6/22/15

13:37:41

6/22/15

6/22/15

6/22/15

6/22/15

Serial Number: 8533120308
Test ID: 23
Test Abbreviation: CLEMENTE1_023

Start Date:

6/22/15

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:

Time of Minimum:

13:53:41

Date of Minimum:

6/ 22) 15

Maximum:

Time of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/dd/yyyy hh:mm:ss mg/m”3
6/22/15 0.002

6/22/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/22/15!

6/22/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testi;: i 24
Test Abbreviation: CLEMENTE1_024

Start Date: 6/22/15

Log Interval (mmfss). 1:00
Number of points: 15
Notes: i
Statisties Channel:
Units:
Average:
Minimum:

Time of Minimu

Date of Minimu 6/22/15
Maximum: 0.004
Time of Maximum: | 14:08:41]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/22/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/22/15

6/22/15

6/22/15

6/22/15

Model Number:

Serial Number:

8533120308

Test ID:

25

Test Abbreviatio

CLEMENTE1_025

Start Time: 14:23:41
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of points:

Minimum:

Time of Minimum:

14:25:41

Date of Minimum:

Date of Maximum:

6/22/15

Calibration

Sensor:

AEROSOL

Date

MM/dd/yyyy

6/22/15

6/22/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/22/15!

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 26

Duration (dd:hh:mm:ss):

CLEMENTE1_026

Log Interval (mm:ss):

Statistics Channel:

Units:

Average:

Minimum:
e Time of Minimum:

Date of Minimum: 6/22/15

Maximum: 0.004

Time of Maximum: | 14:41:41
""""""""""""""""""""""" Date of Maximum: | 6/22/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

6/22/15

6/22/15

6/22/15

6/22/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test ID: 27
T

Start Date: 6/22/15

Start Time: 14:55:41

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 50
Notes:

Statistics

A\)érage: 0.003
Minimum: 0.002
Time of Minimu 14:58:41
""""""""""""""""""" Date of Minimum: | 6/22/15

Time of Maximum:

Date of Maximum:

6/22/15

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

6/22/15]







Roberto Clemente Park

CAMP Station 1 -

Downwind

6/22/15!

6/22/15

6/22/15

6/22/15

TrakPro Version 4.61 ASCII Data File

Model:

DustTrak DRX

Model Number:

8533

CLEMENTE1_001

Start Date:

6/23/15

Start Time:
Duration (dd:hh:mm

Log Interval (mmfss). 1:00
Number of points: 15
Notes:
Statisties
Average:
Minimum:

Time of Minimu

Date of Minimu 6/23/15
Maximum: 0.041
Time of Maximum: |  7:00:36|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/23/15
Calibration Sensor: AEROSOL.
Cal. date 4/14/15

6/23/15

6/23/15

6/23/15

7:05:36

6/23/15

7:06:36

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 2
Test Abbreviation: CLEMENTE1_002

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average

Time of Minimum:

Date of Minimum:

6/23/15

Maximum:

0.039

Date of Maximum: | 6/23/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/23/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/23/15

6/23/15

6/23/15

6/23/15

6/23/15

6/23/15

DustTrak DRX

8533120308

Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes:
Statistics Channel:
Units:
Average:
Minimum:

Time of Minimum:

Date of Minimum: 6/23/15
Maximum: 0.047
Time of Maximum: | 7:37:36
""""""""""""""""""""""""" Date of Maximum: | 6/23/15

MM/dd/yyyy hh:mm:ss mg/m”3
6/23/15 7:24:36 0.036
6/23/15 7:25:36 0.035

6/23/15

6/23/15

Model Number: 8533

Serial Number: 8533120308

Test ID: 4

CLEMENTE1_004

Start Date: 6/23/15.
Start Time: 7:39:36

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

7:47:36

Time of Minimum:
Date of Minimum:

6/23/15

Time of Maximum: |  7:45:36)
Date of Maximum: | 6/23/15
Calibration sensor: AEROSOL
Cal. date 4/14/15

Date




Roberto Clemente Park

CAMP Station 1

- Downwind

6/23/15

6/23/15

6/23/15

6/23/15

6/23/15

6/23/15

Serial Number: 8533120308

Test ID: 5
CLEMENTE1_005
""""""" 6/23/15{

Start Time: 7:55:36,

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.037

""""""""""""""""""""""" Minimum: | 0.034
Time of Minimum: 7:56:36
Date of Minimum: 6/23/15
Maximum: 0.045

Time of Maximum

Date of Maximum: | 6/23/15
Calibration _{Sensar: AEROSOL
Cal. date 4/14/15

Date Time PM10

MM/dd/yyyy hh:mm:ss mg/m”3
6/23/15 7:56:36 0.034
6/23/15 7:59:36 0.038
6/23/15 8:00:36 0.036
6/23/15 8:03:36 0.037
6/23/15 8:04:36 0.044
6/23/15 8:07:36 0.037
6/23/15 8:08:36 0.036
6/23/15 8:09:36 0.036

6/23/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 6

Test Abbreviation: CLEMENTEL 006 |
Start Date: 6/23/15

Start Time: 8:11:36

Duration (dd:hh:m
Log Interval (mm:ss)

Number of points:

0:00:15:00

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Maximum:

0.038

Time of Maximum:

8:13:36

Date of Maximum:

6/23/15

6/23/15]

8:12:36]

0.034




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/23/15

6/23/15

6/23/15

6/23/15

6/23/15

6/23/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ 0035
Minimum: 0.032
Time of Minimum: 8:39:36,

Date of Minimum:

Time of Maximum:

8:36:36

Date of Maximum:

6/ 23) 15

gélibration
Date
MM/dd/yyyy
6/23/15
"""""""""""""""""" 6/23/15
6/23/15
6/23/15
6/23/15
"""""""""""""""""" 6/23/15
"""""""""""""""""" 6/23/15
6/23/15
6/23/15
""""""""""""""""""" 6/23/15
"""""""""""""""""" 6/23/15
6/23/15
6/23/15
6/23/15
Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test;: i g
Test Abbreviation: CLEMENTE1_008
Start Date: 6/23/15
Start Time: 84336
LogInterval (mm:ss): 1 oo
Number of points: 3

Uni mg/m”3
Average: 0.032
Minimum 0.032

Date of Minimu 6/23/15
Maximum: 0.033
Time of Maximum: |  8:45:36|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/23/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/23/15

6/23/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 9
Test Abbreviation: CLEMENTE1_009

Start Date: 6/23/15
Start Time: 8:52:14

Log Interval (mm:ss):

Number of poin

N

Statistics Channel:
Units:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Average:
Minimum

Time of Minimum:

9:07:14

Date of Minimum: 6/23/15
Maximum: 0.033
Time of Maximum: | 8:54:14]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/23/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/23/15

6/23/15

6/23/15

6/23/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: B
Minimum: 0.029
Time of Minimum: 9:09:14,

Date of Minimum:

Time of Maximum:

9:20:14

Date of Maximum:

6/ 23) 15

Calibration

Date

MM/dd/yyyy

6/23/15

6/23/15

6/23/15

6/23/15




Roberto Clemente Park

CAMP Station 1

- Downwind

6/23/15

6/23/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 11
Test Abbreviation: CLEMENTE1_011

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss)

""""""""""""""""""""""" Minimum: 0.028
Time of Minimum: 9:29:14
Date of Minimum: 6/23/15
Maximum: 0.037
Time of Maximum: |  9:36:14
""""""""""""""""""""""" Date of Maximum: | 6/23/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/23/15

6/23/15

6/23/15

6/23/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,  R—
CLEMENTEL 012 |

Start Date: 6/23/15

Start Time: 9:40:14

Duration (dd:hh:mm:s: 0:00:15:00

L

Number of poin’

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

9:46:14]

Date of Maximum:

Cal. date

4/14/15

6/23/15

Time

PM10

6/23/15

6/23/15

6/23/15




Roberto Clem
CAMP Station 1

ente Park
- Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, 6/23/15(
6/23/15 9:53:14]  0.032
6/23/15 9:54:14]  0.031
6/23/15 9:55:14]  0.032

Model Number: 8533

Serial Number: 8533120308

Test ID: 13
CLEMENTE1_013

Start Date: 6/23/15 777777777777

Start Time: 9:56:14

Duration (dd:hh:mm

L

A\)érage: 0.032
Minimum: 0.031
Time of Minimum: 9:57:14]

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: | 6/23/15
Calibration sensor: . AEROSOL

Cal. date 4/14/15
Date Time PM10

6/23/15

6/23/15

6/23/15

Test Abbreviation:

CLEMENTE1_014

Start Date:

6/23/15

Start Time:
DI
[og Interval (mm:ss): :
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 6/23/15
Maximum: 0.038
Time of Maximum: | 10:21:14
"""""""""""""""""""" Date of Maximum: | 6/23/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
D.
MM/dd/yyyy hh:mm:ss mg/m”3
6/23/15 10:13:14 0.035
6/23/15 0.035

6/23/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/23/15!

6/23/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 15

Test Abbreviation: CLEMENTEL 015 |
Start Date: 6/23/15

Start Time:

[og Interval (mm:ss)

10:28:14

Notes:

Average: 0.037
Minimum: 0.035
Time of Minimum: | 10:30:14]
Date of Minimum: 6/23/15
""""""""""""""""""""""" Maximum: | 0.038
Time of Maximum: | 10:32:14
Date of Maximum: | 6/23/15
Calibraton Sensor: AEROSOL
] Cal. date 4/14/15

6/23/15

10:29:14

6/23/15

10:30:14

6/23/15

6/23/15

6/23/15

6/23/15

Serial Number: 8533120308
Test ID: 16
Test Abbreviation: CLEMENTE1_016

Start Date:

6/23/15

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:

Time of Minimum:

10:50:14

Date of Minimum:

6/ 23) 15

Maximum:

Time of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/dd/yyyy hh:mm:ss mg/m”3
6/23/15 0.039

6/23/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/23/15!

6/23/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i 7
Test Abbreviation: CLEMENTE1_017

Start Date: 6/23/15

Log Interval (mmfss). 1:00
Number of points: 15
Notes: i
Statisties Channel:
Units:
Average:
Minimum:
Time of Minimu
Date of Minimu 6/23/15
Maximum: 0.041
Time of Maximum: | 11:08:14]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/23/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/23/15

6/23/15

6/23/15

6/23/15

Model Number:

Serial Number:

8533120308

Test ID:

18

Test Abbreviatio

CLEMENTE1_018

Start Time: 11:16:14
Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 15

Minimum:

Time of Minimum:

11:22:14

Date of Minimum:

Date of Maximum:

6/23/15

Calibration

Sensor:

AEROSOL

Date

MM/dd/yyyy

6/23/15

6/23/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/23/15!

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 19

Duration (dd:hh:mm:ss):

CLEMENTE1_019

Log Interval (mm:ss):

Statistics Channel:

Units:

Average:

Minimum:
e Time of Minimum:

Date of Minimum: 6/23/15

Maximum: 0.067

Time of Maximum: | 11:46:14
""""""""""""""""""""""" Date of Maximum: | 6/23/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

6/23/15

6/23/15

6/23/15

6/23/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test ID: 20
T

Start Date: 6/23/15

Start Time: 11:48:14

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 50
Notes:

Statistics

A\)érage: 0.038
Minimum: 0.036
Time of Minimu 11:54:14
""""""""""""""""""" Date of Minimum: | 6/23/15

Time of Maximum:

Date of Maximum:

6/23/15

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

6/23/15]




Roberto Clemente Park
CAMP Station 1 - Downwind

6/23/15!

6/23/15

6/23/15

6/23/15 12:03:14 0.039
Model: DustfrakDRX |
Model Number: 8533
Serial Number: 8533120308

Start Time: 12:04:14

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:: 1:00
Number of points: 5,
Notes: 4
Statistics Channel: PM10

Units: mg/m”3

Average: 0.036
""""""""""""""""""""""" Minimum: | 0.035

Time of Minimum: | 12:09:14

Date of Minimum:

Maximum:
""""""""""""""""""""""" Time of Maximum:

Date of Maximum: | 6/23/15
Calibration Sensor: AEROSOL
e s
Date Time PM10

6/23/15
6/23/15
6/23/15

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test Abbreviatio CLEMENTE1_022

Start Date: 6/23/15

Start Time: 12:20:14

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
‘Number of points: 15

Notes:

Average:
Minimum:

Time of Minimum

Maximum: 0.045

Time of Maximum: | 12:30:14
Date of Maximum: | 6/23/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/23/15
6/23/15

6/23/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/23/15!

6/23/15

6/23/15

6/23/15

12:34:14

6/23/15

12:35:14

DustTrak DRX

Model Number:

8533

Serial Number:

Start Date:

8533120308

CLEMENTE1_023

Start Time:

Number of points:

Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: ~ 004
Minimum: 0.038
Time of Minimum: | 12:39:14]
Date of Minimum: 6/23/15

""""""""""""""""""""""" Maximum: | 0.045
Time of Maximum: | 12:43:14
Date of Maximum: | 6/23/15

/dd/yyy

MM

6/23/15 4 0.039
6/23/15 12:39:14 0.038
6/23/15 0.039

6/23/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 24
Test Abbreviation: CLEMENTE1_024

Start Date: 6/23/15
Start Time: 12:52:14

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: b

Statistics Channel: PM10
Units: mg/m”3

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Average: | 004
Minimum 0.037

) Date of Minimu 6/23/15
Maximum: 0.055

Time of Maximum:

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

6/23/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/23/15!

6/23/15

6/23/15

6/23/15 13:05:14 0.038
6/23/15 13:06:14 0.037
6/23/15 13:07:14 0.037

Model:

DustTrak DRX

Model Number:

8533

CLEMENTE1_025

Start Date:

6/23/15

StartTime:

Duration (dd:hh:mm
:ss):

13:08:14

Log Interval (mm :
Number of points: 9
Notes:
Statisties
Average:
Minimum:
Time of Minimu
Date of Minimu 6/23/15
Maximum: 0.054
Time of Maximum: | 13:16:14]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/23/15
Calibration Sensor: AEROSOL.
Cal. date 4/14/15

6/23/15

4

6/23/15

13:10:14

6/23/15

Test Abbreviation:

CLEMENTE1_026

Start Date:

6/23/15

Start Time:

[og Interval (mm:ss):

Number of points:

Notes:

Channel:

Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 6/23/15
Maximum: 0.042
Time of Maximum: | 13:21:51
"""""""""""""""""""" Date of Maximum: | 6/23/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
D.
MM/dd/yyyy hh:mm:ss mg/m”3
6/23/15 13:19:51 0.039
6/23/15 0.04

6/23/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/23/15!

6/23/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 27

Test Abbreviation: CLEMENTEL_ 027 |
Start Date: 6/23/15

Start Time:

[og Interval (mm:ss)

13:34:51

Notes:

Average: 0.04]
Minimum: 0.038
Time of Minimum: | 13:40:51]
Date of Minimum: 6/23/15
""""""""""""""""""""""" Maximum: | 0.046
Time of Maximum: | 13:45:51
Date of Maximum: | 6/23/15
Calibraton Sensor: AEROSOL
] Cal. date 4/14/15

6/23/15

13:35:51

6/23/15

13:36:51

6/23/15

6/23/15

6/23/15

6/23/15

Serial Number: 8533120308
Test ID: 28
Test Abbreviation: CLEMENTE1_028

Start Date: 6/23/15

Time of Minimum:

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:

13:52:51

Date of Minimum:

6/ 23) 15

Maximum:

Time of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/dd/yyyy hh:mm:ss mg/m”3
6/23/15 0.041

6/23/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/23/15!

6/23/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testi;: i 29
Test Abbreviation: CLEMENTE1_029

Start Date: 6/23/15

Log Interval (mmfss). 1:00
Number of points: 15
Notes: i
Statisties Channel:
Units:
Average:
Minimum:

Time of Minimu

Date of Minimu 6/23/15
Maximum: 0.047
Time of Maximum: | 14:07:51]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/23/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/23/15

6/23/15

6/23/15

6/23/15

Model Number:

Serial Number:

8533120308

Test ID:

30

Test Abbreviatio

CLEMENTE1_030

Start Time: 14:22:51
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of points:

Minimum:

Time of Minimum:

14:24:51

Date of Minimum:

Date of Maximum:

6/23/15

Calibration

Sensor:

AEROSOL

Date

MM/dd/yyyy

6/23/15

6/23/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/23/15!

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 31

Duration (dd:hh:mm:ss):

CLEMENTE1_031

Log Interval (mm:ss):

Statistics Channel:

Units:

Average:

Minimum:
e Time of Minimum:

Date of Minimum: 6/23/15

Maximum: 0.051

Time of Maximum: | 14:53:51
""""""""""""""""""""""" Date of Maximum: | 6/23/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

6/23/15

6/23/15

6/23/15

6/23/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test ID: 32
T

Start Date: 6/23/15

Start Time: 14:54:51

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 50
Notes:

Statistics

A\)érage: 0.045
Minimum: 0.042
Time of Minimu 15:06:51
""""""""""""""""""" Date of Minimum: | 6/23/15

Time of Maximum:

Date of Maximum:

6/23/15

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

6/23/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/23/15!

6/23/15

6/23/15

6/23/15

15:09:51

Model Number:

DustTrak DRX

Serial Number:

Start Time: 15:10:51

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 5,

Notes: 4

Statistics Channel: PM10
Units: mg/m”3
Average: 0.045

""""""""""""""""""""""" Minimum: | 0.043
Time of Minimum: | 15:12:51

Date of Minimum:

Maximum:

Time of Maximum:

6/23/15

Date of Maximum: | 6/23/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10

6/23/15

6/23/15

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_034

Start Date: 6/23/15

Start Time: 15:26:51

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
‘Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Maximum: 0.049
Time of Maximum: | 15:27:51
Date of Maximum: | 6/23/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
6/23/15
6/23/15

6/23/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/23/15!

6/23/15

6/23/15

6/23/15

15:40:51

6/23/15

15:41:51

DustTrak DRX

Model Number:

8533

Serial Number:

Start Date:

8533120308

CLEMENTE1_035

Start Time:

Number of points:

Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: 0046
Minimum: 0.043
Time of Minimum: | 15:46:51]
Date of Minimum: 6/23/15

""""""""""""""""""""""" Maximum: | 0.06
Time of Maximum: | 15:50:51
Date of Maximum: | 6/23/15

/dd/yyy

MM

6/23/15 1 0.044
6/23/15 15:45:51 0.044
6/23/15 0.043

6/23/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 36
Test Abbreviation: CLEMENTE1_036

Start Date: 6/23/15
Start Time: 15:58:51

Number of points:

Notes:

Average:

Minimum:

Time of Minimum

Maximum: 0.043
Time of Maximum: | 15:59:51
Date of Maximum: | 6/23/15

6/23/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10

MM/dd/yyyy mg/m”3

TrakPro Version 4.61 ASCII Data File

Model: |

DustTrak DRX







Roberto Clemente Park

CAMP Station 1

- Downwind

Test Abbreviation:

CLEMENTE1_001

Start Date:

6/24/15

Start Time:

[og Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Time of Minimum

Date of Minimum: 6/24/15
Maximum: 0.018
Time of Maximum: |  6:57:22
o bateoi Mamum: | 620715
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddjyyyy mg/mh3
6/24/15 0.012
6/24/15 0.017

6/24/15

6/24/15

7:06:22

Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 2
CLEMENTE1_002
""""""" 6/24/15{
Start Time: | 7:07:22]
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes: 4
Statistics Channel:

Uni

Minimum

Time of Minimum:

7:12:22

Date of Minimum:

6/24/15

Maximum:

Time of Maximum:

Date of Maximum: | 6/24/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date
MM/dd/yyyy

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15




Roberto Clemente Park

CAMP Station 1

- Downwind

Serial Number: 8533120308
Test ID: 3
Test Abbreviation: CLEMENTE1_003

Start Date: 6/24/15

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15

Statistics

Time of Minimum:

7:29:22

Date of Minimum:

6/ 24} 15

Maximum:

Time of Maximum

0018

Date of Maximum: | 6/24/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/24/15 0.011
6/24/15 0.011
6/24/15 0.011
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 4
Test Abbreviation: CLEMENTEL_ 004 |
StartDate: 1 efaajis]
Start Time:
Number of points: | 15
Notes:
Statistics Channel PM10
Average: 0.012
Minimum: 0.011
Time of Minimum: 7:40:22
Date of Minimum: 6/24/15
""""""""""""""""""""""" Maximum: | 0.019
Time of Maximum: | 7:52:22
Date of Maximum: | 6/24/15

MM/dd/yyyy

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

Model Number: 8533
Serial Number: 8533120308
Test ID: 5

Test Abbreviatio

CLEMENTE1_005

Start Time: 7:55:22
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Minimum:

Time of Minimum:

8:03:22

Date of Minimum:

Time of Maximum: | 8:07:22

Date of Maximum: | 6/24/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/24/15 .

6/24/15 0.012
6/24/15 0.01
6/24/15 0.011

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, .
CLEMENTEL 006 |

Start Date: 6/24/15

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Uni mg/m”3
Average: 0.011
Minimum: 0.009

Time of Minimu

Date of Minimu 6/24/15
Maximum: 0.013
Time of Maximum: | 8:23:22
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/24/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

7

Start Date: 6/24/15

Start Time: 8:27:22

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, e

Uni
Average:

Minimum:

Time of Minimu

Maximum:

6/24/15

Time of Maximum: | 8:37:22

Date of Maximum: | 6/24/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 6/24/15

Maximum: 0.015
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 8:47:22
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/24/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
D
MM/dd/yyyy hh:mm:ss mg/m”3

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/24/15 !
6/24/15]

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_009

Start Date: 6/24/15

Start Time: 8:59:22

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Statistics

Average:

Minimum:

Time of Minimum

Date of Minimum: 6/24/15
Maximum: 0.014
Time of Maximum: | 9:14:22
Date of Maximum: | 6/24/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 6/24/15 0.009
6/24/15 0.01

6/24/15

6/24/15

6/24/15

6/24/15

9:14:22

Model: DustTrak DRX
Model Number: i 8533
Serial Number: | 8533120308]
Test ID: 10
CLEMENTE1_010
""""""" 6/24/15{
Start Time: O eas22y
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.011

""""""""""""""""""""""" Minimum: | 0.008
Time of Minimum: 9:19:22

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum:

6/24/15

Date

Sensor:

Cal. date

AEROSOL

MM/dd/yyyy

hh:mm:ss

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/24/15 !

6/24/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 11
Test Abbreviation: CLEMENTE1_011

Start Date: 6/24/15
Start Time: 9:31:22

Log Interval (mm:ss):

Number of poin

N

Statistics Channel:
Units:
Average:

Time of Minimum:

9:38:22

Date of Minimum: 6/24/15
Maximum: 0.013
Time of Maximum: | 9:43:22
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/24/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/24/15

6/24/15

6/24/15

6/24/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: o0t
Minimum: 0.008
Time of Minimum: 9:58:22

Date of Minimum:

Time of Maximum:

9:55:22

Date of Maximum:

6/ 24} 15

Calibration

Date

MM/dd/yyyy

6/24/15

6/24/15

6/24/15

6/24/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/24/15

6/24/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 13
Test Abbreviation: CLEMENTE1_013

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss)

""""""""""""""""""""""" Minimum: 0.008
Time of Minimum: | 10:04:22]
Date of Minimum: 6/24/15
Maximum: 0.014
Time of Maximum: | 10:17:22
""""""""""""""""""""""" Date of Maximum: | 6/24/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/24/15

6/24/15

6/24/15

6/24/15 10:16:22
6/24/15 10:17:22
6/24/15 10:18:22

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,  R—
CLEMENTE1 014 |

Start Date: 6/24/15

Start Time: 10:19:22

Duration (dd:hh:mm:s: 0:00:15:00

L

Number of poin’

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

10:20:22

Date of Maximum:

Cal. date 4/14/15
Date Time PM10
6/24/15 1 2 0.009
6/24/15 10:21:22 0.008
6/24/15

6/24/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/24/15

6/24/15

6/24/15

10:34:22

Model Number: 8533

Serial Number: 8533120308

Test ID: 15
CLEMENTE1_015

Start Date: 6/24/15 777777777777

Start Time: 10:35:22

Duration (dd:hh:mm

L

A\)érage: 0.008
Minimum: 0.008
Time of Minimum: | 10:36:22

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: | 6/24/15
Calibration sensor: . AEROSOL

Cal. date 4/14/15
Date Time PM10

6/24/15

6/24/15

6/24/15

Test ID
Test Abbreviation: CLEMENTE1_016
Start Date: 6/24/15
Start Time:
DI
[og Interval (mm:ss): :
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

Calibration

Date of Minimum: 6/24/15
Maximum: 0.015
Time of Maximum: | 11:06:22
"""""""""""""""""""" Date of Maximum: | 6/24/15

Sensor:

AEROSOL

Cal. date

4/14/15

5

MM/dd/yyyy hh:mm:ss mg/m”3
6/24/15 10:52:22 0.008
6/24/15 10:53:22 0.008

6/24/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/24/15 !

11:05:22

6/24/15

2

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 17

Test Abbreviation: CLEMENTEL 017 |
Start Date: 6/24/15

Start Time:

[og Interval (mm:ss)

11:07:22

Notes:

Average: 0.01]
Minimum: 0.007
Time of Minimum: | 11:18:22]
Date of Minimum: 6/24/15
""""""""""""""""""""""" Maximum: | 0.019
Time of Maximum: | 11:15:22
Date of Maximum: | 6/24/15
Calibraton Sensor: AEROSOL
] Cal. date 4/14/15

6/24/15

11:08:22

6/24/15

11:09:22

6/24/15

6/24/15

6/24/15

6/24/15

Serial Number: 8533120308
Test ID: 18
Test Abbreviation: CLEMENTE1_018

Start Date: 6/24/15

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:

Time of Minimum:

11:30:22

Date of Minimum:

6/ 24} 15

Maximum:

Time of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/dd/yyyy hh:mm:ss mg/m”3
6/24/15 0.011

6/24/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/24/15

11:36:22

6/24/15

2

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i o
Test Abbreviation: CLEMENTE1_019

Start Date: 6/24/15

Log Interval (mmfss). 1:00
Number of points: 15
Notes: i
Statisties Channel:
Units:
Average:
Minimum:

Time of Minimu

Date of Minimu 6/24/15
Maximum: 0.012
Time of Maximum: | 11:44:22]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/24/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/24/15

6/24/15

6/24/15

6/24/15

Model Number:

Serial Number:

8533120308

Test ID:

20

Test Abbreviatio

CLEMENTE1_020

Start Time: 11:55:22
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of points:

Minimum:

Time of Minimum:

12:01:22

Date of Minimum:

Date of Maximum:

6/24/15

Calibration

Sensor:

AEROSOL

Date

MM/dd/yyyy

6/24/15

6/24/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/24/15 !

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 21

Duration (dd:hh:mm:ss):

CLEMENTE1_021

Log Interval (mm:ss):

Statistics Channel:

Units:

Average:

Minimum:
e Time of Minimum:

Date of Minimum: 6/24/15

Maximum: 0.011

Time of Maximum: | 12:19:22
""""""""""""""""""""""" Date of Maximum: | 6/24/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

6/24/15

6/24/15

6/24/15

6/24/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test ID: 22
T

Start Date: 6/24/15

Start Time: 12:27:22

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 50
Notes:

Statistics

A\)érage: 0.007
Minimum: 0.005
Time of Minimu 12:35:22
""""""""""""""""""" Date of Minimum: | 6/24/15

Time of Maximum:

Date of Maximum:

6/24/15

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

6/24/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/24/15 !

6/24/15

6/24/15

6/24/15

12:42:22

Model Number:

DustTrak DRX

Serial Number:

Start Time: 12:43:22

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 5,

Notes: 4

Statistics Channel: PM10
Units: mg/m”3
Average: 0.008

""""""""""""""""""""""" Minimum: | 0.006
Time of Minimum: | 12:57:22

Date of Minimum:

Maximum:

Time of Maximum:

6/24/15

Date of Maximum: | 6/24/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10

6/24/15

6/24/15

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test Abbreviatio CLEMENTE1_024

Start Date: 6/24/15

Start Time: 12:59:22

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
‘Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Maximum: 0.012
Time of Maximum: | 13:13:22
Date of Maximum: | 6/24/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
6/24/15
6/24/15

6/24/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/24/15 !

6/24/15

6/24/15

6/24/15

13:13:22

6/24/15

13:14:22

DustTrak DRX

Model Number:

8533

Serial Number:

Start Date:

8533120308

CLEMENTE1_025

Start Time:

Number of points:

Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: ~0.008
Minimum: 0.006
Time of Minimum: | 13:26:22]
Date of Minimum: 6/24/15

""""""""""""""""""""""" Maximum: | 001
Time of Maximum: | 13:18:22
Date of Maximum: | 6/24/15

/dd/yyy

MM

6/24/15 2;  0.009
6/24/15 13:18:22 0.01
6/24/15 0.01

6/24/15

Model:

DustTrak DRX

Model Number:

8533

Test ID: 26
Test Abbreviation: CLEMENTE1_026

Start Date: 6/24/15
Start Time: 13:31:22

Duration (dd:hh:mm:s:

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: b

Statistics Channel: PM10
Units: mg/m”3
Average: 0.013

Minimum 0.006
) Date of Minimu 6/24/15
Maximum: 0.063

Time of Maximum:

13

22|

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

6/24/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/24/15 !

6/24/15

6/24/15

6/24/15 13:44:22 0.018
6/24/15 13:45:22 0.01
6/24/15 13:46:22 0.008

Model:

DustTrak DRX

Model Number:

8533

CLEMENTE1_027

Start Date:

6/24/15

Start Time:

Duration (dd:hh:mm

Log Interval (mm:ss):

13:47:22

Number of points:

Notes:

Statisties
Average:
Minimum:
Time of Minimu
Date of Minimu 6/24/15
Maximum: 0.018
Time of Maximum: | 13:49:22]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/24/15
Calibration Sensor: AEROSOL.
Cal. date 4/14/15

6/24/15

2

6/24/15

13:49:22

6/24/15

6/24/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 28
Test Abbreviation: CLEMENTE1_028

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average

Time of Minimum:

Date of Minimum: 6/24/15
Maximum: 0.017
Date of Maximum: | 6/24/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/24/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum:

6/24/15

Maximum:

0.011

Time of Maximum:

Date of Maximum

MM/dd/yyyy hh:mm:ss mg/m”3
6/24/15 14:20:22 0.007
6/24/15 14:21:22 0.007

6/24/15

14:34:22

Model Number: 8533

Serial Number: 8533120308

Test ID: 30

CLEMENTE1_030

Start Date: 6/24/151
Start Time: 14:35:22

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

14:36:22

Time of Minimum:
Date of Minimum:

6/24/15

Time of Maximum: | 14:48:22]
Date of Maximum: | 6/24/15
Calibration sensor: AEROSOL
Cal. date 4/14/15

Date




Roberto Clemente Park

CAMP Station 1

- Downwind

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15

Time of Maximum

Serial Number: 8533120308

Test ID: 31
CLEMENTE1_031
""""""" 6/24/15{

Start Time: 1451220

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.011

""""""""""""""""""""""" Minimum: | 0.008
Time of Minimum: | 14:56:22
Date of Minimum: 6/24/15

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Maximum: | 0016

Date of Maximum: | 6/24/15
Calibration _{Sensar: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
6/24/15 0.01

15:05:22

6/24/15

2

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 32

Test Abbreviation: CLEMENTEL 032 |
Start Date: 6/24/15

Start Time: 15:07:22

Duration (dd:hh:m
Log Interval (mm:ss)

Number of points:

0:00:15:00

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Maximum:

0.01

Time of Maximum:

15:09:22

Date of Maximum:

6/24/15

6/24/15]

15:08:22}

0.009




Roberto Clemente Park

CAMP Station 1

- Downwind

6/24/15 !

6/24/15

6/24/15

6/24/15

6/24/15

6/24/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~0.009
Minimum: 0.008
Time of Minimum: | 15:33:22]

Date of Minimum:

Time of Maximum:

15:34:22

Date of Maximum:

6/ 24} 15

bration

Cali

Date

MM/dd/yyyy

6/24/15

6/24/15

TrakPro Version 4.61 ASCII Data File

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 1

Test Abbreviation: CLEMENTEL 001 |
Start Date: 6/25/15

Start Time: 6:51:56

Duration (dd:hh:m

Log Interval (mm:ss)
Number of points:

0:00:15:00

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Maximum:

0.032

Time of Maximum:

6:53:56

Date of Maximum:

6/25/15

6:52:56]

6/25/15]

0.028







Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Channel:

Uni

""""""""""""""""""""""" Average: ~ 0021
Minimum: 0.014
Time of Minimum: 7:20:56,

Date of Minimum:

Time of Maximum:

 7:14:56

Date of Maximum:

6/ 25} 15

gélibration
Date
MM/dd/yyyy
6/25/15
"""""""""""""""""" 6/25/15
6/25/15
6/25/15
6/25/15
"""""""""""""""""" 6/25/15
"""""""""""""""""" 6/25/15
6/25/15
6/25/15
""""""""""""""""""" 6/25/15
"""""""""""""""""" 6/25/15
6/25/15
6/25/15
6/25/15
Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Testo: i 3
Test Abbreviation: CLEMENTE1_003
Start Date: 6/25/15
StartTime: 72356
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni mg/m”3
Average: 0.013
Minimum 0.012

Date of Minimu 6/25/15
Maximum: 0.019
Time of Maximum: | 7:37:56|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/25/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/25/15 !

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, T
CLEMENTE1 004 |

Start Date: 6/25/15

Start Time: 7:39:56

0:00:15:00

Duration (dd:hh:mm:ss):

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

7:40:56

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

6/25/15

6/25/15

6/25/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 5

Test Abbreviation: CLEMENTE1_005

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics Channel PM10
Units: mg/m”3
Average: 0.014

Time of Minimum: 8:06:56,
Date of Minimum: 6/25/15
Maximum: 0.018
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 8:09:56
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/25/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
pate Time T Pmi0




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy
6/25/15]

6/25/15

6/25/15

6/25/15

6/25/15

Test Abbreviation: CLEMENTE1_006
Start Date: 6/25/15
Start Time: 8:11:56
Duration (dd:hh:m 0:00:15:00
Log Interval (mm:ss): 1 roo|
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

Calibration

~ Date of Maximum

Date of Minimum: 6/25/15
Maximum: 0.018
Time of Maximum 8:13:56

Sensor:

AEROSOL

Cal. date

4/14/15

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

Model Number:

Number of poin
N

Serial Number: 8533120308
Test ID: 7
CLEMENTE1_007
""""""" 6/25/15]
Start Time: - sarsel
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Channel:

PM10

Uni

mg/m”3

Minimum 0.011
Time of Minimum: 8:37:56
Date of Minimum: 6/25/15

Maximum:

Time of Maximum

Date of Maximum: | 6/25/15
Calibration sensor: AEROSOL
Cal. date 4/14/15




Roberto Clemente Park

CAMP Station 1

- Downwind

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

8:42:56

Duration (dd:hh:mm:s:

Model: DustTrak DRX

Model Number: 8533
Serial Number: 1 8533120308]
Test ID: 8

Test Abbreviation: CLEMENTE1_008

Start Date: 6/25/15

Start Time: 8:43:56

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:

Units:

Average:
"""""""""""""""""""""""" Minimum:

Time of Minimum:

8:51:56

Date of Minimum:

6/ 25} 15

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

6/25/15

Start Date:

6/25/15 0.023
6/25/15 0.012
6/25/15 0.011
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 9
Test Abbreviation: CLEMENTEL 009 |

Start Time:

Duration (dd:hh:m

Log Interval (mm ss)”

Notes:

0:00:15:00

Statistics Channel PM10
Average: 0.012
Minimum: 0.01
Time of Minimum: 9:08:56,
Date of Minimum: 6/25/15

Time of Maximum:

 9:11:56

Date of Maximum:

6/ 25} 15

iCal. date

4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 10
Test Abbreviation: CLEMENTE1_010

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Minimum:

Time of Minimum:

9:28:56

Date of Maximum: | 6/25/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/25/15

6/25/15 .

6/25/15 0.009
6/25/15 0.01
6/25/15 0.01

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, ) E—
CLEMENTEL 011 |

Start Date: 6/25/15

Start Time:

9:31:56;

Notes:

Uni mg/m”3
Average: 0.01
Minimum: 0.009
Time of Minimu 9:32:56
""""""""""""""""""""""" Date of Minimum: | 6/25/15
""""""""""""""""""""""" Maximum: | 0.013
Time of Maximum: | 9:42:56|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/25/15
Calibration Sensor: T [AEROSOL




Roberto Clemente Park
CAMP Station 1 - Downwind

MM/dd/yyyy

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test ID: 12
i CLEMENTE1_012
Start Date: 6/25/15
Start Time: 9:47:56
Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Average:

Minimum:

~ Date of Minimu

Time of Maximum:

Date of Maximum:

Calibration . Sensor:
Cal. date

Date Time

MM/dd/yyyy hh:mm:ss

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

Test Abbreviation:

CLEMENTE1_013

Start Date:
Start Time

[og Interval (mm:ss)

6/25/15]

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum
Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum




Roberto Clemente Park
CAMP Station 1 - Downwind

Calibration fensor: {AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

6/25/15 0.011

6/25/15
6/25/15
6/25/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 14

Test Abbreviation: CLEMENTEL_ 014 |
Start Date: 6/25/15

Start Time: 10:19:56

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 oo
Number of points: 15

Notes:

Maximum: 0.015

Time of Maximum: | 10:31:56

Date of Maximum: | 6/25/15

Calibration Sensor: AEROSOL

Cal. date 4/14/15

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15 10:34:56 0.011

DustTrak DRX

8533
Serial Number: 8533120308
Test ID: 15
Test Abbreviation: CLEMENTE1_015
StartDate: L 6/25/15{

Duration (dd:hh:mm

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel:
Units:
Average:

Time of Minimum: | 10:48:56

Date of Minimum: 6/25/15

Maximum:

Time of Maximum

iDate of Maximum: |




Roberto Clem
CAMP Station 1

ente Park
- Downwind

4/14/15
Date PM10
MM/dd/yyyy mg/m*3
6/25/15 1 6/ 0011
6/25/15 10:38:56 0.01
6/25/15 0.011

6/25/15

Duration (dd:hh:mm:s

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testi;: 6
Test Abbreviation: CLEMENTE1_016

Start Date: 6/25/15

Start Time: 10:51:56

Minimum

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.011

Date of Minimu 6/25/15
Maximum: 0.021
Time of Maximum: | 10:55:56)
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/25/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

Test Abbreviatio

Start Time:

Model Number: 8533
Serial Number: 8533120308
Test ID: 17

CLEMENTE1_017

11:07:56

Duration (dd:hh:mm:ss):

0:00:15:00

Log Interval (mm:ss):

Notes:

1:00

Statistics

Channel:

Minimum:

Time of Minimum:

11:13:56

Date of Minimum:




Roberto Clem
CAMP Station 1

ente Park
- Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/25/15

Calibration T Sensori T AEROSOL
Cal. date 4/14/15

Date Time PM10

6/25/15

1 6

6/25/15

11:09:56

6/25/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 18

Test Abbreviation: CLEMENTE1_018

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

- Average

Time of Minimum:

Date of Minimum: 6/25/15
Maximum: 0.015
Time of Maximum: | 11:30:56
""""""""""""""""""""""" Date of Maximum: | 6/25/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/25/15

6/25/15

6/25/15

6/25/15

11:36:56

6/25/15

11:37:56

11:38:56

Start Date:

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

6/25/15

Start Time:

11:39:56

Duration (dd:hh:mm:s

Number of poin’

0:00:02:00

Notes:

Statistics

Averag,

e

Minimum:

Time of Minimu

Maximum:




Roberto Clemente Park
CAMP Station 1 - Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, {Date of Maximum: | 6/25/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

D:

MM/dd/yyyy hh:mm:ss mg/m”3
6/25/15 11:40:56 0.01
6/25/15 11:41:56 0.011

Model: DustTrakDRX |

Model Number: 8533

Serial Number: 8533120308

CLEMENTE1_020

Start Date:
Start Time:

Number of points:
Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: 0013
Minimum: 0.011

Time of Minimum: | 11:52:51]
Date of Minimum: 6/25/15

Maximum: 0.02
Time of Maximum: | 11:49:51
Date of Maximum: | 6/25/15

MM/dd/yyy

6/25/15 1 0.013
6/25/15 11:51:51 0.014
6/25/15 11:52:51 0.011

6/25/15

Model: DustTrak DRX

Model Number: 8533

S

Test ID: 21

Test Abbreviation: CLEMENTE1_021

Start Date: 6/25/15

Start Time: 12:04:51

Duration (dd:hh:mm:ss):  10:00:15:00 |

'Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0015

Minimum

Date of Minimum: 6/25/15
Maximum: 0.023
Time of Maximum:

Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/25/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/25/15 !

6/25/15

6/25/15

6/25/15 12:17:51 0.019
6/25/15 12:18:51 0.014
6/25/15 12:19:51 0.023

Model:

DustTrak DRX

Model Number:

8533

CLEMENTE1_022
Start Date: 6/25/15
Start Time: 12:20:51

Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Statisties
Average:
Minimum:
Time of Minimu
Date of Minimu 6/25/15
Maximum: 0.023
Time of Maximum: | 12:21:51]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/25/15
Calibration Sensor: AEROSOL.
Cal. date 4/14/15

6/25/15

1

6/25/15

12:22:51

6/25/15

6/25/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 23
Test Abbreviation: CLEMENTE1_023

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average

Time of Minimum:

Date of Minimum: 6/25/15
Maximum: 0.066
Date of Maximum: | 6/25/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/25/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum:

6/25/15

Maximum:

0.028

Time of Maximum:

Date of Maximum

MM/dd/yyyy hh:mm:ss mg/m”3
6/25/15 12:53:51 0.02
6/25/15 12:54:51 0.016

6/25/15

13:07:51

Model Number: 8533

Serial Number: 8533120308

Test ID: 25

CLEMENTE1_025

Start Date: 6/25/15.
Start Time: 13:08:51

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

13:09:51

Time of Minimum:
Date of Minimum:

6/25/15

Time of Maximum: | 13:23:51]
Date of Maximum: | 6/25/15
Calibration sensor: AEROSOL
Cal. date 4/14/15

Date




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

Time of Maximum

Serial Number: 8533120308

Test ID: 26
CLEMENTE1_026
""""""" 6/25/15{

Start Time: 132451

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.021

""""""""""""""""""""""" Minimum: | 0015
Time of Minimum: | 13:30:51
Date of Minimum: 6/25/15

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Maximum: | 0.037

Date of Maximum: | 6/25/15
Calibration _{Sensar: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
6/25/15 0.017

6/25/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 27

Test Abbreviation: CLEMENTEL_ 027 |
Start Date: 6/25/15

Start Time: 13:40:51

Duration (dd:hh:m
Log Interval (mm:ss)

Number of points:

0:00:15:00

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Maximum:

0.019

Time of Maximum:

13:46:51

Date of Maximum:

6/25/15

6/25/15]

13:41:51}

0.014




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ 0025
Minimum: 0.012
Time of Minimum: | 13:59:51]

Date of Minimum:

Time of Maximum:

14:11:51

Date of Maximum:

6/ 25) 15

gélibration
Date
MM/dd/yyyy
6/25/15
"""""""""""""""""" 6/25/15
6/25/15
6/25/15
6/25/15
"""""""""""""""""" 6/25/15
"""""""""""""""""" 6/25/15
6/25/15
6/25/15
""""""""""""""""""" 6/25/15
"""""""""""""""""" 6/25/15
6/25/15
6/25/15
6/25/15
Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test;: i 290
Test Abbreviation: CLEMENTE1_029
Start Date: 6/25/15
StartTime: 4 14:12:51
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni mg/m”3
Average: 0.029
Minimum 0.018

Date of Minimu 6/25/15
Maximum: 0.052
Time of Maximum: | 14:16:51]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/25/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/25/15 !

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, T
CLEMENTE1 030 |

Start Date: 6/25/15

Start Time: 14:28:51

0:00:15:00

Duration (dd:hh:mm:ss):

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

14:30:51

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

6/25/15

6/25/15

6/25/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 31

Test Abbreviation: CLEMENTE1_031

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics Channel PM10
Units: mg/m”3
Average: 0.012

Time of Minimum: | 14:47:51]
Date of Minimum: 6/25/15
Maximum: 0.019
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 14:46:51
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/25/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date .1 4/14/15
pate Time T Pmi0




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy
6/25/15]

6/25/15

6/25/15

6/25/15

6/25/15

Test Abbreviation: CLEMENTE1_032
Start Date: 6/25/15
Start Time: 15:00:51
Duration (dd:hh:m 0:00:15:00
Log Interval (mm:ss): 1 roo|
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

~ Date of Maximum

Date of Minimum: 6/25/15
Maximum: 0.017
Time of Maximum: | 15:01:51

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
6/25/15 0.017
6/25/15 0.013

6/25/15

6/25/15

6/25/15

15:15:51

Number of poin
N

Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 33
CLEMENTE1_033
""""""" 6/25/15]
StartTime: 15:16:51]
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Channel:

PM10

Uni

mg/m”3

Minimum 0.01
Time of Minimum: | 15:30:51
Date of Minimum: 6/25/15

Maximum:

Time of Maximum

Date of Maximum: | 6/25/15
Calibration sensor: AEROSOL
Cal. date 4/14/15




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Date {PM10

MM/dd/yyyy  hhmmss img/mA3

"""""""""""""""""" 6/25/15{  15:117:51]  0.012
6/25/15 15:18:51 0.023
6/25/15 15:19:51 0.012

6/25/15

6/25/15

6/25/15

6/25/15

6/25/15

Duration (dd:hh:mm:s:

Serial Number: 8533120308
Test ID: 34
Test Abbreviation: CLEMENTE1_034

Start Date: 6/25/15
Start Time: 15:32:51

Log Interval (mm:ss): 1:00
Number of points: 3
Notes: i
Statistics Channel:

Units:

Average:
"""""""""""""""""""""""" Minimum:

Time of Minimum:

15:33:51

Date of Minimum:

6/ 25) 15

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 1

Test Abbreviatio

Start Time:

CLEMENTE1_001

Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15

Minimum:

Time of Minimum:

6:55:05

Date of Minimum:

Date of Maximum:

6/26/15

Calibration

Sensor:

AEROSOL

Date

MM/dd/yyyy

6/26/15

6/26/15







Roberto Clemente Park

CAMP Station 1 -

Downwind

6/26/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 2

Duration (dd:hh:mm:ss):

CLEMENTE1_002

Log Interval (mm:ss):

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 6/26/15
Maximum: 0.028
Time of Maximum: |  7:20:05
""""""""""""""""""""""" Date of Maximum: | 6/26/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/26/15

6/26/15

6/26/15

6/26/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

3

Start Date: 6/26/15

Start Time: 7:26:05

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 50
Notes:

Statistics

A\)érage: 0.022
Minimum: 0.021
Time of Minimu 7:35:05
""""""""""""""""""" Date of Minimum: | 6/26/15

Time of Maximum:

Date of Maximum:

6/26/15

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

6/26/15]




Roberto Clemente Park
CAMP Station 1 - Downwind

6/26/15

6/26/15

6/26/15

6/26/15 7:41:05 0.022

Model: DustfrakDRX |
Model Number: 8533
8533120308

Serial Number:

Start Time: 7:42:05

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 5,

Notes: 4

Statistics Channel: PM10
Units: mg/m”3
Average: 0.088

""""""""""""""""""""""" Minimum: | 0021
Time of Minimum: 7:52:05

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: | 6/26/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10

6/26/15

6/26/15

6/26/15

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_005

Start Date: 6/26/15

Start Time: 7:58:05

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Calibration

Maximum: 0.024
Time of Maximum: |  7:59:05
Date of Maximum: | 6/26/15

Sensor:

AEROSOL

Cal. date

4/14/15

6/26/15

6/26/15

6/26/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/26/15

6/26/15

6/26/15 X
6/26/15 0.022
6/26/15 0.021

DustTrak DRX

Model Number:

8533

Serial Number:

Start Date:

8533120308

CLEMENTE1_006

Start Time:

Number of points:

Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: ~ 0023
Minimum: 0.019
Time of Minimum: 8:28:05
Date of Minimum: 6/26/15

""""""""""""""""""""""" Maximum: | 0.035
Time of Maximum: | 8:21:05
Date of Maximum: | 6/26/15

/dd/yyy

MM

6/26/15

6/26/15

6/26/15

6/26/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 7
Test Abbreviation: CLEMENTE1_007

Start Date: 6/26/15
Start Time: 8:30:05

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: b

Statistics Channel: PM10
Units: mg/m”3
Average: 0.019

Minimum 0.018
) Date of Minimu 6/26/15
Maximum: 0.022

Time of Maximum:

8

05

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

6/26/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/26/15

6/26/15

6/26/15 .

6/26/15 0.02
6/26/15 0.019
6/26/15 0.018

Model:

DustTrak DRX

Model Number:

8533

CLEMENTE1_008

Start Date:

6/26/15

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Date of Minimu 6/26/15
Maximum: 0.022
Time of Maximum: | 9:01:05
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/26/15
Calibration Sensor: AEROSOL.
Cal. date 4/14/15

6/26/15

6/26/15

6/26/15

6/26/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 9
Test Abbreviation: CLEMENTE1_009

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average

Time of Minimum:

Date of Minimum:

6/26/15

Maximum:

0.023

Date of Maximum: | 6/26/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/26/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/26/15

6/26/15

6/26/15

6/26/15

6/26/15

6/26/15

DustTrak DRX

8533120308

Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes:
Statistics Channel:
Units:
Average:
Minimum:

Time of Minimum:

Date of Minimum: 6/26/15
Maximum: 0.028
Time of Maximum: | 9:23:05
""""""""""""""""""""""""" Date of Maximum: | 6/26/15

MM/dd/yyyy hh:mm:ss mg/m”3
6/26/15 9:19:05 0.022
6/26/15 9:20:05 0.02

6/26/15

6/26/15

Model Number: 8533

Serial Number: 8533120308

Test ID: 11

CLEMENTE1_011

Start Date: 6/26/15.
Start Time: 9:34:05

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

9:36:05

Time of Minimum:
Date of Minimum:

6/26/15

Time of Maximum: |  9:40:05

Date of Maximum: | 6/26/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date PM10




Roberto Clemente Park

CAMP Station 1

- Downwind

6/26/15

6/26/15

6/26/15

6/26/15

6/26/15

6/26/15

Serial Number: 8533120308

Test ID: 12
CLEMENTE1_012
""""""" 6/26/15{

Start Time: U 9es00st

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.021

""""""""""""""""""""""" Minimum: | 002
Time of Minimum: 9:54:05

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum:

6/26/15

~Cal. date

Sensor:

AEROSOL

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
6/26/15 9:51:05 0.022

6/26/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 13

Test Abbreviation: CLEMENTEL 013 |
Start Date: 6/26/15

Start Time: 10:06:05

Duration (dd:hh:m
Log Interval (mm:ss)

Number of points:

0:00:15:00

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Maximum:

0.024

Time of Maximum:

10:10:05

Date of Maximum:

6/26/15

6/26/15]

10:07:05}




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/26/15

6/26/15

6/26/15

6/26/15

6/26/15

6/26/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: 002
Minimum: 0.018
Time of Minimum: | 10:34:05|

Date of Minimum:

Time of Maximum:

10:24:05

Date of Maximum:

6/ 26) 15

gélibration
Date
MM/dd/yyyy
6/26/15
"""""""""""""""""" 6/26/15
6/26/15
6/26/15
6/26/15
"""""""""""""""""" 6/26/15
"""""""""""""""""" 6/26/15
6/26/15
6/26/15
""""""""""""""""""" 6/26/15
"""""""""""""""""" 6/26/15
6/26/15
6/26/15
6/26/15
Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test;: i 50
Test Abbreviation: CLEMENTE1_015
Start Date: 6/26/15
StartTime: 4 10:38:05]
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni mg/m”3
Average: 0.02
Minimum 0.019

Date of Minimu 6/26/15
Maximum: 0.023
Time of Maximum: | 10:45:05|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/26/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/26/15

6/26/15

6/26/15

6/26/15

6/26/15

6/26/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, qEr
CLEMENTE1 016 |

Start Date: 6/26/15

Start Time: 10:54:05

0:00:15:00

Duration (dd:hh:mm:ss):

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

11:09:05

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

6/26/15

6/26/15

10:56:05

6/26/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 17

Test Abbreviation: CLEMENTE1_017

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics

PM10

mg/m”3

0.027

Time of Minimum: | 11:16:05|
Date of Minimum: 6/26/15
Maximum: 0.046
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 11:14:05
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/26/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
pate Time T Pmi0




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy
6/26/15]

6/26/15

6/26/15

6/26/15

6/26/15

Test Abbreviation: CLEMENTE1_018
Start Date: 6/26/15
Start Time: 11:26:05
Duration (dd:hh:m 0:00:15:00
Log Interval (mm:ss): 1 roo|
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

~ Date of Maximum

Date of Minimum: 6/26/15
Maximum: 0.033
Time of Maximum: | 11:36:05

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
6/26/15 0.023
6/26/15 0.025

6/26/15

6/26/15

Number of poin
N

6/26/15 11:41:05 0.02

Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 19

CLEMENTE1_019

""""""" 6/26/15]
StartTime: 11:42:05]
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Channel:

PM10

Uni

mg/m”3

Minimum 0.02
Time of Minimum: | 11:45:05
Date of Minimum: 6/26/15

Maximum:

Time of Maximum

Date of Maximum: | 6/26/15
Calibration sensor: AEROSOL
Cal. date 4/14/15




Roberto Clemente Park

CAMP Station 1

- Downwind

Date {PM10

MM/dd/yyyy  hhmmss img/mA3

"""""""""""""""""" 6/26/15]  11:43:05]  0.021
6/26/15 11:44:05 0.021
6/26/15 11:45:05 0.02

6/26/15

6/26/15

6/26/15

6/26/15

6/26/15

Duration (dd:hh:mm:s:

Serial Number: 8533120308
Test ID: 20
Test Abbreviation: CLEMENTE1_020

Start Date: 6/26/15
Start Time: 11:58:05

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:

Units:

Average:
"""""""""""""""""""""""" Minimum:

Time of Minimum:

12:09:05

Date of Minimum:

6/ 26) 15

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

6/26/15

6/26/15

Start Date:

6/26/15 12:12:05 0.023
6/26/15 12:13:05 0.021
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 21
Test Abbreviation: CLEMENTEL 021 |

Start Time:

Duration (dd:hh:m

Log Interval (mm ss)”

Notes:

0:00:15:00

Statistics Channel PM10
Average: 0.023
Minimum: 0.022
Time of Minimum: | 12:15:05]
Date of Minimum: 6/26/15

Time of Maximum:

12:27:05

Date of Maximum:

6/ 26) 15

iCal. date

| 4/14/15




Roberto Clemente Park
CAMP Station 1 - Downwind

Date PM10

MM/dd/yyyy hhimmss mg/mA3
6/26/15 12:15:05 0.022
6/26/15

6/26/15

6/26/15

6/26/15

6/26/15

6/26/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 22
Test Abbreviation: CLEMENTE1_022

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Minimum:

Time of Minimum:

12:41:05

Date of Maximum: | 6/26/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/26/15

6/26/15

6/26/15 12:43:05 0.019
6/26/15 12:44:05 0.019
6/26/15 12:45:05 0.019

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, S5pT
CLEMENTEL 023 |

Start Date: 6/26/15

Start Time: 12:46:05;

Notes:

Uni

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum: | 12:47:05]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/26/15
Calibration Sensor: T [AEROSOL




Roberto Clemente Park
CAMP Station 1 - Downwind

MM/dd/yyyy

6/26/15

6/26/15

6/26/15

6/26/15

6/26/15

6/26/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 24

i CLEMENTE1_024

Start Date: 6/26/15 777777777777
Start Time: 13:02:05

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

Average:

Minimum:

~ Date of Minimu

Time of Maximum:

Date of Maximum: | 6/26/15
Calibration sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

6/26/15

6/26/15

6/26/15

6/26/15

6/26/15

Test Abbreviation:

CLEMENTE1_025

Start Date:
Start Time

[og Interval (mm:ss)

6/26/15

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 6/26/15
Maximum: 0.019
Time of Maximum: | 13:22:05

Date of Maximum




Roberto Clemente Park
CAMP Station 1 - Downwind

Calibration fensor: {AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

6/26/15 0.017

6/26/15
6/26/15
6/26/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 26

Test Abbreviation: CLEMENTEL_ 026 |
Start Date: 6/26/15

Start Time: 13:34:05

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 oo
Number of points: 15

Notes:

Maximum: 0.018

Time of Maximum: | 13:38:05

Date of Maximum: | 6/26/15

Calibration Sensor: AEROSOL

Cal. date 4/14/15

6/26/15

6/26/15

6/26/15

6/26/15

6/26/15

6/26/15

6/26/15 13:49:05 0.015

DustTrak DRX

8533
Serial Number: 8533120308
Test ID: 27
Test Abbreviation: CLEMENTE1_027
StartDate: L 6/26/15{

Duration (dd:hh:mm

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel:
Units:
Average:

Time of Minimum: | 13:51:05

Date of Minimum: 6/26/15

Maximum:

Time of Maximum

iDate of Maximum: |




Roberto Clem
CAMP Station 1

ente Park
- Downwind

4/14/15
Date PM10
MM/dd/yyyy mg/mA"3
6/26/15 1 5/ 0.016)
6/26/15 13:53:05]  0.015
6/26/15 0.015

6/26/15

Duration (dd:hh:mm:s

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testi;: 80
Test Abbreviation: CLEMENTE1_028

Start Date: 6/26/15

Start Time: 14:06:05

Minimum

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.014

Date of Minimu 6/26/15
Maximum: 0.015
Time of Maximum: | 14:09:05|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/26/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/26/15

6/26/15

6/26/15

6/26/15

6/26/15

14:21:05

Test Abbreviatio

Start Time:

Model Number: 8533
Serial Number: 8533120308
Test ID: 29

CLEMENTE1_029

14:22:05

Duration (dd:hh:mm:ss):

0:00:15:00

Log Interval (mm:ss):

Notes:

1:00

Statistics

Channel:

Minimum:

Time of Minimum:

14:33:05

Date of Minimum:




Roberto Clemente Park
CAMP Station 1 - Downwind

6/26/15

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _6/26/15

Calibration T Sensori T AEROSOL
Cal. date 4/14/15
Time PM10

1 5

6/26/15

14:24:05

6/26/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 30

Test Abbreviation: CLEMENTE1_030

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

- Average

Time of Minimum:

Date of Minimum: 6/26/15
Maximum: 0.046
Time of Maximum: | 14:53:05
""""""""""""""""""""""" Date of Maximum: | 6/26/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/26/15

6/26/15

6/26/15

6/26/15

14:51:05

6/26/15

14:52:05

14:53:05

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Number of poin’

Start Date: 6/26/15
Start Time: 14:54:05
Duration (dd:hh:mm:s 0:00:02:00

L

Notes:

Statistics

Averag,

e

Minimum:

Time of Minimu

Maximum:







Roberto Clemente Park
CAMP Station 1 - Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 14:55:05
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/26/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

5

MM/dd/yyyy hh:mm:ss mg/m”3
6/26/15 14:55:05 0.108
6/26/15 14:56:05 0.015

Duration (dd:hh:mm:ss):

Log Interval (m

m:ss):

Number of points:

Notes:

Statistics Channel:
Units:
Average:
Minimum:

Time of Minimum:

Date of Minimum: 6/29/15
Maximum: 0.025
Time of Maximum: |  7:02:00
""""""""""""""""""""""""" Date of Maximum: | 6/29/15

MM/dd/yyyy hh:mm:ss mg/m”3
6/29/15 6:56:00 0.013
6/29/15 6:57:00 0.013

6/29/15 7:09:00

6/29/15 7:10:00

Model Number:

8533

Serial Number:

8533120308

Test ID:

CLEMENTE1_002
Start Date: 6/29/151
Start Time: 7:11:00
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

7:17:00

Date of Minimu

Time of Minimum:

6/29/15

Time of Maximum: |  7:25:00]

Date of Maximum: | 6/29/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date PM10




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

Time of Maximum

Serial Number: 8533120308

Test ID: 3
CLEMENTE1_003
""""""" 6/29/15{

Start Time: 7:27:00]

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.016

""""""""""""""""""""""" Minimum: | 0.006
Time of Minimum: 7:40:00|
Date of Minimum: 6/29/15

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Maximum: | 0025

Date of Maximum: | 6/29/15
Calibration _{Sensar: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
6/29/15 7:28:00 0.022

6/29/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 4

Test Abbreviation: CLEMENTEL_ 004 |
Start Date: 6/29/15

Start Time: 7:43:00

Duration (dd:hh:m
Log Interval (mm:ss)

Number of points:

0:00:15:00

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Maximum:

0.064

Time of Maximum:

7:49:00

Date of Maximum:

6/29/15

6/29/15]

7:44:00]

0.017




Roberto Clem
CAMP Station 1

ente Park
- Downwind

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ o011
Minimum: 0.005
Time of Minimum: 8:06:00,

Date of Minimum:

Time of Maximum:

~8:14:00

Date of Maximum:

6/ 29) 15

gélibration
Date
MM/dd/yyyy
6/29/15
"""""""""""""""""" 6/29/15
6/29/15
6/29/15
6/29/15
"""""""""""""""""" 6/29/15
"""""""""""""""""" 6/29/15
6/29/15
6/29/15
""""""""""""""""""" 6/29/15
"""""""""""""""""" 6/29/15
6/29/15
6/29/15
6/29/15
Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test;: i 6
Test Abbreviation: CLEMENTE1_006
Start Date: 6/29/15
Start Time: ~sas00
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni mg/m”3
Average: 0.008
Minimum 0.005

Date of Minimu 6/29/15
Maximum: 0.011
Time of Maximum: |  8:16:00]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/29/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, Gpo
CLEMENTE1 007 |

Start Date: 6/29/15

Start Time: 8:31:00

Duration (dd:hh:mm:ss):

0:00:15:00

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

8:32:00

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

6/29/15

6/29/15

6/29/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 8

Test Abbreviation: CLEMENTE1_008

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics Channel PM10
Units: mg/m”3
Average: 0.004

Time of Minimum: 8:49:00,
Date of Minimum: 6/29/15
Maximum: 0.006
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 8:48:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/29/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
pate Time T Pmi0




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy
6/29/15]

6/29/15

6/29/15

6/29/15

6/29/15

Test Abbreviation: CLEMENTE1_009
Start Date: 6/29/15
Start Time: 9:03:00
Duration (dd:hh:m 0:00:15:00
Log Interval (mm:ss): 1 roo|
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum
Date of Minimum:

Maximum:

Calibration

~ Date of Maximum

Sensor:

AEROSOL

Cal. date

4/14/15

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

Model Number:

Number of poin
N

Serial Number: 8533120308
Test ID: 10
CLEMENTE1_010
""""""" 6/29/15{
Start Time: Toagool
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Channel:

PM10

Uni

mg/m”3

Minimum 0.003
Time of Minimum: 9:20:00
Date of Minimum: 6/29/15

Maximum:

Time of Maximum

Date of Maximum: | 6/29/15
Calibration sensor: AEROSOL
Cal. date 4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

Duration (dd:hh:mm:s:

Serial Number: 8533120308
Test ID: 11
Test Abbreviation: CLEMENTE1_011

Start Date: 6/29/15
Start Time: 9:35:00

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:

Units:

Average:
"""""""""""""""""""""""" Minimum:

Time of Minimum:

9:42:00

Date of Minimum:

6/ 29) 15

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

6/29/15

Start Date:

6/29/15 0.003
6/29/15 0.003
6/29/15 0.003
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 12
Test Abbreviation: CLEMENTEL 012 |

Start Time:

Duration (dd:hh:m

Log Interval (mm ss)”

Notes:

0:00:15:00

Statistics Channel PM10
Average: 0.006
Minimum: 0.002
Time of Minimum: 9:52:00,
Date of Minimum: 6/29/15

Time of Maximum:

~9:54:00

Date of Maximum:

6/ 29) 15

iCal. date

4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 13
Test Abbreviation: CLEMENTE1_013

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Minimum:

Time of Minimum:

10:08:00

Date of Maximum: | 6/29/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/29/15

6/29/15

6/29/15 10:20:00 0.018
6/29/15 10:21:00 0.004
6/29/15 10:22:00 0.005

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, ] R—
CLEMENTE1 014 |

Start Date: 6/29/15

Start Time: 10:23:00;

Notes:

Uni mg/m”3
Average: 0.006
Minimum: 0.003
Time of Minimu 10:24:00
""""""""""""""""""""""" Date of Minimum: | 6/29/15
""""""""""""""""""""""" Maximum: | 0.038
Time of Maximum: | 10:25:00]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/29/15
Calibration Sensor: T [AEROSOL




Roberto Clemente Park
CAMP Station 1 - Downwind

MM/dd/yyyy

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 15

i CLEMENTE1_015

Start Date: 6/29/15 777777777777
Start Time: 10:39:00

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

Average:

Minimum:

~ Date of Minimu

Time of Maximum:

Date of Maximum: | 6/29/15
Calibration sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

Test Abbreviation:

CLEMENTE1_016

Start Date:
Start Time

[og Interval (mm:ss)

6/29/15

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 6/29/15
Maximum: 0.008
Time of Maximum: | 11:05:00

Date of Maximum




Roberto Clemente Park
CAMP Station 1 - Downwind

Calibration fensor: {AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

6/29/15 0.006

6/29/15

6/29/15

6/29/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 17

Test Abbreviation: CLEMENTEL 017 |
Start Date: 6/29/15

Start Time: 11:11:00

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 oo
Number of points: 15

Notes:

Maximum: 0.007

Time of Maximum: | 11:17:00

Date of Maximum: | 6/29/15

Calibration Sensor: AEROSOL

Cal. date 4/14/15

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15 11:26:00 0.006

DustTrak DRX

8533
Serial Number: 8533120308
Test ID: 18
Test Abbreviation: CLEMENTE1_018
StartDate: L 6/29/15{

Duration (dd:hh:mm

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel:
Units:
Average:

Time of Minimum: | 11:33:00

Date of Minimum: 6/29/15

Maximum:

Time of Maximum

iDate of Maximum: |




Roberto Clem
CAMP Station 1

ente Park
- Downwind

4/14/15
Date PM10
MM/dd/yyyy mg/m*3
6/29/15 1 0/  0.013
6/29/15 11:30:00]  0.006
6/29/15 0.009

6/29/15

Duration (dd:hh:mm:s

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testi;: v
Test Abbreviation: CLEMENTE1_019

Start Date: 6/29/15

Start Time: 11:43:00

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: L
Statistics Channel: PM10
Units: mg/m”3
Average: 0.006
""""""""""" CIMinimum: | 0.003

Date of Minimu 6/29/15
Maximum: 0.009
Time of Maximum: | 11:46:00]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/29/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

11:58:00

Test Abbreviatio

Start Time:

Model Number: 8533
Serial Number: 8533120308
Test ID: 20

CLEMENTE1_020

11:59:00

Duration (dd:hh:mm:ss):

0:00:15:00

Log Interval (mm:ss):

Notes:

1:00

Statistics

Channel:

Minimum:

Time of Minimum:

12:05:00

Date of Minimum:




Roberto Clem

CAMP Station 1 -

ente Park
Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/29/15

Calibration T Sensori T AEROSOL
Cal. date 4/14/15

Date Time PM10

6/29/15

1 0

6/29/15

12:01:00

6/29/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 21

Test Abbreviation: CLEMENTE1_021

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

- Average

Time of Minimum:

Date of Minimum: 6/29/15
Maximum: 0.007
Time of Maximum: | 12:25:00
""""""""""""""""""""""" Date of Maximum: | 6/29/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

6/29/15

6/29/15

6/29/15

6/29/15

12:28:00

6/29/15

12:29:00

12:30:00

Start Date:

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

6/29/15

Start Time:

12:31:00

Duration (dd:hh:mm:s

Number of poin’

0:00:15:00

Notes:

Statistics

e

Averag,

Minimum:

Time of Minimu

{Maximum:




Roberto Clemente Park
CAMP Station 1 - Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 12:38:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, iDate of Maximum: | 6/29/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
5

6/29/15 12:33:00

MM/dd/yyyy hh:mm:ss mg/m”3
6/29/15 12:32:00 0.004
0.007

6/29/15 12:46:00 0.005
Model: DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 23

H CLEMENTE1_023

Start Date: 6/29/15 777777777777
Start Time: 12:47:00
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes:
satistis Channel: PMIO

Uni mg/m”3

) Minimum
Time of Minimum: | 12:55:00
Date of Minimum: 6/29/15

Maximum:

Time of Maximum:

Date of Maximum: | 6/29/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10

6/29/15

6/29/15

6/29/15

6/29/15

Test Abbreviatio CLEMENTE1_024
Start Date: 6/29/15
Start Time:

>

[og Interval (mm:ss):

Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum
iDate of Minimum:




Roberto Clemente Park
CAMP Station 1 - Downwind

Date of Maximum: | 6/29/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
6/29/15 0.04

6/29/15 13:17:00 0.006
6/29/15 13:18:00 0.005
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 25
Test Abbreviation: CLEMENTEL_ 025 |
Start Date: 6/29/15
Start Time: 13:19:00

Duration (dd:hh:m

Log Interval (mm:ss)
Number of points:

0:00:15:00

Notes:

istics

§fat

Average: 0.004
Minimum: 0.003
Time of Minimum: | 13:27:00]
Date of Minimum: 6/29/15
""""""""""""""""""""""" Maximum: | 0.007
Time of Maximum: | 13:34:00
Date of Maximum: | 6/29/15

6/29/15 13:20:00 0.005
6/29/15 13:21:00 0.005
6/29/15 13:22:00 0.006

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

Test Abbreviation:

CLEMENTE1_026

Start Date:

6/29/15

St

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

statistics Channel: PM10
Units: mg/m”3
Average: 0.007




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Time of Maximum:

"13:45:00

Date of Maximum:

6/ 29) 15

Calibration

Sensor:

AEROSOL

Date

Time

MM/dd/yyyy

hh:mm:ss

6/29/15

6/29/15 13:48:00 0.004
6/29/15 13:49:00 0.01
6/29/15 13:50:00 0.008

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testi;: i 270
Test Abbreviation: CLEMENTE1_027

Start Date: 6/29/15
StartTime: 0 1351:000
Log Interval (mm:ss): 1 100,
Number of points: 15

Uni mg/m”3
Average: 0.011
Minimum: 0.004

Time of Minimu

Date of Minimu 6/29/15
Maximum: 0.034
Time of Maximum: | 14:03:00|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/29/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
pate Time
MM/ddlyyyy hh:mm:ss
6/29/15 13:52:00
6/29/15 13:53:00

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

Serial Number:

DustTrak DRX

8533120308

Test ID:

28

Test Abbreviatio

Start Time:

CLEMENTE1_028

Duration (dd:hh:mm:ss):

0:00:15:00

Log Interval (mm:ss):

{Minimum:




Roberto Clem
CAMP Station 1

ente Park
- Downwind

‘Time of Minimu

iDate of Minimu

Maximum:

Time of Maximum:

14:10:00

Date of Maximum:

6/29/15

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

6/29/15

6/29/15

6/29/15

6/29/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 29

Test Abbreviation: CLEMENTE1_029

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 6/29/15

Maximum: 0.009
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 14:25:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/29/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date
MM/dd/yyyy

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

Model Number:

8533

Serial Number:

8533120308

Test ID:

30

Start Date: 6/29/15
Start Time: 14:39:00
Duration (dd:hh:mm:ss): 0:00:15:00
:ss): 1:00
,,,,,,,,,,,,,,,,,,,,, P

iAverage:




Roberto Clemente Park
CAMP Station 1 - Downwind

‘Minimum:

ime of Minimum
Date of Minimum: 6/29/15

Maximum: 0.006

Time of Maximum: | 14:43:00

Date of Maximum: | 6/29/15

Calibration Sensor: AEROSOL

Cal. date 4/14/15

MM/dd/yyyy

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15

6/29/15
"""""""""""""""""""" 6/29/15
"""""""""""""""""" 6/29/15

6/29/15

6/29/15

6/29/15

6/29/15
"""""""""""""""""" 6/29/15

6/29/15 14:54:00]  0.005
Model: DustTrak DRX
Model Number: 1 8533
Serial Number: 8533120308
Test ID: 31

: CLEMENTE1_031
""""""" 6/29/15.

Start Time: | 14:55:00{

Duration (dd:hh:mm:ss): 0:00:15:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.005

Minimum

Time of Minimum: | 15:08:00

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum: | 6/29/15

Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/29/15 0.006

6/29/15

6/29/15

6/29/15

6/29/15

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test Abbreviatio CLEMENTE1_032
Start Date: 6/29/15
Start Time: 15:11:00

Duration (dd:hh:m

Log Interval (mm:ss)

0:00:08:00

Notes:







Roberto Clemente Park
CAMP Station 1 - Downwind

Time of Minimum: | 15:14:00

Date of Minimum: 6/29/15

Maximum: 0.007

Time of Maximum:

Calibration Sensor: AEROSOL
Cal. date 4/14/15

pate Time PM10

MM/dd/yyyy hh:mm:ss mg/m”3

6/29/15

TrakPro Version 4.61 ASCII Data File

Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 1

H CLEMENTE1_001
Start Date: 6/30/15 777777777777
Start Time: 6:56:38
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes:
statistics Channel:

~Uni

Minimum

Time of Minimum: 7:10:38]

Date of Minimum: 6/30/15

Maximum:

Time of Maximum:

Date of Maximum: | 6/30/15

Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10

6/30/15

6/30/15

6/30/15

6/30/15

8533120308

Test Abbreviatio CLEMENTE1_002

Start Date: 6/30/15

Start Time: 7:12:

[og Interval (mm:ss):

Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum
iDate of Minimum:




Roberto Clemente Park
CAMP Station 1 - Downwind

Date of Maximum: | 6/30/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
6/30/15 7:13:38 0.003

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 3

Test Abbreviation: CLEMENTEL 003 |
Start Date: 6/30/15

Start Time: 7:28:38

Duration (dd:hh:m

Log Interval (mm:ss)
Number of points:

0:00:15:00

Notes:

istics

§fat

Average: 0.001
Minimum: 0.001
Time of Minimum: 7:29:38,
Date of Minimum: 6/30/15
""""""""""""""""""""""" Maximum: | 0.001
Time of Maximum: | 7:29:38
Date of Maximum: | 6/30/15

6/30/15

6/30/15

6/30/15

6/30/15

6/30/15

6/30/15

6/30/15

6/30/15 7:43:38

DustTrak DRX

Test Abbreviation:

CLEMENTE1_004

Start Date:

6/30/15

St

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

statistics Channel: PM10
Units: mg/m”3
Average: 0.008




Roberto Clemente Park

CAMP Station 1

- Downwind

Time of Maximum:

1 7:45:38

Date of Maximum:

6/ 30} 15

Calibration

Sensor:

AEROSOL

Date

Time

MM/dd/yyyy

hh:mm:ss

6/30/15

6/30/15 7:58:38 0.007
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, 6/30/15/  7:59:38]  0.00§
Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test;: i st
Test Abbreviation: CLEMENTE1_005
Start Date: 6/30/15
Start Time: o 800:38;
Log Interval (mm:ss): 1 100,
Number of points: 15

Uni mg/m”3
Average: 0.003
Minimum: 0.002

Time of Minimu

Date of Minimu 6/30/15
Maximum: 0.005
Time of Maximum: | 8:01:38|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/30/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
bate
MM/dd/yyyy
6/30/15
6/30/15
6/30/15
6/30/15
6/30/15
6/30/15
6/30/15
"""""""""""""""""" 6/30/15
6/30/15
6/30/15
6/30/15
"""""""""""""""""" 6/30/15
"""""""""""""""""" 6/30/15

6/30/15

Serial Number:

DustTrak DRX

8533120308

Test ID:

6

Test Abbreviatio

CLEMENTE1_006

Start Time: 8:16:38

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
: 15

{Minimum:




Roberto Clem
CAMP Station 1

ente Park

- Downwind

{Time of Minimu
iDate of Minimu

Maximum:

Time of Maximum:

8:17:38]

Date of Maximum:

6/30/15

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

6/30/15

6/30/15

6/30/15

6/30/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 7

Test Abbreviation: CLEMENTE1_007

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 6/30/15

Maximum: 0.008
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 8:40:38
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/30/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
Date
MM/dd/yyyy

6/30/15

6/30/15

6/30/15

6/30/15

6/30/15

Model Number:

8533

Serial Number:

8533120308

Test ID:

8

Start Date: 6/30/15
Start Time: 8:48:38
Duration (dd:hh:mm:ss): 0:00:15:00
:ss): 1:00
,,,,,,,,,,,,,,,,,,,,, P

iAverage:




Roberto Clemente Park

CAMP Station 1

- Downwind

‘Minimum:

ime of Minimum

Date of Minimum: 6/30/15
Maximum: 0.007
Time of Maximum: | 8:49:38
Date of Maximum: | 6/30/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date

MM/dd/yyyy

6/30/15

6/30/15

6/30/15

9:03:38

Model DustTrak DRX
Model Number: 1 8533
Serial Number: 8533120308
Test ID: 9
CLEMENTE1_009
""""""" 6/30/15.
Start Time: 90438

Duration (dd:hh:mm:ss):

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.002

""""""""""""""""""""""" Minimum: | 0.002
Time of Minimum: 9:11:38]

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum: | 6/30/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/30/15

6/30/15

0.003

6/30/15

6/30/15

6/30/15

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_010
Start Date: 6/30/15
Start Time: 9:20:38

Duration (dd:hh:m

Log Interval (mm:ss)

0:00:15:00

Notes:




Roberto Clemente Park

CAMP Station 1 -

Downwind

Time of Minimum:

19:24:38

Date of Minimum: 6/30/15
Maximum: 0.002
Time of Maximum: | 9:21:38|

Calibration Sensor: AEROSOL
Cal. date 4/14/15

pate Time PM10

MM/dd/yyyy hh:mm:ss mg/m”3

Start Date:

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 11

Test Abbreviation: CLEMENTEL 011 |

Start Time:

Log Interval (mm:ss) )

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: T 0.003
Minimum: 0.001
Time of Minimum: 9:37:38,

Date of Minimum:

Time of Maximum:

9:48:38

6/30/15

Date of Maximum: | 6/30/15
Calibration AEROSOL
4/14/15
Date PM10
MM/dd/yyyy mg/m*3

6/30/15

6/30/15

6/30/15

Model:

DustTrak DRX

Model Number:

8533

Test ID: 12

Test Abbreviation: CLEMENTE1_012

Start Date: 6/30/15

Start Time: 9:52:38

Duration (dd:hh:mm:ss):  10:00:15:00 |
Log Interval (mm:ss): 1 o0l
Number of points: 15

Notes: i
Statistics {Channel: Pmi0




Roberto Clemente Park
CAMP Station 1 - Downwind

Minimum: 0.003
Time of Minimum: | 10:07:38|
Date of Minimum: 6/30/15

Maximum:

0.005

Date of Maximum: | 6/30/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date PM10
MM/dd/yyyy mg/m*3

6/30/15

6/30/15 9:55:38]  0.005
6/30/15 9:56:38]  0.004
"""""""""""""""""" 6/30/15]  9:59:38]  0.004
6/30/15 10:00:38]  0.004
6/30/15 10:01:38]  0.004
6/30/15 10:02:38]  0.004
6/30/15 10:05:38]  0.004
6/30/15 10:06:38  0.004
6/30/15 10:07:38]  0.003

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,  R—
CLEMENTE1 013 |
Start Date: 6/30/15
Start Time: 10:08:38
Duration (dd:hhimmiss):  10:00:15:00 R
L
Number of poin’
Notes:
statistics
Average:
Minimum:

Time of Minimu

Maximum:

Time of Maximum: | 10:09:38|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/30/15
Calibration Sensor: AEROSOL.
Cal. date 4/14/15
Date Time PM10
6/30/15 1 8 0.004
6/30/15 10:10:38 0.004
6/30/15

6/30/15

6/30/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 14
Test Abbreviation: CLEMENTE1_014

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):




Roberto Clemente Park

CAMP Station 1 -

Downwind

Statistics

A\)érage: 0.003
Minimum: 0.003
Time of Minimum: | 10:25:38
Date of Minimum: 6/30/15

Time of Maximum:

Date of Maximum: | 6/30/15
Calibration sensor: AEROSOL
Cal. date 4/14/15

6/30/15

Time

PM10

6/30/15

[og Interval (mm:ss):

Number of points:

Notes:

Channel:

Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 6/30/15
Maximum: 0.006
Time of Maximum: | 10:49:38
T bateoiMaimum: | 620715
Calibration Sensor: AEROSOL
Cal. date 4/14/15
D.
MM/dd/yyyy hh:mm:ss mg/m”3
6/30/15 10:41:38 0.003
6/30/15 0.003

6/30/15

6/30/15

6/30/15

10:55:38

Model Number: 8533
Serial Number: 8533120308
Test ID: 16
CLEMENTE1_016
""""""" 6/30/15]
StartTime: 10:56:38]

Duration (dd:hh:mm:ss):




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Average:

Minimum:

Time of Minimum:

Maximum: 0.004
Time of Maximum: | 10:57:38
Date of Maximum: | 6/30/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

.
MM/ddfyyyy o thhemmuss  img/m?3
6/30/15 10:57:38 0.004
6/30/15 : 0.004

6/30/15

11:11:38

Model: DustTrak DRX

Model Number: 1 8533
SerialNumber: " '8533120308]
Test ID: 17

St
Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:
""""""""""""""""""""""" Minimum:

Time of Minimum:

11:21:38

Date of Minimum:

6/ 30} 15

Maximum:

Time of Maximum

Date of Maximum: | 6/30/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
6/30/15 0.003

6/30/15

6/30/15

6/30/15

11:26:38

6/30/15

8

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

Start Date:

Start Time:

Number of points:




Roberto Clemente Park
CAMP Station 1 - Downwind

Notes: L L
Statistics Channel: PM10
Units: mg/m”3
Average: 0.003
Minimum 0.002
Date of Minimu 6/30/15
Maximum: 0.003
Time of Maximum: | 11:29:38|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 6/30/15
Calibration Sensor: AEROSOL
Cal. date 4/14/];

6/30/15 11:43:38

Model Number:

Serial Number:

Start Time: 11:44:38
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of points:

Minimum:

Time of Minimum:

11:47:38

Date of Minimum:

Time of Maximum:

11:59:38

Date of Maximum:

6/ 30} 15

Calibration

Sensor:

AEROSOL

Date

Time

MM/dd/yyyy

hh:mm:ss

6/30/15

6/30/15

6/30/15

6/30/15 11:57:38

6/30/15

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

CLEMENTE1_020

Start Date:

6/30/15

Start Time:

Log Interval (m

Duration (dd:hh:mm

m{ss). |

12:00:38




Roberto Clemente Park
CAMP Station 1 - Downwind

Number of points: L S

Statistics Channel: PM10
Units: mg/m~3
Average: 0.008

Time of Minimum:
Date of Minimum:
Maximum:

Time of Maximum: | 12:04:38

Date of Maximum: | 6/30/15

Calibration Sensor: AEROSOL

6/30/15 12:13:38 0.006
6/30/15 12:14:38 0.008
6/30/15 12:15:38 0.008

DustTrak DRX
8533
8533120308

Start Date: 6/30/15
Start Time: 12:16:38

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 4] L
Number of poin 15

Notes:

Statistics

""""""""""""""""""""""" Average:
Minimum:
Time of Minimu

Maximum:
Time of Maximum: | 12:24:38|
Date of Maximum: | 6/30/15

Cal. date 4/14/15

Date Time PM10

MM/dd/yyyy

6/30/15
6/30/15

6/30/15

6/30/15

6/30/15

6/30/15

6/30/15

6/30/15

Duration (dd:hh:mm:ss):




Roberto Clemente Park
CAMP Station 1 - Downwind

Statistics Channel:

Uni

Minimum

Time of Minimum: | 12:44:38

Date of Minimum: 6/30/15

Maximum:

Time of Maximum:

Date of Maximum:

Cal. date

Date Time PM10

MM/dd/yyyy hh:mm:ss mg/m~3

Serial Number 8533120308

T
Test Abbreviatio CLEMENTE1_023

Start Date: 6/30/15

Start Time: 12:48:38

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum
Date of Minimum: 6/30/15

Maximum: 0.009

Time of Maximum: | 12:49:38

Date of Maximum: | 6/30/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 6/30/15 0.009
6/30/15 0.008

6/30/15

6/30/15

6/30/15

6/30/15

6/30/15

6/30/15 13:03:38 0.009
Model: DustTrak DRX
Model Number: i 8533
Serial Number: 18533120308/
Test ID: 24

H CLEMENTE1_024
""""""" 6/30/15]

Start Time: ! 13:04:38]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Duration (dd:hh:m
Log Interval (mm:ss)

Number of points:

0:15:00

o

Notes:

Statistics Channel PM10
Average: 0.01]
Minimum: 0.009
Time of Minimum: | 13:05:38|
Date of Minimum: 6/30/15
""""""""""""""""""""""" Maximum: | 0012
Time of Maximum: | 13:09:38
Date of Maximum: 6/30/]§
Calibration AEROSOL
""""""""""""""""""""""" Cal.date | 4/14/15

6/30/15 13:05:38 0.009
6/30/15 13:06:38 0.01
6/30/15 13:07:38 0.01
6/30/15 13:08:38 0.01

Duration (dd:hh:mm:s:

Test Abbreviation: CLEMENTE1_025
Start Date: 6/30/15
Start Time: 13:20:38

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:

Units:

Average:
'''''''''''''''''''''''''''''' Minimum:

Time of Minimum:

13:34:38

Date of Minimum:

6/ 30} 15

Maximum:

0.026

Time of Maximum:

13

38|

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

6/30/15

6/30/15

6/30/15

6/30/15

6/30/15 X
6/30/15 0.012
6/30/15 13:35:38 0.012

Start Date:

Model Number: 8533
Serial Number: 8533120308
Test ID: 26
Test Abbreviation: CLEMENTEL_ 026 |

! 6/30/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Uni mg/m”3
Average: 0.014
Minimum: 0.011

Time of Minimu
Date of Minimu

6/30/15

Maximum:

0.017

Time of Maximum:

13

38|

Calibration Sensor: AEROSOL
Cal. date 4/14/15

pate Time PM10
MM/ddfyyyy hh:mm:ss mg/mr3”
6/30/15 13:37:38 0.011

6/30/15 13:38:38 0.015

6/30/15 0.016

Serial Number:

8533120308

Test ID:

27

Test Abbreviation:

CLEMENTE1_027

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Minimum:
Time of Minimum: | 13:53:38]
Date of Minimum: 6/30/15

Maximum:

0.018

Date of Maximum: | 6/30/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

6/30/15

6/30/15

6/30/15

6/30/15

6/30/15 X

6/30/15 14:05:38 0.013
6/30/15 14:06:38 0.013
6/30/15 14:07:38 0.014

Test Abbreviation:

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

{CLEMENTE1_028




Roberto Clemente Park

CAMP Station 1

- Downwind

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:
Time of Minimum:

Date of Minimum:

6/30/15

Maximum:

Date of Maximum

0.012

Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
6/30/15 14:09:38 0.012
6/30/15 14:10:38 0.012

Model Number: 8533
Serial Number: 8533120308
Test ID: 29
CLEMENTE1_029
Start Date: 6/30/15 777777777777
Start Time: 14:24:38
Duration (dd:hh:mm:ss): 0:00:15:00
:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

Time of Maximum:

A\)érage: 0.008
Minimum: 0.007
Time of Minimum: | 14:33:38
Date of Minimum: 6/30/15

Date of Maximum: | 6/30/15
Calibration sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

6/30/15

6/30/15

6/30/15

6/30/15

6/30/15

6/30/15

6/30/15

Test ID:




Roberto Clemente Park
CAMP Station 1 - Downwind

Test Abbreviatio [CLEMENTE1_030 |

""""""""""""""""""""""""""""" 6/30/15{

StartTime: 14:40:38]

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.008

""""""""""""""""""""""" Minimum: | 0.007

Time of Minimum: | 14:41:38
Date of Minimum: 6/30/15

Time of Maximum
Date of Maximum: | 6/30/15

Calibration .. sensor: AEROSOL.
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal. date __.[.4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

6/30/15 14:41:38 0.007

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 31

Test Abbreviation: CLEMENTEL 031 |
Start Date: 6/30/15

Start Time: 14:56:38

0:00:06:00

Duration (dd:hh:m

Log Interval (mm:ss)

Notes:

Average:
Minimum:
Time of Minimum:

Maximum: 0.008
Time of Maximum: | 15:02:38
Date of Maximum: | 6/30/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date PM10

MM/ddfyyyy mg/m*"3 _
6/30/15 0.007
6/30/15 0.006
6/30/15 0.006

6/30/15

6/30/15

TrakPro Version 4.61 ASCII Data File

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test ID:

Start Date:
Start Time:

Number of points:







Roberto Clemente Park

CAMP Station 1 - Downwind

Notes: L L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.03
Minimum 0.021
Date of Minimu 7/1/15
Maximum: 0.037
Time of Maximum: | 6:57:19]

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/1/15

Calibration Sensor:
Cal. date

7/1/15

Model Number:

Serial Number:

Start Time: 7:06:19
Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 15

""""""""""""""""""""""" Minimum: 0.026
Time of Minimum: 7:16:19,
Date of Minimum: 7/1/15

Time of Maximum:

7:12:19

Date of Maximum:

%/1)15

Calibration

Sensor:

AEROSOL

Date

Time

MM/dd/yyyy

hh:mm:ss

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, S R—
CLEMENTEL 003 |

Start Date: 7/1/15

Start Time: 7:22:19

Duration (dd:hh:mm

Log Interval (mm:ss): i




Roberto Clemente Park

CAMP Station 1

- Downwind

Time of Minimum:

Number of points: L S

Statistics Channel: PM10
Units: mg/m~3
Average: 0.025

Date of Minimum: 7/1/15
Maximum: 0.029
Time of Maximum: | 7:28:19
""""""""""""""""""""""" Date of Maximum: | 7/1/15

7/1/15

DustTrak DRX

8533

8533120308

Start Date: 7/1/15

Start Time: 7:38:19

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 5
Notes:

Statistics

Averag,

e

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

Date of Maximum:

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

Duration (dd:hh:mm:ss):




Roberto Clemente Park

CAMP Station 1

- Downwind

Statistics

Channel:

Uni

Minimum

Time of Minimum:

7:56:19

Date of Minimum:

7/1/15

Maximum:

Time of Maximum:

Date of Maximum:

Cal. date

Date

MM/dd/yyyy

Serial Number 8533120308

T

Test Abbreviatio CLEMENTE1_006

Start Date: 7/1/15

Start Time: 8:10:19

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/1/15
Maximum: 0.028
Time of Maximum: | 8:22:19
Date of Maximum: 7/1/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 7/1/15 0.024
7/1/15 0.025

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

8:25:19

Model: DustTrak DRX

Model Number: i 8533

Serial Number: 18533120308/

Test ID: 7
CLEMENTE1_007
sy

StartTime: i eaeds)l




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Duration (dd:hh:m

Log Interval (mm:ss)
Number of points:

0:15:00

o

Notes:

Calibration

Statistics Channel PM10
Average: 0.035
Minimum: 0.029
Time of Minimum: 8:27:19,
Date of Minimum: 7/1/15

""""""""""""""""""""""" Maximum: | 0.053
Time of Maximum: | 8:41:19
Date of Maximum: 7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

Duration (dd:hh:mm:s:

Test Abbreviation: CLEMENTE1_008
Start Date: 7/1/15
Start Time: 8:42:19

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:

Time of Minimum:

8:43:19

Date of Minimum:

%/1)15

Maximum:

0.04

Time of Maximum:

19

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

Model Number:

Serial Number:

Test ID:

Start Date:

! 7/1/15;




Roberto Clemente Park

CAMP Station 1 -

Downwind

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Uni

Average:

Minimum:

Time of Minimu
Date of Minimu

Maximum:

Time of Maximum:

Calibration Sensor: AEROSOL
Cal. date 4/14/15

pate Time PM10
MM/ddfyyyy hh:mm:ss mg/mr3”
7/1/15 8:59:19 0.039

7/1/15 9:00:19 0.039

7/1/15 0.039

7/1/15

Serial Number:

8533120308

Test ID:

10

Test Abbreviation:

CLEMENTE1_010

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Minimum: .
Time of Minimum: 9:17:19,
Date of Minimum: 7/1/15

Maximum:

Date of Maximum: 7/1/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

Test Abbreviation:

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

{CLEMENTE1_011




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum:

7/1/15

Maximum:

Date of Maximum

0.04

Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/1/15 9:31:19 0.036
7/1/15 9:32:19 0.037

7/1/15 9:44:19| 0,033
,,,,,,,,,,,,,,,,,,,,, 715, 94519, 0036

Model Number: 8533
Serial Number: 8533120308
Test ID: 12
CLEMENTE1_012
Start Date: st
Start Time: 9:46:19
Duration (dd:hh:mm:ss): 0:00:15:00
:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

Time of Maximum:

A\)érage: 0.032
Minimum: 0.03
Time of Minimum: 9:58:19]
Date of Minimum: 7/1/15

Date of Maximum: 7/1/15
Calibration sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

Test ID: !




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Test Abbreviatio [CLEMENTE1_ 013 |
StartDate: 715
Start Time: 7 10:02:19;
Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.028

""""""""""""""""""""""" Minimum: | 0.026
Time of Minimum: | 10:11:19
Date of Minimum: 7/1/15

Time of Maximum

Date of Maximum: 7/1/15
Galibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3
7/1/15 0.031

7/1/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 14

Test Abbreviation: CLEMENTEL_ 014 |
Start Date: 7/1/15

Start Time: 10:18:19

Duration (dd:hh:m

Log Interval (mm:ss)

0:00:15:00

Notes:

Average:

Minimum:

Time of Minimum:

Maximum: 0.029
Time of Maximum: | 10:26:19
Date of Maximum: 7/1/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
7/1/15
7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

Serial Number:

! 8533120308




Roberto Clemente Park
CAMP Station 1 - Downwind

Test ID: | 15

Test Abbreviation: ICLEMENTE1 015 |
StartDate: i 7jijis;
Start Time: 10:34:19

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss):

N

Notes:

Statistics Channel:
Units:

Average:

Minimum:

Time of Minimum:

Time of Maximum:

110:35:19)

Date of Maximum: 7/1/15
AEROSOL
Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/1/15

7/1/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i 6

Test Abbreviation: CLEMENTE1_016

Start Date: 7/1/15

SstartTime: 10:50:19]

LogInterval (mm:ss): | 0]

Number of points: 15

Notes: L L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.032
Minimum 0.03
Date of Minimu 7/1/15
Maximum: 0.033
Time of Maximum: | 11:01:19|

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/1/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

Model Number:

! 8533}




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Serial Number:

Number of poin’

17
CLEMENTE1 017 |
Start Date: 7/1/15
Start Time: 11:06:19
Duration (dd:hh:mm:s 0:00:15:00
L

Notes:

Statistics

Average:

Minimum

7/1/15

Maximum: 0.035

Time of Maximum: | 11:16:19|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/1/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

7/1/15

7/1/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 18

Test Abbreviation: CLEMENTE1_018

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Statistics

Channel:

Units:

Average:

Time of Minimum:

Date of Minimum: 7/1/15
Maximum: 0.036
Time of Maximum: | 11:23:19
""""""""""""""""""""""" Date of Maximum: | 7/1/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

iDustTrak DRX




Roberto Clemente Park

CAMP Station 1

- Downwind

Test Abbreviation:

Start Date:

Start Time:

[og Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Time of Minimum

Date of Minimum: 7/1/15
Maximum: 0.041
Time of Maximum: | 11:40:19
o bsteoiMaimum | 71/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddjyyyy mg/mh3
7/1/15 0.035
7/1/15 0.041

7/1/15

7/1/15

7/1/15

11:53:19

Model DustTrak DRX

Model Number: T 8533

Serial Number: 8533120308

Test ID: 20
CLEMENTE1_020
st

Start Time: |~ 11:54:19]

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: i 50

Notes: 4

Statistics Channel:

Uni

Minimum
Time of Minimum: | 11:56:19
Date of Minimum: 7/1/15

Maximum:

Time of Maximum:

7/1/15

7/1/15

Date of Maximum: 7/1/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date
MM/dd/yyyy

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15




Roberto Clemente Park
CAMP Station 1 - Downwind

Serial Number: 8533120308
Test ID: 21
Test Abbreviation: CLEMENTE1_021
Start Date: 7/1/15
st

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 15
Notes

Statistics

Time of Minimum: | 12:11:19
Date of Minimum: 7/1/15
Maximum: ~0.049

Time of Maximum

Date of Maximum: 7/1/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/1/15

7/1/15
7/1/15 12:24:19 0.037
7/1/15 12:25:19 0.037
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 22
Test Abbreviation: CLEMENTEL 022 |

Start Date:
Start Time:

Number of points:
Notes:

Statistics Channel: PM10
Average: 0.043
Minimum: 0.036

Time of Minimum: | 12:29:19]
Date of Minimum: 7/1/15
Maximum: | 0.08
Time of Maximum: | 12:32:19

Date of Maximum: 7/1/15

MM/dd/yyyy
3 7/1/15 9/ 0.039
7/1/15 12:29:19 0.036
7/1/15

7/1/15

7/1/15

7/1/15

7/1/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

Model Number: 8533
Serial Number: 8533120308
Test ID: 23

Test Abbreviatio

CLEMENTE1_023

Start Time: 12:42:19
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics Channel PM10

""""""""""""""""""""""" Minimum: | 0.035
Time of Minimum: | 12:43:19]
Date of Minimum: 7/1/15

Time of Maximum:

Date of Maximum:

Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/1/15

7/1/15 .

7/1/15 12:55:19 0.055
7/1/15 12:56:19 0.05
7/1/15 12:57:19 0.038

Duration (dd:hh:mm

Log Interval (mm:ss):

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, T
CLEMENTE1 024 |

Start Date: 7/1/15

Start Time: 12:58:19

Number of points:

Notes:

Uni

Average:

Minimum:

Time of Minimu
Date of Minimu

Maximum:

Time of Maximum: | 13:08:19|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/1/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/1/15

9

7/1/15

13:00:19

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

25

Start Date: 7/1/15

Start Time: 13:14:19

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, e

Uni
Averag

e

Minimum:

Time of Minimu

Maximum:

7/1/15

Time of Maximum: | 13:20:19|

Date of Maximum: 7/1/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 7/1/15
Maximum: 0.133
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 13:33:19
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/1/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
D
MM/dd/yyyy hh:mm:ss mg/m”3
7/1/15 13:31:19 0.041

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15




Roberto Clemente Park
CAMP Station 1 - Downwind

7/1/15]
7/1/15!

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_027

Start Date: 7/1/15

Start Time: 13:46:19

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Statistics

Average:

Minimum:

Time of Minimum
Date of Minimum: 7/1/15

Maximum: 0.062

Time of Maximum: | 14:01:19

Date of Maximum: 7/1/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 7/1/15 0.045
7/1/15 0.04

7/1/15

7/1/15

7/1/15

7/1/15

14:01:19 0.062

Model: DustTrak DRX

Model Number: i 8533

Serial Number: | 8533120308]

Test ID: 28
CLEMENTE1_028
s

Start Time: 7 14:0219,

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.043

Minimum

Time of Minimum: | 14:09:19

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum: 7/1/15

Date

Sensor: AEROSOL

MM/dd/yyyy

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/1/15

7/1/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 29
Test Abbreviation: CLEMENTE1_029

Start Date: 7/1/15
Start Time: 14:18:19

Log Interval (mm:ss):

Number of poin

N

Statistics Channel:
Units:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Average:
Minimum

Time of Minimum:

14:21:19

Date of Minimum: 7/1/15
Maximum: 0.054
Time of Maximum: | 14:31:19|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/1/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/1/15

7/1/15

7/1/15

7/1/15

7/1/15 .

7/1/15 14:33:19 0.04
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 30
Test Abbreviation: CLEMENTEL 030 |
StartDate: i gajas)
Start Time: 14:34:19

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: 004
Minimum: 0.037
Time of Minimum: | 14:35:19]
Date of Minimum: 7/1/15

Time of Maximum:

Date of Maximum:

Calibration

Date

MM/dd/yyyy

7/1/15

7/1/15

7/1/15

7/1/15

TrakPro Version 4.61 ASCII Data File |







Roberto Clemente Park

CAMP Station 1 -

Downwind

Model Number: 8533
Serial Number: 8533120308
Test ID: 1

Test Abbreviatio

CLEMENTE1_001

Start Time: 6:51:04
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of points:

Statistics

Minimum:

Time of Minimum:

Time of Maximum:

Date of Minimum:

~6:58:04

Date of Maximum: 7/2/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, S R—
CLEMENTEL 002 |

Start Date: 7/2/15

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Uni

Average:

Minimum:

Time of Minimu
Date of Minimu

Maximum:

Time of Maximum: | 7:12:04]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/2/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 3

T

Start Date: 7/2/15

Start Time: 7:23:04

Duration (dd:hh:mm:ss): 0:00:12:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P R

Uni
Averag

e

Minimum:

Time of Minimu

Maximum:

Time of Maximum: |  7:35:04]

Date of Maximum: 7/2/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15

7:35:04

Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 4
CLEMENTE1_004
O Tappst
Start Time: | 7:39:30]
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes: 4
Statistics Channel:

Uni

Minimum
Time of Minimum: 7:51:30]
Date of Minimum: 7/2/15

Maximum:

Time of Maximum:

7/2/15

7/2/15

Date of Maximum: 7/2/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date
MM/dd/yyyy

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15




Roberto Clemente Park
CAMP Station 1 - Downwind

Serial Number: 8533120308
Test ID: 5
Test Abbreviation: CLEMENTE1_005
Start Date: 7/2/15
st

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 15

Statistics

Time of Minimum: | 7:58:30

Date of Minimum: 7/2/15

Maximum: ~_0.019

Time of Maximum

Date of Maximum: 7/2/15

Sensor: AEROSOL

Cal. date 4/14/15

7/2/15

7/2/15 0.019
7/2/15 0.019
7/2/15 0.019
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 6
Test Abbreviation: CLEMENTEL 006 |

Start Date:

Start Time:

Number of points:

Notes:

Statistics Channel: PM10
Average: 0.018
Minimum: 0.015

Time of Minimum:

Date of Minimum: 7/2/15

Maximum: 0.022

Time of Maximum:

Date of Maximum: 7/2/15

MM/dd/yyyy

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

Model Number: 8533
Serial Number: 8533120308
Test ID: 7

Test Abbreviatio

CLEMENTE1_007

Start Time: 8:27:30
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of points:

Time of Maximum:

Statistics

""""""""""""""""""""""" Minimum: | 0.015
Time of Minimum: 8:28:30,
Date of Minimum: 7/2/15

©8:34:30)

Date of Maximum: 7/2/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/2/15

7/2/15 .

7/2/15 0.015
7/2/15 0.017
7/2/15 0.015

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, e
CLEMENTEL 008 |

Start Date: 7/2/15

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Uni

Average:

Minimum:

Time of Minimu
Date of Minimu

Maximum:

Time of Maximum: |  8:52:30]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/2/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

9

Start Date: 7/2/15

Start Time: 8:59:30

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, e

Uni
Average:

Minimum:

Time of Minimu

Maximum:

7/2/15

Time of Maximum: |  9:10:30]

Date of Maximum: 7/2/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 7/2/15

Maximum: 0.016
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 8:24:30
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/2/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
D
MM/dd/yyyy

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/2/15]

7/2/15;

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_011

Start Date: 7/2/15

Start Time: 9:31:30

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Statistics

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/2/15
Maximum: 0.033
Time of Maximum: |  9:33:30
Date of Maximum: 7/2/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 7/2/15 0.023
7/2/15 0.033

7/2/15

7/2/15

7/2/15

7/2/15

9:46:30

Model: DustTrak DRX

Model Number: i 8533

Serial Number: | 8533120308]

Test ID: 12
CLEMENTE1_012
st

Start Time: 7 9uam3el

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.019

""""""""""""""""""""""" Minimum: | 0.014
Time of Minimum: 9:54:30)

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum:

7/2/15

Date

Sensor:

Cal. date

AEROSOL

MM/dd/yyyy

hh:mm:ss

7/2/15

7/2/15

7/2/15

7/2/15

7/2/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/2/15; 1

7/2/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 13
Test Abbreviation: CLEMENTE1_013

Start Date: 7/2/15
Start Time: 10:03:30

Log Interval (mm:ss):

Number of poin

N

Statistics Channel:
Units:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Average:
Minimum

Time of Minimum:

10:10:30

Date of Minimum: 7/2/15
Maximum: 0.024
Time of Maximum: | 10:07:30]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/2/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/2/15

7/2/15

7/2/15

7/2/15

10:18:30

Model Number: 8533
Serial Number: 8533120308
Test ID: 14
Test Abbreviation: CLEMENTEL 014 |
StartDate: i gpias)
Start Time: 10:19:30

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ 0025
Minimum: 0.014
Time of Minimum: | 10:34:30]
Date of Minimum: 7/2/15

Time of Maximum:

Date of Maximum:

Calibration

Date

MM/dd/yyyy

7/2/15

7/2/15

7/2/15

7/2/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/2/15]

7/2/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 15
Test Abbreviation: CLEMENTE1_015

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss)

""""""""""""""""""""""" Minimum: 0.014
Time of Minimum: | 10:44:30]
Date of Minimum: 7/2/15
Maximum: 0.022
Time of Maximum: | 10:40:30
""""""""""""""""""""""" Date of Maximum: | 7/2/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/2/15

7/2/15

7/2/15

7/2/15 10:48:30
7/2/15 10:49:30
7/2/15 10:50:30

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, e
CLEMENTE1 016 |

Start Date: 7/2/15

Start Time: 10:51:30

Duration (dd:hh:mm:s: 0:00:15:00

L

Number of poin’

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

Date of Maximum:

Cal. date 4/14/15
Date Time PM10
7/2/15 1 0 0.017
7/2/15 10:53:30 0.022
7/2/15

7/2/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/2/15

7/2/15

7/2/15

11:06:30

Model Number: 8533

Serial Number: 8533120308

Test ID: 17
CLEMENTE1_017

Start Date: O appst

Start Time: 11:07:30

Duration (dd:hh:mm

L

A\)érage: 0.018
Minimum: 0.013
Time of Minimum: | 11:09:30

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: 7/2/15
Calibration sensor: . AEROSOL

Cal. date 4/14/15
Date Time PM10

7/2/15

7/2/15

7/2/15

Test Abbreviation:

Start Date:

Start Time:
DI
[og Interval (mm:ss): :
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/2/15
Maximum: 0.027
Time of Maximum: | 11:35:30
"""""""""""""""""""" Date of Maximum: |  7/2/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
D.
MM/dd/yyyy hh:mm:ss mg/m”3
7/2/15 11:24:30 0.012
7/2/15 0.012

7/2/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/2/15;

11:37:30

7/2/15

0

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 19

Test Abbreviation: CLEMENTEL 019 |

Start Date:

Start Time:

[og Interval (mm:ss)

Notes:

Average: 0.015
Minimum: 0.012
Time of Minimum: | 11:51:30]
Date of Minimum: 7/2/15
""""""""""""""""""""""" Maximum: | 0.019
Time of Maximum: | 11:49:30
Date of Maximum: 7/2/15
Calibraton Sensor: AEROSOL
] Cal. date 4/14/15

7/2/15

7/2/15;

7/2/15 11:40:30
7/2/15 11:41:30
,,,,,,,,,,,,,,,,,,,,, 7/2/15

7/2/15

7/2/15

7/2/15

Serial Number: 8533120308
Test ID: 20
Test Abbreviation: CLEMENTE1_020

Start Date: 7/2/15

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:

Time of Minimum:

11:56:30

Date of Minimum:

72015

Maximum:

Time of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/dd/yyyy hh:mm:ss mg/m”3
7/2/15 0.011

7/2/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/2/15

12:08:30

7/2/15

0

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testi;: i af
Test Abbreviation: CLEMENTE1_021

Start Date: 7/2/15

Log Interval (mmfss). 1:00
Number of points: 15
Notes: i
Statisties Channel:
Units:
Average:
Minimum:

Time of Minimu
Date of Minimu

Maximum:

Time of Maximum:

Date of Maximum:

Sensor:

AEROSOL

Cal. date

4/14/15

7/2/15

777777777777777777777 7/2/15

7/2/15

7/2/15;

7/2/15

7/2/15

7/2/15

Model Number:

Serial Number:

8533120308

Test ID:

22

Test Abbreviatio

CLEMENTE1_022

Start Time: 12:27:30
Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 15

Date of Maximum:

""""""""""""""""""""""" Minimum: 0.013
Time of Minimum: | 12:32:30]
Date of Minimum: 7/2/15

7/2/15

Calibration

Sensor:

AEROSOL

Date

MM/dd/yyyy

7/2/15

7/2/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/2/15]

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 23

Duration (dd:hh:mm:ss):

CLEMENTE1_023

Log Interval (mm:ss):

Statistics Channel:
Units:
Average:
Minimum:
e Time of Minimum:
Date of Minimum: 7/2/15
Maximum: 0.034
Time of Maximum: | 12:56:30
""""""""""""""""""""""" Date of Maximum: | 7/2/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date
MM/dd/yyyy
7/2/15
""""""""""" 7/2/15;
i 7/2/15
7/2/15
7/2/15
7/2/15
7/2/15
7/2/15
7/2/15
7/2/15
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 24
T

Start Date: 7/2/15

Start Time: 12:59:30

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 50
Notes:

Statistics

A\)érage: 0.015
Minimum: 0.012
Time of Minimu 13:06:30
""""""""""""""""""" Date of Minimu 7/2/15

Time of Maximum:

Date of Maximum:

7/2/15

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/2/15]




Roberto Clemente Park
CAMP Station 1 - Downwind

7/2/15]

7/2/15

7/2/15

7/2/15 13:14:30 0.014
Model: DustfrakDRX |
Model Number: 8533
Serial Number: 8533120308

Start Time: 13:15:30

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:: 1:00
Number of points: 5,
Notes: 4
Statistics Channel: PM10

Units: mg/m”3

Average: 0.018
""""""""""""""""""""""" Minimum: | 0016

Time of Minimum: | 13:20:30

Date of Minimum:

Maximum:
""""""""""""""""""""""" Time of Maximum:

Date of Maximum: 7/2/15
Calibration Sensor: AEROSOL
e s
Date Time PM10

7/2/15
7/2/15
7/2/15

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test Abbreviatio CLEMENTE1_026

Start Date: 7/2/15

Start Time: 13:31:30

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1 ool
‘Number of points: 15

Notes:

Average:
Minimum:

Time of Minimum

Maximum: 0.02

Time of Maximum: | 13:32:30

Date of Maximum: 7/2/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/2/15
7/2/15

7/2/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/2/15]

7/2/15

7/2/15

7/2/15

13:45:30

7/2/15

13:46:30

DustTrak DRX

Model Number:

8533

Serial Number:

Start Date:

8533120308

CLEMENTE1_027

Start Time:

Number of points:

Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: 0017
Minimum: 0.016
Time of Minimum: | 14:01:30]
Date of Minimum: 7/2/15

""""""""""""""""""""""" Maximum: | 0.018
Time of Maximum: | 13:49:30
Date of Maximum: 7/2/15

/dd/yyy

MM

7/2/15 0 0.018
7/2/15 13:50:30 0.017
7/2/15 0.017

7/2/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 28
Test Abbreviation: CLEMENTE1_028

Start Date: 7/2/15
Start Time: 14:03:30

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: b

Statistics Channel: PM10
Units: mg/m”3
Average: 0.017

Minimum 0.016
) Date of Minimu 7/2/15
Maximum: 0.017

Time of Maximum:

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/2/15]




Roberto Clemente Park
CAMP Station 1 - Downwind

7/2/15]

7/2/15

7/2/15

CLEMENTE1_029

7/2/15 14:16:30 0.016
7/2/15 14:17:30 0.016
S /72 L R 141830, 0017
Model: DustTrak DRX
Model Number: 8533

Start Date: 7/2/15

Start Time: 14:19:30

Duration (dd:hh:mm

Log Interval (mmfss).

Number of points:

Notes:

Statistics

Average:

Minimum:

Time of Minimu
Date of Minimu

Maximum:

Time of Maximum:

Date of Maximum:

Calibration Sensor:

AEROSOL

Cal. date

4/14/15

7/2/15 0

7/2/15 14:21:30

7/2/15

7/2/15

Model: DustTrak DRX

Serial Number: 8533120308

Test ID: 30

Test Abbreviation: CLEMENTE1_030

Start Time:

Duration (dd:hh:mm:ss): 0:00:11:00

Log Interval (mm:ss): 1:00

Time of Minimum:

Statistics Channel: PM10
S — Units: mg/m*3 _
Average: 0.014

Date of Minimum:

7/2/15

Maximum:

0.016

Date of Maximum: 7/2/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/2/15]







Roberto Clemente Park

CAMP Station 1 -

Downwind

7/2/15]

7/2/15

7/2/15

TrakPro Version 4.61 ASCII Data File

DustTrak DRX

Model Number:

8533

Serial Number:

Start Date:

8533120308

CLEMENTE1_001

Start Time:

Number of points:

Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: 0037
Minimum: 0.028
Time of Minimum: 7:01:39,
Date of Minimum: 7/6/15

""""""""""""""""""""""" Maximum: | 0.045
Time of Maximum: |  7:08:39
Date of Maximum: 7/6/15

/dd/yyy

MM

7/6/15

7/6/15

7/6/15

7/6/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 2
Test Abbreviation: CLEMENTE1_002

Start Date: 7/6/15
Start Time: 7:16:39

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: b

Statistics Channel: PM10
Units: mg/m”3
Average: 0.035

Minimum

Date of Minimu

7/6/15

Maximum:

0.04

Time of Maximum:

39

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/6/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/6/15]

7/6/15

7/6/15 .

7/6/15 0.032
7/6/15 0.032
7/6/15 0.032

Model:

DustTrak DRX

Model Number:

8533

CLEMENTE1_003

Start Date:

7/6/15

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Average:

Minimum:

Time of Minimu
Date of Minimu

Maximum:

Time of Maximum: |  7:42:39]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/6/15
Calibration Sensor: AEROSOL.
Cal. date 4/14/15

7/6/15

7/6/15

7/6/15

7:46:39

7/6/15

7:47:39

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 4
Test Abbreviation: CLEMENTE1_004

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average

Time of Minimum:

Date of Minimum: 7/6/15
Maximum: 0.034
Date of Maximum: 7/6/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/6/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/6/15

7/6/15

7/6/15

7/6/15

7/6/15

7/6/15

DustTrak DRX

8533120308

Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes:
Statistics Channel:
Units:
Average:
Minimum:

Time of Minimum:

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum

MM/dd/yyyy hh:mm:ss mg/m”3
7/6/15 8:05:39 0.029
7/6/15 8:06:39 0.03

7/6/15

7/6/15

Model Number: 8533

Serial Number: 8533120308

Test ID: 6

CLEMENTE1_006

Start Date: O aenst
Start Time: 8:20:39

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

Time of Minimum:
Date of Minimum:

Time of Maximum:

Date of Maximum: 7/6/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date PM10




Roberto Clemente Park
CAMP Station 1 - Downwind

7/6/15]

7/6/15

7/6/15
7/6/15
7/6/15

7/6/15

Serial Number: 8533120308
Test ID: 7
: CLEMENTE1_007

afensp

Start Time: e33O

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.029

""""""""""""""""""""""" Minimum: | 0.028

Time of Minimum: 8:41:39]
Date of Minimum: 7/6/15
Maximum: 0.031
Time of Maximum: |

Date of Maximum: 7/6/15

Sensor: AEROSOL

~Cal. date

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/6/15 8:37:39 0.029

7/6/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 8

Test Abbreviation: CLEMENTEL 008 |
Start Date: 7/6/15

Start Time: 8:52:39

Duration (dd:hh:m

Log Interval (mm:ss)
Number of points:

0:00:15:00

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Maximum: 0.03

Time of Maximum: | 8:53:39

Date of Maximum: 7/6/15

7/6/15: 8:53:39| 0.03




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/6/15

7/6/15

7/6/15

7/6/15

7/6/15

7/6/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Channel:

Uni

""""""""""""""""""""""" Average: ~ 0027
Minimum: 0.026
Time of Minimum: 9:17:39,
Date of Minimum: 7/6/15

Time of Maximum:

©9:09:39)

Date of Maximum:

7/6/15

gélibration
Date
MM/dd/yyyy

7/6/15
T el

7/6/15

7/6/15

7/6/15
el
- aes

7/6/15

7/6/15
- eis
- es

7/6/15

7/6/15

7/6/15
Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test;: i 0
Test Abbreviation: CLEMENTE1_010
Start Date: 7/6/15
Start Time: eza3s
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni mg/m”3
Average: 0.025
Minimum 0.023

Date of Minimu 7/6/15
Maximum: 0.026
Time of Maximum: |  9:26:39]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/6/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/6/15]

7/6/15

7/6/15

7/6/15

7/6/15

7/6/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, R
CLEMENTEL 011 |

Start Date: 7/6/15

Start Time: 9:40:39

0:00:06:00

Duration (dd:hh:mm:ss):

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy
7/6/15 X
7/6/15 9:42:39 0.024
7/6/15 9:43:39 0.025

7/6/15

9:46:39

DustTrak DRX

8533
Serial Number: 8533120308,
Test ID: 12
Test Abbreviation: CLEMENTE1_012
Start Date: 7/6/15

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:

Time of Minimum:

9:59:17

Date of Minimum:

7/6/15

Maximum:

Time of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/dd/yyyy hh:mm:ss mg/m”3
7/6/15 9:53:17 0.026

7/6/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/6/15]

7/6/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i 13
Test Abbreviation: CLEMENTE1_013

Start Date: 7/6/15

Log Interval (mmfss). 1:00
Number of points: 15
Notes: i
Statisties Channel:
Units:
Average:
Minimum:

Time of Minimu
Date of Minimu

Maximum:

Time of Maximum:

Date of Maximum:

Sensor:

AEROSOL

Cal. date

4/14/15

7/6/15

777777777777777777777 7/6/15

7/6/15

7/6/15;

7/6/15

7/6/15

7/6/15

Model Number:

Serial Number:

8533120308

Test ID:

14

Test Abbreviatio

CLEMENTE1_014

Start Time: 10:24:17
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of points:

""""""""""""""""""""""" Minimum: 0.022
Time of Minimum: | 10:28:17|
Date of Minimum: 7/6/15

Date of Maximum:

7/6/15

Calibration

Sensor:

AEROSOL

Date

MM/dd/yyyy

7/6/15

7/6/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/6/15]

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 15

Duration (dd:hh:mm:ss):

CLEMENTE1_015

Log Interval (mm:ss):

Statistics Channel:
Units:
Average:
Minimum:
e Time of Minimum:
Date of Minimum: 7/6/15
Maximum: 0.024
Time of Maximum: | 10:42:17
""""""""""""""""""""""" Date of Maximum: | 7/6/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date
MM/dd/yyyy
7/6/15
""""""""""" 7/6/15;
i 7/6/15
7/6/15
7/6/15
7/6/15
T el
7/6/15
7/6/15
7/6/15
el
- aes
7/6/15
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 16
T

Start Date: 7/6/15

Start Time: 10:56:17

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 50
Notes:

Statistics

A\)érage: 0.025
Minimum: 0.019
Time of Minimu 11:08:17
""""""""""""""""""" Date of Minimu 7/6/15

Time of Maximum:

Date of Maximum:

7/6/15

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/6/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/6/15]

7/6/15

7/6/15

7/6/15

11:11:17

Model Number:

DustTrak DRX

Serial Number:

Start Time: 11:12:17
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 5,
Notes: 4
Statistics Channel:

Units:

Average:
""""""""""""""""""""""" Minimum:

Time of Minimum:

Date of Minimum:

Maximum:

Time of Maximum:

7/6/15

Date of Maximum: 7/6/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10

7/6/15

7/6/15

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_018
Start Date: 7/6/15
Start Time: 11:28:17

Duration (dd:hh:m

Log Interval (mm:ss):

0:00:15:00

Number of points:

Notes:

Average:

Minimum:

Time of Minimum

Maximum: 0.024
Time of Maximum: | 11:32:17
Date of Maximum: 7/6/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
7/6/15
7/6/15

7/6/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/6/15]

7/6/15

7/6/15

7/6/15

11:42:17

7/6/15

11:43:17

DustTrak DRX

Model Number:

8533

Serial Number:

Start Date:

8533120308

CLEMENTE1_019

Start Time:

Number of points:

Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: ~ 0023
Minimum: 0.019
Time of Minimum: | 11:58:17|
Date of Minimum: 7/6/15

""""""""""""""""""""""" Maximum: | 0.029
Time of Maximum: | 11:46:17
Date of Maximum: 7/6/15

/dd/yyy

MM

7/6/15 7. 0.029
7/6/15 11:47:17]  0.024
7/6/15 0.024

7/6/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 20
Test Abbreviation: CLEMENTE1_020

Start Date: 7/6/15
Start Time: 12:00:17

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: b

Statistics Channel: PM10
Units: mg/m”3
Average: 0.024

Minimum

Date of Minimu

7/6/15

Maximum:

0.03

Time of Maximum:

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/6/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/6/15]

7/6/15

7/6/15

7/6/15 12:13:17 0.025
7/6/15 12:14:17 0.022
7/6/15 12:15:17 0.025

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm

Log Interval (mm:ss):

CLEMENTE1_021
Start Date: 7/6/15
Start Time: 12:16:17

Number of points:

Notes:

Statistics

Average:

Minimum:

Time of Minimu
Date of Minimu

Maximum:

Time of Maximum: | 12:20:17|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/6/15
Calibration Sensor: AEROSOL.
Cal. date 4/14/15

7/6/15

7

7/6/15

12:18:17

7/6/15

7/6/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 22
Test Abbreviation: CLEMENTE1_022

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average

Time of Minimum:

Date of Minimum: 7/6/15
Maximum: 0.028
Date of Maximum: 7/6/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/6/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/6/15

7/6/15

7/6/15

7/6/15

7/6/15

7/6/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics Channel:
Units:
Average:
Minimum:

Time of Minimum:

Date of Minimum: 7/6/15
Maximum: 0.029
Time of Maximum: | 13:03:17
""""""""""""""""""""""""" Date of Maximum: | 7/6/15

MM/dd/yyyy hh:mm:ss mg/m”3
7/6/15 12:49:17 0.023
7/6/15 12:50:17 0.024

7/6/15

13:03:17

Model Number: 8533

Serial Number: 8533120308

Test ID: 24

CLEMENTE1_024

Start Date: et
Start Time: 13:04:17

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

Time of Minimum:
Date of Minimum:

Time of Maximum:

Date of Maximum: 7/6/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date PM10




Roberto Clemente Park
CAMP Station 1 - Downwind

7/6/15]

7/6/15

7/6/15
7/6/15
7/6/15

7/6/15

Serial Number: 8533120308
Test ID: 25
: CLEMENTE1_025

afensp

Start Time: 132017,

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.02

""""""""""""""""""""""" Minimum: | 0017

Time of Minimum: | 13:28:17
Date of Minimum:
Maximum:

Time of Maximum

Date of Maximum: 7/6/15

Sensor: AEROSOL

~Cal. date

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/6/15 13:21:17 0.021

7/6/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 26

Test Abbreviation: CLEMENTEL_ 026 |
Start Date: 7/6/15

Start Time: 13:36:17

Duration (dd:hh:m
Log Interval (mm:ss)
Number of points:

Notes:

0:00:15:00

Statistics

Average:

Minimum:

Time of Minimum:

Maximum: 0.022

Time of Maximum: | 13:46:17

Date of Maximum: 7/6/15

7/6/15: 13:37:17] 0.016




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/6/15

7/6/15

7/6/15

7/6/15

7/6/15

7/6/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Channel:

Uni

""""""""""""""""""""""" Average: ~ 0018
Minimum: 0.015
Time of Minimum: | 14:05:17|
Date of Minimum: 7/6/15

Time of Maximum:

Date of Maximum:

bration

Cali

Date
MM/dd/yyyy

7/6/15
T el

7/6/15

7/6/15

7/6/15
el
- aes

7/6/15

7/6/15
- eis
- es

7/6/15

7/6/15

7/6/15
Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test;: i 8]
Test Abbreviation: CLEMENTE1_028
Start Date: 7/6/15
StartTime: 4 14:08:17,
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni mg/m”3
Average: 0.018
Minimum 0.015

Date of Minimu 7/6/15
Maximum: 0.023
Time of Maximum: | 14:20:17|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/6/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/6/15]

7/6/15

7/6/15

7/6/15

7/6/15

7/6/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, SghT
CLEMENTEL 029 |

Start Date: 7/6/15

Start Time: 14:24:17

0:00:15:00

Duration (dd:hh:mm:ss):

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

7/6/15

7/6/15

7/6/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 30

Test Abbreviation: CLEMENTE1_030

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics Channel PM10
Units: mg/m”3
Average: 0.018

Time of Minimum: | 14:42:17|
Date of Minimum: 7/6/15
Maximum: 0.024
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 14:45:17
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/6/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
pate Time T Pmi0




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy

7/6/15

7/6/15

7/6/15

7/6/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 1
Test Abbreviation: CLEMENTE1_001

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Minimum:

Time of Minimum:

Date of Maximum: 7/7/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/7/15

7/7/15 .

7/7/15 0.03
7/7/15 0.032
7/7/15 0.03

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, S R—
CLEMENTEL 002 |

Start Date: 7/7/15

Start Time:

7:22:37}

Notes:

Uni

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum: | 7:28:37|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/7/15
Calibration Sensor: T [AEROSOL







Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy

7/7/15

7/7/15

7/7/15

7/7/15

7/7/15

7/7/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 3

i CLEMENTE1_003

Start Date: O apisst
Start Time: 7:38:37

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

A\)érage: 0.024
Minimum: 0.023
Time of Minimum 7:42:37|
"""""""""""  iDate of Minimum: | 7/7/15

Time of Maximum:

Date of Maximum: 7/7/15
Calibration sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/7/15

7/7/15

7/7/15

7/7/15

7/7/15

Test Abbreviation:

Start Date:

Start Time

[og Interval (mm:ss)

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/7/15
Maximum: 0.024
Time of Maximum: |  8:01:37

Date of Maximum




Roberto Clemente Park
CAMP Station 1 - Downwind

Calibration fensor: {AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/7/15 0.023

7/7/15

7/7/15

7/7/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 5

Test Abbreviation: CLEMENTEL_ 005 |
Start Date: 7/7/15

Start Time: 8:10:37

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 oo
Number of points: 15

Notes:

Maximum: 0.032
Time of Maximum: | 8:16:37
Date of Maximum: 7/7/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/7/15
7/7/15

7/7/15

7/7/15
7/7/15
7/7/15

7/7/15 8:25:37 0.026

DustTrak DRX

8533
Serial Number: ' 8533120308]
Test ID: 6
Test Abbreviation: CLEMENTE1_006
StartDate: i 7715
st

Duration (dd:hh:mm 0:00:15:00
Log Interval (mm:ss): 1:00
Number of poin
N
Statistics Channel:

Units:

Average:
""""""""""""""""""""""" Minimum:

""""""""""""""""""""""" Time of Minimum: | 8:41:37,
Date of Minimum: 7/7/15
Maximum:

Time of Maximum

iDate of Maximum:

7/7/15




Roberto Clem
CAMP Station 1

ente Park
- Downwind

4/14/15
Date PM10
MM/dd/yyyy mg/m*3

7/7/15 X
7/7/15 0.029
7/7/15 0.029

7/7/15

Duration (dd:hh:mm:s

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testi;: 7
Test Abbreviation: CLEMENTE1_007

Start Date: 7/7/15

Start Time: 8:42:37

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: L
Statistics Channel: PM10
Units: mg/m”3
Average: 0.026
""""""""""" CMinimum: | 0.024

Date of Minimu 7/7/15
Maximum: 0.028
Time of Maximum: | 8:47:37|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/7/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/7/15

7/7/15

7/7/15

7/7/15

7/7/15

Model Number:

Serial Number:

Test ID:

Test Abbreviatio

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Notes:

Statistics

Minimum:

Time of Minimum:

Date of Minimum:




Roberto Clemente Park
CAMP Station 1 - Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/7/15

Calibration T Sensori T AEROSOL
Cal. date 4/14/15

Date Time PM10

7/7/15

7/7/15

7/7/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 9

Test Abbreviation: CLEMENTE1_009

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

- Average

Time of Minimum:

Date of Minimum: 7/7/15
Maximum: 0.029
Time of Maximum: |  9:26:37
""""""""""""""""""""""" Date of Maximum: | 7/7/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/7/15

7/7/15

7/7/15

7/7/15

7/7/15

Start Date:

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

7/7/15

Start Time:

9:30:37

Duration (dd:hh:mm:s

Number of poin’

Notes:

Statistics

Average:

Minimum:

Time of Minimu

{Maximum:




Roberto Clemente Park

CAMP Station 1 -

Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 9:39:37
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | __7/7/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

5

MM/dd/yyyy hh:mm:ss mg/m”3
7/7/15 9:31:37 0.025
7/7/15 9:32:37 0.025

7/7/15 9:43:37]  0.024]
7/7/15 9:44:37]  0.024
7/7/15 9:45:37,  0.024

~Uni

Model DustTrak DRX

Model Number: T 8533

Serial Number: 8533120308

Test ID: 11
CLEMENTE1_011

Start Date: O appst

Start Time: 9:46:37

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: i 50

Notes:

statistics Channel:

Minimum
Time of Minimum: 9:48:37|
Date of Minimum: 7/7/15

Maximum:

Time of Maximum:

Date of Maximum: 7/7/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10

7/7/15

7/7/15

7/7/15

7/7/15

Test Abbreviatio

Start Date:

Start Time:

[og Interval (mm:ss):

Number of points:

Notes:

Average:

Minimum:

Time of Minimum
iDate of Minimum:

7/7/15




Roberto Clemente Park
CAMP Station 1 - Downwind

Date of Maximum: 7/7/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/7/15 0.025

7/7/15 10:16:37 0.027
7/7/15 10:17:37 0.028
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 13
Test Abbreviation: CLEMENTEL 013 |
Start Date: 7/7/15
Start Time: 10:18:37

Duration (dd:hh:m

Log Interval (mm:ss)
Number of points:

0:00:15:00

Notes:

istics

§fat

Average: 0.027
Minimum: 0.025
Time of Minimum: | 10:24:37|
Date of Minimum: 7/7/15
""""""""""""""""""""""" Maximum: | 0.028
Time of Maximum: | 10:27:37
Date of Maximum: 7/7/15

7/7/15 10:19:37 0.027
7/7/15 10:20:37 0.027
7/7/15 10:21:37 0.026

7/7/15

7/7/15

7/7/15

7/7/15

7/7/15

Test Abbreviation:

CLEMENTE1_014

Start Date:

7/7/15

St

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

statistics Channel: PM10
Units: mg/m”3
Average: 0.026




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Time of Maximum:

110:36:37,

Date of Maximum:

%/7)15

Calibration

Sensor:

AEROSOL

Date

Time

MM/dd/yyyy

hh:mm:ss

7/7/15

7/7/15 10:47:37 0.024
7/7/15 10:48:37 0.026
s 10:49:37 0026
Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test;: i 50
Test Abbreviation: CLEMENTE1_015
Start Date: 7/7/15
StartTime: 0 1055037,
Log Interval (mm:ss): 1 100,
Number of points: 15

Uni

Average:

Minimum:

Time of Minimu
Date of Minimu

Maximum:

Time of Maximum: | 11:05:37|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/7/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
pate  Tme
MM/dd/yyyy hh:mm:ss

7/7/15

10:51:37

7/7/15

10:52:37

7/7/15

7/7/15

7/7/15

7/7/15

7/7/15

Serial Number:

DustTrak DRX

8533120308

Test ID:

16

Test Abbreviatio

Start Time:

CLEMENTE1_016

Duration (dd:hh:mm:ss):

0:00:15:00

Log Interval (mm:ss):

{Minimum:




Roberto Clem
CAMP Station 1

ente Park
- Downwind

{Time of Minimu
iDate of Minimu

Maximum:

Time of Maximum:

Date of Maximum:

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

7/7/15

7/7/15

7/7/15

7/7/15

11:19:37

Model:

Model Number:

Serial Number: 8533120308
Test ID: 17
Test Abbreviation: CLEMENTE1_017

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 7/7/15

Maximum: 0.045
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 11:32:37
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/7/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
Date
MM/dd/yyyy

7/7/15

7/7/15

7/7/15

7/7/15

7/7/15

Model Number:

8533

Serial Number:

8533120308

Test ID:

18

Start Date: 7/7/15
Start Time: 11:38:37
Duration (dd:hh:mm:ss): 0:00:15:00
:ss): 1:00
,,,,,,,,,,,,,,,,,,,,, T

iAverage:




Roberto Clem
CAMP Station 1

ente Park
- Downwind

‘Minimum:

ime of Minimum

Date of Minimum: 7/7/15
Maximum: 0.028
Time of Maximum: | 11:46:37

Date of Maximum:

7/7/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date

MM/dd/yyyy

7/7/15

7/7/15

7/7/15

7/7/15
7/7/15
7/7/15
7/7/15
7/7/15 .
7/7/15 11:50:37]  0.023
7/7/15 11:53:37]  0.026
Model DustTrak DRX
Model Number: 1 8533
Serial Number: 8533120308
Test ID: 19
CLEMENTE1_019
- aans
Start Time: | 11:54:37]

Duration (dd:hh:mm:ss):

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.023

""""""""""""""""""""""" Minimum: | 0.021
Time of Minimum: | 11:58:37

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum: 7/7/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/7/15

7/7/15

0.026

7/7/15

7/7/15

7/7/15

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_020
Start Date: 7/7/15
Start Time: 12:10:37

Duration (dd:hh:m

Log Interval (mm:ss)

0:00:15:00

Notes:




Roberto Clemente Park

CAMP Station 1 -

Downwind

Time of Minimum:

12:14:37

Date of Minimum:

%/7)15

Maximum:

0.032

Time of Maximum:

12

37,

Calibration Sensor: AEROSOL
Cal. date 4/14/15

pate Time PM10

MM/dd/yyyy hh:mm:ss mg/m”3

Start Date:

7/7/15 12:21:37 0.026
7/7/15 12:24:37 0.024
7/7/15 12:25:37 0.025
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test D b A
Test Abbreviatio CLEMENTE1_021

Start Time:

Log Interval (mm:ss) )

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~0.026
Minimum: 0.023
Time of Minimum: | 12:36:37|
Date of Minimum: 7/7/15

Time of Maximum:

112:32:37,

7/7/15

Date of Maximum: 7/7/15
Calibration AEROSOL
4/14/15
Date PM10
MM/dd/yyyy mg/m*3

7/7/15

7/7/15

7/7/15

Model:

DustTrak DRX

Model Number:

8533

Test ID: 22

Test Abbreviation: CLEMENTE1_022

Start Date: 7/7/15

Start Time: 12:42:37

Duration (dd:hh:mm:ss):  10:00:15:00 |
Log Interval (mm:ss): 1 o0l
Number of points: 15

Notes: i
Statistics {Channel: Pmi0




Roberto Clemente Park

CAMP Station 1 -

Downwind

Minimum: 0.022
Time of Minimum: | 12:46:37|
Date of Minimum: 7/7/15

Maximum:

7/7/15

Date of Maximum: 7/7/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date PM10
MM/dd/yyyy mg/m*3

7/7/15 12:52:37 0.025
7/7/15 12:55:37 0.025
7/7/15 12:56:37 0.025
/7 12:57:37, 0025
Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, 551
CLEMENTE1 023 |
Start Date: 7/7/15
Start Time: 12:58:37
Duration (dd:hhimmiss):  10:00:15:00 R
L
Number of poin’
Notes:
statistics
Average:
Minimum:

Time of Minimu

Maximum:

Time of Maximum: | 13:08:37|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/7/15
Calibration Sensor: AEROSOL.
Cal. date 4/14/15
Date Time PM10
7/7/15 1 7 0.026
7/7/15 13:00:37 0.026
7/7/15

7/7/15

7/7/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 24
Test Abbreviation: CLEMENTE1_024

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):




Roberto Clemente Park

CAMP Station 1 -

Downwind

Statistics

A\)érage: 0.026
Minimum: 0.022
Time of Minimum: | 13:19:37
Date of Minimum: 7/7/15

Time of Maximum:

Date of Maximum: 7/7/15
Calibration sensor: AEROSOL
Cal. date 4/14/15

7/7/15

Time

PM10

13:23:37

7/7/15

[og Interval (mm:ss):

Number of points:

Notes:

Channel:

Units:

Average:

Minimum:

Time of Minimum
Date of Minimum:

Maximum:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 13:39:37
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/7/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
5
MM/dd/yyyy hh:mm:ss mg/m”3
7/7/15 13:31:37 0.023
7/7/15 13:32:37 0.024

7/7/15

7/7/15

7/7/15

13:45:37

Model Number: 8533

Serial Number: 8533120308

Test ID: 26
CLEMENTE1_026
st

StartTime: 134637

Duration (dd:hh:mm:ss):




Roberto Clemente Park
CAMP Station 1 - Downwind

Average:
Minimum:
Time of Minimum:

Maximum: 0.034
Time of Maximum: | 13:54:37
Date of Maximum: 7/7/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

.
MM/ddfyyyy o thhemmiss  img/m73
7/7/15 13:47:37 0.026
7/7/15 13:48:37 0.027

7/7/15 13:54:37 0.034

7/7/15 14:01:37 0.026

Model: DustTrak DRX

Model Number: 1 8533
SerialNumber: " '8533120308]
Test ID: 27

St

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: i
Statistics Channel:

Units:

Average:
""""""""""""""""""""""" Minimum:
""""""""""""""""""""""" Time of Minimum: | 14:07:37,

Date of Minimum: 7/7/15

Maximum: 0.032
"""""""""""""""""""""""" Time of Maximum: | 14:17:37
""""""""""""""""""""""" Date of Maximum: | 7/7/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/7/15 14:03:37 0.026

7/7/15

7/7/15
7/7/15
7/7/15

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test ID:

Start Date:
Start Time:

Number of points:




Roberto Clemente Park

CAMP Station 1 - Downwind
Notes: L L
Statistics Channel: PM10
Units: mg/m”3
Average: 0.024

Minimum

Date of Minimu 7/7/15
Maximum: 0.028
Time of Maximum: | 14:19:37|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/7/15
Calibration Sensor: AEROSOL
Cal. date 4/14/];

14:25:37

7/7/15

14:33:37

Model Number:

Serial Number:

Start Time: 14:34:37
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of points:

""""""""""""""""""""""" Minimum: 0.018
Time of Minimum: | 14:39:37|
Date of Minimum: 7/7/15

Time of Maximum:

14:36:37,

Date of Maximum:

%/7)15

Calibration

Sensor:

AEROSOL

Date

Time

MM/dd/yyyy

hh:mm:ss

7/7/15

7/7/15

7/7/15

7/7/15

7/7/15

Duration (dd:hh:mm

Log Interval (mm:ss):

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, e
CLEMENTEL 030 |

Start Date: 7/7/15

Start Time: 14:50:37




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Statistics

Channel:

Units:

Average:

Time of Minimum:

Date of Minimum: 7/7/15
Maximum: 0.023
Time of Maximum: | 15:00:37
""""""""""""""""""""""" Date of Maximum: | 7/7/15

14:56:37

7/7/15 15:03:37 0.022
7/7/15 15:04:37 0.022
7/7/15 15:05:37 0.022

DustTrak DRX

8533

8533120308

Start Date: 7/7/15

Start Time: 15:06:37

Duration (dd:hh:mm:ss): 0:00:08:00

Log Interval (mm:ss): 1:00
Number of points: 1 8
Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

Date of Maximum:

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

7/7/15

7/7/15

7/7/15

Model:

DustTrak DRX

Model Number:

8533

Test ID: 1

Test Abbreviation: CLEMENTE1_001

Start Date: 7/8/15

Start Time: 6:57:37

Duration (dd:hh:mm:ss):  10:00:15:00 |
Log Interval (mm:ss): 1 o0l
Number of points: 15

Notes: i
Statistics {Channel: Pmi0







Roberto Clemente Park

CAMP Station 1 -

Downwind

Date of Maximum:

Minimum: 0.063
Time of Minimum: 7:05:37,
Date of Minimum: 7/8/15
Maximum: 0.075

Calibration

Sensor:

Cal. date

MM/dd/yyyy

7/8/15

7/8/15

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, R
CLEMENTE1 002 |
Start Date: 7/8/15
Start Time: 7:13:37
Duration (dd:hh:mmss): R
L
Number of poin’
Notes:
statistics
Average:
Minimum:

Time of Minimu

Maximum:

7/8/15

Time of Maximum: | 7:19:37|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/8/15
Calibration Sensor: AEROSOL.

Cal. date 4/14/15
Date Time PM10

7/8/15

7/8/15

7/8/15

7/8/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 3
Test Abbreviation: CLEMENTE1_003

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):




Roberto Clemente Park

CAMP Station 1 -

Downwind

Statistics

A\)érage: 0.068
Minimum: 0.066
Time of Minimum: 7:36:37|
Date of Minimum: 7/8/15

Time of Maximum:

Date of Maximum: 7/8/15
Calibration sensor: AEROSOL
Cal. date 4/14/15

7/8/15

Time

PM10

7/8/15

[og Interval (mm:ss):

Number of points: 15
Notes:
Statistics Channel:
Units:
Average:
Minimum:

Time of Minimum

Date of Minimum: 7/8/15
Maximum: 0.072
Time of Maximum: |  7:59:37
T bsteoiMadmum | 7/8/5
Calibration Sensor: AEROSOL
Cal. date 4/14/15
D.
MM/dd/yyyy hh:mm:ss mg/m”3
7/8/15 7:46:37 0.068
7/8/15 7:47:37 0.068

7/8/15
7/8/15 0.072
7/8/15 0.068

Model Number: 8533

Serial Number: 8533120308

Test ID: 5
CLEMENTE1_005
st

Start Time: O eow37l

Duration (dd:hh:mm:ss):




Roberto Clemente Park
CAMP Station 1 - Downwind

Average:

Minimum:

Time of Minimum:

Maximum: 0.073
Time of Maximum: | 8:09:37
Date of Maximum: 7/8/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

.
MM/ddfyyyy o thhemmuss  img/m73
8:02:37 0.068
8:03:37 0.068

Model: DustTrak DRX

Model Number: 1 8533
Serial Number: 8533120308
Test ID: 6

Duration (dd:hh:mm:s:

0:00:15:00

Log Interval (mm:ss):

Number of points:

Channel:

Units:

Average:

Time of Minimum:

8:25:37

Date of Minimum:

778115

Maximum:

Time of Maximum

0072

Date of Maximum: 7/8/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/8/15 8:18:37 0.072

7/8/15

7/8/15

7/8/15

7/8/15

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

Start Date:

Start Time:

Number of points:




Roberto Clemente Park
CAMP Station 1 - Downwind

Notes: L L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.072
Minimum 0.07

Date of Minimu 7/8/15
Maximum: 0.075
Time of Maximum: | 8:46:37|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/8/15
Calibration Sensor: AEROSOL
Cal. date 4/14/];

7/8/15 8:48:37

Model Number: 8533

Serial Number: 8533120308

Start Time:

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Minimum: 0.07
Time of Minimum: 9:00:37,
Date of Minimum: 7/8/15

Time of Maximum: | 8:53:37
Date of Maximum: 7/8/15
Calibration Sensor: AEROSOL

Date Time

MM/dd/yyyy hh:mm:ss

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

Duration (dd:hh:mm

Log Interval (mm:ss): |

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, e
CLEMENTEL 009 |

Start Date: 7/8/15

Start Time: 9:05:37




Roberto Clemente Park

CAMP Station 1

- Downwind

Time of Minimum:

Number of points: L S

Statistics Channel: PM10
Units: mg/m~3
Average: 0.073

Date of Minimum: 7/8/15
Maximum: 0.076
Time of Maximum: |  9:08:37
""""""""""""""""""""""" Date of Maximum: | 7/8/15

7/8/15

DustTrak DRX

8533

8533120308

Start Date: 7/8/15

Start Time: 9:21:37

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 5
Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

Date of Maximum:

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

Duration (dd:hh:mm:ss):




Roberto Clemente Park

CAMP Station 1 -

Downwind

Statistics

Channel:

Uni

Minimum

Time of Minimum:

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Caldate | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/mA3

Serial Number 8533120308

:

Test Abbreviatio CLEMENTE1_012

Start Date: 7/8/15

Start Time: 9:53:37

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/8/15
Maximum: 0.079
Time of Maximum: |  9:59:37

Date of Maximum:

7/8/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 7/8/15 0.074
7/8/15 0.074

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

10:08:37

Model: DustTrak DRX

Model Number: i 8533

Serial Number: 18533120308/

Test ID: 13
CLEMENTE1_013
sy

Start Time: o 10:0937]




Roberto Clemente Park
CAMP Station 1 - Downwind

Duration (dd:hh:m

Log Interval (mm:ss)
Number of points:

0:00:15:00

Notes:

Statistics Channel PM10
Average: 0.076
Minimum: 0.073
Time of Minimum: | 10:22:37|
Date of Minimum: 7/8/15

""""""""""""""""""""""" Maximum: | 0.079
Time of Maximum: | 10:16:37

Calibration

Date of Maximum:

7/8/15

10:10:37

7/8/15

10:11:37

7/8/15

10:12:37

7/8/15

10:13:37

7/8/15

Duration (dd:hh:mm:s:

Test Abbreviation: CLEMENTE1_014
Start Date: 7/8/15
Start Time: 10:25:37

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:

Time of Minimum:

10:28:37

Date of Minimum:

7/8/15

Maximum:

0.077

Time of Maximum:

10

37,

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15 X
7/8/15 0.075
7/8/15 10:40:37 0.075

Start Date:

Model Number: 8533
Serial Number: 8533120308
Test ID: 15
Test Abbreviation: CLEMENTEL 015 |




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Uni

Average:

Minimum:

Time of Minimu
Date of Minimu

Maximum:

Time of Maximum:

Calibration Sensor: AEROSOL
Cal. date 4/14/15

pate Time PM10
MM/ddfyyyy hh:mm:ss mg/mr3”
7/8/15 10:42:37 0.077

7/8/15 10:43:37 0.078

7/8/15 0.076

7/8/15

Serial Number:

8533120308

Test ID:

16

Test Abbreviation:

CLEMENTE1_016

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Minimum: 0.072
Time of Minimum: | 11:00:37|
Date of Minimum: 7/8/15
Maximum: 0.081
Date of Maximum: 7/8/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/8/15

7/8/15

7/8/15

7/8/15

Test Abbreviation:

7/8/15 X
7/8/15 11:10:37 0.078
7/8/15 11:11:37 0.078
. eAs 11237, 008
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308

{CLEMENTE1_017




Roberto Clemente Park
CAMP Station 1 - Downwind

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Mi

nimum:

Date of Mi

nimum: 7/8/15

Maximum:

Date of Maximum

0.077

Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/8/15 11:14:37 0.075
7/8/15 0.076

7/8/15;

Model Number: 8533
Serial Number: 8533120308
Test ID: 18
CLEMENTE1_018
Start Date: O aspst
Start Time: 11:29:37
Duration (dd:hh:mm:ss): 0:00:15:00
:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

A\)érage: 0.072
Minimum: 0.067
Time of Minimum: | 11:44:37
Date of Minimum: 7/8/15

Time of Maximum:

Date of Maximum: 7/8/15
Calibration sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

Test ID:




Roberto Clemente Park

CAMP Station 1

- Downwind

Test Abbreviatio [CLEMENTE1_019 |
StartDate: i 7/8/1s;
Start Time: 7 11:4537,
Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.065

""""""""""""""""""""""" Minimum: | 0.062
Time of Minimum: | 11:59:37
Date of Minimum: 7/8/15

Time of Maximum

Date of Maximum: 7/8/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/8/15 0.066

7/8/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 20

Test Abbreviation: CLEMENTEL 020 |
Start Date: 7/8/15

Start Time: 12:01:37

Duration (dd:hh:m

Log Interval (mm:ss)

0:00:15:00

Notes:

Average:

Minimum:

Time of Minimum:

Maximum: 0.061
Time of Maximum: | 12:02:37
Date of Maximum: 7/8/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddAyyyy
7/8/15
7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

Serial Number:

8533120308




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Test ID: | 21

Test Abbreviation: ICLEMENTE1 021 |
StartDate: 1 7jgjisy
Start Time: 12:17:37

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss):

N

Notes:

Statistics Channel:
Units:

Average:

Minimum:

Time of Minimum:

Time of Maximum:

112:26:37,

Date of Maximum:

7/8/15

Cal. date

4/14/15

Date

Time

PM10

hh:mm:ss

mg/m”3

7/8/15

7/8/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testi;: i 2]

Test Abbreviation: CLEMENTE1_022

Start Date: 7/8/15

SstartTime: 123337,

LogInterval (mm:ss): | 0]

Number of points: 15

Notes: L L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.054
Minimum 0.052

Date of Minimu 7/8/15
Maximum: 0.056
Time of Maximum: | 12:35:37|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/8/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

Model Number:

! 8533}




Roberto Clemente Park

CAMP Station 1 - Downwind

Serial Number: | 8533120308
b ST P
CLEMENTE1 023 |

Start Date: 7/8/15

Start Time: 12:49:37

Duration (dd:hh:mm:s 0:00:15:00

L

Number of poin’

Notes:

Statistics

Average:

Minimum

7/8/15

Maximum: 0.053

Time of Maximum: | 12:50:37|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/8/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

7/8/15

7/8/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 24

Test Abbreviation: CLEMENTE1_024

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Statistics

Channel:

Units:

Average:

Time of Minimum:

Date of Minimum: 7/8/15
Maximum: 0.051
Time of Maximum: | 13:17:37
""""""""""""""""""""""" Date of Maximum: | 7/8/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15

iDustTrak DRX |




Roberto Clemente Park

CAMP Station 1

- Downwind

Test Abbreviation:

Start Date:

Start Time:

[og Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Time of Minimum

Date of Minimum: 7/8/15
Maximum: 0.071
Time of Maximum: | 13:30:37
o bsteoiMaimum | 785
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddjyyyy mg/mh3
7/8/15 0.054
7/8/15 0.063

7/8/15

7/8/15 .
7/8/15 13:36:37 0.071
Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 26
CLEMENTE1_026
st
Start Time: |~ 133737,
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes: 4
Statistics Channel: PM10
Uni mg/m”3
Minimum
Time of Minimum: | 13:48:37
Date of Minimum: 7/8/15

Maximum:

Time of Maximum:

7/8/15

7/8/15

Date of Maximum: 7/8/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date
MM/dd/yyyy

7/8/15

7/8/15

7/8/15

7/8/15

7/8/15




Roberto Clemente Park
CAMP Station 1 - Downwind

Serial Number: 8533120308
Test ID: 27
Test Abbreviation: CLEMENTE1_027
Start Date: 7/8/15
st

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 15
Notes

Statistics

Time of Minimum: | 14:01:37,
Date of Minimum: 7/8/15
Maximum: ~0.077

Time of Maximum

Date of Maximum: 7/8/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/8/15

7/8/15
7/8/15 14:07:37 0.07]
7/8/15 14:08:37 0.077
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 28
Test Abbreviation: CLEMENTEL_ 028 |

Start Date:
Start Time:

Number of points:
Notes:

Statistics Channel: PM10
Average: 0.066
Minimum: 0.06

Time of Minimum: | 14:21:37|
Date of Minimum: 7/8/15
Maximum: | 0.07
Time of Maximum: | 14:10:37

Date of Maximum: 7/8/15

MM/dd/yyyy
3 7/8/15 7 0.07,
7/8/15 14:12:37 0.064
7/8/15

7/8/15
7/8/15

7/8/15

7/8/15]




Roberto Clemente Park
CAMP Station 1 - Downwind

""""""""""""""""""""""""""" {DustTrak DRX

Model Number: 8533
Serial Number: 8533120308

Test ID: 29

CLEMENTE1_029

Test Abbreviatio

Start Time: 14:25:37
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of points: 15

Statistics Channel: PM10

Minimum: 0.057

Time of Minimum: | 14:35:37|
Date of Minimum: 7/8/15

Time of Maximum:
Date of Maximum:

Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10

MM/dd/yyyy hh:mm:ss mg/m”3

7/8/15

7/8/15
7/8/15 14:38:37 0.057
7/8/15 14:39:37 0.067
I/ I 14:4037, 0067
Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, e
CLEMENTEL 030 |
Start Date: 7/8/15
Start Time: 14:41:37

Duration (dd:hh:mm

Log Interval (mmfss).
Number of points: 8
Notes:

Uni
Average:
Minimum:
Time of Minimu
Date of Minimu
Maximum:
Time of Maximum: | 14:49:37|
Date of Maximum: 7/8/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/8/15 7
7/8/15 14:43:37
7/8/15

7/8/15
7/8/15 14:47:37
7/8/15 14:48:37
7/8/15 14:49:37

Serial Number: | 8533120308







Roberto Clemente Park
CAMP Station 1 - Downwind

Test ID: | 1

Test Abbreviation: \CLEMENTE1 001 |
StartDate: i 7j9j1si
Start Time: 6:56:44

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss):

N

Notes:

Statistics Channel:
Units:

Average:

Minimum:

Time of Minimum:

Time of Maximum:

7:00:44

Date of Maximum: 7/9/15
AEROSOL
Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/9/15

7/9/15;

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testo: i 20

Test Abbreviation: CLEMENTE1_002

Start Date: 7/9/15

SstartTime: 71244

LogInterval (mm:ss): | 0]

Number of points: 15

Notes: L L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.035
Minimum 0.033
Date of Minimu 7/9/15
Maximum: 0.038
Time of Maximum: | 7:24:44]

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/9/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15

Model Number:

! 8533}




Roberto Clemente Park

CAMP Station 1

- Downwind

Number of poin’

Serial Number: | 8533120308
frmmmemeee I
CLEMENTEL 003 |

Start Date: 7/9/15

Start Time: 7:28:44

Duration (dd:hh:mm:s

L

Notes:

Statistics

Average:

Minimum

7/9/15

Maximum: 0.037

Time of Maximum: | 7:43:44]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/9/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

7/9/15

7/9/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 4

Test Abbreviation: CLEMENTE1_004

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Statistics

Channel:

Units:

Average:

Time of Minimum:

Date of Minimum: 7/9/15
Maximum: 0.034
Time of Maximum: | 7:45:44
""""""""""""""""""""""" Date of Maximum: | 7/9/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15

iDustTrak DRX




Roberto Clemente Park

CAMP Station 1

- Downwind

Test Abbreviation:

Start Date:

Start Time:

[og Interval (mm:ss):

7/9/15

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Time of Minimum

Date of Minimum: 7/9/15
Maximum: 0.034
Time of Maximum: |  8:06:44
o bsteoiMaimum | 7975
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddjyyyy mg/mh3
7/9/15 0.033
7/9/15 0.033

7/9/15;

7/9/15 0.033
7/9/15 8:15:44 0.034
Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 6
CLEMENTE1_006
st
Start Time: O sieas
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes: 4
Statistics Channel:

Uni

Minimum
Time of Minimum: 8:19:44]
Date of Minimum: 7/9/15

Maximum:

Time of Maximum:

7/9/15

7/9/15

Date of Maximum: 7/9/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date
MM/dd/yyyy

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15




Roberto Clemente Park
CAMP Station 1 - Downwind

Serial Number: 8533120308
Test ID: 7
Test Abbreviation: CLEMENTE1_007

Start Date: 7/9/15

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15

Statistics

Time of Minimum:

Date of Minimum:

Maximum:

Time of Maximum

7/9/15

AEROSOL

4/14/15

7/9/15;

7/9/15 0.033
7/9/15 0.035
7/9/15 0.034

Model: DustTrak DRX

Model Number: 8533
Serial Number: 8533120308
Test ID: 8
Test Abbreviation: CLEMENTEL_008

Start Date:

Start Time:

Number of points:

Notes:

Statistics

MM/dd/yyyy

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

Model Number: 8533
Serial Number: 8533120308
Test ID: 9

Test Abbreviatio

Start Time:

CLEMENTE1_009

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics

""""""""""""""""""""""" Minimum: | 0.034
Time of Minimum: 9:05:44
Date of Minimum: 7/9/15

Time of Maximum:

" 9:08:44

7/9/15

Date of Maximum:
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/9/15;

7/9/15 .

7/9/15 0.036
7/9/15 0.036
7/9/15 0.035

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, ] E—
CLEMENTEL 010 |

Start Date: 7/9/15

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Uni

Average:

Minimum:

Time of Minimu
Date of Minimu

Maximum:

Time of Maximum: | 9:23:44]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/9/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 11

T

Start Date: 7/9/15

Start Time: 9:36:44

Duration (dd:hh:mm:ss): 0:00:12:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P R

Uni
Averag

e

Minimum:

Time of Minimu

Maximum:

Time of Maximum: | 9:37:44]

Date of Maximum: 7/9/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15;

7/9/15 9:48:44 0.037
Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 12
CLEMENTE1_012
st
Start Time: |~ 10:55:25)
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes: 4
Statistics Channel: PM10
Uni mg/m”3
Minimum
Time of Minimum: | 10:56:25
Date of Minimum: 7/9/15

Maximum:

Time of Maximum:

7/9/15

7/9/15

Date of Maximum: 7/9/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date
MM/dd/yyyy

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Serial Number: 8533120308
Test ID: 13
Test Abbreviation: CLEMENTE1_013

Start Date: 7/9/15

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15

Statistics

Time of Minimum:

'11:20:25

Date of Minimum:

7/9/15

Maximum:

Time of Maximum

0052

Date of Maximum: 7/9/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/9/15;

7/9/15 .
7/9/15 11:25:25 0.041
7/9/15 11:26:25 0.04
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 14
Test Abbreviation: CLEMENTEL 014 |
StartDate: I gjeis]
Start Time:
Number of points: | 15
Notes:
Statistics Channel PM10
Average: 0.041
Minimum: 0.04
Time of Minimum: | 11:29:25]
Date of Minimum: 7/9/15
""""""""""""""""""""""" Maximum: | 0.044
Time of Maximum: | 11:33:25
Date of Maximum: 7/9/15

MM/dd/yyyy

7/9/15

5

7/9/15

11:30:25

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Model Number: 8533
Serial Number: 8533120308
Test ID: 15

Test Abbreviatio

CLEMENTE1_015

Start Time: 11:43:25
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics Channel PM10

""""""""""""""""""""""" Minimum: | 0.04
Time of Minimum: | 11:51:25]
Date of Minimum: 7/9/15

Time of Maximum:

Date of Maximum:

Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/9/15

7/9/15;

7/9/15 11:56:25
7/9/15 11:57:25
7/9/15 11:58:25

Duration (dd:hh:mm

Log Interval (mm:ss):

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, TR
CLEMENTE1 016 |

Start Date: 7/9/15

Start Time: 11:59:25

Number of points:

Notes:

Uni

Average:

Minimum:

Time of Minimu
Date of Minimu

Maximum:

Time of Maximum: | 12:02:25|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/9/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/9/15

5

7/9/15

12:01:25

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15




Roberto Clem
CAMP Station 1

ente Park
- Downwind

I 121425 0.042
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308

Test ID:

17

Start Date: 7/9/15

Start Time: 12:15:25

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, e

Uni
Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum: | 12:18:25]
Date of Maximum: 7/9/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date Time PM10
MM/ddfyyyy
7/9/15
7/9/15

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 7/9/15
Maximum: 0.045
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 12:40:25
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/9/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
D
MM/dd/yyyy hh:mm:ss mg/m”3
7/9/15 12:32:25 0.042

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/9/15]
7/9/15!

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_019

Start Date: 7/9/15

Start Time: 12:47:25

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Statistics

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/9/15
Maximum: 0.051
Time of Maximum: | 12:58:25
Date of Maximum: 7/9/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 7/9/15 0.041
7/9/15 0.042

7/9/15

7/9/15

7/9/15

7/9/15

13:02:25

Model: DustTrak DRX

Model Number: i 8533

Serial Number: | 8533120308]

Test ID: 20
CLEMENTE1_020
st

Start Time: 7 13:0325,

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.043

""""""""""""""""""""""" Minimum: | 0.042
Time of Minimum: | 13:04:25

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum:

7/9/15

Date

Sensor:

AEROSOL

MM/dd/yyyy

7/9/15

7/9/15

7/9/15

7/9/15

7/9/15]




Roberto Clem

CAMP Station 1 -

ente Park
Downwind

7/9/15

7/9/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 21
Test Abbreviation: CLEMENTE1_021

Start Date: 7/9/15
Start Time: 13:19:25

Log Interval (mm:ss):

Number of poin

N

Statistics Channel:
Units:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Average:
Minimum

Time of Minimum:

13:30:25

Date of Minimum: 7/9/15
Maximum: 0.048
Time of Maximum: | 13:25:25]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/9/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/9/15

7/9/15

7/9/15

7/9/15

13:34:25

Model Number: 8533
Serial Number: 8533120308
Test ID: 22
Test Abbreviation: CLEMENTEL 022 |
StartDate: i gjjisg
Start Time: 13:35:25

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: 0043
Minimum: 0.041
Time of Minimum: | 13:40:25]
Date of Minimum: 7/9/15

Time of Maximum:

Date of Maximum:

Calibration

Date

MM/dd/yyyy

7/9/15

7/9/15

7/9/15

7/9/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/9/15

7/9/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 23
Test Abbreviation: CLEMENTE1_023

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss)

N

Notes:

Statistics

""""""""""""""""""""""" Minimum: 0.042
Time of Minimum: | 14:01:25]
Date of Minimum: 7/9/15
Maximum: 0.044

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 14:03:25
Date of Maximum: 7/9/15

Calibration Sensor: AEROSOL

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15

Date Time PM10

MM/dd/yyyy hh:mm:ss mg/m”3

7/9/15

7/9/15

7/9/15

7/9/15 14:04:25
7/9/15 14:05:25
7/9/15 14:06:25

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, T
CLEMENTE1 024 |

Start Date: 7/9/15

Start Time: 14:07:25

Duration (dd:hh:mm:s: 0:00:15:00

L

Number of poin’

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

Date of Maximum:

Cal. date

4/14/15

Time

PM10

7/9/15 1 5 0.044
7/9/15 14:09:25 0.043
7/9/15

7/9/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/9/15

7/9/15

7/9/15

14:22:25

Model Number: 8533

Serial Number: 8533120308

Test ID: 25
CLEMENTE1_025

Start Date: st

Start Time: 14:23:25

Duration (dd:hh:mm

L

Average:

Minimum:

Time of Minimum:

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: 7/9/15
Calibration sensor: . AEROSOL

Cal. date 4/14/15
Date Time PM10

7/9/15

7/9/15

7/9/15

Test Abbreviation:

Start Date:

Start Time:
DI
[og Interval (mm:ss): :
Number of points: 5
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/9/15
Maximum: 0.046
Time of Maximum: | 14:40:25
"""""""""""""""""""" Date of Maximum: |  7/9/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
D.
MM/dd/yyyy hh:mm:ss mg/m”3
7/9/15 14:40:25 0.046
7/9/15 0.043

7/9/15

TrakPro Version 4.61 ASCII Data File

iDustTrak DRX







Roberto Clemente Park

CAMP Station 1

- Downwind

Test Abbreviation:

CLEMENTE1_001

Start Date:

7/10/15

Start Time:

DI

[og Interval (mm:ss): :

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.007

Time of Minimum

Date of Minimum: 7/10/15
Maximum: 0.012
Time of Maximum: |  6:59:25
o bateoiMaimum: | 720715
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddjyyyy mg/mh3
7/10/15 0.006
7/10/15 0.007

7/10/15 0.007
7/10/15 7:11:25 0.006
Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 2
CLEMENTE1_002
""""""" 7/10/15{
Start Time: | 7:1225]
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes: 4
Statistics Channel: PM10
Uni mg/m”3
Minimum
Time of Minimum: 7:13:25
Date of Minimum: 7/10/15

Maximum:

Time of Maximum:

7/10/15

7/10/15

Date of Maximum: | 7/10/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date
MM/dd/yyyy

7/10/15

7/10/15

7/10/15

7/10/15

7/10/15




Roberto Clemente Park

CAMP Station 1

- Downwind

Serial Number: 8533120308
Test ID: 3
Test Abbreviation: CLEMENTE1_003

Start Date: 7/10/15

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15

Statistics

Time of Minimum:

733125

Date of Minimum:

7/ 10} 15

Maximum:

Time of Maximum

001

Date of Maximum: | 7/10/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/10/15 0.008|
7/10/15 0.01
7/10/15 0.008|
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 4
Test Abbreviation: CLEMENTEL_ 004 |
StartDate: 710515
Start Time:
Number of points: | 15
Notes:
Statistics Channel PM10
Average: 0.01]
Minimum: 0.008
Time of Minimum: 7:48:25
Date of Minimum: 7/10/15
""""""""""""""""""""""" Maximum: | 0.014
Time of Maximum: | 7:54:25
Date of Maximum: | 7/10/15

MM/dd/yyyy

7/10/15

7/10/15

7/10/15

7/10/15

7/10/15

7/10/15

7/10/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

Model Number: 8533
Serial Number: 8533120308
Test ID: 5

Test Abbreviatio

Start Time:

CLEMENTE1_005

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Statistics

Minimum:

Time of Minimum:

8:10:25

Date of Minimum:

Time of Maximum: | 8:02:25

Date of Maximum: | 7/10/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/10/15 .

7/10/15 0.01
7/10/15 0.009
7/10/15 0.009

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, .
CLEMENTEL 006 |

Start Date: 7/10/15

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Uni mg/m”3
Average: 0.01
Minimum: 0.007

Time of Minimu

Date of Minimu 7/10/15
Maximum: 0.013
Time of Maximum: | 8:19:25
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/10/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/10/15

7/10/15

7/10/15

7/10/15

7/10/15

7/10/15

7/10/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

7

Start Date: 7/10/15

Start Time: 8:32:25

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, e

Uni
Averag

e

Minimum:

Time of Minimu

Maximum:

Time of Maximum: | 8:38:25

Date of Maximum: | 7/10/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

7/10/15

7/10/15

7/10/15

7/10/15

7/10/15

7/10/15

7/10/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:
- Time of Minimum:

Date of Minimum: 7/10/15

Maximum: 0.012

Time of Maximum: | 8:49:25
T ateofMaimum | 7/10/15
Calibration Sensor: AEROSOL

Cal. date ~4/14/15

5
MM/dd/yyyy

7/10/15

7/10/15

7/10/15

7/10/15

7/10/15

7/10/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/10/15;
7/10/15]

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_009

Start Date: 7/10/15

Start Time: 9:04:25

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Statistics

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/10/15
Maximum: 0.013
Time of Maximum: |  9:05:25
Date of Maximum: | 7/10/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 7/10/15 0.013
7/10/15 0.011

7/10/15

7/10/15

7/10/15

7/10/15

9:19:25

Model: DustTrak DRX
Model Number: i 8533
Serial Number: | 8533120308]
Test ID: 10
CLEMENTE1_010
""""""" 7/10/15{
Start Time: - eos
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.011

""""""""""""""""""""""" Minimum: | 0.009
Time of Minimum: 9:22:25

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum:

7/10/15

Date

Sensor:

Cal. date

AEROSOL

MM/dd/yyyy

hh:mm:ss

7/10/15

7/10/15

7/10/15

7/10/15

7/10/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/10/15

7/10/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 11
Test Abbreviation: CLEMENTE1_011

Start Date: 7/10/15
Start Time: 9:36:25

Log Interval (mm:ss):

Number of poin

N

Statistics Channel:
Units:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Average:
Minimum

Time of Minimum:

9:43:25

Date of Minimum: 7/10/15
Maximum: 0.017
Time of Maximum: | 9:39:25
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/10/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/10/15

7/10/15

7/10/15

7/10/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ 0015
Minimum: 0.013
Time of Minimum: 9:53:25

Date of Minimum:

Time of Maximum:

9:54:25

Date of Maximum:

7/ 10} 15

Calibration

Date

MM/dd/yyyy

7/10/15

7/10/15

7/10/15

9:59:25

10:00:25

7/10/15




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/10/15

7/10/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 13
Test Abbreviation: CLEMENTE1_013

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss)

""""""""""""""""""""""" Minimum: 0.013
Time of Minimum: | 10:12:25]
Date of Minimum: 7/10/15
Maximum: 0.016
Time of Maximum: | 10:20:25
""""""""""""""""""""""" Date of Maximum: | 7/10/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/10/15

7/10/15

7/10/15

7/10/15 10:21:25
7/10/15 10:22:25
7/10/15 10:23:25

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,  R—
CLEMENTE1 014 |

Start Date: 7/10/15

Start Time: 10:24:25

Duration (dd:hh:mm:s: 0:00:15:00

L

Number of poin’

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

10:34:25

Date of Maximum:

Cal. date

4/14/15

Time

PM10

7/10/15 1 5 0.014
7/10/15 10:26:25 0.014
7/10/15

7/10/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/10/15

7/10/15

7/10/15

10:39:25

Model Number: 8533

Serial Number: 8533120308

Test ID: 15
CLEMENTE1_015

Start Date: 7/10/15 777777777777

Start Time: 10:40:25

Duration (dd:hh:mm

L

A\)érage: 0.014
Minimum: 0.013
Time of Minimum: | 10:42:25

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: | 7/10/15
Calibration sensor: . AEROSOL

Cal. date 4/14/15
Date Time PM10

7/10/15

7/10/15

7/10/15

Test Abbreviation:

CLEMENTE1_016

Start Date:

7/10/15

Start Time:
DI
[og Interval (mm:ss): :
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/10/15
Maximum: 0.017
Time of Maximum: | 11:00:25
"""""""""""""""""""" Date of Maximum: | 7/10/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
D.
MM/dd/yyyy hh:mm:ss mg/m”3
7/10/15 10:57:25 0.013
7/10/15 0.013

7/10/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/10/15;

7/10/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 17

Test Abbreviation: CLEMENTEL 017 |
Start Date: 7/10/15

Start Time:

[og Interval (mm:ss)

11:12:25

Notes:

Average: 0.014
Minimum: 0.013
Time of Minimum: | 11:16:25|
Date of Minimum: 7/10/15
""""""""""""""""""""""" Maximum: | 0015
Time of Maximum: | 11:13:25
Date of Maximum: | 7/10/15
Calibraton Sensor: AEROSOL
] Cal. date 4/14/15

7/10/15

11:13:25

7/10/15

11:14:25

7/10/15

7/10/15

7/10/15

7/10/15

Serial Number: 8533120308
Test ID: 18
Test Abbreviation: CLEMENTE1_018

Start Date:

7/10/15

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:

Time of Minimum:

11:30:25

Date of Minimum:

7/ 10} 15

Maximum:

Time of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/dd/yyyy hh:mm:ss mg/m”3
7/10/15 0.015

7/10/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/10/15;

7/10/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i o
Test Abbreviation: CLEMENTE1_019

Start Date: 7/10/15

Log Interval (mmfss). 1:00
Number of points: 15
Notes: i
Statisties Channel:
Units:
Average:
Minimum:
Time of Minimu
Date of Minimu 7/10/15
Maximum: 0.026
Time of Maximum: | 11:59:25|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/10/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/10/15

7/10/15

7/10/15

7/10/15

Model Number:

Serial Number:

8533120308

Test ID:

20

Test Abbreviatio

CLEMENTE1_020

Start Time: 12:00:25
Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 15

Minimum:

Time of Minimum:

12:06:25

Date of Minimum:

Date of Maximum:

7/10/15

Calibration

Sensor:

AEROSOL

Date

MM/dd/yyyy

7/10/15

7/10/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/10/15;

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 21

Duration (dd:hh:mm:ss):

CLEMENTE1_021

Log Interval (mm:ss):

Statistics Channel:

Units:

Average:

Minimum:
e Time of Minimum:

Date of Minimum: 7/10/15

Maximum: 0.021

Time of Maximum: | 12:24:25
""""""""""""""""""""""" Date of Maximum: | 7/10/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

7/10/15

7/10/15

7/10/15

7/10/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test ID: 22
T

Start Date: 7/10/15

Start Time: 12:32:25

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 50
Notes:

Statistics

A\)érage: 0.017
Minimum: 0.016
Time of Minimu 12:34:25
""""""""""""""""""" Date of Minimum: | 7/10/15

Time of Maximum:

Date of Maximum:

7/10/15

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/10/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/10/15;

7/10/15

7/10/15

7/10/15

12:47:25

Model Number:

DustTrak DRX

Serial Number:

Start Time: 12:48:25

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 5,

Notes: 4

Statistics Channel: PM10
Units: mg/m”3
Average: 0.017

""""""""""""""""""""""" Minimum: | 0015
Time of Minimum: | 12:49:25

Date of Minimum:

Maximum:

Time of Maximum:

7/10/15

Date of Maximum: | 7/10/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10

7/10/15

7/10/15

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test Abbreviatio CLEMENTE1_024

Start Date: 7/10/15

Start Time: 13:04:25

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
‘Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Maximum: 0.029
Time of Maximum: | 13:16:25
Date of Maximum: | 7/10/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
7/10/15
7/10/15

7/10/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/10/15;

7/10/15

7/10/15

7/10/15

13:18:25

7/10/15

13:19:25

DustTrak DRX

Model Number:

8533

Serial Number:

Start Date:

8533120308

CLEMENTE1_025

Start Time:

Number of points:

Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: 0019
Minimum: 0.017
Time of Minimum: | 13:22:25]
Date of Minimum: 7/10/15

""""""""""""""""""""""" Maximum: | 0.027
Time of Maximum: | 13:28:25
Date of Maximum: | 7/10/15

/dd/yyy

MM

7/10/15 5 0.017
7/10/15 13:23:25 0.017
7/10/15 0.018

7/10/15

Model:

DustTrak DRX

Model Number:

8533

Test ID: 26
Test Abbreviation: CLEMENTE1_026

Start Date: 7/10/15
Start Time: 13:36:25

Duration (dd:hh:mm:s:

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.02

"""""""""""""""""""" Minimum: | 0.019

Date of Minimu

7/10/15

Maximum:

0.021

Time of Maximum:

13

25

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/10/15]




Roberto Clemente Park
CAMP Station 1 - Downwind

7/10/15;

7/10/15

7/10/15

7/10/15 13:49:25 0.021
7/10/15 13:50:25 0.02
7/10/15 13:51:25 0.02

Model:

DustTrak DRX

Model Number:

8533

CLEMENTE1_027

Start Date:

7/10/15

Start Time:

Duration (dd:hh:mm

Log Interval (mm:ss):

13:52:25

Number of points:

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Date of Minimu 7/10/15
Maximum: 0.022
Time of Maximum: | 14:05:25|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/10/15
Calibration Sensor: AEROSOL.
Cal. date 4/14/15

7/10/15

5

7/10/15

13:54:25

7/10/15

7/10/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 28
Test Abbreviation: CLEMENTE1_028

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average

Time of Minimum:

Date of Minimum:

7/10/15

Maximum:

0.022

Date of Maximum: | 7/10/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/10/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/10/15

7/10/15

7/10/15

7/10/15

7/10/15

7/10/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum:

7/10/15

Maximum:

0.023

Time of Maximum:

Date of Maximum

MM/dd/yyyy hh:mm:ss mg/m”3
7/10/15 14:25:25 0.021
7/10/15 0.02

7/10/15

14:39:25

Model Number: 8533
Serial Number: 8533120308
Test ID: 30
CLEMENTE1_030
Start Date: 7/10/15 777777777777
Start Time: 14:40:25
Duration (dd:hh:mm:ss): 0:00:08:00
Log Interval (mm:ss): 1:00
8

14:45:25

Time of Minimum:
Date of Minimum:

7/10/15

Time of Maximum: | 14:41:25|
Date of Maximum: | 7/10/15
Calibration sensor: AEROSOL
Cal. date 4/14/15

Date







Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/10/15

7/10/15

TrakPro Version 4.61 ASCII Data File

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 1

Duration (dd:hh:mm:ss):

CLEMENTE1_001

Log Interval (mm:ss):

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 7/13/15
Maximum: 0.042
Time of Maximum: |  7:20:22
""""""""""""""""""""""" Date of Maximum: | 7/13/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/13/15

7/13/15

7/13/15

7/13/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

2

Start Date: 7/13/15

Start Time: 7:24:22

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 50
Notes:

Statistics

A\)érage: 0.036
Minimum: 0.033
Time of Minimu 7:32:22
""""""""""""""""""" Date of Minimum: | 7/13/15

Time of Maximum:

Date of Maximum:

7/13/15

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/13/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/13/15;

7/13/15

7/13/15

7/13/15

7:39:22

Model Number:

DustTrak DRX

Serial Number:

Start Time: 7:40:22

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 5,

Notes: 4

Statistics Channel: PM10
Units: mg/m”3
Average: 0.035

""""""""""""""""""""""" Minimum: | 0.031
Time of Minimum: 7:51:22

Date of Minimum:

Maximum:

Time of Maximum:

7/13/15

Date of Maximum: | 7/13/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10

7/13/15

7/13/15

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test Abbreviatio CLEMENTE1_004

Start Date: 7/13/15

Start Time: 7:56:22

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
‘Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Maximum: 0.031
Time of Maximum: | 7:57:22
Date of Maximum: | 7/13/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
7/13/15
7/13/15

7/13/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/13/15;

7/13/15

7/13/15 X
7/13/15 0.028
7/13/15 0.028

DustTrak DRX

Model Number:

8533

Serial Number:

Start Date:

8533120308

CLEMENTE1_005

Start Time:

Number of points:

Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: ~ 0028
Minimum: 0.023
Time of Minimum: 8:25:22
Date of Minimum: 7/13/15

""""""""""""""""""""""" Maximum: | 0.042
Time of Maximum: | 8:22:22
Date of Maximum: | 7/13/15

/dd/yyy

MM

7/13/15

7/13/15 8:15:22 0.027
7/13/15 8:16:22 0.027
7/13/15 8:19:22 0.027
7/13/15 8:20:22 0.025

8:23:22

8:24:22

7/13/15

8:27:22

Model:

DustTrak DRX

Model Number:

8533

Test ID: 6
Test Abbreviation: CLEMENTE1_006

Start Date: 7/13/15
Start Time: 8:28:22

Duration (dd:hh:mm:s:

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: b

Statistics Channel: PM10
Units: mg/m”3
Average: 0.029

Minimum

Date of Minimu

7/13/15

Maximum:

0.05

Time of Maximum:

22

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/13/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/13/15;

7/13/15

7/13/15 .

7/13/15 0.027
7/13/15 0.025
7/13/15 0.024

Model:

DustTrak DRX

Model Number:

8533

CLEMENTE1_007

Start Date:

7/13/15

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Date of Minimu 7/13/15
Maximum: 0.028
Time of Maximum: | 8:51:22
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/13/15
Calibration Sensor: AEROSOL.
Cal. date 4/14/15

7/13/15

7/13/15

7/13/15

7/13/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 8
Test Abbreviation: CLEMENTE1_008

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average

Time of Minimum:

Date of Minimum:

7/13/15

Maximum:

0.031

Date of Maximum: | 7/13/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/13/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/13/15

7/13/15

7/13/15

7/13/15

7/13/15

7/13/15

DustTrak DRX

8533120308

Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes:
Statistics Channel:
Units:
Average:
Minimum:
- Time of Minimum:
Date of Minimum: 7/13/15
Maximum: 0.031
Time of Maximum: | 9:25:22
""""""""""""""""""""""""" Date of Maximum: | 7/13/15

MM/dd/yyyy hh:mm:ss mg/m”3
7/13/15 9:17:22 0.022
7/13/15 9:18:22 0.021

7/13/15

7/13/15

Model Number: 8533

Serial Number: 8533120308

Test ID: 10

CLEMENTE1_010

Start Date: i 7 7/13/150
Start Time: 9:32:22

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

9:33:22

Time of Minimum:
Date of Minimum:

7/13/15

Time of Maximum: | 9:41:22
Date of Maximum: | 7/13/15
Calibration sensor: AEROSOL
Cal. date 4/14/15

Date




Roberto Clemente Park

CAMP Station 1

- Downwind

7/13/15

7/13/15

7/13/15

7/13/15

7/13/15

7/13/15

Time of Maximum

Serial Number: 8533120308

Test ID: 11
CLEMENTE1_011
""""""" 7/13/15{

Start Time: w22y

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.034

""""""""""""""""""""""" Minimum: | 0.022
Time of Minimum: 9:58:22
Date of Minimum: 7/13/15

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Maximum: | 0.134

Date of Maximum: | 7/13/15
Calibration _{Sensar: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/13/15 9:49:22 0.024]

10:02:22

7/13/15

2

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 12

Test Abbreviation: CLEMENTEL 012 |
Start Date: 7/13/15

Start Time: 10:04:22

Duration (dd:hh:m
Log Interval (mm:ss)

Number of points:

0:00:15:00

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Maximum:

0.026

Time of Maximum:

10:13:22

Date of Maximum:

7/13/15

7/13/15]

10:05:22}

0.023




Roberto Clemente Park

CAMP Station 1

- Downwind

7/13/15

7/13/15

7/13/15

7/13/15

7/13/15

7/13/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Channel:

Uni

Average: | 0.022
Minimum: 0.02
Time of Minimum: | 10:27:22]

Date of Minimum:

Time of Maximum:

10:23:22

Date of Maximum:

7/ 13) 15

bration

Cali

Date

MM/dd/yyyy

7/13/15

10:33:22

7/13/15

2

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i wu
Test Abbreviation: CLEMENTE1_014

Start Date: 7/13/15
StartTime: 4 10:36:22]
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni mg/m”3
Average: 0.023
Minimum 0.021

Date of Minimu 7/13/15
Maximum: 0.027
Time of Maximum: | 10:44:22]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/13/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy




Roberto Clemente Park
CAMP Station 1 - Downwind

7/13/15;

7/13/15

7/13/15

7/13/15

7/13/15

7/13/15 10:49:22

7/13/15 2

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, qei
CLEMENTE1 015 |

Start Date: 7/13/15

Start Time: 10:52:22

Duration (dd:hh:mm:ss): 0:00:15:00

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

10:54:22

Cal. date

4/14/15

Date Time

PM10

MM/dd/yyyy

7/13/15

7/13/15

7/13/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 16

Test Abbreviation: CLEMENTE1_016

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.022

Time of Minimum: | 11:09:22]
Date of Minimum: 7/13/15
Maximum: 0.024
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 11:18:22
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/13/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date .1 4/14/15
pate Time T Pmi0




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy
7/13/15]

7/13/15

7/13/15

7/13/15

7/13/15

Test Abbreviation: CLEMENTE1_017
Start Date: 7/13/15
Start Time: 11:24:22
Duration (dd:hh:m 0:00:15:00
Log Interval (mm:ss): 1 roo|
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

~ Date of Maximum

Date of Minimum: 7/13/15
Maximum: 0.023
Time of Maximum: | 11:29:22

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
7/13/15 0.022
7/13/15 0.022

7/13/15

7/13/15

7/13/15

11:39:22

Number of poin
N

Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 18
CLEMENTE1_018
""""""" 7/13/150
StartTime: 11:40:22]
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Channel:

PM10

Uni

mg/m”3

Minimum 0.021
Time of Minimum: | 11:41:22
Date of Minimum: 7/13/15

Maximum:

Time of Maximum

Date of Maximum: | 7/13/15
Calibration sensor: AEROSOL
Cal. date 4/14/15




Roberto Clemente Park

CAMP Station 1

- Downwind

Date {PM10

MM/dd/yyyy  hhmmss img/mA3

"""""""""""""""""" 7/13/15{  11:41:22]  0.021
7/13/15 11:42:22 0.021
7/13/15 11:43:22 0.021

7/13/15

7/13/15

7/13/15

7/13/15

7/13/15

Duration (dd:hh:mm:s:

Serial Number: 8533120308
Test ID: 19
Test Abbreviation: CLEMENTE1_019

Start Date: 7/13/15
Start Time: 11:56:22

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:

Units:

Average:
"""""""""""""""""""""""" Minimum:

Time of Minimum:

12:08:22

Date of Minimum:

7/ 13) 15

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/13/15

7/13/15

Start Date:

7/13/15 12:10:22 0.024
7/13/15 12:11:22 0.023
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 20
Test Abbreviation: CLEMENTEL 020 |

Start Time:

Duration (dd:hh:m

Log Interval (mm ss)”

Notes:

0:00:15:00

Statistics Channel PM10
Average: 0.024
Minimum: 0.02
Time of Minimum: | 12:21:22]
Date of Minimum: 7/13/15

Time of Maximum:

12:22:22

Date of Maximum:

7/ 13) 15

iCal. date

| 4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

Date PM10

MM/dd/yyyy hhimmss mg/mA3
7/13/15 12:13:22 0.021
7/13/15

7/13/15

7/13/15

7/13/15

7/13/15

7/13/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 21
Test Abbreviation: CLEMENTE1_021

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Minimum:

Time of Minimum:

12:41:22

Date of Maximum: | 7/13/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/13/15

7/13/15

7/13/15 12:41:22 0.019
7/13/15 12:42:22 0.019
7/13/15 12:43:22 0.019

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, 551
CLEMENTEL 022 |

Start Date: 7/13/15

Start Time: 12:44:22;

Notes:

Uni mg/m”3
Average: 0.02
Minimum: 0.018
Time of Minimu 12:48:22
""""""""""""""""""""""" Date of Minimum: | 7/13/15
""""""""""""""""""""""" Maximum: | 0.023
Time of Maximum: | 12:58:22]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/13/15
Calibration Sensor: T [AEROSOL




Roberto Clemente Park
CAMP Station 1 - Downwind

MM/dd/yyyy

7/13/15

7/13/15

7/13/15

7/13/15

7/13/15

7/13/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 23

i CLEMENTE1_023

Start Date: 7/13/15 777777777777
Start Time: 13:00:22

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 50
Notes:

Statistics

Average:

Minimum:

~ Date of Minimu

Time of Maximum:

Date of Maximum: | 7/13/15
Calibration sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/13/15

7/13/15

7/13/15

7/13/15

7/13/15

Test Abbreviation:

CLEMENTE1_024

Start Date:
Start Time

[og Interval (mm:ss)

7/13/15

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/13/15
Maximum: 0.088
Time of Maximum: | 13:21:22

Date of Maximum




Roberto Clemente Park
CAMP Station 1 - Downwind

Calibration fensor: {AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/13/15 0.019

7/13/15
7/13/15
7/13/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 25

Test Abbreviation: CLEMENTEL_ 025 |
Start Date: 7/13/15

Start Time: 13:32:22

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1 oo
Number of points: 15

Notes:

Maximum: 0.044

Time of Maximum: | 13:44:22

Date of Maximum: | 7/13/15

Calibration Sensor: AEROSOL

Cal. date 4/14/15

7/13/15

7/13/15

7/13/15

7/13/15

7/13/15

7/13/15

7/13/15 13:47:22 0.019

DustTrak DRX

8533
Serial Number: 8533120308
Test ID: 26
Test Abbreviation: CLEMENTE1_026
startDate: 7/13/15{

Duration (dd:hh:mm

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel:
Units:
Average:

Time of Minimum: | 13:51:22

Date of Minimum: 7/13/15

Maximum:

Time of Maximum

iDate of Maximum: |




Roberto Clem
CAMP Station 1

ente Park
- Downwind

4/14/15
Date PM10
MM/dd/yyyy mg/m*3
7/13/15 1 20 0.021
7/13/15 13:51:22]  0.019
7/13/15 0.019

7/13/15

Duration (dd:hh:mm:s

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testi;: 270
Test Abbreviation: CLEMENTE1_027

Start Date: 7/13/15

Start Time: 14:04:22

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: L
Statistics Channel: PM10
Units: mg/m”3
Average: 0.02
""""""""""" CMinimum: | 0.018

Date of Minimu 7/13/15
Maximum: 0.023
Time of Maximum: | 14:12:22]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/13/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/13/15

7/13/15

7/13/15

7/13/15

7/13/15

14:19:22

Test Abbreviatio

Start Time:

Model Number: 8533
Serial Number: 8533120308
Test ID: 28

CLEMENTE1_028

14:20:22

Duration (dd:hh:mm:ss):

0:00:15:00

Log Interval (mm:ss):

Notes:

1:00

Statistics

Channel:

Minimum:

Time of Minimum:

14:21:22

Date of Minimum:




Roberto Clemente Park
CAMP Station 1 - Downwind

7/13/15

1 2

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/13/15

Calibration T Sensori T AEROSOL
Cal. date 4/14/15
Time PM10

7/13/15

14:22:22

7/13/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 29

Test Abbreviation: CLEMENTE1_029

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Time of Minimum:

Statistics Channel: PM10
B Units: mg/m"3_
Average: 0.029

Date of Minimum: 7/13/15
Maximum: 0.119
Time of Maximum: | 14:46:22
""""""""""""""""""""""" Date of Maximum: | 7/13/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/13/15

7/13/15

7/13/15

7/13/15

14:49:22

7/13/15

14:50:22

14:51:22

Test Abbreviation:

CLEMENTE1_001

Start Date:

7/14/15

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

statistics Channel: PM10
Units: mg/m”3
Average: 0.022







Roberto Clem
CAMP Station 1

ente Park
- Downwind

Time of Maximum:

6:53:12

Date of Maximum:

7/ 14} 15

Calibration

Sensor:

AEROSOL

Date

Time

MM/dd/yyyy

hh:mm:ss

7/14/15

7/14/15 7:03:12 0.021
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, 714150 7:04:12) 0021
Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Testo: i 20
Test Abbreviation: CLEMENTE1_002
Start Date: 7/14/15
Start Time: 4 7:05:12;
Log Interval (mm:ss): 1 100,
Number of points: 15

Uni

Average:

Minimum:

Time of Minimu

Date of Minimu 7/14/15
Maximum: 0.022
Time of Maximum: | 7:06:12
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/14/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
bate
MM/dd/yyyy
7/14/15
7/14/15
7/14/15
7/14/15
7/14/15
7/14/15
7/14/15
"""""""""""""""""" 7/14/15
7/14/15
7/14/15
7/14/15
"""""""""""""""""" 7/14/15
"""""""""""""""""" 7/14/15

7/14/15

Serial Number:

DustTrak DRX

8533120308

Test ID:

3

Test Abbreviatio

CLEMENTE1_003

Start Time: 7:21:12

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
: 15

{Minimum:




Roberto Clem
CAMP Station 1

ente Park
- Downwind

{Time of Minimu
iDate of Minimu

Maximum:

Time of Maximum:

7:27:12

Date of Maximum:

7/14/15

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

7/14/15

7/14/15

7/14/15

7/14/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 4

Test Abbreviation: CLEMENTE1_004

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 7/14/15

Maximum: 0.021
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 7:40:12
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/14/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
Date
MM/dd/yyyy

7/14/15

7/14/15

7/14/15

7/14/15

7/14/15

Model Number:

8533

Serial Number:

8533120308

Test ID:

5

Start Date: 7/14/15
Start Time: 7:53:12
Duration (dd:hh:mm:ss): 0:00:15:00
:ss): 1:00
,,,,,,,,,,,,,,,,,,,,, T

iAverage:




Roberto Clemente Park

CAMP Station 1

- Downwind

‘Minimum:

ime of Minimum

Date of Minimum: 7/14/15
Maximum: 0.02
Time of Maximum: | 7:59:12
Date of Maximum: | 7/14/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date

MM/dd/yyyy

7/14/15

7/14/15

7/14/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 6
CLEMENTE1_006
""""""" 7/14/15.
Start Time: 0912

Duration (dd:hh:mm:ss):

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.017

""""""""""""""""""""""" Minimum: | 0016
Time of Minimum: 8:17:12

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum: | 7/14/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/14/15

7/14/15

0.018

7/14/15

7/14/15

7/14/15

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_007
Start Date: 7/14/15
Start Time: 8:25:12

Duration (dd:hh:m

Log Interval (mm:ss)

0:00:15:00

Notes:




Roberto Clemente Park

CAMP Station 1 -

Downwind

Time of Minimum:

8:32:12

Date of Minimum: 7/14/15
Maximum: 0.018
Time of Maximum: | 8:30:12

Calibration Sensor: AEROSOL
Cal. date 4/14/15

pate Time PM10

MM/dd/yyyy hh:mm:ss mg/m”3

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test ID:

Start Date:

Start Time:

Log Interval (mm:ss) )

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: 0017
Minimum: 0.016
Time of Minimum: 8:46:12

Date of Minimum:

Time of Maximum:

85112

7/14/15

Date of Maximum: | 7/14/15
Calibration AEROSOL
4/14/15
Date PM10
MM/dd/yyyy mg/m*3

7/14/15

7/14/15

7/14/15

Model:

DustTrak DRX

Model Number:

8533

Test ID: 9

Test Abbreviation: CLEMENTE1_009

Start Date: 7/14/15

Start Time: 8:57:12

Duration (dd:hh:mm:ss):  10:00:09:00 |
Log Interval (mm:ss): 1 o0l
Number of points: 9

Notes: i
Statistics {Channel: Pmi0




Roberto Clemente Park

CAMP Station 1 -

Downwind

Minimum: 0.016
Time of Minimum: 9:01:12
Date of Minimum: 7/14/15
Maximum: 0.017

Date of Maximum: | 7/14/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date PM10
MM/dd/yyyy mg/m*3

7/14/15

7/14/15 9:04:12 0.016
7/14/15 9:05:12 0.016
7/14/15 9:06:12 0.016

~Uni

Model DustTrak DRX

Model Number: T 8533

Serial Number: 8533120308

Test ID: 10
CLEMENTE1_010

Start Date: 7/14/15 777777777777

Start Time: 9:15:29

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: i 50

Notes:

statistics Channel:

Minimum
Time of Minimum: 9:22:29]
Date of Minimum: 7/14/15

Maximum:

Time of Maximum:

Date of Maximum: | 7/14/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10

7/14/15

7/14/15

7/14/15

7/14/15

Test Abbreviatio

CLEMENTE1_011

Start Date:

7/14/15

Start Time:

[og Interval (mm:ss):

Number of points:

Notes:

Average:

Minimum:

Time of Minimum
iDate of Minimum:




Roberto Clemente Park
CAMP Station 1 - Downwind

Date of Maximum: | 7/14/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/14/15 9:32:29 0.016

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 12

Test Abbreviation: CLEMENTEL 012 |
Start Date: 7/14/15

Start Time: 9:47:29

Duration (dd:hh:m

Log Interval (mm:ss)
Number of points:

0:00:15:00

Notes:

istics

§fat

Average: 0.017
Minimum: 0.014
Time of Minimum: 9:57:29,
Date of Minimum: 7/14/15
""""""""""""""""""""""" Maximum: | 0.022
Time of Maximum: | 10:00:29
Date of Maximum: | 7/14/15

7/14/15

7/14/15

7/14/15

7/14/15

7/14/15

7/14/15

7/14/15

7/14/15

Test Abbreviation:

CLEMENTE1_013

Start Date:

7/14/15

St

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

statistics Channel: PM10
Units: mg/m”3
Average: 0.018




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Time of Maximum:

110:09:29)

Date of Maximum:

7/ 14} 15

Calibration

Sensor:

AEROSOL

Date

Time

MM/dd/yyyy

hh:mm:ss

7/14/15

7/14/15 10:16:29 0.018
7/14/15 10:17:29 0.021
7/14/15 10:18:29 0.016

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i I
Test Abbreviation: CLEMENTE1_014

Start Date: 7/14/15
StartTime: 0 10:19:29]
Log Interval (mm:ss): 1 100,
Number of points: 15

Uni mg/m”3
Average: 0.02
Minimum: 0.016

Time of Minimu

Date of Minimu 7/14/15
Maximum: 0.035
Time of Maximum: | 10:26:29|
Date of Maximum: | 7/14/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
pate Time
MM/ddlyyyy hh:mm:ss

7/14/15

10:20:29

7/14/15

10:21:29

7/14/15

7/14/15

7/14/15

7/14/15

7/14/15

Serial Number:

DustTrak DRX

8533120308

Test ID:

15

Test Abbreviatio

Start Time:

CLEMENTE1_015

Duration (dd:hh:mm:ss):

0:00:15:00

Log Interval (mm:ss):

{Minimum:




Roberto Clemente Park
CAMP Station 1 - Downwind

‘Time of Minimu

iDate of Minimu

Maximum:

Time of Maximum:

10:38:29

Date of Maximum:

7/14/15

Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy

7/14/15

7/14/15

7/14/15

7/14/15
"""""""""""""""""" 7/14/15

7/14/15

7/14/15
""""""""""""""""""""" 7/14/15
"""""""""""""""""" 7/14/15

7/14/15

7/14/15

7/14/15

7/14/15
"""""""""""""""""" 7/14/15
Model:
Model Number:
Serial Number: 8533120308
Test ID: 16
Test Abbreviation: CLEMENTE1_016

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 7/14/15

Maximum: 0.023
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 10:57:29
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/14/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date
MM/dd/yyyy

7/14/15

7/14/15

7/14/15

7/14/15

7/14/15

Model Number:

8533

Serial Number:

8533120308

Test ID:

17

Start Date: 7/14/15
Start Time: 11:07:29
Duration (dd:hh:mm:ss): 0:00:15:00
:ss): 1:00
,,,,,,,,,,,,,,,,,,,,, T

iAverage:




Roberto Clemente Park
CAMP Station 1 - Downwind

‘Minimum:

ime of Minimum

Date of Minimum: 7/14/15
Maximum: 0.024
Time of Maximum: | 11:20:29

Calibration

Date of Maximum:

7/14/15

Sensor: AEROSOL

Cal. date

4/14/15

MM/dd/yyyy

7/14/15

7/14/15

7/14/15

11:22:29

Model DustTrak DRX
Model Number: 1 8533
Serial Number: 8533120308
Test ID: 18
CLEMENTE1_018
""""""" 7/14/15.
Start Time: | 11:23:29]

Number of poin
N

Duration (dd:hh:mm:ss):

Statistics Channel: PM10
Units: mg/m”3
Average: 0.018

""""""""""""""""""""""" Minimum: | 0016
Time of Minimum: | 11:25:29

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum: | 7/14/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/14/15

0.017

7/14/15

7/14/15

7/14/15

Model:

7/14/15

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_019
Start Date: 7/14/15
Start Time: 11:39:29

Duration (dd:hh:m

Log Interval (mm:ss)

0:00:15:00

Notes:




Roberto Clemente Park
CAMP Station 1 - Downwind

Time of Minimum:

11:50:29

Date of Minimum: 7/14/15
Maximum: 0.024
Time of Maximum: | 11:41:29

Calibration Sensor: AEROSOL
Cal. date 4/14/15

pate Time PM10

MM/dd/yyyy hh:mm:ss mg/m”3

Start Date:

7/14/15 11:53:29 0.017
7/14/15 11:54:29 0.017
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 20
Test Abbreviation: CLEMENTEL 020 |

Start Time:

Log Interval (mm:ss) )

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: 0018
Minimum: 0.016
Time of Minimum: | 11:57:29|

Date of Minimum:

Time of Maximum:

112:04:29)

Date of Maximum: | 7/14/15
Calibration AEROSOL
4/14/15
Date PM10
MM/dd/yyyy mg/m*3

7/14/15

7/14/15

7/14/15

7/14/15

Model:

DustTrak DRX

Model Number:

8533

Test ID: 21

Test Abbreviation: CLEMENTE1_021

Start Date: 7/14/15

Start Time: 12:11:29

Duration (dd:hh:mm:ss):  10:00:15:00 |
Log Interval (mm:ss): 1 o0l
Number of points: 15

Notes: i
Statistics {Channel: Pmi0




Roberto Clemente Park

CAMP Station 1 -

Downwind

Minimum: 0.017
Time of Minimum: | 12:12:29|
Date of Minimum: 7/14/15
Maximum: 0.023

Date of Maximum: | 7/14/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy

7/14/15

mg/m”3

7/14/15 12:24:29 0.017
7/14/15 12:25:29 0.017
7/14/15 12:26:29 0.018

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, e
CLEMENTE1 022 |
Start Date: 7/14/15
Start Time: 12:27:29
Duration (dd:hhimmiss):  10:00:15:00 R
L
Number of poin’
Notes:
statistics
Average:
Minimum:

Time of Minimu

Maximum:

Time of Maximum: | 12:28:29|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/14/15
Calibration Sensor: AEROSOL.

Cal. date 4/14/15
Date Time PM10

7/14/15 1 9 0.022
7/14/15 12:29:29 0.018
7/14/15

7/14/15

7/14/15

TrakPro Version 4.61 ASCII Data File

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

Start Date:

Start Time:

Number of points:







Roberto Clemente Park

CAMP Station 1 - Downwind
Notes: L L
Statistics Channel: PM10
Units: mg/m”3
Average: 0.041

Minimum

Date of Minimu 7/15/15

Maximum: 0.044

Time of Maximum: |  6:59:28|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/15/15
Calibration Sensor:

Cal. date

7/15/15

Model Number:

Serial Number:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Minimum:

Time of Minimum:

7:16:28]

Date of Minimum:

Time of Maximum:

7:26:28

Date of Maximum:

7/ 15) 15

Calibration

Sensor:

AEROSOL

Date

Time

MM/dd/yyyy

hh:mm:ss

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

Duration (dd:hh:mm
:ss):

Log Interval (mm

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, S R—
CLEMENTEL 003 |

Start Date: 7/15/15

Start Time: 7:30:28




Roberto Clemente Park

CAMP Station 1

- Downwind

Statistics

Channel:

Units:

Average:

Time of Minimum:

Date of Minimum: 7/15/15
Maximum: 0.041
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 7:32:28
Date of Maximum: | 7/15/15
Calibration Sensor: AEROSOL

7/15/15

DustTrak DRX

8533

8533120308

Start Date: 7/15/15

Start Time: 7:46:28

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 5
Notes:

Statistics

Averag,

e

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

7:53:28]

Date of Maximum:

7/15/15

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

Duration (dd:hh:mm:ss):




Roberto Clemente Park

CAMP Station 1 -

Downwind

Statistics

Channel:

Uni

Minimum

Time of Minimum:

8:04:28

Date of Minimum:

7/15/15

Maximum:

Time of Maximum:

Date of Maximum:

Cal. date

MM/dd/yyyy

Serial Number 8533120308

T

Test Abbreviatio CLEMENTE1_006

Start Date: 7/15/15

Start Time: 8:18:28

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/15/15
Maximum: 0.043
Time of Maximum: | 8:28:28
Date of Maximum: | 7/15/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 7/15/15 0.037
7/15/15 0.038

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

8:33:28

Model: DustTrak DRX
Model Number: i 8533
Serial Number: 18533120308/
Test ID: 7
CLEMENTE1_007
""""""" 7/15/15]
Start Time: [ g3angl




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Duration (dd:hh:m

Log Interval (mm:ss)
Number of points:

0:15:00

o

Notes:

Statistics Channel PM10
Average: 0.041
Minimum: 0.039
Time of Minimum: 8:38:28,
Date of Minimum: 7/15/15
""""""""""""""""""""""" Maximum: | 0.043
Time of Maximum: | 8:36:28
Date of Maximum: 7/15/]:§
Calibration AEROSOL
""""""""""""""""""""""" Cal.date | 4/14/15
Date PM10
MM/ddfyyyy mg/mA3
"""""""""""""""""" 7/15/15 004
7/15/15 0.043
7/15/15 0.042

7/15/15

Duration (dd:hh:mm:s:

Test Abbreviation: CLEMENTE1_008
Start Date: 7/15/15
Start Time: 8:50:28

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:

Units:

Average:
'''''''''''''''''''''''''''''' Minimum:

Time of Minimum:

8:51:28

Date of Minimum:

7/ 15) 15

Maximum:

0.04

Time of Maximum:

28|

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

Model Number:

Serial Number:

Test ID:

Start Date:

! 7/15/15]




Roberto Clemente Park

CAMP Station 1

- Downwind

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Uni mg/m”3
Average: 0.039
Minimum: 0.035

Time of Minimu
Date of Minimu

7/15/15

Maximum:

0.042

Time of Maximum:

Calibration Sensor: AEROSOL
Cal. date 4/14/15

pate Time PM10
MM/ddfyyyy hh:mm:ss mg/mr3”
7/15/15 9:07:28 0.042

7/15/15 9:08:28 0.042

7/15/15 0.041

Serial Number:

8533120308

Test ID:

10

Test Abbreviation:

CLEMENTE1_010

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Minimum:
Time of Minimum: 9:37:28,
Date of Minimum: 7/15/15

Maximum:

0.035

Date of Maximum: | 7/15/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

Test Abbreviation:

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

{CLEMENTE1_011




Roberto Clemente Park

CAMP Station 1

- Downwind

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:
Time of Minimum:

Date of Minimum:

7/15/15

Maximum:

Date of Maximum

0.04

Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/15/15 9:39:28 0.034
7/15/15 9:40:28 0.035

7/15/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 12
CLEMENTE1_012
Start Date: 7/15/15 777777777777
Start Time: 9:54:28
Duration (dd:hh:mm:ss): 0:00:15:00
:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

Time of Maximum:

A\)érage: 0.035
Minimum: 0.034
Time of Minimum: | 10:00:28
Date of Minimum: 7/15/15

Date of Maximum: | 7/15/15
Calibration sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/15/15

7/15/15

1

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

Test ID: !




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Test Abbreviatio [CLEMENTE1_ 013 |
""""""""""""""""""""""""""""" 7/15/15{
Start Time: 7 10:1028.
Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.035

""""""""""""""""""""""" Minimum: | 0.034
Time of Minimum: | 10:12:28
Date of Minimum: 7/15/15

Time of Maximum

Date of Maximum: | 7/15/15
Galibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/15/15 0.035

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 14

Test Abbreviation: CLEMENTEL_ 014 |
Start Date: 7/15/15

Start Time: 10:26:28

Duration (dd:hh:m

Log Interval (mm:ss)

0:00:15:00

Notes:

Average:

Minimum:

Time of Minimum:

Maximum: 0.034
Time of Maximum: | 10:27:28
Date of Maximum: | 7/15/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
7/15/15
7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

Serial Number:

8533120308




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Test ID: | 15

Test Abbreviation: ICLEMENTE1 015 |
StartDate: 7/15/15]
Start Time: 10:42:28

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss):

N

Notes:

Statistics Channel:
Units:

Average:

Minimum:

Time of Minimum:

Time of Maximum:

110:50:28

Date of Maximum: | 7/15/15
AEROSOL
Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/15/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i 6

Test Abbreviation: CLEMENTE1_016

Start Date: 7/15/15

SstartTime: 10:58:28)

LogInterval (mm:ss): | 0]

Number of points: 15

Notes: L L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.032

Minimum

Date of Minimu 7/15/15
Maximum: 0.037
Time of Maximum: | 11:02:28|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/15/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

Model Number:




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Serial Number:

Number of poin’

17
CLEMENTE1 017 |
Start Date: 7/15/15
Start Time: 11:14:28
Duration (dd:hh:mm:s 0:00:15:00
L

Notes:

Statistics

Average:

Minimum

7/15/15

Maximum: 0.031

Time of Maximum: | 11:15:28]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/15/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

7/15/15

7/15/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 18

Test Abbreviation: CLEMENTE1_018

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Statistics

Channel:

Units:

Average:

Time of Minimum:

Date of Minimum: 7/15/15
Maximum: 0.031
Time of Maximum: | 11:43:28
""""""""""""""""""""""" Date of Maximum: | 7/15/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

iDustTrak DRX




Roberto Clemente Park

CAMP Station 1

- Downwind

Test Abbreviation:

CLEMENTE1_019

Start Date:

7/15/15

Start Time:

[og Interval (mm:ss):

11

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Time of Minimum

Date of Minimum: 7/15/15
Maximum: 0.028
Time of Maximum: | 11:47:28
o bateoiMaimum: | 7/15/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddjyyyy mg/mh3
7/15/15 0.028
7/15/15 0.025

7/15/15 X
7/15/15 12:01:28 0.019
Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 20
CLEMENTE1_020
""""""" 7/15/15{
Start Time: |~ 12:0228]
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes: 4
Statistics Channel: PM10
Uni mg/m”3
Minimum
Time of Minimum: | 12:09:28
Date of Minimum: 7/15/15

Maximum:

Time of Maximum:

7/15/15

7/15/15

Date of Maximum: | 7/15/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date
MM/dd/yyyy

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15




Roberto Clemente Park
CAMP Station 1 - Downwind

Serial Number: 8533120308
Test ID: 21
Test Abbreviation: CLEMENTE1_021
Start Date: 7/15/15
st

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 15
Notes

Statistics

Time of Minimum: | 12:23:28
Date of Minimum: 7/15/15
Maximum: ~0.024

Time of Maximum

Date of Maximum: | 7/15/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/15/15
7/15/15 12:32:28 0.023
7/15/15 12:33:28 0.023
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 22
Test Abbreviation: CLEMENTEL 022 |

Start Date:
Start Time:

Number of points:
Notes:

Statistics Channel: PM10
Average: 0.029
Minimum: 0.026

Time of Minimum: | 12:35:28]
Date of Minimum: 7/15/15

Maximum: 0.031
Time of Maximum: | 12:39:28
Date of Maximum: | 7/15/15

MM/dd/yyyy
3 7/15/15 8/ 0.027
7/15/15 12:37:28]  0.028
7/15/15

7/15/15

7/15/15

7/15/15

7/15/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

Model Number: 8533
Serial Number: 8533120308
Test ID: 23

Test Abbreviatio

CLEMENTE1_023

Start Time: 12:50:28
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Minimum:

Time of Minimum:

12:52:28

Date of Minimum:

Time of Maximum: | 13:05:28

Date of Maximum: | 7/15/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/15/15 .

7/15/15 13:03:28 0.036
7/15/15 13:04:28 0.033
7/15/15 13:05:28 0.038

Duration (dd:hh:mm

Log Interval (mm:ss):

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, T
CLEMENTE1 024 |

Start Date: 7/15/15

Start Time: 13:06:28

Number of points:

Notes:

Uni mg/m”3
Average: 0.028
Minimum: 0.026

Time of Minimu

Date of Minimu 7/15/15
Maximum: 0.032
Time of Maximum: | 13:08:28|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/15/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/15/15

8

7/15/15

13:08:28

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

25

Start Date: 7/15/15

Start Time: 13:22:28

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, e

Uni
Averag

e

Minimum:

Time of Minimu

Maximum:

7/15/15

Time of Maximum: | 13:32:28|

Date of Maximum: | 7/15/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 7/15/15
Maximum: 0.034
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 13:41:28
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/15/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
D
MM/dd/yyyy hh:mm:ss mg/m”3
7/15/15 13:39:28 0.025

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/15/15

7/15/15;

1

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_027

Start Date: 7/15/15

Start Time: 13:54:28

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Statistics

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/15/15
Maximum: 0.028
Time of Maximum: | 14:04:28
Date of Maximum: | 7/15/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 7/15/15 0.023
7/15/15 0.024

7/15/15

7/15/15

7/15/15

7/15/15

14:09:28

Model: DustTrak DRX
Model Number: i 8533
Serial Number: | 8533120308]
Test ID: 28
CLEMENTE1_028
""""""" 7/15/15{
Start Time: 7 14:1028,
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.028

""""""""""""""""""""""" Minimum: | 0.024
Time of Minimum: | 14:13:28

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum:

7/15/15

Date

Sensor:

AEROSOL

MM/dd/yyyy

7/15/15

7/15/15

7/15/15

7/15/15

7/15/15]




Roberto Clem
CAMP Station 1

ente Park

- Downwind

7/15/15

7/15/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 29
Test Abbreviation: CLEMENTE1_029

Start Date: 7/15/15
Start Time: 14:26:28

Log Interval (mm:ss):

Number of poin

N

Statistics Channel:
Units:
Average:

Time of Minimum:

14:28:28

Date of Minimum: 7/15/15
Maximum: 0.028
Time of Maximum: | 14:29:28|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/15/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/15/15

7/15/15

7/15/15

14:41:28

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1 8533120308{
Testo: g
Test Abbreviation: CLEMENTE1_001

Start Date: 7/16/15

Start Time:

[og Interval (mm:ss):

7:35:

Number of points:

Notes:

Channel:

Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/16/15
Maximum: 0.008
Time of Maximum: |  7:49:22
"""""""""""""""""""" Date of Maximum: | 7/16/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
D.
MM/dd/yyyy hh:mm:ss mg/m”3
7/16/15 7:36:22 0.006
7/16/15 7:37:22 0.007

7/16/15







Roberto Clemente Park

CAMP Station 1 -

Downwind

7/16/15;

7/16/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 2

Test Abbreviation: CLEMENTEL 002 |
Start Date: 7/16/15

Start Time:

[og Interval (mm:ss)

7:51:22

Notes:

7/16/15

Average: 0.008
Minimum: 0.006
Time of Minimum: 8:02:22
Date of Minimum: 7/16/15
""""""""""""""""""""""" Maximum: | 001
Time of Maximum: | 7:54:22
Date of Maximum: | 7/16/15
Calibraton Sensor: AEROSOL
] Cal. date 4/14/15
Date
MM/dd/yyyy

7/16/15

7/16/15

7/16/15

7/16/15

7/16/15

Serial Number: 8533120308
Test ID: 3
Test Abbreviation: CLEMENTE1_003

Start Date:

7/16/15

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:

Time of Minimum:

8:22:22

Date of Minimum:

7/ 16) 15

Maximum:

Time of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/dd/yyyy hh:mm:ss mg/m”3
7/16/15 0.013

7/16/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/16/15;

7/16/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testo: i 4
Test Abbreviation: CLEMENTE1_004

Start Date: 7/16/15

Log Interval (mmfss). 1:00
Number of points: 15
Notes: i
Statisties Channel:
Units:
Average:
Minimum:
Time of Minimu
Date of Minimu 7/16/15
Maximum: 0.009
Time of Maximum: | 8:24:22
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/16/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/16/15

7/16/15

7/16/15

7/16/15

Model Number:

Serial Number:

8533120308

Test ID:

5

Test Abbreviatio

Start Time:

CLEMENTE1_005

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Minimum:

Time of Minimum:

8:41:22

Date of Minimum:

Date of Maximum:

7/16/15

Calibration

Sensor:

AEROSOL

Date

MM/dd/yyyy

7/16/15

7/16/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/16/15;

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 6

Duration (dd:hh:mm:ss):

CLEMENTE1_006

Log Interval (mm:ss):

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: | 7/16/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/16/15

7/16/15

7/16/15

7/16/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

7

Start Date: 7/16/15

Start Time: 9:11:22

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 50
Notes:

Statistics

A\)érage: 0.007
Minimum: 0.005
Time of Minimu 9:26:22
""""""""""""""""""" Date of Minimum: | 7/16/15

Time of Maximum:

Date of Maximum:

7/16/15

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/16/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/16/15;

7/16/15

7/16/15

7/16/15

Model Number:

Serial Number:

Start Time: 9:27:22

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 5,

Notes: 4

Statistics Channel: PM10
Units: mg/m”3
Average: 0.007

""""""""""""""""""""""" Minimum: | 0.005
Time of Minimum: 9:28:22

Date of Minimum:

Maximum:

Time of Maximum:

7/16/15

Date of Maximum: | 7/16/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10

7/16/15

7/16/15

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_009

Start Date: 7/16/15

Start Time: 9:43:22

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
‘Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Maximum: 0.007
Time of Maximum: | 9:46:22
Date of Maximum: | 7/16/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
7/16/15
7/16/15

7/16/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/16/15;

7/16/15

7/16/15 X
7/16/15 0.007
7/16/15 0.007

DustTrak DRX

Model Number:

8533

Serial Number:

Start Date:

8533120308

CLEMENTE1_010

Start Time:

Number of points:

Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: ~0.007
Minimum: 0.006
Time of Minimum: | 10:06:22]
Date of Minimum: 7/16/15

""""""""""""""""""""""" Maximum: | 0.008
Time of Maximum: | 10:02:22
Date of Maximum: | 7/16/15

/dd/yyy

MM

7/16/15 2 0.007
7/16/15 10:02:22 0.008
7/16/15 0.007

7/16/15

Model:

DustTrak DRX

Model Number:

8533

Test ID: 11
Test Abbreviation: CLEMENTE1_011

Start Date: 7/16/15
Start Time: 10:15:22

Duration (dd:hh:mm:s:

'Log Interval (mm:ss): 1:00

Number of points: 15

Notes: b

Statistics Channel: PM10
Units: mg/m”3
Average: 0.007

Minimum

Date of Minimu

7/16/15

Maximum:

0.009

Time of Maximum:

10

22|

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/16/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/16/15;

7/16/15

7/16/15

7/16/15 10:28:22 0.007
7/16/15 10:29:22 0.007
7/16/15 10:30:22 0.007

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm

Log Interval (mm:ss):

CLEMENTE1_012
Start Date: 7/16/15
Start Time: 10:31:22

Number of points:

Notes:

Statisties
Average:
Minimum:
Time of Minimu
Date of Minimu 7/16/15
Maximum: 0.008
Time of Maximum: | 10:35:22]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/16/15
Calibration Sensor: AEROSOL.
Cal. date 4/14/15

7/16/15

2

7/16/15

10:33:22

7/16/15

7/16/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 13
Test Abbreviation: CLEMENTE1_013

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average

Time of Minimum:

Date of Minimum: 7/16/15
Maximum: 0.008
Date of Maximum: | 7/16/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/16/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/16/15

7/16/15

7/16/15

7/16/15

7/16/15

7/16/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum:

7/16/15

Maximum:

0.007

Time of Maximum:

Date of Maximum

MM/dd/yyyy hh:mm:ss mg/m”3
7/16/15 11:04:22 0.006
7/16/15 0.006

7/16/15

11:18:22

Model Number: 8533

Serial Number: 8533120308

Test ID: 15

CLEMENTE1_015

Start Date: i 7 7/16/151
Start Time: 11:19:22

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

11:28:22

Time of Minimum:
Date of Minimum:

7/16/15

Time of Maximum: | 11:22:22]
Date of Maximum: | 7/16/15
Calibration sensor: AEROSOL
Cal. date 4/14/15

Date




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/16/15

7/16/15

7/16/15

7/16/15

7/16/15

7/16/15

Serial Number: 8533120308

Test ID: 16
CLEMENTE1_016
""""""" 7/16/15{

Start Time: 1135220

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.007

""""""""""""""""""""""" Minimum: | 0.006
Time of Minimum: | 11:36:22
Date of Minimum: 7/16/15

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Maximum: | 0.009

Time of Maximum

Date of Maximum: | 7/16/15
Calibration _{Sensar: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/16/15 0.006

11:49:22

7/16/15

2

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 17

Test Abbreviation: CLEMENTEL 017 |
Start Date: 7/16/15

Start Time: 11:51:22

Duration (dd:hh:m
Log Interval (mm:ss)

Number of points:

0:00:15:00

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Maximum:

0.012

Time of Maximum:

12:05:22

Date of Maximum:

7/16/15

7/16/15]

11:52:22}

0.006




Roberto Clemente Park

CAMP Station 1

- Downwind

7/16/15;

7/16/15

7/16/15

7/16/15

7/16/15

7/16/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Uni

Average: | 0.006
Minimum: 0.005
Time of Minimum: | 12:08:22]

Date of Minimum:

Time of Maximum:

Date of Maximum:

bration

Cali

Date

MM/dd/yyyy

7/16/15

12:20:22

7/16/15

2

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i 9
Test Abbreviation: CLEMENTE1_019

Start Date: 7/16/15
StartTime: 4 12:23:22]
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni mg/m”3
Average: 0.006
Minimum 0.005

Date of Minimu 7/16/15
Maximum: 0.008
Time of Maximum: | 12:28:22]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/16/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy




Roberto Clemente Park
CAMP Station 1 - Downwind

7/16/15;

7/16/15

7/16/15
7/16/15
7/16/15

7/16/15 12:36:22 0.006
7/16/15 2 0.006

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, Sl
CLEMENTEL 020 |

Start Date: 7/16/15

Start Time: 12:39:22

Duration (dd:hh:mm:ss): 0:00:15:00

Average:
Minimum:
Time of Minimu

Maximum:
Time of Maximum: | 12:52:22]

Cal. date 4/14/15

Date Time PM10
MM/ddfyyyy
7/16/15
7/16/15

7/16/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 21

Test Abbreviation: CLEMENTE1_021

Duration (dd:hh:mm:ss):
Log Interval (mm:ss):
Number of points:

Statistics Channel: PM10
Units: mg/m”3

Time of Minimum: | 13:04:22]
Date of Minimum: 7/16/15
Maximum: 0.019
Time of Maximum: | 13:07:22

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/16/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy
7/16/15]

7/16/15

7/16/15

7/16/15

7/16/15

Test Abbreviation: CLEMENTE1_022
Start Date: 7/16/15
Start Time: 13:11:22
Duration (dd:hh:m 0:00:15:00
Log Interval (mm:ss): 1 roo|
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

~ Date of Maximum

Date of Minimum: 7/16/15
Maximum: 0.045
Time of Maximum: | 13:14:22

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
7/16/15 0.009
7/16/15 0.029

7/16/15

7/16/15

7/16/15

13:26:22

Number of poin
N

Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 23
CLEMENTE1_023
""""""" 7/16/150
StartTime: 1327:22)
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Channel:

PM10

Uni

mg/m”3

Minimum 0.005
Time of Minimum: | 13:28:22
Date of Minimum: 7/16/15

Maximum:

Time of Maximum

Date of Maximum: | 7/16/15
Calibration sensor: AEROSOL
Cal. date 4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

Date {PM10

MM/dd/yyyy  hhmmss img/mA3

"""""""""""""""""" 7/16/15{  13:28:22]  0.005
7/16/15 13:29:22 0.01]
7/16/15 13:30:22 0.01

7/16/15

7/16/15

7/16/15

7/16/15

7/16/15

Duration (dd:hh:mm:s:

Serial Number: 8533120308
Test ID: 24
Test Abbreviation: CLEMENTE1_024

Start Date: 7/16/15
Start Time: 13:43:22

Log Interval (mm:ss): 1:00
Number of points: 10
Notes: i
Statistics Channel:

Units:

Average:
"""""""""""""""""""""""" Minimum:

Time of Minimum:

13:52:22

Date of Minimum:

7/ 16) 15

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/16/15

13:53:22

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testio: i
Test Abbreviation: CLEMENTE1_001

Start Date: 7/17/15
StartTime: 6:42200
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni mg/m”3
Average: 0.022
Minimum 0.021
Date of Minimu 7/17/15
Maximum: 0.025
Time of Maximum: |  6:44:20]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/17/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy







Roberto Clemente Park

CAMP Station 1 -

Downwind

7/17/15!

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, R
CLEMENTE1 002 |

Start Date: 7/17/15

Start Time: 6:58:20

0:00:15:00

Duration (dd:hh:mm:ss):

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

6:59:20]

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

7/17/15

7/17/15

7/17/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 3

Test Abbreviation: CLEMENTE1_003

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics Channel PM10
Units: mg/m”3
Average: 0.018

Time of Minimum: 7:18:20,
Date of Minimum: 7/17/15
Maximum: 0.02
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 7:15:20
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/17/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date .1 4/14/15
pate Time T Pmi0




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy
7/17/15]

7/17/15

7/17/15

7/17/15

7/17/15

Test Abbreviation: CLEMENTE1_004
Start Date: 7/17/15
Start Time: 7:30:20
Duration (dd:hh:m 0:00:15:00
Log Interval (mm:ss): 1 roo|
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

Calibration

~ Date of Maximum

Date of Minimum: 7/17/15
Maximum: 0.015
Time of Maximum 7:31:20]

Sensor:

AEROSOL

Cal. date

4/14/15

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

Model Number:

Number of poin
N

Serial Number: 8533120308
Test ID: 5
CLEMENTE1_005
""""""" 7/17/150
Start Time: 7:46:200
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Channel:

PM10

Uni

mg/m”3

Minimum 0.013
Time of Minimum: 7:47:20]
Date of Minimum: 7/17/15

Maximum:

Time of Maximum

Date of Maximum: | 7/17/15
Calibration sensor: AEROSOL
Cal. date 4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

8:01:20

Duration (dd:hh:mm:s:

Model: DustTrak DRX

Model Number: 8533
Serial Number: 1 8533120308]
Test ID: 6

Test Abbreviation: CLEMENTE1_006

Start Date: 7/17/15

Start Time: 8:02:20

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:

Units:

Average:
"""""""""""""""""""""""" Minimum:

Time of Minimum:

8:08:20

Date of Minimum:

7/ 17) 15

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/17/15

Start Date:

7/17/15 0.014
7/17/15 0.014
7/17/15 0.015
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 7
Test Abbreviation: CLEMENTEL 007 |

Start Time:

Duration (dd:hh:m

Log Interval (mm ss)”

Notes:

0:00:15:00

Statistics Channel PM10
Average: 0.016
Minimum: 0.014
Time of Minimum: 8:29:20,
Date of Minimum: 7/17/15

Time of Maximum:

8:25:20

Date of Maximum:

7/ 17) 15

iCal. date

4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 8
Test Abbreviation: CLEMENTE1_008

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Minimum:

Time of Minimum:

8:41:20]

Date of Maximum: | 7/17/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/17/15

7/17/15 .

7/17/15 0.013
7/17/15 0.014
7/17/15 0.013

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, e
CLEMENTEL 009 |

Start Date: 7/17/15

Start Time:

8:50:20;

Notes:

Uni mg/m”3
Average: 0.023
Minimum: 0.012
Time of Minimu 8:52:20
""""""""""""""""""""""" Date of Minimum: | 7/17/15
""""""""""""""""""""""" Maximum: | 0.039
Time of Maximum: | 9:02:20]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/17/15
Calibration Sensor: T [AEROSOL




Roberto Clemente Park
CAMP Station 1 - Downwind

MM/dd/yyyy

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test ID: 10
i CLEMENTE1_010
Start Date: 7/17/15
Start Time: 9:06:20
Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Average:

Minimum:

~ Date of Minimu

Time of Maximum:

Date of Maximum:

Calibration . Sensor:
Cal. date

Date Time

MM/dd/yyyy hh:mm:ss

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

Test Abbreviation:

CLEMENTE1_011

Start Date:
Start Time

[og Interval (mm:ss)

7/17/15]

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum
Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Calibration fensor: {AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/17/15

7/17/15

0.013

7/17/15

7/17/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 12

Test Abbreviation: CLEMENTEL 012 |
Start Date: 7/17/15

Start Time: 9:38:20

Duration (dd:hh:m 0:00:08:00

Log Interval (mm:ss): 1 oo
Number of points: 8

Notes:

Maximum: 0.014
Time of Maximum: |  9:41:20
Date of Maximum: | 7/17/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15
Date PM10
MM/ddfyyyy me/m"3
7/17/15 0.011

7/17/15

7/17/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 13

Test Abbreviation: CLEMENTEL 013 |
Start Date: 7/17/15

Start Time: 9:49:13

Duration (dd:hh:m
Log Interval (mm:ss)

Number of points:

0:00:15:00

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Maximum:

0.016

Time of Maximum:

9:52:13

Date of Maximum:

7/17/15

7/17/15

9:50:13

0.015




Roberto Clemente Park
CAMP Station 1 - Downwind

7/17/15!

7/17/15

7/17/15

7/17/15

7/17/15

Model Number:

7/17/15

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Channel:

Uni

Average: | 0.014
Minimum: 0.012
Time of Minimum: | 10:07:13

Date of Minimum:

Time of Maximum:

10:17:13

Date of Maximum:

7/ 17) 15

gélibration

Date

MM/dd/yyyy

7/17/15

10:18:13

7/17/15 3

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i 50
Test Abbreviation: CLEMENTE1_015

Start Date: 7/17/15
StartTime: 4 1021:13]
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni mg/m”3
Average: 0.014
Minimum 0.013

Date of Minimu 7/17/15
Maximum: 0.017
Time of Maximum: | 10:34:13
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/17/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy




Roberto Clemente Park
CAMP Station 1 - Downwind

7/17/15!

7/17/15

7/17/15
7/17/15
7/17/15

7/17/15 10:34:13 0.017
7/17/15 3 0.015

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, qEr
CLEMENTE1 016 |

Start Date: 7/17/15

Start Time: 10:37:13

Duration (dd:hh:mm:ss): 0:00:15:00

Average:
Minimum:
Time of Minimu

Maximum:
Time of Maximum: | 10:39:13

Cal. date 4/14/15

Date Time PM10
MM/ddfyyyy
7/17/15
7/17/15

7/17/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 17

Test Abbreviation: CLEMENTE1_017

Duration (dd:hh:mm:ss):
Log Interval (mm:ss):
Number of points:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.012

Time of Minimum: | 10:58:13
Date of Minimum: 7/17/15
Maximum: 0.014
Time of Maximum: | 11:03:13

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/17/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy
7/17/15]

7/17/15

7/17/15

7/17/15

7/17/15

Test Abbreviation: CLEMENTE1_018
Start Date: 7/17/15
Start Time: 11:09:13
Duration (dd:hh:m 0:00:15:00
Log Interval (mm:ss): 1 roo|
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

~ Date of Maximum

Date of Minimum: 7/17/15
Maximum: 0.015
Time of Maximum: | 11:14:13

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
7/17/15 0.014
7/17/15 0.012

7/17/15

7/17/15

Number of poin
N

7/17/15 11:24:13 0.013

Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 19

CLEMENTE1_019

""""""" 7/17/150
StartTime: 112513
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Channel:

PM10

Uni

mg/m”3

Minimum 0.012
Time of Minimum: | 11:26:13
Date of Minimum: 7/17/15

Maximum:

Time of Maximum

Date of Maximum: | 7/17/15
Calibration sensor: AEROSOL
Cal. date 4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

Date {PM10

MM/dd/yyyy  hhmmss img/mA3

"""""""""""""""""" 7/17/15{  11:26:13]  0.012
7/17/15 11:27:13 0.013
7/17/15 11:28:13 0.013

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

Duration (dd:hh:mm:s:

Serial Number: 8533120308
Test ID: 20
Test Abbreviation: CLEMENTE1_020

Start Date: 7/17/15
Start Time: 11:41:13

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:

Units:

Average:
"""""""""""""""""""""""" Minimum:

Time of Minimum:

11:46:13

Date of Minimum:

7/ 17) 15

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/17/15

7/17/15

Start Date:

7/17/15 11:55:13 0.014
7/17/15 11:56:13 0.012
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 21
Test Abbreviation: CLEMENTEL 021 |

Start Time:

Duration (dd:hh:m

Log Interval (mm ss)”

Notes:

0:00:15:00

Statistics Channel PM10
Average: 0.013
Minimum: 0.012
Time of Minimum: | 12:00:13
Date of Minimum: 7/17/15

Time of Maximum:

11:58:13

Date of Maximum:

7/ 17) 15

iCal. date

| 4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

Date PM10

MM/dd/yyyy hhimmss mg/mA3
7/17/15 11:58:13 0.015
7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 22
Test Abbreviation: CLEMENTE1_022

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Minimum:

Time of Minimum:

12:28:13

Date of Maximum: | 7/17/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/17/15

7/17/15

7/17/15 12:26:13 0.012
7/17/15 12:27:13 0.013
7/17/15 12:28:13 0.011

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, S5pT
CLEMENTEL 023 |

Start Date: 7/17/15

Start Time: 12:29:13}

Notes:

Uni mg/m”3
Average: 0.013
Minimum: 0.011
Time of Minimu 12:39:13
""""""""""""""""""""""" Date of Minimum: | 7/17/15
""""""""""""""""""""""" Maximum: | 0.015
Time of Maximum: | 12:33:13
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/17/15
Calibration Sensor: T [AEROSOL




Roberto Clemente Park
CAMP Station 1 - Downwind

MM/dd/yyyy

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 24

i CLEMENTE1_024

Start Date: 7/17/15 777777777777
Start Time: 12:45:13

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

Average:

Minimum:

~ Date of Minimu

Time of Maximum:

Date of Maximum: | 7/17/15
Calibration sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

Test Abbreviation:

CLEMENTE1_025

Start Date:
Start Time

[og Interval (mm:ss)

7/17/15

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/17/15
Maximum: 0.015
Time of Maximum: | 13:02:13

Date of Maximum




Roberto Clemente Park
CAMP Station 1 - Downwind

Calibration fensor: {AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/17/15 0.015

7/17/15

7/17/15

7/17/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 26

Test Abbreviation: CLEMENTEL_ 026 |
Start Date: 7/17/15

Start Time: 13:17:13

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 oo
Number of points: 15

Notes:

Maximum: 0.015

Time of Maximum: | 13:29:13

Date of Maximum: | 7/17/15

Calibration Sensor: AEROSOL

Cal. date 4/14/15

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15 13:32:13 0.012

DustTrak DRX

8533
Serial Number: 8533120308
Test ID: 27
Test Abbreviation: CLEMENTE1_027
startDate: 7/17/15{

Duration (dd:hh:mm

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel:
Units:
Average:

Time of Minimum: | 13:39:13

Date of Minimum: 7/17/15

Maximum:

Time of Maximum

iDate of Maximum: |




Roberto Clem
CAMP Station 1

ente Park
- Downwind

4/14/15
Date PM10
MM/dd/yyyy mg/m*3
7/17/15 1 31 0.014
7/17/15 13:36:13]  0.015
7/17/15 0.013

7/17/15

Duration (dd:hh:mm:s

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testi;: 80
Test Abbreviation: CLEMENTE1_028

Start Date: 7/17/15

Start Time: 13:49:13

Minimum

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.013

Date of Minimu 7/17/15
Maximum: 0.017
Time of Maximum: | 14:01:13
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/17/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15

14:04:13

Test Abbreviatio

Start Time:

Model Number: 8533
Serial Number: 8533120308
Test ID: 29

CLEMENTE1_029

14:05:13

Duration (dd:hh:mm:ss):

0:00:15:00

Log Interval (mm:ss):

Notes:

1:00

Statistics

Channel:

Minimum:

Time of Minimum:

14:06:13

Date of Minimum:




Roberto Clem
CAMP Station 1

ente Park

- Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/17/15

Calibration T Sensori T AEROSOL
Cal. date 4/14/15
Time PM10

7/17/15

1 3

7/17/15

14:07:13

7/17/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 30

Test Abbreviation: CLEMENTE1_030

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

- Average

Time of Minimum:

Date of Minimum: 7/17/15
Maximum: 0.012
Time of Maximum: | 14:24:13
""""""""""""""""""""""" Date of Maximum: | 7/17/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/17/15

7/17/15

7/17/15

7/17/15

7/17/15 14:34:13
7/17/15 14:35:13
7/17/15 14:36:13

Start Date:

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

7/17/15

Start Time:

14:37:13

Duration (dd:hh:mm:s

Number of poin’

0:00:15:00

Notes:

Statistics

Averag,

e

Minimum:

Time of Minimu

{Maximum:




Roberto Clemente Park
CAMP Station 1 - Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 14:38:13
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/17/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

5

MM/dd/yyyy hh:mm:ss mg/m”3
7/17/15 14:38:13 0.01
7/17/15 0.01

7/17/15 14:52:13 0.009
Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 32
CLEMENTE1_032
Start Date: 7/17/15 777777777777
Start Time: 14:53:13
Duration (dd:hh:mm:ss): 0:00:03:00
Log Interval (mm:ss): 1:00
Number of points: 1 3l
Notes:
Statistics Channel: PM10
- Cunitss mg/mh3
) Minimum
Time of Minimum: | 14:56:13
Date of Minimum: 7/17/15

Maximum:

Time of Maximum:

Date of Maximum: | 7/17/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10

7/17/15

TrakPro Version 4.61 ASCII Data File

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 1

Test Abbreviation: CLEMENTEL 001 |
Start Date: 7/20/15

Start Time: 6:46:58

Duration (dd:hh:m
Log Interval (mm:ss)

Number of points:

0:00:15:00

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Maximum:

0.058

Time of Maximum:

6:48:58

Date of Maximum:

7/20/15

7/20/15]

6:47:58]

0.057







Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: 0057
Minimum: 0.056
Time of Minimum: 7:03:58,

Date of Minimum:

Time of Maximum:

| 7:13:58

Date of Maximum:

7/ 20} 15

gélibration
Date
MM/dd/yyyy
7/20/15
"""""""""""""""""" 7/20/15
7/20/15
7/20/15
7/20/15
"""""""""""""""""" 7/20/15
"""""""""""""""""" 7/20/15
7/20/15
7/20/15
""""""""""""""""""" 7/20/15
"""""""""""""""""" 7/20/15
7/20/15
7/20/15
7/20/15
Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Testo: i 3
Test Abbreviation: CLEMENTE1_003
Start Date: 7/20/15
StartTime: 7:1858
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni mg/m”3
Average: 0.059
Minimum 0.055

Date of Minimu 7/20/15
Maximum: 0.06
Time of Maximum: | 7:22:58|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/20/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy




Roberto Clemente Park
CAMP Station 1 - Downwind

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

CLEMENTE1_004
Start Date: 7/20/15
Start Time: 7:34:58

Duration (dd:hh:mm:ss): 0:00:15:00

Average:

Minimum:

Maximum:

Time of Minimu

Time of Maximum:

7:35:58]

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

7/20/15

7/20/15

7/20/15

Model: DustTrak DRX
Model Number: 8533
Serial Number: 18533120308
Test ID:

Test Abbreviation: CLEMENTE1_005

Duration (dd:hh:mm:ss):

Log Interval (m

m:ss):

Number of points:

Statistics Channel PM10
Units: mg/m”3
Average: 0.049

Time of Minimum: 8:03:58,
Date of Minimum: 7/20/15
Maximum: 0.054
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 7:51:58
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/20/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date .1 4/14/15
pate Time T Pmi0




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy
7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

Test Abbreviation: CLEMENTE1_006
Start Date: 7/20/15
Start Time: 8:06:58
Duration (dd:hh:m 0:00:15:00
Log Interval (mm:ss): 1 roo|
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum
Date of Minimum:

Maximum:

~ Date of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
7/20/15 0.04]
7/20/15 0.038

7/20/15

Number of poin
N

7/20/15 0.03
7/20/15 8:21:58 0.028
Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 7
CLEMENTE1_007
""""""" 7/20/150
Start Time:  ea22s8)
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Channel:

PM10

Uni

mg/m”3

Minimum 0.024
Time of Minimum: 8:35:58|
Date of Minimum: 7/20/15

Maximum:

Time of Maximum

Date of Maximum: | 7/20/15
Calibration sensor: AEROSOL
Cal. date 4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

8:37:58

Duration (dd:hh:mm:s:

Model: DustTrak DRX

Model Number: 8533
Serial Number: 1 8533120308]
Test ID: 8

Test Abbreviation: CLEMENTE1_008

Start Date: 7/20/15

Start Time: 8:38:58

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:

Units:

Average:
"""""""""""""""""""""""" Minimum:

Time of Minimum:

8:53:58

Date of Minimum:

7/ 20} 15

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/20/15

Start Date:

7/20/15 X
7/20/15 0.016
7/20/15 0.015
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 9
Test Abbreviation: CLEMENTEL 009 |

Start Time:

Duration (dd:hh:m

Log Interval (mm ss)”

Notes:

0:00:15:00

Statistics

Average:

Minimum:

Time of Minimum:

Date of Minimum:

Time of Maximum:

©9:09:58

Date of Maximum:

7/ 20} 15

iCal. date

4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 10
Test Abbreviation: CLEMENTE1_010

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Minimum:

Time of Minimum:

9:12:58]

Date of Maximum: | 7/20/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/20/15

7/20/15 .

7/20/15 0.024
7/20/15 0.025
7/20/15 0.025

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, ) E—
CLEMENTEL 011 |

Start Date: 7/20/15

Start Time:

9:26:58]

Notes:

Uni mg/m”3
Average: 0.025
Minimum: 0.024
Time of Minimu 9:31:58|
""""""""""""""""""""""" Date of Minimum: | 7/20/15
""""""""""""""""""""""" Maximum: | 0.027
Time of Maximum: | 9:29:58|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/20/15
Calibration Sensor: T [AEROSOL




Roberto Clemente Park
CAMP Station 1 - Downwind

MM/dd/yyyy

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test ID: 12
i CLEMENTE1_012
Start Date: 7/20/15
Start Time: 9:42:58
Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Average:

Minimum:

~ Date of Minimu

Time of Maximum:

Date of Maximum:

Calibration . Sensor:
Cal. date

Date Time

MM/dd/yyyy hh:mm:ss

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

Test Abbreviation:

CLEMENTE1_013

Start Date:
Start Time

[og Interval (mm:ss)

7/20/15]

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum
Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum




Roberto Clemente Park
CAMP Station 1 - Downwind

Calibration fensor: {AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/20/15

7/20/15

0.021

7/20/15

7/20/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 14

Test Abbreviation: CLEMENTEL_ 014 |
Start Date: 7/20/15

Start Time: 10:21:13

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 oo
Number of points: 15

Notes:

Maximum:

0.025

Time of Maximum:

10:36:13

Date of Maximum:

7/20/15

Sensor:

AEROSOL

Cal. date

4/14/15

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

10:36:13

DustTrak DRX

Duration (dd:hh:mm

8533
Serial Number: 8533120308
Test ID: 15
Test Abbreviation: CLEMENTE1_015
startDate: 7/20/15{

Log Interval (mm:ss):

1:00

Number of poin
N

Statistics

Channel:

Units:

Average:

Time of Minimum:

10:44:13

Date of Minimum:

7/ 20} 15

Maximum:

Time of Maximum

iDate of Maximum: |




Roberto Clem
CAMP Station 1

ente Park
- Downwind

4/14/15
Date PM10
MM/dd/yyyy mg/mA"3
7/20/15 1 31 0021
7/20/15 10:40:13]  0.024
7/20/15 0.021

7/20/15

Duration (dd:hh:mm:s

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testi;: 6
Test Abbreviation: CLEMENTE1_016

Start Date: 7/20/15

Start Time: 10:53:13

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: L
Statistics Channel: PM10
Units: mg/m”3
Average: 0.02
""""""""""" CIMinimum: | 0.016,

Date of Minimu 7/20/15
Maximum: 0.025
Time of Maximum: | 10:56:13
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/20/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

11:08:13

Test Abbreviatio

Start Time:

Model Number: 8533
Serial Number: 8533120308
Test ID: 17

CLEMENTE1_017

11:09:13

Duration (dd:hh:mm:ss):

0:00:15:00

Log Interval (mm:ss):

Notes:

1:00

Statistics

Channel:

Minimum:

Time of Minimum:

Date of Minimum:




Roberto Clem
CAMP Station 1

ente Park
- Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/20/15

Calibration T Sensori T AEROSOL
Cal. date 4/14/15
Time PM10

7/20/15

1 3

7/20/15

11:11:13

7/20/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 18

Test Abbreviation: CLEMENTE1_018

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

- Average

Time of Minimum:

Date of Minimum: 7/20/15
Maximum: 0.015
Time of Maximum: | 11:27:13
""""""""""""""""""""""" Date of Maximum: | 7/20/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/20/15

7/20/15

7/20/15

7/20/15

11:38:13

7/20/15

11:39:13

11:40:13

Start Date:

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

7/20/15

Start Time:

11:41:13

Duration (dd:hh:mm:s

Number of poin’

0:00:15:00

Notes:

Statistics

Averag,

e

Minimum:

Time of Minimu

Maximum:




Roberto Clemente Park

CAMP Station 1 -

Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 11:43:13
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/20/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

5

MM/dd/yyyy hh:mm:ss mg/m”3
7/20/15 11:42:13 0.013
7/20/15 11:43:13 0.014

11:56:13

~Uni

Model DustTrak DRX

Model Number: T 8533

Serial Number: 8533120308

Test ID: 20
CLEMENTE1_020

Start Date: 7/20/15 777777777777

Start Time: 11:57:13

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: i 50

Notes:

Statistics Channel:

Minimum
Time of Minimum: | 12:02:13
Date of Minimum: 7/20/15

Maximum:

Time of Maximum:

Date of Maximum: | 7/20/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10

7/20/15

7/20/15

7/20/15

7/20/15

Test Abbreviatio

CLEMENTE1_021

Start Date:

7/20/15

Start Time:

[og Interval (mm:ss):

Number of points:

Notes:

Average:

Minimum:

Time of Minimum
iDate of Minimum:




Roberto Clemente Park
CAMP Station 1 - Downwind

Date of Maximum: | 7/20/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/20/15 0.014

7/20/15 12:27:13 0.014
7/20/15 12:28:13 0.014]
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 22
Test Abbreviation: CLEMENTEL_ 022 |
Start Date: 7/20/15
Start Time: 12:29:13

Duration (dd:hh:m

Log Interval (mm:ss)
Number of points:

0:00:15:00

Notes:

istics

§fat

Average: 0.015
Minimum: 0.013
Time of Minimum: | 12:41:13
Date of Minimum: 7/20/15
""""""""""""""""""""""" Maximum: | 0018
Time of Maximum: | 12:30:13
Date of Maximum: | 7/20/15

7/20/15 12:30:13 0.018
7/20/15 12:31:13 0.015
7/20/15 12:32:13 0.014

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

Test Abbreviation:

CLEMENTE1_023

Start Date:

7/20/15

St

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

statistics Channel: PM10
Units: mg/m”3
Average: 0.015




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Time of Maximum:

12:47:13

Date of Maximum:

7/ 20} 15

Calibration

Sensor:

AEROSOL

Date

Time

MM/dd/yyyy

hh:mm:ss

7/20/15

7/20/15 12:58:13 0.015
7/20/15 12:59:13 0.014
7/20/15 13:00:13 0.015

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testi;: i 24
Test Abbreviation: CLEMENTE1_024

Start Date: 7/20/15
StartTime: 0 13:01:13]
Log Interval (mm:ss): 1 100,
Number of points: 15

Uni mg/m”3
Average: 0.02
Minimum: 0.015

Time of Minimu

Date of Minimu 7/20/15
Maximum: 0.024
Time of Maximum: | 13:13:13
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/20/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
pate Time
MM/ddlyyyy hh:mm:ss
7/20/15 13:02:13
7/20/15 13:03:13

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

Serial Number:

DustTrak DRX

8533120308

Test ID:

25

Test Abbreviatio

Start Time:

CLEMENTE1_025

Duration (dd:hh:mm:ss):

0:00:15:00

Log Interval (mm:ss):

{Minimum:




Roberto Clemente Park
CAMP Station 1 - Downwind

‘Time of Minimu

iDate of Minimu

Maximum:

Time of Maximum:

13:25:13

Date of Maximum:

7/20/15

Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy

7/20/15

7/20/15

7/20/15

7/20/15
"""""""""""""""""" 7/20/15

7/20/15

7/20/15
""""""""""""""""""""" 7/20/15
"""""""""""""""""" 7/20/15

7/20/15

7/20/15

7/20/15

7/20/15
"""""""""""""""""" 7/20/15
Model:
Model Number:
Serial Number: 8533120308
Test ID: 26
Test Abbreviation: CLEMENTE1_026

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 7/20/15

Maximum: 0.028
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 13:46:13
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/20/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date
MM/dd/yyyy

7/20/15

7/20/15

7/20/15

7/20/15

7/20/15

Model Number:

8533

Serial Number:

8533120308

Test ID:

27

Start Date: 7/20/15
Start Time: 13:49:13
Duration (dd:hh:mm:ss): 0:00:15:00
:ss): 1:00
,,,,,,,,,,,,,,,,,,,,, P

iAverage:




Roberto Clemente Park

CAMP Station 1

- Downwind

‘Minimum:

ime of Minimum

Date of Minimum: 7/20/15
Maximum: 0.028
Time of Maximum: | 13:52:13
Date of Maximum: | 7/20/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date

MM/dd/yyyy

7/20/15

7/20/15

7/20/15

7/20/15 14:04:13]  0.026
Model DustTrak DRX
Model Number: 1 8533
Serial Number: 8533120308
Test ID: 28
CLEMENTE1_028
""""""" 7/20/15
Start Time: | 14:05:13]
0:00:15:00

Duration (dd:hh:mm:ss):

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.025

""""""""""""""""""""""" Minimum: | 0.022
Time of Minimum: | 14:06:13

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum: | 7/20/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/20/15

7/20/15

0.022

7/20/15

7/20/15

7/20/15

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_029
Start Date: 7/20/15
Start Time: 14:21:13

Duration (dd:hh:m

Log Interval (mm:ss)

0:00:15:00

Notes:




Roberto Clemente Park
CAMP Station 1 - Downwind

Time of Minimum:

14:25:13

Date of Minimum:

7/ 20} 15

Maximum:

0.026

Time of Maximum:

Calibration Sensor: AEROSOL
Cal. date 4/14/15

pate Time PM10

MM/dd/yyyy hh:mm:ss mg/m”3

Start Date:

7/20/15 14:35:13 0.024
7/20/15 14:36:13 0.026
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 30
Test Abbreviation: CLEMENTEL 030 |

Start Time:

Log Interval (mm:ss) )

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ 0025
Minimum: 0.025
Time of Minimum: | 14:38:13

Date of Minimum:

Time of Maximum:

14:38:13

Date of Maximum: | 7/20/15
Calibration AEROSOL
4/14/15
Date PM10
MM/dd/yyyy mg/m*3

7/20/15
7/20/15 14:40:13 0.025
7/20/15 14:41:13 0.025

Start Time

[og Interval (mm:ss)

Model: DustTrak DRX

Model Number: 8533

Serial Number: " '8533120308]
Testo:
Test Abbreviation: CLEMENTE1_001

Start Date: 7/21/15

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/21/15
Maximum: 0.048
Time of Maximum: |  7:15:10

Date of Maximum







Roberto Clem
CAMP Station 1

ente Park
- Downwind

Calibration fensor: {AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/21/15

7/21/15

0.046

7/21/15

7/21/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 2

Test Abbreviation: CLEMENTEL 002 |
Start Date: 7/21/15

Start Time: 7:26:10

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 oo
Number of points: 15

Notes:

Maximum:

0.043

Time of Maximum:

7:34:10

Date of Maximum:

7/21/15

Sensor:

AEROSOL

Cal. date

4/14/15

7/21/15

7/21/15

7/21/15

7/21/15

7/21/15

7/21/15

7/21/15

Serial Number: 8533120308

Test ID: 3

Test Abbreviation: CLEMENTE1_003

startDate: 7/21/15{

Duration (dd:hh:mm

Log Interval (mm:ss):

1:00

Number of poin

N
Statistics Channel:
Units:
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Average:
Minimum

Time of Minimum:

7:43:10

Date of Minimum:

7/21}15

Maximum:

Time of Maximum

iDate of Maximum: |




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/21/15

4/14/15
Date PM10
MM/dd/yyyy mg/m*3

7/21/15

7/21/15

"""""""""""""""""" 7/21/157 7:57:100 0.042

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testo: i 4

Test Abbreviation: CLEMENTE1_004

Start Date: 7/21/15

Start Time: 7:58:10

Duration (dd:hh:mm:ss):  [0:00:15:00 |

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.044

""""""""""" CMinimum: | 0.043

Date of Minimu 7/21/15
Maximum: 0.046
Time of Maximum: |  8:01:10]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/21/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/21/15

7/21/15

7/21/15

7/21/15

7/21/15

Model Number:

Serial Number:

Test ID:

Test Abbreviatio

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Notes:

Statistics

Minimum:

Time of Minimum:

8:18:10]

Date of Minimum:




Roberto Clemente Park
CAMP Station 1 - Downwind

7/21/15

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _7/21/15

Calibration T Sensori T AEROSOL
Cal. date 4/14/15
Time PM10

7/21/15

7/21/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 6

Test Abbreviation: CLEMENTE1_006

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

- Average

Time of Minimum:

Date of Minimum: 7/21/15
Maximum: 0.047
Time of Maximum: |  8:31:10
""""""""""""""""""""""" Date of Maximum: | 7/21/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/21/15

7/21/15

7/21/15

7/21/15

7/21/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Number of poin’

Start Date: 7/21/15
Start Time: 8:46:10
Duration (dd:hh:mm:s 0:00:15:00

L

Notes:

Statistics

Averag,

e

Minimum:

Time of Minimu

Maximum:




Roberto Clem
CAMP Station 1

ente Park
- Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, {Time of Maximum: | _8:51:10
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, {Date of Maximum: | 7/21/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
5
MM/dd/yyyy hh:mm:ss mg/m”3
7/21/15 8:47:10 0.044
7/21/15 8:48:10 0.043

~Uni

7/21/15 9:00:10 0.043
7/21/15 9:01:10 0.043
Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 8
CLEMENTE1_008
Start Date: 7/21/15 777777777777
Start Time: 9:02:10
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes:
statistics Channel:

Minimum

Time of Minimum:

9:06:10

Date of Minimum:

7/21/15

Maximum:

Time of Maximum:

Date of Maximum: | 7/21/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10

7/21/15

7/21/15

7/21/15

7/21/15

Test Abbreviatio

CLEMENTE1_009

Start Date:

7/21/15

Start Time:

[og Interval (mm:ss):

Number of points:

Notes:

Average:

Minimum:

Time of Minimum
iDate of Minimum:




Roberto Clemente Park
CAMP Station 1 - Downwind

Date of Maximum: | 7/21/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/21/15 0.038]

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 10

Test Abbreviation: CLEMENTEL 010 |
Start Date: 7/21/15

Start Time: 9:34:10

Duration (dd:hh:m

Log Interval (mm:ss)
Number of points:

0:00:15:00

Notes:

istics

§fat

Average: 0.034
Minimum: 0.031
Time of Minimum: 9:44:10
Date of Minimum: 7/21/15
""""""""""""""""""""""" Maximum: | 0.043
Time of Maximum: | 9:35:10
Date of Maximum: | 7/21/15

7/21/15

7/21/15

7/21/15

7/21/15

7/21/15

7/21/15

7/21/15

7/21/15

9:49:10

DustTrak DRX

Test Abbreviation:

CLEMENTE1_011

Start Date:

7/21/15

St

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

statistics Channel: PM10
Units: mg/m”3
Average: 0.032




Roberto Clemente Park

CAMP Station 1

- Downwind

Time of Maximum:

19:51:10

Date of Maximum:

7/21}15

Calibration

Sensor:

AEROSOL

Date

Time

MM/dd/yyyy

hh:mm:ss

7/21/15

7/21/15 10:03:10 0.032
7/21/15 10:04:10 0.031
7/21/15 10:05:10 0.031

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i T
Test Abbreviation: CLEMENTE1_012

Start Date: 7/21/15
StartTime: 0 10:06:10]
Log Interval (mm:ss): 1 100,
Number of points: 15

Uni

Average:

Minimum:

Time of Minimu

Date of Minimu 7/21/15
Maximum: 0.033
Time of Maximum: | 10:13:10]
Date of Maximum: | 7/21/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
pate Time
MM/ddlyyyy hh:mm:ss

7/21/15

10:07:10

7/21/15

10:08:10

7/21/15

7/21/15

7/21/15

7/21/15

7/21/15

Serial Number:

DustTrak DRX

8533120308

Test ID:

13

Test Abbreviatio

Start Time:

CLEMENTE1_013

Duration (dd:hh:mm:ss):

0:00:15:00

Log Interval (mm:ss):

{Minimum:




Roberto Clemente Park
CAMP Station 1 - Downwind

‘Time of Minimu

iDate of Minimu

Maximum:

Time of Maximum:

10:23:10

Date of Maximum:

7/21/15

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

7/21/15

7/21/15

7/21/15

7/21/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 14

Test Abbreviation: CLEMENTE1_014

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average:

Minimum:
- Time of Minimum:

Date of Minimum: 7/21/15

Maximum: 0.033

Time of Maximum: | 10:46:10
T ateofMaimum: | 7/21/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date
MM/dd/yyyy

7/21/15

7/21/15

7/21/15

7/21/15

7/21/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 15
T

Start Date: 7/21/15
Start Time: 10:54:10
Duration (dd:hh:mm:ss): 0:00:15:00
:ss): 1:00
,,,,,,,,,,,,,,,,,,,,, T

iAverage:




Roberto Clemente Park

CAMP Station 1

- Downwind

‘Minimum:

ime of Minimum

Date of Minimum: 7/21/15
Maximum: 0.029
Time of Maximum: | 10:56:10
Date of Maximum: | 7/21/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date

MM/dd/yyyy

7/21/15

7/21/15

7/21/15

11:09:10

Model DustTrak DRX
Model Number: 1 8533
Serial Number: 8533120308
Test ID: 16
CLEMENTE1_016
""""""" 7/21/150
Start Time: | 11:10:10f

Duration (dd:hh:mm:ss):

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.03

""""""""""""""""""""""" Minimum: | 0.029
Time of Minimum: | 11:11:10

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum: | 7/21/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/21/15

7/21/15

0.029

7/21/15

7/21/15

7/21/15

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_017
Start Date: 7/21/15
Start Time: 11:26:10

Duration (dd:hh:m

Log Interval (mm:ss)

0:00:15:00

Notes:




Roberto Clemente Park

CAMP Station 1 -

Downwind

Time of Minimum:

11:27:10

Date of Minimum:

7/21}15

Maximum:

0.044

Time of Maximum:

Calibration Sensor: AEROSOL
Cal. date 4/14/15

pate Time PM10

MM/dd/yyyy hh:mm:ss mg/m”3

Start Date:

7/21/15 11:40:10 0.044
7/21/15 11:41:10 0.038
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 18
Test Abbreviation: CLEMENTEL 018 |

Start Time:

Log Interval (mm:ss) )

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ 0035
Minimum: 0.033
Time of Minimum: | 11:51:10]

Date of Minimum:

Time of Maximum:

"11:57:10)

7/21/15

Date of Maximum: | 7/21/15
Calibration AEROSOL
4/14/15
Date PM10
MM/dd/yyyy mg/m*3

7/21/15

7/21/15

7/21/15

Model:

DustTrak DRX

Model Number:

8533

Test ID: 19

Test Abbreviation: CLEMENTE1_019

Start Date: 7/21/15

Start Time: 11:58:10

Duration (dd:hh:mm:ss):  10:00:15:00 |
Log Interval (mm:ss): 1 o0l
Number of points: 15

Notes: i
Statistics {Channel: Pmi0




Roberto Clemente Park

CAMP Station 1 -

Downwind

Minimum: 0.03
Time of Minimum: | 12:01:10]
Date of Minimum: 7/21/15
Maximum: 0.036

Date of Maximum: | 7/21/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy

7/21/15

mg/m”3

7/21/15 12:11:10 0.034
7/21/15 12:12:10 0.035
7/21/15 12:13:10 0.036

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, e
CLEMENTE1 020 |
Start Date: 7/21/15
Start Time: 12:14:10
Duration (dd:hhimmiss):  10:00:15:00 R
L
Number of poin’
Notes:
statistics
Average:
Minimum:

Time of Minimu

Maximum:

Time of Maximum: | 12:16:10]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/21/15
Calibration Sensor: AEROSOL.

Cal. date 4/14/15
Date Time PM10

7/21/15 1 0 0.034
7/21/15 12:16:10 0.036
7/21/15

7/21/15

7/21/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 21
Test Abbreviation: CLEMENTE1_021

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):




Roberto Clemente Park

CAMP Station 1 -

Downwind

Statistics

A\)érage: 0.031
Minimum: 0.03
Time of Minimum: | 12:37:10
Date of Minimum: 7/21/15

Time of Maximum:

Date of Maximum: | 7/21/15
Calibration sensor: AEROSOL
Cal. date 4/14/15

7/21/15

Time

PM10

7/21/15

[og Interval (mm:ss):

Number of points: 15
Notes:
Statistics Channel:
Units:
Average:
Minimum:

Time of Minimum

Date of Minimum: 7/21/15
Maximum: 0.032
Time of Maximum: | 12:48:10
T bateoiMaimum: | 721715
Calibration Sensor: AEROSOL
Cal. date 4/14/15
D.
MM/dd/yyyy hh:mm:ss mg/m”3
7/21/15 12:47:10 0.03
7/21/15 12:48:10 0.032

7/21/15

7/21/15

7/21/15

13:01:10

Model Number: 8533
Serial Number: 8533120308
Test ID: 23
CLEMENTE1_023
""""""" 721/150
StartTime: 13:02:10,

Duration (dd:hh:mm:ss):




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Average:

Minimum:

Time of Minimum:

Maximum: 0.055
Time of Maximum: | 13:14:10
Date of Maximum: | 7/21/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

.
MM/ddfyyyy o thhemmuss  img/m73
7/21/15 13:03:10 0.031
7/21/15 ! 0.032

7/21/15

13:17:10

Model: DustTrak DRX

Model Number: 1 8533
SerialNumber: " '8533120308]
Test ID: 24

St
Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:
""""""""""""""""""""""" Minimum:

Time of Minimum:

13:33:10

Date of Minimum:

7/21}15

Maximum:

Time of Maximum

_ 0057

Date of Maximum: | 7/21/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/21/15 0.049

7/21/15

7/21/15

7/21/15

13:32:10

7/21/15

0

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

Start Date:

Start Time:

Number of points:




Roberto Clemente Park

CAMP Station 1 - Downwind

Notes: L L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.03
Minimum 0.027
Date of Minimu 7/21/15
Maximum: 0.032
Time of Maximum: | 13:35:10]

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/21/15

Calibration Sensor: AEROSOL
Cal. date 4/14/];

7/21/15

13:49:10

Model Number:

Serial Number:

Start Time: 13:50:10

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
: 15

Minimum:

Time of Minimum:

13:51:10

Date of Minimum:

Time of Maximum:

13:52:10

Date of Maximum:

7/21}15

Calibration

Sensor:

AEROSOL

Date

Time

MM/dd/yyyy

hh:mm:ss

7/21/15

7/21/15

7/21/15

7/21/15

14:03:10

7/21/15

0

Duration (dd:hh:mm

Log Interval (mm:ss): i

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, S
CLEMENTEL 027 |

Start Date: 7/21/15

Start Time: 14:06:10




Roberto Clem
CAMP Station 1

ente Park

- Downwind

Statistics

Channel:

Units:

Average:

Time of Minimum:

Date of Minimum: 7/21/15
Maximum: 0.029
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 14:18:10
Date of Maximum: | 7/21/15
Calibration Sensor: AEROSOL

7/21/15 14:19:10 0.028
7/21/15 14:20:10 0.028
7/21/15 14:21:10 0.026

DustTrak DRX

8533

8533120308

Start Date: 7/21/15

Start Time: 14:22:10

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 5
Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

14:35:10

Date of Maximum:

7/21/15

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

7/21/15

7/21/15

7/21/15

7/21/15

7/21/15

7/21/15

7/21/15

7/21/15

Duration (dd:hh:mm:ss):




Roberto Clemente Park

CAMP Station 1 -

Downwind

Statistics

Channel:

Uni

Minimum

Time of Minimum:

14:40:10

Date of Minimum:

7/21/15

Maximum:

Time of Maximum:

Date of Maximum:

Cal. date

Date

MM/dd/yyyy

al Number

Seri

8533120308

T
Test Abbreviatio CLEMENTE1_030

Start Date: 7/21/15

Start Time: 14:54:10

Duration (dd:hh:m 0:00:12:00

Log Interval (mm:ss): 1 roo|
Number of points: 12

Notes:

Average:

Time of Minimum

Minimum:

Date of Minimum: 7/21/15
Maximum: 0.031
Time of Maximum: | 14:59:10

Date of Maximum:

7/21/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 7/21/15 0.029
7/21/15 0.03

7/21/15

7/21/15

7/21/15

15:05:10

7/21/15

TrakPro Version 4.61 ASCII Data File

0

DustTrak DRX

Duration (dd:hh:mm:ss):







Roberto Clemente Park

CAMP Station 1 -

Downwind

Statistics

Channel:

Uni

Minimum

Time of Minimum:

7:01:01

Date of Minimum:

7/22/15

Maximum:

Time of Maximum:

Date of Maximum:

Cal. date

Date

MM/dd/yyyy

Serial Number 8533120308

T

Test Abbreviatio CLEMENTE1_002

Start Date: 7/22/15

Start Time: 7:14:01

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/22/15
Maximum: 0.011
Time of Maximum: | 7:22:01

Date of Maximum:

7/22/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 7/22/15 0.01
7/22/15 0.009

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7:29:01

Start Time:

Model: DustTrak DRX
Model Number: i 8533
Serial Number: 18533120308/
Test ID: 3
CLEMENTE1_003
""""""" 7/22/15{




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Duration (dd:hh:m

Log Interval (mm:ss)
Number of points:

0:15:00

o

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Date of Minimum:

Maximum:

Time of Maximum:

7:31:01

Date of Maximum:

7/22/15

Calibration AEROSOL
""""""""""""""""""""""" Cal.date | 4/14/15
Date PM10
MM/ddfyyyy mg/mA3
"""""""""""""""""" 7/22/15 oot
7/22/15 0.009
7/22/15 0.01

7/22/15

Duration (dd:hh:mm:s:

Test Abbreviation: CLEMENTE1_004
Start Date: 7/22/15
Start Time: 7:46:01

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:

Units:

Average:
'''''''''''''''''''''''''''''' Minimum:

Time of Minimum:

7:49:01

Date of Minimum:

7/ 22} 15

Maximum:

0.011

Time of Maximum:

7

01

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15 X
7/22/15 0.008
7/22/15 0.008

Model Number:

Serial Number:

Test ID:

Start Date:

! 7/22/15




Roberto Clemente Park

CAMP Station 1

- Downwind

Start Time:
Duration (dd:hh:mm
Log Interval (mm:ss):

Number of points:

Notes:

Uni

Average:

Minimum:

Time of Minimu
Date of Minimu

Maximum:

Time of Maximum:

Calibration Sensor: AEROSOL
Cal. date 4/14/15

pate Time PM10
MM/ddfyyyy hh:mm:ss mg/mr3”
7/22/15 8:03:01 0.008|

7/22/15 8:04:01 0.008

7/22/15 0.007

Serial Number:

8533120308

Test ID:

6

Test Abbreviation:

CLEMENTE1_006

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Minimum:
Time of Minimum: 8:19:01
Date of Minimum: 7/22/15

Maximum:

0.013

Date of Maximum: | 7/22/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

Test Abbreviation:

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

{CLEMENTE1_007




Roberto Clem
CAMP Station 1

ente Park

- Downwind

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum:

7/22/15

Maximum:

Date of Maximum

0.014

Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/22/15 8:35:01 0.008
7/22/15 8:36:01 0.009

7/22/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 8
CLEMENTE1_008
Start Date: 7/22/15 777777777777
Start Time: 8:50:01
Duration (dd:hh:mm:ss): 0:00:15:00
:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

A\)érage: 0.01
Minimum: 0.008
Time of Minimum: 9:03:01
Date of Minimum: 7/22/15

Time of Maximum:

Date of Maximum: | 7/22/15
Calibration sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

Test ID: !




Roberto Clemente Park

CAMP Station 1

- Downwind

Test Abbreviatio [CLEMENTE1_009 |
""""""""""""""""""""""""""""" 7/22/15{
StartTime: 1 goe01]
Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.01

""""""""""""""""""""""" Minimum: | 0.008
Time of Minimum: 9:16:01
Date of Minimum: 7/22/15

Time of Maximum

Date of Maximum: | 7/22/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/22/15 0.009

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 10

Test Abbreviation: CLEMENTEL 010 |
Start Date: 7/22/15

Start Time: 9:22:01

Duration (dd:hh:m

Log Interval (mm:ss)

0:00:15:00

Notes:

Average:

Minimum:

Time of Minimum:

Maximum: 0.019
Time of Maximum: | 9:27:01
Date of Maximum: | 7/22/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
7/22/15
7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

9:37:01

DustTrak DRX

Serial Number:

8533120308




Roberto Clemente Park
CAMP Station 1 - Downwind

Test ID: | 11}

Test Abbreviation: ICLEMENTE1 011 |
StartDate: 7/22/15]
Start Time: 9:38:01

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss):

N

Notes:

Statistics Channel:
Units:

Average:

Minimum:

Time of Minimum:

Time of Maximum:

- 9:44:01

Date of Maximum: | 7/22/15
AEROSOL
Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/22/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i T

Test Abbreviation: CLEMENTE1_012

Start Date: 7/22/15

Start Time: - 9sa01

LogInterval (mm:ss): | 0]

Number of points: 15

Notes: L L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.01
Minimum 0.008

Date of Minimu 7/22/15
Maximum: 0.019
Time of Maximum: | 10:04:01]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/22/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

Model Number:

! 8533}




Roberto Clemente Park

CAMP Station 1 - Downwind

Serial Number: | 8533120308
b ST R
CLEMENTE1 013 |

Start Date: 7/22/15

Start Time: 10:10:01

Duration (dd:hh:mm:s 0:00:15:00

L

Number of poin’

Notes:

Statistics

Average:

Minimum

7/22/15

Maximum: 0.014

Time of Maximum: | 10:11:01]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/22/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

7/22/15

7/22/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 14

Test Abbreviation: CLEMENTE1_014

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Statistics

Channel:

Units:

Average:

Time of Minimum:

Date of Minimum:

Maximum:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 10:38:01
Date of Maximum: | 7/22/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

iDustTrak DRX




Roberto Clemente Park

CAMP Station 1

- Downwind

Test Abbreviation:

CLEMENTE1_015

Start Date:

7/22/15

Start Time:

[og Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Time of Minimum

Date of Minimum: 7/22/15
Maximum: 0.012
Time of Maximum: | 10:49:01
o bsteotMaimum: | 722715
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddjyyyy mg/mh3
7/22/15 0.009
7/22/15 0.009

7/22/15 X
7/22/15 10:57:01 0.009
Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 16
CLEMENTE1_016
""""""" 7/22/15{
Start Time: |~ 105801,
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes: 4
Statistics Channel: PM10
Uni mg/m”3
Minimum
Time of Minimum: | 11:01:01
Date of Minimum: 7/22/15

Maximum:

Time of Maximum:

7/22/15

7/22/15

Date of Maximum: | 7/22/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date
MM/dd/yyyy

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15




Roberto Clemente Park
CAMP Station 1 - Downwind

Serial Number: 8533120308
Test ID: 17
Test Abbreviation: CLEMENTE1_017
Start Date: 7/22/15
st

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 15
Notes

Statistics

Time of Minimum: | 11:15:01
Date of Minimum: 7/22/15
Maximum:

Time of Maximum

Date of Maximum: | 7/22/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/22/15
7/22/15 11:28:01 0.011
7/22/15 11:29:01 0.009
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 18
Test Abbreviation: CLEMENTEL 018 |

Start Date:
Start Time:

Number of points:
Notes:

Statistics Channel: PM10
Average: 0.01]
Minimum: 0.007

Time of Minimum: | 11:31:01]

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Minimum: | 7/22/15

Maximum: 0.017
Time of Maximum: | 11:39:01

Date of Maximum: | 7/22/15

MM/dd/yyyy

7/22/15 1 0.008

7/22/15 11:33:01 0.009

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

Model Number: 8533
Serial Number: 8533120308
Test ID: 19

Test Abbreviatio

CLEMENTE1_019

Start Time: 11:46:01
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Minimum:

Time of Minimum:

11:49:01

Date of Minimum:

Time of Maximum: | 11:51:01

Date of Maximum: | 7/22/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/22/15 .

7/22/15 11:59:01 0.013
7/22/15 12:00:01 0.011
7/22/15 12:01:01 0.01

Duration (dd:hh:mm

Log Interval (mm:ss):

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, St
CLEMENTEL 020 |

Start Date: 7/22/15

Start Time: 12:02:01

Number of points:

Notes:

Uni mg/m”3
Average: 0.012
Minimum: 0.008

Time of Minimu

Date of Minimu 7/22/15
Maximum: 0.017
Time of Maximum: | 12:04:01]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/22/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/22/15

1

7/22/15

12:04:01

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, 7/22/15{ 121701  0.009
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308

Test ID:

21

Start Date: 7/22/15

Start Time: 12:18:01

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, e

Uni
Average:

Minimum:

Time of Minimu

Maximum:

7/22/15

Time of Maximum: | 12:30:01]

Date of Maximum: | 7/22/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 7/22/15
Maximum: 0.052
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 12:49:01
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/22/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
D
MM/dd/yyyy hh:mm:ss mg/m”3
7/22/15 12:35:01 0.008

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/22/15;
7/22/15]

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_023

Start Date: 7/22/15

Start Time: 12:50:01

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Statistics

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/22/15
Maximum: 0.019
Time of Maximum: | 12:51:01
Date of Maximum: | 7/22/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 7/22/15 0.019
7/22/15 0.015

7/22/15

7/22/15

7/22/15

7/22/15

13:05:01

Model: DustTrak DRX
Model Number: i 8533
Serial Number: | 8533120308]
Test ID: 24
CLEMENTE1_024
""""""" 7/22/15{
Start Time: 7 13:.06:01,
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.01

""""""""""""""""""""""" Minimum: | 0.008
Time of Minimum: | 13:14:01

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum:

7/22/15

Date

Sensor:

AEROSOL

MM/dd/yyyy

7/22/15

7/22/15

7/22/15

7/22/15

7/22/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/22/15

7/22/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 25
Test Abbreviation: CLEMENTE1_025

Start Date: 7/22/15
Start Time: 13:22:01

Log Interval (mm:ss):

Number of poin

N

Statistics Channel:
Units:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Average:
Minimum

Time of Minimum:

13:23:01

Date of Minimum: 7/22/15
Maximum: 0.02
Time of Maximum: | 13:31:01]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/22/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/22/15

7/22/15

7/22/15

7/22/15

13:37:.01

Model Number: 8533
Serial Number: 8533120308
Test ID: 26
Test Abbreviation: CLEMENTEL 026 |
StartDate: i 7/22/150
Start Time: 13:38:01

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ 0015
Minimum: 0.008
Time of Minimum: | 13:50:01]

Date of Minimum:

Time of Maximum:

13:45:01

Date of Maximum:

7/ 22) 15

Calibration

Date

MM/dd/yyyy

7/22/15

7/22/15

7/22/15

7/22/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/22/15;

7/22/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 27
Test Abbreviation: CLEMENTE1_027

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss)

""""""""""""""""""""""" Minimum: 0.008
Time of Minimum: | 14:09:01]
Date of Minimum: 7/22/15
Maximum: 0.047
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 13:58:01
Date of Maximum: | 7/22/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10

7/22/15

7/22/15

7/22/15

14:07:01

7/22/15

14:08:01

14:09:01

Number of poin’

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, T
CLEMENTE1 028 |

Start Date: 7/22/15

Start Time: 14:10:01

Duration (dd:hh:mm:s 0:00:15:00

L

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

14:14:01

Date of Maximum:

Cal. date 4/14/15
Date Time PM10
7/22/15 1 1 0.023
7/22/15 14:12:01 0.018
7/22/15

7/22/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/22/15

7/22/15

7/22/15

14:25:01

Model Number: 8533

Serial Number: 8533120308

Test ID: 29
CLEMENTE1_029

Start Date: 7/22/15 777777777777

Start Time: 14:26:01

Duration (dd:hh:mm

L

A\)érage: 0.011
Minimum: 0.008
Time of Minimum: | 14:30:01

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: | 7/22/15
Calibration sensor: . AEROSOL

Cal. date 4/14/15
Date Time PM10

7/22/15

7/22/15

7/22/15

Test ID
Test Abbreviation: CLEMENTE1_030
Start Date: 7/22/15
Start Time: 14:
DI
[og Interval (mm:ss): :
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum
Date of Minimum:

7/22/15

Maximum:

0.011

Calibration

Time of Maximum:

Date of Maximum

Sensor:

AEROSOL

Cal. date

4/14/15

5

MM/dd/yyyy hh:mm:ss mg/m”3
7/22/15 14:43:01 0.01
7/22/15 14:44:01 0.009

7/22/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/22/15;

7/22/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 31

Test Abbreviation: CLEMENTEL 031 |
Start Date: 7/22/15

Start Time:

[og Interval (mm:ss)

14:58:01

Notes:

Average: 0.009
Minimum: 0.008
Time of Minimum: | 14:59:01]
Date of Minimum: 7/22/15
""""""""""""""""""""""" Maximum: | 0.014
Time of Maximum: | 15:06:01
Date of Maximum: | 7/22/15
Calibraton Sensor: AEROSOL
] Cal. date 4/14/15

7/22/15

14:59:01

7/22/15

15:00:01

7/22/15
7/22/15 15:05:01
7/22/15 15:06:01

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 7/23/15

Maximum: 0.015
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 6:46:53
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/23/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
D
MM/dd/yyyy hh:mm:ss mg/m”3

7/23/15

7/23/15

7/23/15

7/23/15

7/23/15

7/23/15]







Roberto Clemente Park
CAMP Station 1 - Downwind

7/23/15

7/23/15;

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_002
Start Date: 7/23/15
Start Time: 7:00:53

Duration (dd:hh:m

Log Interval (mm:ss):

0:00:15:00

Number of points:

Notes:

Statistics

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/23/15
Maximum: 0.014
Time of Maximum: | 7:07:53
Date of Maximum: | 7/23/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 7/23/15 0.012
7/23/15 0.012

7/23/15

7/23/15

7/23/15

7/23/15

7:15:53

Model: DustTrak DRX
Model Number: i 8533
Serial Number: | 8533120308]
Test ID: 3
CLEMENTE1_003
""""""" 7/23/15{
Start Time: 7:16:53]
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of poin
N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.012

""""""""""""""""""""""" Minimum: | 0.011
Time of Minimum: 7:17:53

Date

Cal. date

Date of Minimum:
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Maximum:
S Time of Maximum:

Date of Maximum: | 7/23/15
Calibration Sensor: AEROSOL

MM/dd/yyyy

hh:mm

:SS

7/23/15

7/23/15

7/23/15

7/23/15

7/23/15]




Roberto Clem

CAMP Station 1 -

ente Park
Downwind

7/23/15

7/23/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 4
Test Abbreviation: CLEMENTE1_004

Start Date: 7/23/15
Start Time: 7:32:53

Log Interval (mm:ss):

Number of poin

N

Statistics Channel:
Units:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Average:
Minimum

""""""""""""""""""""""" Time of Minimum: | 7:43:53
Date of Minimum: 7/23/15
Maximum: 0.012
Time of Maximum: | 7:33:53
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/23/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/23/15

7/23/15

7/23/15

7/23/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ o011
Minimum: 0.01
Time of Minimum: 7:54:53

Date of Minimum:

Time of Maximum:

7:59:53

Date of Maximum:

7/ 23} 15

Calibration

Date

MM/dd/yyyy

7/23/15

7/23/15

7/23/15

7/23/15]




Roberto Clemente Park

CAMP Station 1

- Downwind

7/23/15

7/23/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 6
Test Abbreviation: CLEMENTE1_006

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss)

""""""""""""""""""""""" Minimum: 0.009
Time of Minimum: 8:07:53
Date of Minimum: 7/23/15
Maximum: 0.012
Time of Maximum: |  8:06:53
""""""""""""""""""""""" Date of Maximum: | 7/23/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/23/15

7/23/15

7/23/15

7/23/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, Sy
CLEMENTE1 007 |

Start Date: 7/23/15

Start Time: 8:20:53

Duration (dd:hh:mm:s: 0:00:15:00

L

Number of poin’

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

8:33:53

Date of Maximum:

Cal. date

4/14/15

7/23/15

Time

PM10

7/23/15

7/23/15

7/23/15




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/23/15

7/23/15 8:33:53 0.011
7/23/15 8:34:53 0.009
7/23/15 8:35:53 0.01

Model Number: 8533

Serial Number: 8533120308

Test ID: 8
CLEMENTE1_008

Start Date: 7/23/15 777777777777

Start Time: 8:36:53

Duration (dd:hh:mm

L

A\)érage: 0.009
Minimum: 0.008
Time of Minimum: 8:40:53

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: | 7/23/15
Calibration sensor: . AEROSOL

Cal. date 4/14/15
Date Time PM10

7/23/15

7/23/15

7/23/15

Test Abbreviation:

CLEMENTE1_009

Start Date:

7/23/15

Start Time:
DI
[og Interval (mm:ss): :
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum
Date of Minimum:

Maximum:

Calibration

Time of Maximum:

Date of Maximum

Sensor:

AEROSOL

Cal. date

4/14/15

5

MM/dd/yyyy hh:mm:ss mg/m”3
7/23/15 8:53:53 0.008
7/23/15 8:54:53 0.01

7/23/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/23/15;

7/23/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 10

Test Abbreviation: CLEMENTEL 010 |
Start Date: 7/23/15

Start Time:

[og Interval (mm:ss)

Notes:

7/23/15

Average: 0.007
Minimum: 0.006
Time of Minimum: 9:10:53
Date of Minimum: 7/23/15
""""""""""""""""""""""" Maximum: | 0.008
Time of Maximum: | 9:15:53
Date of Maximum: | 7/23/15
Calibraton Sensor: AEROSOL
] Cal. date 4/14/15
Date
MM/dd/yyyy

7/23/15

7/23/15

7/23/15

7/23/15

7/23/15

9:23:53

DustTrak DRX

8533
Serial Number: ~ 8533120308]
Test ID: 11
Test Abbreviation: CLEMENTE1_011
Start Date: 7/23/15

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:

Time of Minimum:

19:29:53

Date of Minimum:

7/ 23} 15

Maximum:

Time of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/dd/yyyy hh:mm:ss mg/m”3
7/23/15 0.007

7/23/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/23/15;

7/23/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i T
Test Abbreviation: CLEMENTE1_012

Start Date: 7/23/15

St

Log Interval (mmfss). 1:00
Number of points: 15
Notes: i
Statisties Channel:
Units:
Average:
Minimum:

Time of Minimu

Date of Minimu 7/23/15
Maximum: 0.008
Time of Maximum: | 9:41:53
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/23/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/23/15

7/23/15

7/23/15

7/23/15

Model Number:

Serial Number:

8533120308

Test ID:

13

Test Abbreviatio

CLEMENTE1_013

Start Time: 9:56:53
Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 15

Minimum:

Time of Minimum:

10:02:53

Date of Minimum:

Date of Maximum:

7/23/15

Calibration

Sensor:

AEROSOL

Date
MM/dd/yyyy
7/23/15
"""""""""""""""""" 7/23/15 .
"""""""""""""""""" 7/23/15 9:59:53]  0.007
7/23/15 10:00:53]  0.007

7/23/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/23/15;

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 14

Duration (dd:hh:mm:ss):

CLEMENTE1_014

Log Interval (mm:ss):

Statistics Channel:

Units:

Average:

Minimum:
e Time of Minimum:

Date of Minimum: 7/23/15

Maximum: 0.007

Time of Maximum: | 10:20:53
""""""""""""""""""""""" Date of Maximum: | 7/23/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

7/23/15

7/23/15

7/23/15

7/23/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

15

Start Date: 7/23/15

Start Time: 10:28:53

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 50
Notes:

Statistics

A\)érage: 0.007
Minimum: 0.006
Time of Minimu 10:29:53
""""""""""""""""""" Date of Minimum: | 7/23/15

Time of Maximum:

Date of Maximum:

7/23/15

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/23/15]




Roberto Clemente Park
CAMP Station 1 - Downwind

7/23/15;

7/23/15

7/23/15

7/23/15 10:43:53 0.011

Model: DustfrakDRX |
Model Number: 8533
8533120308

Serial Number:

Start Time: 10:44:53

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 5,

Notes: 4

Statistics Channel: PM10
Units: mg/m”3
Average: 0.007

""""""""""""""""""""""" Minimum: | 0.006
Time of Minimum: | 10:46:53

Date of Minimum:

Maximum:

Time of Maximum:

7/23/15

Date of Maximum: | 7/23/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10

7/23/15

7/23/15

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_017

Start Date: 7/23/15

Start Time: 11:00:53

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
‘Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Calibration

Maximum: 0.014
Time of Maximum: | 11:08:53
Date of Maximum: | 7/23/15

Sensor:

AEROSOL

Cal. date

4/14/15

7/23/15

7/23/15

7/23/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/23/15;

7/23/15

7/23/15

7/23/15

11:14:53

7/23/15

11:15:53

DustTrak DRX

Model Number:

8533

Serial Number:

Start Date:

8533120308

CLEMENTE1_018

Start Time:

Number of points:

Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: ~0.008
Minimum: 0.006
Time of Minimum: | 11:28:53
Date of Minimum: 7/23/15

""""""""""""""""""""""" Maximum: | 0012
Time of Maximum: | 11:22:53
Date of Maximum: | 7/23/15

/dd/yyy

MM

7/23/15 3 0.007
7/23/15 11:19:53 0.007
7/23/15 0.008

7/23/15

Model:

DustTrak DRX

Model Number:

8533

Test ID: 19
Test Abbreviation: CLEMENTE1_019

Start Date: 7/23/15
Start Time: 11:32:53

Duration (dd:hh:mm:s:

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: b

Statistics Channel: PM10
Units: mg/m”3
Average: 0.007

Minimum 0.005
) Date of Minimu 7/23/15
Maximum: 0.016

Time of Maximum:

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/23/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/23/15;

7/23/15

7/23/15

7/23/15 11:45:53 0.005
7/23/15 11:46:53 0.005
7/23/15 11:47:53 0.005

Model:

DustTrak DRX

Model Number:

8533

CLEMENTE1_020

Start Date:

7/23/15

Start Time:

Duration (dd:hh:mm

Log Interval (mm:ss):

11:48:53

Number of points:

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Date of Minimu 7/23/15
Maximum: 0.009
Time of Maximum: | 11:50:53
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/23/15
Calibration Sensor: AEROSOL.
Cal. date 4/14/15

7/23/15

3

7/23/15

11:50:53

7/23/15

7/23/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 21
Test Abbreviation: CLEMENTE1_021

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Statistics Channel: PM10
S — Units: mg/m*3_
Average: 0.005

Time of Minimum:

Date of Minimum:

7/23/15

Maximum:

0.007

Date of Maximum: | 7/23/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/23/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/23/15

7/23/15

7/23/15

7/23/15

7/23/15

7/23/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum:

7/23/15

Maximum:

0.009

Time of Maximum:

Date of Maximum

MM/dd/yyyy hh:mm:ss mg/m”3
7/23/15 12:21:53 0.004
7/23/15 12:22:53 0.005

7/23/15

12:35:53

Model Number: 8533

Serial Number: 8533120308

Test ID: 23

CLEMENTE1_023

Start Date: i 7 7/23/150
Start Time: 12:36:53

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

12:38:53

Time of Minimum:
Date of Minimum:

7/23/15

Time of Maximum: | 12:49:53
Date of Maximum: | 7/23/15
Calibration sensor: AEROSOL
Cal. date 4/14/15

Date




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/23/15

7/23/15

7/23/15

7/23/15

7/23/15

7/23/15

Serial Number: 8533120308

Test ID: 24
CLEMENTE1_024
""""""" 7/23/15{

Start Time: 1252530

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.007

""""""""""""""""""""""" Minimum: | 0.004
Time of Minimum: | 12:53:53
Date of Minimum: 7/23/15

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Maximum: | 0015

Time of Maximum

Date of Maximum: | 7/23/15
Calibration _{Sensar: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/23/15 0.004]

13:06:53

7/23/15

3

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 25

Test Abbreviation: CLEMENTEL_ 025 |
Start Date: 7/23/15

Start Time: 13:08:53

Duration (dd:hh:m
Log Interval (mm:ss)

Number of points:

0:00:15:00

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Maximum:

0.006

Time of Maximum:

13:14:53

Date of Maximum:

7/23/15

7/23/15]

13:09:53|

0.004




Roberto Clemente Park
CAMP Station 1 - Downwind

7/23/15;

7/23/15

7/23/15

7/23/15

7/23/15

Model Number:

7/23/15

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Channel:

Uni

Average: | 0.005
Minimum: 0.004
Time of Minimum: | 13:31:53

Date of Minimum:

Time of Maximum:

13:27:53

Date of Maximum:

7/ 23) 15

gélibration

Date

MM/dd/yyyy

7/23/15

13:37:53

7/23/15 3

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i 270
Test Abbreviation: CLEMENTE1_027

Start Date: 7/23/15
StartTime: 4 13:40:53]
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni mg/m”3
Average: 0.005
Minimum 0.003

Date of Minimu 7/23/15
Maximum: 0.018
Time of Maximum: | 13:50:53
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/23/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy




Roberto Clemente Park
CAMP Station 1 - Downwind

7/23/15;

7/23/15

7/23/15
7/23/15
7/23/15

7/23/15 13:53:53 0.004
7/23/15 3 0.004

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, SalTT
CLEMENTE1 028 |

Start Date: 7/23/15

Start Time: 13:56:53

Duration (dd:hh:mm:ss): 0:00:15:00

Average:
Minimum:
Time of Minimu

Maximum:
Time of Maximum: | 13:57:53

Cal. date 4/14/15

Date Time PM10
MM/ddfyyyy
7/23/15
7/23/15

7/23/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 29

Test Abbreviation: CLEMENTE1_029

Duration (dd:hh:mm:ss):
Log Interval (mm:ss):
Number of points:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.003

Time of Minimum: | 14:14:53
Date of Minimum: 7/23/15
Maximum: 0.005
Time of Maximum: | 14:19:53

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/23/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15




Roberto Clemente Park

CAMP Station 1

- Downwind

MM/dd/yyyy

7/23/15;

7/23/15

7/23/15

7/23/15

7/23/15

Test Abbreviation: CLEMENTE1_030
Start Date: 7/23/15
Start Time: 14:28:53
Duration (dd:hh:m 0:00:09:00
Log Interval (mm:ss): 1 roo|
Number of points: 9
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

Calibration

~ Date of Maximum

Date of Minimum: 7/23/15
Maximum: 0.005
Time of Maximum: | 14:29:53

Sensor:

AEROSOL

Cal. date

4/14/15

7/23/15

7/23/15

7/23/15

TrakPro Version 4.61 ASCII Data File

Model Number: 8533

Serial Number: 8533120308

Test ID: 1

CLEMENTE1_001

Start Date: i 7 7/24/150
Start Time: 6:50:05

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

6:51:05

Time of Minimum:
Date of Minimum:

7/24/15

Time of Maximum: |  7:03:05

Date of Maximum: | 7/24/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date PM10







Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/24/15

7/24/15

7/24/15

7/24/15

7/24/15

7/24/15

Time of Maximum

Serial Number: 8533120308

Test ID: 2
CLEMENTE1_002
""""""" 7/24/15{

Start Time: 7:06:05,

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.014

""""""""""""""""""""""" Minimum: | 0013
Time of Minimum: 7:15:05
Date of Minimum: 7/24/15

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Maximum: | 0016

Date of Maximum: | 7/24/15
Calibration _{Sensar: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/24/15 0.015

7/24/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 3

Test Abbreviation: CLEMENTEL 003 |
Start Date: 7/24/15

Start Time: 7:22:05

Duration (dd:hh:m
Log Interval (mm:ss)

Number of points:

0:00:15:00

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Maximum:

0.014

Time of Maximum:

7:23:05

Date of Maximum:

7/24/15

7/24/15]

7:23:05]

0.014




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/24/15

7/24/15

7/24/15

7/24/15

7/24/15

7/24/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ o012
Minimum: 0.011
Time of Minimum: 7:48:05

Date of Minimum:

Time of Maximum:

~ 7:44:05

Date of Maximum:

7/ 24} 15

gélibration
Date
MM/dd/yyyy
7/24/15
"""""""""""""""""" 7/24/15
7/24/15
7/24/15
7/24/15
"""""""""""""""""" 7/24/15
"""""""""""""""""" 7/24/15
7/24/15
7/24/15
""""""""""""""""""" 7/24/15
"""""""""""""""""" 7/24/15
7/24/15
7/24/15
7/24/15
Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test;: i st
Test Abbreviation: CLEMENTE1_005
Start Date: 7/24/15
StartTime: 75405
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni

mg/m”3

Average:

0.011

Minimum

Date of Minimu 7/24/15
Maximum: 0.012
Time of Maximum: |  8:00:05
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/24/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy




Roberto Clemente Park
CAMP Station 1 - Downwind

7/24/15;

7/24/15

7/24/15

7/24/15

7/24/15

7/24/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, R
CLEMENTE1 006 |

Start Date: 7/24/15

Start Time: 8:10:05

0:00:15:00

Duration (dd:hh:mm:ss):

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum: | 8:13:05

Cal. date

4/14/15

Date

Time PM10

MM/dd/yyyy

7/24/15

7/24/15

7/24/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 7

Test Abbreviation: CLEMENTE1_007

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics

Channel: PM10

Units: mg/m”3

05

Time of Minimum: 8

Date of Minimum: 7/24/15

Maximum: 0.011

Time of Maximum: | 8:31:05

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/24/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time pPMi0




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy

7/24/15;

7/24/15

7/24/15

7/24/15

Model Number:

Serial Number:

Start Time: 8:43:34

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 5,

Notes: 4

Statistics Channel: PM10
Units: mg/m”3
Average: 0.011

""""""""""""""""""""""" Minimum: | 0.008
Time of Minimum: 8:57:34]

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: | 7/24/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10

7/24/15

7/24/15

7/24/15

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_009

Start Date: 7/24/15

Start Time: 8:59:34

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
‘Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Maximum: 0.023
Time of Maximum: | 9:09:34
Date of Maximum: | 7/24/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
7/24/15
7/24/15

7/24/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/24/15;

7/24/15

7/24/15 .
7/24/15 0.012
7/24/15 0.014

DustTrak DRX

Model Number:

8533

Serial Number:

Start Date:

8533120308

CLEMENTE1_010

Start Time:

Number of points:

Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: ~ o1
Minimum: 0.008
Time of Minimum: 9:26:34
Date of Minimum: 7/24/15

""""""""""""""""""""""" Maximum: | 0.014
Time of Maximum: | 9:23:34
Date of Maximum: | 7/24/15

/dd/yyy

MM

7/24/15

7/24/15

7/24/15

7/24/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 11
Test Abbreviation: CLEMENTE1_011

Start Date: 7/24/15
Start Time: 9:31:34

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.008

"""""""""""""""""""" Minimum: | 0.007

Date of Minimu

7/24/15

Maximum:

0.009

Time of Maximum:

9

34

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/24/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/24/15;

7/24/15

7/24/15 .

7/24/15 0.008
7/24/15 0.008
7/24/15 0.008

Model:

DustTrak DRX

Model Number:

CLEMENTE1_012

8533

Start Date:

7/24/15

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Date of Minimu

Maximum:

Time of Maximum: | 10:01:34]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/24/15
Calibration Sensor: AEROSOL.

Cal. date 4/14/15

7/24/15

7/24/15

7/24/15

7/24/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 13
Test Abbreviation: CLEMENTE1_013

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Statistics Channel: PM10
S — Units: mg/m*3 _
Average: 0.008

Time of Minimum:

Date of Minimum:

7/24/15

Maximum:

0.015

Date of Maximum: | 7/24/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/24/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/24/15

7/24/15

7/24/15

7/24/15

7/24/15

7/24/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum:

7/24/15

Maximum:

0.015

Time of Maximum:

Date of Maximum

MM/dd/yyyy hh:mm:ss mg/m”3
7/24/15 10:20:34 0.007
7/24/15 10:21:34 0.006

7/24/15

10:34:34

Model Number: 8533

Serial Number: 8533120308

Test ID: 15

CLEMENTE1_015

Start Date: i 7 7/24/150
Start Time: 10:35:34

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

10:48:34

Time of Minimum:
Date of Minimum:

7/24/15

Time of Maximum: | 10:42:34]
Date of Maximum: | 7/24/15
Calibration sensor: AEROSOL
Cal. date 4/14/15

Date




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/24/15

7/24/15

7/24/15

7/24/15

7/24/15

7/24/15

Serial Number: 8533120308

Test ID: 16
CLEMENTE1_016
""""""" 7/24/15{

Start Time: 105134

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.009

""""""""""""""""""""""" Minimum: | 0.006
Time of Minimum: | 10:56:34
Date of Minimum: 7/24/15

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Maximum: | 0014

Time of Maximum

Date of Maximum: | 7/24/15
Calibration _{Sensar: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/24/15 0.012

7/24/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 17

Test Abbreviation: CLEMENTEL 017 |
Start Date: 7/24/15

Start Time: 11:07:34

Duration (dd:hh:m
Log Interval (mm:ss)

Number of points:

0:00:15:00

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Maximum:

0.009

Time of Maximum:

11:09:34

Date of Maximum:

7/24/15

7/24/15]

11:08:34]

0.006




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/24/15

7/24/15

7/24/15

7/24/15

7/24/15

7/24/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ 0.008
Minimum: 0.005
Time of Minimum: | 11:28:34]

Date of Minimum:

Time of Maximum:

11:37:34

Date of Maximum:

7/ 24} 15

gélibration
Date
MM/dd/yyyy
7/24/15
"""""""""""""""""" 7/24/15
7/24/15
7/24/15
7/24/15
"""""""""""""""""" 7/24/15
"""""""""""""""""" 7/24/15
7/24/15
7/24/15
""""""""""""""""""" 7/24/15
"""""""""""""""""" 7/24/15
7/24/15
7/24/15
7/24/15
Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test;: i 9
Test Abbreviation: CLEMENTE1_019
Start Date: 7/24/15
StartTime: 4 11:39:34]
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni mg/m”3
Average: 0.009
Minimum 0.005

Date of Minimu 7/24/15
Maximum: 0.014
Time of Maximum: | 11:50:34]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/24/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/24/15;

7/24/15

7/24/15

7/24/15

7/24/15

7/24/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, Sl
CLEMENTEL 020 |

Start Date: 7/24/15

Start Time: 11:55:34

0:00:15:00

Duration (dd:hh:mm:ss):

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

12:09:34

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

7/24/15

7/24/15

7/24/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 21

Test Abbreviation: CLEMENTE1_021

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics Channel PM10
Units: mg/m”3
Average: 0.011

Time of Minimum: | 12:15:34]
Date of Minimum: 7/24/15
Maximum: 0.017
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 12:18:34
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/24/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date .1 4/14/15
pate Time T Pmi0




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy
7/24/15]

7/24/15

7/24/15

7/24/15

7/24/15

Test Abbreviation: CLEMENTE1_022
Start Date: 7/24/15
Start Time: 12:27:34
Duration (dd:hh:m 0:00:15:00
Log Interval (mm:ss): 1 roo|
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

~ Date of Maximum

Date of Minimum: 7/24/15
Maximum: 0.013
Time of Maximum: | 12:38:34

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
7/24/15 0.005
7/24/15 0.005

7/24/15

7/24/15

7/24/15

12:42:34

Number of poin
N

Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 23
CLEMENTE1_023
""""""" 7/24/150
StartTime: 12:43:34]
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Channel:

PM10

Uni

mg/m”3

Minimum 0.006
Time of Minimum: | 12:44:34
Date of Minimum: 7/24/15

Maximum:

Time of Maximum

Date of Maximum: | 7/24/15
Calibration sensor: AEROSOL
Cal. date 4/14/15




Roberto Clem
CAMP Station 1

ente Park

- Downwind

Date {PM10

MM/dd/yyyy  hhmmss img/mA3

"""""""""""""""""" 7/24/15{  12:44:34]  0.006
7/24/15 12:45:34 0.007
7/24/15 12:46:34 0.011

7/24/15

7/24/15

7/24/15

7/24/15

7/24/15

Duration (dd:hh:mm:s:

Serial Number: 8533120308
Test ID: 24
Test Abbreviation: CLEMENTE1_024

Start Date: 7/24/15
Start Time: 12:59:34

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:

Units:

Average:
"""""""""""""""""""""""" Minimum:

Time of Minimum:

13:03:34

Date of Minimum:

7/ 24} 15

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/24/15

7/24/15

Start Date:

7/24/15 13:13:34 0.006
7/24/15 13:14:34 0.005
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 25
Test Abbreviation: CLEMENTEL_ 025 |

Start Time:

Duration (dd:hh:m

Log Interval (mm ss)”

Notes:

0:00:15:00

Statistics Channel PM10
Average: 0.016
Minimum: 0.005
Time of Minimum: | 13:16:34]
Date of Minimum: 7/24/15

Time of Maximum:

13:17:34

Date of Maximum:

7/ 24} 15

iCal. date

| 4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

Date PM10

MM/dd/yyyy hhimmss mg/mA3
7/24/15 13:16:34 0.005
7/24/15

7/24/15

7/24/15

7/24/15

7/24/15

7/24/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 26
Test Abbreviation: CLEMENTE1_026

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Minimum:

Time of Minimum:

13:37:34

Date of Maximum: | 7/24/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/24/15

7/24/15

7/24/15 13:44:34 0.006
7/24/15 13:45:34 0.007
7/24/15 13:46:34 0.015

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, S
CLEMENTEL 027 |

Start Date: 7/24/15

Start Time: 13:47:34;

Notes:

Uni mg/m”3
Average: 0.01
Minimum: 0.006
Time of Minimu 13:52:34
""""""""""""""""""""""" Date of Minimum: | 7/24/15
""""""""""""""""""""""" Maximum: | 0.018
Time of Maximum: | 14:01:34]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/24/15
Calibration Sensor: T [AEROSOL







Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy

7/24/15

7/24/15

7/24/15

7/24/15

7/24/15

7/24/15

TrakPro Version 4.61 ASCII Data File

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testip: A
Test Abbreviation: CLEMENTE1_001

Start Date: 7/27/15

Start Time: 6:46:39

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.015

""""""""""" CMinimum: | 0.013

Date of Minimu 7/27/15
Maximum: 0.021
Time of Maximum: | 7:01:39]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/27/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

Model Number:

Serial Number:

Test ID:

Test Abbreviatio

Start Time:

CLEMENTE1_002

7:02:39

Duration (dd:hh:mm:ss):

0:00:15:00

Log Interval (mm:ss):

Notes:

1:00

Statistics

Channel:

Minimum:

Time of Minimum:

7:08:39]

Date of Minimum:




Roberto Clemente Park

CAMP Station 1 -

Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/27/15

Calibration T Sensori T AEROSOL
Cal. date 4/14/15
Time PM10

7/27/15

7/27/15

7/27/15

"""""""""""""""""" 7/27/150  7:16:339]  0.025
7/27/15 7:17:39 0.019

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]

Test ID: 3

Test Abbreviation: CLEMENTE1_003

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

- Average

Time of Minimum:

Date of Minimum:

Maximum:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 7:31:39
Date of Maximum: | 7/27/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

Start Date:

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

7/27/15

Start Time:

7:34:39

Duration (dd:hh:mm:s

Number of poin’

0:00:15:00

Notes:

Statistics

Averag,

e

Minimum:

Time of Minimu

{Maximum:




Roberto Clem
CAMP Station 1

ente Park
- Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | _7:40:39
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/27/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

5

MM/dd/yyyy hh:mm:ss mg/m”3
7/27/15 7:35:39 0.016
7/27/15 7:36:39 0.019

"""""""""""""""""" 7/27/15{  7:47:39]  0.018
7/27/15 7:48:39]  0.016
7/27/15 7:49:39,  0.016

Model DustTrak DRX

Model Number: T 8533

Serial Number: 8533120308

Test ID: 5
CLEMENTE1_005

Start Date: 7/27/15 777777777777

Start Time: 7:50:39

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: i 50

Notes:

statistics Channel:

~Uni

Minimum
Time of Minimum: 7:55:39]
Date of Minimum: 7/27/15

Maximum:

Time of Maximum:

Date of Maximum: | 7/27/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10

7/27/15

7/27/15

7/27/15

7/27/15

Test Abbreviatio

CLEMENTE1_006

Start Date:

7/27/15

Start Time:

[og Interval (mm:ss):

Number of points:

Notes:

Average:

Minimum:

Time of Minimum
iDate of Minimum:




Roberto Clemente Park
CAMP Station 1 - Downwind

Date of Maximum: | 7/27/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/27/15 0.016

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 7

Test Abbreviation: CLEMENTEL_ 007 |
Start Date: 7/27/15

Start Time: 8:22:39

Duration (dd:hh:m

Log Interval (mm:ss)
Number of points:

0:00:15:00

Notes:

istics

§fat

Average: 0.026
Minimum: 0.018
Time of Minimum: 8:23:39
Date of Minimum: 7/27/15
""""""""""""""""""""""" Maximum: | 0.065
Time of Maximum: | 8:33:39
Date of Maximum: | 7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

8:37:39

DustTrak DRX

Test Abbreviation:

CLEMENTE1_008

Start Date:

7/27/15

St

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

statistics Channel: PM10
Units: mg/m”3
Average: 0.025




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Time of Maximum:

8:53:39

Date of Maximum:

7/ 27) 15

Calibration

Sensor:

AEROSOL

Date

Time

MM/dd/yyyy

hh:mm:ss

7/27/15

7/27/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i o
Test Abbreviation: CLEMENTE1_009

Start Date: 7/27/15

Start Time: U ssa3zsl
Log Interval (mm:ss): 1 100,
Number of points: 15

Uni mg/m”3
Average: 0.025
Minimum: 0.024

Time of Minimu
Date of Minimu

7/27/15

Maximum:

0.028

Time of Maximum:

8:55:39]

Date of Maximum:

Sensor:

7/27/15

AEROSOL

Cal. date

4/14/15

MM/dd/yyyy

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

DustTrak DRX

Start Time:

Serial Number: 8533120308
Test ID: 10
Test Abbreviatio CLEMENTE1_010

St

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

{Minimum:




Roberto Clem
CAMP Station 1

ente Park
- Downwind

{Time of Minimu
iDate of Minimu

Maximum:

Time of Maximum:

9:11:39]

Date of Maximum:

7/27/15

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

7/27/15

7/27/15

7/27/15

7/27/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 11

Test Abbreviation: CLEMENTE1_011

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 7/27/15

Maximum: 0.026
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 8:27:39
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/27/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
Date
MM/dd/yyyy

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

Model Number:

8533

Serial Number:

8533120308

Test ID:

12

Start Date: 7/27/15
Start Time: 9:42:39
Duration (dd:hh:mm:ss): 0:00:15:00
:ss): 1:00
,,,,,,,,,,,,,,,,,,,,, T

iAverage:




Roberto Clemente Park

CAMP Station 1

- Downwind

‘Minimum:

ime of Minimum

Date of Minimum: 7/27/15
Maximum: 0.028
Time of Maximum: | 9:43:39

Date of Maximum:

7/27/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date

MM/dd/yyyy

7/27/15

7/27/15

7/27/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 13
CLEMENTE1_013
""""""" 7/27/150
Start Time: 95839

Duration (dd:hh:mm:ss):

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.025

""""""""""""""""""""""" Minimum: | 0.024
Time of Minimum: | 10:00:39

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum: | 7/27/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/27/15

7/27/15

0.025

7/27/15

7/27/15

7/27/15

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_014
Start Date: 7/27/15
Start Time: 10:14:39

Duration (dd:hh:m

Log Interval (mm:ss)

0:00:15:00

Notes:




Roberto Clemente Park

CAMP Station 1 -

Downwind

Time of Minimum:

10:24:39

Date of Minimum:

7/ 27) 15

Maximum:

0.03

Time of Maximum:

Calibration Sensor: AEROSOL
Cal. date 4/14/15

pate Time PM10

MM/dd/yyyy hh:mm:ss mg/m”3

Start Date:

7/27/15 10:28:39 0.026
7/27/15 10:29:39 0.025
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 15
Test Abbreviation: CLEMENTEL 015 |

Start Time:

Log Interval (mm:ss) )

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ 0025
Minimum: 0.023
Time of Minimum: | 10:43:39]

Date of Minimum:

Time of Maximum:

110:33:39)

7/27/15

Date of Maximum: | 7/27/15
Calibration AEROSOL
4/14/15
Date PM10
MM/dd/yyyy mg/m*3

7/27/15

7/27/15

7/27/15

Model:

DustTrak DRX

Model Number:

8533

Test ID: 16

Test Abbreviation: CLEMENTE1_016

Start Date: 7/27/15

Start Time: 10:46:39

Duration (dd:hh:mm:ss):  10:00:15:00 |
Log Interval (mm:ss): 1 o0l
Number of points: 15

Notes: i
Statistics {Channel: Pmi0




Roberto Clemente Park

CAMP Station 1 -

Downwind

Minimum: 0.021
Time of Minimum: | 11:01:39]
Date of Minimum: 7/27/15
Maximum: 0.025

Date of Maximum: | 7/27/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy

7/27/15

mg/m”3

7/27/15 10:59:39 0.025
7/27/15 11:00:39 0.025
7/27/15 11:01:39 0.021

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, e
CLEMENTE1 017 |
Start Date: 7/27/15
Start Time: 11:02:39
Duration (dd:hhimmiss):  10:00:15:00 R
L
Number of poin’
Notes:
statistics
Average:
Minimum:

Time of Minimu

Maximum:

Time of Maximum: | 11:16:39]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/27/15
Calibration Sensor: AEROSOL.

Cal. date 4/14/15

Time PM10

7/27/15 1 9 0.022
7/27/15 11:04:39 0.023
7/27/15

7/27/15

7/27/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 18
Test Abbreviation: CLEMENTE1_018

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):




Roberto Clemente Park

CAMP Station 1 -

Downwind

Statistics

A\)érage: 0.024
Minimum: 0.021
11:32:39

Time of Minimum:
Date of Minimum:

Time of Maximum:

Date of Maximum: | 7/27/15
Calibration sensor: AEROSOL
Cal. date 4/14/15

7/27/15

Time

PM10

7/27/15

[og Interval (mm:ss):

Number of points:

Notes:

Channel:

Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/27/15
Maximum: 0.022
Time of Maximum: | 11:37:39
o bsteoiMaimum: | 72715
Calibration Sensor: AEROSOL
Cal. date 4/14/15
D.
MM/dd/yyyy hh:mm:ss mg/m”3
7/27/15 11:35:39 0.021
7/27/15 0.021

7/27/15

7/27/15

7/27/15

11:49:39

Model Number: 8533
Serial Number: 8533120308
Test ID: 20
CLEMENTE1_020
""""""" 7/27/150
StartTime: 11:50:39]

Duration (dd:hh:mm:ss):




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Average:

Minimum:

Time of Minimum:

Maximum: 0.025
Time of Maximum: | 11:52:39
Date of Maximum: | 7/27/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

.
MM/ddfyyyy o thhemmuss  img/m?3
7/27/15 11:51:39 0.022
7/27/15 0.025

7/27/15

12:05:39

Model: DustTrak DRX

Model Number: 1 8533
SerialNumber: " '8533120308]
Test ID: 21

St
Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:
""""""""""""""""""""""" Minimum:

Time of Minimum:

12:11:39

Date of Minimum:

7/ 27) 15

Maximum:

Time of Maximum

_ 0032

Date of Maximum: | 7/27/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/27/15 0.019

7/27/15

7/27/15

7/27/15

12:20:39

7/27/15

9

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

Start Date:

Start Time:

Number of points:




Roberto Clemente Park

CAMP Station 1 - Downwind

Notes: L L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.023
Minimum 0.022
Date of Minimu 7/27/15
Maximum: 0.024
Time of Maximum: | 12:24:39)

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/27/15

Calibration Sensor: AEROSOL
Cal. date 4/14/];

7/27/15

12:37:39

Model Number:

Serial Number:

Start Time: 12:38:39

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
: 15

Minimum:

Time of Minimum:

12:40:39

Date of Minimum:

Time of Maximum:

12:43:39

Date of Maximum:

7/ 27) 15

Calibration

Sensor:

AEROSOL

Date

Time

MM/dd/yyyy

hh:mm:ss

7/27/15

7/27/15

7/27/15

7/27/15

12:51:39

7/27/15

9

Duration (dd:hh:mm

Log Interval (mm:ss): i

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, T
CLEMENTEL 024 |

Start Date: 7/27/15

Start Time: 12:54:39




Roberto Clem
CAMP Station 1

ente Park

- Downwind

Statistics

Channel:

Units:

Average:

Time of Minimum:

Date of Minimum: 7/27/15
Maximum: 0.021
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 12:57:39
Date of Maximum: | 7/27/15
Calibration Sensor: AEROSOL

7/27/15 13:07:39 0.018
7/27/15 13:08:39 0.017
7/27/15 13:09:39 0.016

DustTrak DRX

8533

8533120308

Start Date: 7/27/15

Start Time: 13:10:39

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 5
Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

13:25:39

Date of Maximum:

7/27/15

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

Duration (dd:hh:mm:ss):




Roberto Clemente Park
CAMP Station 1 - Downwind

Statistics Channel:

Uni

Minimum

Time of Minimum: | 13:38:39

Date of Minimum: 7/27/15

Maximum:

Time of Maximum:

Date of Maximum:

Cal. date

Date Time PM10

MM/dd/yyyy hh:mm:ss mg/m~3

Serial Number 8533120308

T
Test Abbreviatio CLEMENTE1_027

Start Date: 7/27/15

Start Time: 13:42:39

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum
Date of Minimum: 7/27/15

Maximum: 0.019

Time of Maximum: | 13:49:39

Date of Maximum: | 7/27/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 7/27/15 0.014
7/27/15 0.016

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15 13:57:39 0.013
Model: DustTrak DRX
Model Number: i 8533
Serial Number: 18533120308/
Test ID: 28

H CLEMENTE1_028
""""""" 7/27/15{

Start Time: ! 13:58:39]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Duration (dd:hh:m

Log Interval (mm:ss)
Number of points:

0:15:00

o

Notes:

Statistics Channel PM10
Average: 0.013
Minimum: 0.011
Time of Minimum: | 14:06:39)
Date of Minimum: 7/27/15
""""""""""""""""""""""" Maximum: | 0015
Time of Maximum: | 14:12:39
Date of Maximum: 7/27/]:§
Calibration AEROSOL
""""""""""""""""""""""" Cal.date | 4/14/15

7/27/15 13:59:39 0.013
7/27/15 14:00:39 0.014
7/27/15 14:01:39 0.014
7/27/15 14:02:39 0.012

Duration (dd:hh:mm:s:

Test Abbreviation: CLEMENTE1_029
Start Date: 7/27/15
Start Time: 14:14:39

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:

Units:

Average:
'''''''''''''''''''''''''''''' Minimum:

Time of Minimum:

14:19:39

Date of Minimum:

7/ 27) 15

Maximum:

0.012

Time of Maximum:

14

39

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

7/27/15

14:29:39

Start Date:

Model Number: 8533
Serial Number: 8533120308
Test ID: 30
Test Abbreviation: CLEMENTEL 030 |

! 7/27/15]







Roberto Clemente Park

CAMP Station 1 -

Downwind

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Uni

Average:

Minimum:

Time of Minimu
Date of Minimu

7/27/15

Maximum:

0.014

Time of Maximum:

Calibration Sensor: AEROSOL
Cal. date 4/14/15

pate Time PM10
MM/ddfyyyy hh:mm:ss mg/mr3”
7/27/15 14:31:39 0.012

7/27/15 14:32:39 0.01

7/27/15 14:33:39 0.011

7/27/15

TrakPro Version 4.61 ASCII Data File

Model Number:

Serial Number:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Minimum:

Time of Minimum:

6:51:38]

Date of Minimum:

Time of Maximum:

6:56:38

Date of Maximum:

7/ 28} 15

Calibration

Sensor:

AEROSOL

Date

Time

MM/dd/yyyy

hh:mm:ss

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

Duration (dd:hh:mm

Log Interval (mm:ss):

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, S R—
CLEMENTEL 002 |

Start Date: 7/28/15

Start Time: 7:06:38




Roberto Clem
CAMP Station 1

ente Park

- Downwind

Statistics

Channel:

Units:

Average:

Time of Minimum:

Date of Minimum: 7/28/15
Maximum: 0.041
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 7:09:38
Date of Maximum: | 7/28/15
Calibration Sensor: AEROSOL

7/28/15

DustTrak DRX

8533

8533120308

Start Date: 7/28/15

Start Time: 7:22:38

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 5
Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

7:25:38]

Date of Maximum:

7/28/15

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

Duration (dd:hh:mm:ss):




Roberto Clemente Park

CAMP Station 1

- Downwind

Statistics

Channel:

Uni

Minimum

Time of Minimum:

7:39:38

Date of Minimum:

7/28/15

Maximum:

Time of Maximum:

Date of Maximum:

Cal. date

Date

MM/dd/yyyy

Serial Number: 18533120308]
T

Test Abbreviatio CLEMENTE1_005

Start Date: 7/28/15

Start Time: 7:54:38

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/28/15
Maximum: 0.026
Time of Maximum: |  7:56:38

Date of Maximum:

7/28/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 7/28/15 0.022
7/28/15 0.026

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

8:09:38

Model: DustTrak DRX
Model Number: i 8533
Serial Number: 18533120308/
Test ID: 6
CLEMENTE1_006
""""""" 7/28/15]
StartTime: i wos3g]




Roberto Clem
CAMP Station 1

ente Park

- Downwind

Duration (dd:hh:m
Log Interval (mm:ss)

Number of points:

0:15:00

o

Notes:

Statistics Channel PM10
Average: 0.023
Minimum: 0.022
Time of Minimum: 8:17:38,
Date of Minimum: 7/28/15
""""""""""""""""""""""" Maximum: | 0.025
Time of Maximum: | 8:12:38
Date of Maximum: 7/28/]:§
Calibration AEROSOL
""""""""""""""""""""""" Cal.date | 4/14/15
Date PM10
MM/ddfyyyy mg/mA3
"""""""""""""""""" 7/28/15 ~ 0023
7/28/15 0.025
7/28/15 0.023

7/28/15

Duration (dd:hh:mm:s:

Test Abbreviation: CLEMENTE1_007
Start Date: 7/28/15
Start Time: 8:26:38

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:

Units:

Average:
'''''''''''''''''''''''''''''' Minimum:

Time of Minimum:

8:33:38

Date of Minimum:

7/ 28} 15

Maximum:

0.03

Time of Maximum:

38|

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15 X
7/28/15 0.03
7/28/15 0.029

Model Number:

Serial Number:

Test ID:

Start Date:

! 7/28/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Uni

Average:

Minimum:

Time of Minimu
Date of Minimu

Maximum:

Time of Maximum:

Calibration Sensor: AEROSOL
Cal. date 4/14/15

pate Time PM10
MM/ddfyyyy hh:mm:ss mg/mr3”
7/28/15 8:43:38 0.025

7/28/15 8:44:38 0.025

7/28/15 0.026

Serial Number:

8533120308

Test ID:

9

Test Abbreviation:

CLEMENTE1_009

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Minimum:

Time of Minimum: 9:08:38|

Date of Minimum: 7/28/15

Maximum: 0.031

Date of Maximum: | 7/28/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

Test Abbreviation:

7/28/15
7/28/15
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, 7/28/15
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308

{CLEMENTE1_010




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum:

7/28/15

Maximum:

Date of Maximum

0.029

Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/28/15 9:15:38 0.025
7/28/15 9:16:38 0.025

7/28/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 11
CLEMENTE1_011
Start Date: 7/28/15 777777777777
Start Time: 9:30:38
Duration (dd:hh:mm:ss): 0:00:15:00
:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

Time of Maximum:

A\)érage: 0.026
Minimum: 0.025
Time of Minimum: 9:43:38|
Date of Minimum: 7/28/15

Date of Maximum: | 7/28/15
Calibration sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

Test ID: !




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Test Abbreviatio [CLEMENTE1_ 012 |
""""""""""""""""""""""""""""" 7/28/15)
StartTime: 94638
Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.028

""""""""""""""""""""""" Minimum: | 0.027
Time of Minimum: 9:48:38|
Date of Minimum: 7/28/15

Time of Maximum

Date of Maximum: | 7/28/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
7/28/15 0.029

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 13

Test Abbreviation: CLEMENTEL 013 |
Start Date: 7/28/15

Start Time: 10:02:38

Duration (dd:hh:m

Log Interval (mm:ss)

0:00:15:00

Notes:

Average:

Minimum:

Time of Minimum:

Maximum: 0.032
Time of Maximum: | 10:17:38
Date of Maximum: | 7/28/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
7/28/15
7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

! 8533120308

Serial Number:




Roberto Clemente Park
CAMP Station 1 - Downwind

Test ID: | 14

Test Abbreviation: \CLEMENTE1 014 |
StartDate: 7/28/15]
Start Time: 10:18:38

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss):

N

Notes:

Statistics Channel:
Units:

Average:

Minimum:

Time of Minimum:

Time of Maximum:

110:21:38

Date of Maximum: | 7/28/15
AEROSOL
Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/28/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i 5

Test Abbreviation: CLEMENTE1_015

Start Date: 7/28/15

SstartTime: 10:34:38]

LogInterval (mm:ss): | 0]

Number of points: 15

Notes: L L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.024

Minimum

Date of Minimu 7/28/15
Maximum: 0.026
Time of Maximum: | 10:44:38|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/28/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

Model Number:




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Serial Number:

Number of poin’

16
CLEMENTE1 016 |
Start Date: 7/28/15
Start Time: 10:50:38
Duration (dd:hh:mm:s 0:00:15:00
L

Notes:

Statistics

Average:

Minimum

7/28/15

Maximum: 0.026

Time of Maximum: | 10:52:38|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/28/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

7/28/15

7/28/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 17

Test Abbreviation: CLEMENTE1_017

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Statistics

Channel:

Units:

Average:

Time of Minimum:

Date of Minimum: 7/28/15
Maximum: 0.028
Time of Maximum: | 11:09:38
""""""""""""""""""""""" Date of Maximum: | 7/28/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

iDustTrak DRX




Roberto Clemente Park
CAMP Station 1 - Downwind

Test Abbreviation: CLEMENTE1_018

Start Date: 7/28/15

Start Time:

DI

[og Interval (mm:ss):

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.027

Time of Minimum
Date of Minimum:
Maximum:

Time of Maximum: | 11:26:38

Date of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/28/15
7/28/15

7/28/15
7/28/15 11:37:38 0.028
Model: DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 19
H CLEMENTE1_019
""""""" 7/28/15{
Start Time: |~ 11:38:38]
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes: 4
Statistics Channel: PM10
Uni mg/m”3

Minimum
Time of Minimum: | 11:40:38
Date of Minimum: 7/28/15
Maximum:

Time of Maximum:
Date of Maximum: | 7/28/15

Calibration Sensor: AEROSOL

Date

7/28/15

7/28/15
7/28/15
7/28/15

7/28/15
7/28/15
7/28/15




Roberto Clemente Park
CAMP Station 1 - Downwind

Serial Number: 8533120308
Test ID: 20
Test Abbreviation: CLEMENTE1_020
Start Date: 7/28/15
st

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 15
Notes

Statistics

Time of Minimum: | 11:59:38
Date of Minimum: 7/28/15
Maximum: - 0.039

Time of Maximum

Date of Maximum: | 7/28/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/28/15
7/28/15 12:08:38 0.03
7/28/15 12:09:38 0.037
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 21
Test Abbreviation: CLEMENTEL 021 |

Start Date:
Start Time:

Number of points:
Notes:

Statistics Channel: PM10
Average: 0.03
Minimum: 0.029

Time of Minimum: | 12:12:38]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Minimum: | 7/28/15

Maximum: 0.032
Time of Maximum: | 12:16:38

Date of Maximum: | 7/28/15

MM/dd/yyyy

7/28/15 8 0.029

7/28/15 12:13:38 0.03

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15]




Roberto Clemente Park
CAMP Station 1 - Downwind

Model Number: 8533
Serial Number: 8533120308
Test ID: 22

Test Abbreviatio

CLEMENTE1_022

Start Time: 12:26:38
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of points:

Statistics

Minimum:

Time of Minimum:

12:27:38

Date of Minimum:

Time of Maximum: | 12:36:38

Date of Maximum: | 7/28/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/28/15 .

7/28/15 12:39:38 0.03
7/28/15 12:40:38 0.03
7/28/15 12:41:38 0.03

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, S5t
CLEMENTEL 023 |

Start Date: 7/28/15

Start Time: 12:42:38

Duration (dd:hh:mm

Log Interval (mmfss).

Number of points:

Notes:

Uni mg/m”3
Average: 0.03
Minimum: 0.029

Time of Minimu

Date of Minimu 7/28/15
Maximum: 0.032
Time of Maximum: | 12:47:38|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/28/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/28/15

8

7/28/15

12:44:38

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

24

Start Date: 7/28/15

Start Time: 12:58:38

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, e

Uni
Averag

e

Minimum:

Time of Minimu

Maximum:

7/28/15

Time of Maximum: | 13:13:38]

Date of Maximum: | 7/28/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 7/28/15
Maximum: 0.036
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 13:21:38
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/28/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
D
MM/dd/yyyy hh:mm:ss mg/m”3
7/28/15 13:15:38 0.033

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/28/15
7/28/15]

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_026

Start Date: 7/28/15

Start Time: 13:30:38

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Statistics

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/28/15
Maximum: 0.032
Time of Maximum: | 13:32:38
Date of Maximum: | 7/28/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 7/28/15 0.029
7/28/15 0.032

7/28/15

7/28/15

7/28/15

7/28/15

13:45:38

Model: DustTrak DRX
Model Number: i 8533
Serial Number: | 8533120308]
Test ID: 27
CLEMENTE1_027
""""""" 7/28/15{
Start Time: 7 13:46:38
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.03

""""""""""""""""""""""" Minimum: | 0.028
Time of Minimum: | 13:56:38

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum:

7/28/15

Date

Sensor:

AEROSOL

MM/dd/yyyy

7/28/15

7/28/15

7/28/15

7/28/15

7/28/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/28/15

7/28/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 28
Test Abbreviation: CLEMENTE1_028

Start Date: 7/28/15
Start Time: 14:02:38

Log Interval (mm:ss):

Number of poin

N
Statisties Channel:
Units:
Average:
""""""""""""""""""""""""""" Minimum:
""""""""""""""""""""""" Time of Minimum: | 14:07:38
Date of Minimum: 7/28/15
Maximum: 0.035
Time of Maximum: | 14:17:38|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/28/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/28/15

7/28/15

7/28/15

7/28/15

Mode! DustTrak DRX

Model Number: 8533
Serial Number: 8533120308

Test ID: 29

Test Abbreviation: CLEMENTEL 029 |
StartDate: i 7/28/15.
Start Time: 14:18:38

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ 0032
Minimum: 0.028
Time of Minimum: | 14:25:38]

Date of Minimum:

Time of Maximum:

14:27:38

Date of Maximum:

7/ 28) 15

Calibration

Date

MM/dd/yyyy

7/28/15

7/28/15

7/28/15

7/28/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/28/15

7/28/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 30
Test Abbreviation: CLEMENTE1_030

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss)

""""""""""""""""""""""" Minimum: 0.027
Time of Minimum: | 14:48:38|
Date of Minimum: 7/28/15
Maximum: 0.031
Time of Maximum: | 14:38:38
""""""""""""""""""""""" Date of Maximum: | 7/28/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/28/15

7/28/15

7/28/15

7/28/15 14:47:38
7/28/15 14:48:38
7/28/15 14:49:38

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, s
CLEMENTE1 031 |

Start Date: 7/28/15

Start Time: 14:50:38

Duration (dd:hh:mm:s: 0:00:10:00

L

Number of poin’

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

14:56:38

Date of Maximum:

Cal. date

4/14/15

Time

PM10

7/28/15 1 8 0.028
7/28/15 14:52:38 0.029
7/28/15

7/28/15]







Roberto Clem
CAMP Station 1

ente Park
- Downwind

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_001
Start Date: 7/29/15
Start Time: 6:46:34

Duration (dd:hh:m

Log Interval (mm:ss):

0:00:15:00

Number of points:

Notes:

Statistics

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/29/15
Maximum: 0.056
Time of Maximum: |  6:53:34
Date of Maximum: | 7/29/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

7/29/15

7/29/15

7/29/15

7/29/15

7/29/15

7/29/15

Serial Number: 8533120308
Test ID: 2
CLEMENTE1_002
""""""" 7/29/15{
Start Time: 7:0234]
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.052

""""""""""""""""""""""" Minimum: | 0.049
Time of Minimum: 7:11:34]

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum:

7/29/15

Date

Sensor:

Cal. date

AEROSOL

MM/dd/yyyy

hh:mm:ss

7/29/15

7/29/15

7/29/15

7/29/15

7/29/15




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/29/15

7/29/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 3
Test Abbreviation: CLEMENTE1_003

Start Date: 7/29/15
Start Time: 7:18:34

Log Interval (mm:ss):

Number of poin

N

Statistics Channel:
Units:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Average:
Minimum

Time of Minimum:

7:28:34

Date of Minimum: 7/29/15
Maximum: 0.049
Time of Maximum: |  7:19:34]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/29/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/29/15

7/29/15

7/29/15

7/29/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: 0043
Minimum: 0.041
Time of Minimum: 7:43:34

Date of Minimum:

Time of Maximum:

7:35:34

Date of Maximum:

7/ 29} 15

Calibration

Date

MM/dd/yyyy

7/29/15

7/29/15

7/29/15

7/29/15]




Roberto Clemente Park

CAMP Station 1

- Downwind

7/29/15

7/29/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 5
Test Abbreviation: CLEMENTE1_005

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss)

""""""""""""""""""""""" Minimum: 0.035
Time of Minimum: 8:05:34,
Date of Minimum: 7/29/15
Maximum: 0.047
Time of Maximum: |  7:57:34
""""""""""""""""""""""" Date of Maximum: | 7/29/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/29/15

7/29/15

7/29/15

7/29/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, g
CLEMENTE1 006 |

Start Date: 7/29/15

Start Time: 8:06:34

Duration (dd:hh:mm:s: 0:00:15:00

L

Number of poin’

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

8:07:34]

Date of Maximum:

Cal. date

4/14/15

7/29/15

Time

PM10

7/29/15

7/29/15

7/29/15




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/29/15

7/29/15

Model Number: 8533

Serial Number: 8533120308

Test ID: 7
CLEMENTE1_007

Start Date: 7/29/15 777777777777

Start Time: 8:22:34

Duration (dd:hh:mm

L

A\)érage: 0.033
Minimum: 0.031
Time of Minimum: 8:36:34]

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: | 7/29/15
Calibration sensor: . AEROSOL

Cal. date 4/14/15
Date Time PM10

7/29/15

7/29/15

7/29/15

Test Abbreviation:

CLEMENTE1_008

Start Date:

7/29/15

Start Time:
DI
[og Interval (mm:ss): :
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/29/15
Maximum: 0.036
Time of Maximum: | 8:49:34
"""""""""""""""""""" Date of Maximum: | 7/29/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
D.
MM/dd/yyyy hh:mm:ss mg/m”3
7/29/15 8:39:34 0.033
7/29/15 8:40:34 0.032

7/29/15]




Roberto Clemente Park
CAMP Station 1 - Downwind

7/29/15

7/29/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 9

Test Abbreviation: CLEMENTEL 009 |
Start Date: 7/29/15

Start Time:

[og Interval (mm:ss)

Notes:

Average: 0.035
Minimum: 0.033
Time of Minimum: 9:05:34
Date of Minimum: 7/29/15
""""""""""""""""""""""" Maximum: | 0.04
Time of Maximum: | 9:00:34
Date of Maximum: | 7/29/15
Calibraton Sensor: AEROSOL
] Cal. date 4/14/15

7/29/15

7/29/15

7/29/15

7/29/15

7/29/15

7/29/15

9:09:34

DustTrak DRX

8533
Serial Number: ~ 8533120308]
Test ID: 10
Test Abbreviation: CLEMENTE1_010
Start Date: 7/29/15

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:

Time of Minimum:

9:14:34

Date of Minimum:

7/ 29} 15

Maximum:

Time of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/dd/yyyy hh:mm:ss mg/m”3
7/29/15 9:11:34 0.033

7/29/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/29/15

7/29/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test;: i .
Test Abbreviation: CLEMENTE1_011

Start Date: 7/29/15

Log Interval (mmfss). 1:00
Number of points: 15
Notes: i
Statisties Channel:
Units:
Average:
Minimum:

Time of Minimu

Date of Minimu 7/29/15
Maximum: 0.033
Time of Maximum: | 9:27:34]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/29/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/29/15

7/29/15

7/29/15

7/29/15

Model Number:

Serial Number:

8533120308

Test ID:

12

Test Abbreviatio

CLEMENTE1_012

Start Time: 9:42:34
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of points:

Minimum:

Time of Minimum:

9:46:34]

Date of Minimum:

Date of Maximum:

7/29/15

Calibration

Sensor:

AEROSOL

Date

MM/dd/yyyy

7/29/15

7/29/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/29/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 13

Duration (dd:hh:mm:ss):

CLEMENTE1_013

Log Interval (mm:ss):

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 7/29/15
Maximum: 0.032
Time of Maximum: | 10:04:34
""""""""""""""""""""""" Date of Maximum: | 7/29/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/29/15

7/29/15

7/29/15

7/29/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 14
Test Abbreviation: CLEMENTEL 014 |
StartDate: i 7/29/150
Start Time: 10:15:09

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ 0033
Minimum: 0.031
Time of Minimum: | 10:17:09|

Date of Minimum:

Time of Maximum:

10:26:09

Date of Maximum:

7/ 29) 15

Calibration

Date

MM/dd/yyyy

7/29/15

7/29/15

7/29/15

7/29/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/29/15

7/29/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 15
Test Abbreviation: CLEMENTE1_015

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss)

""""""""""""""""""""""" Minimum: 0.029
Time of Minimum: | 10:42:09|
Date of Minimum: 7/29/15
Maximum: 0.039
Time of Maximum: | 10:45:09
""""""""""""""""""""""" Date of Maximum: | 7/29/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/29/15

7/29/15

7/29/15

7/29/15 10:44:09
7/29/15 10:45:09
7/29/15 10:46:09

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, e
CLEMENTE1 016 |

Start Date: 7/29/15

Start Time: 10:47:09

Duration (dd:hh:mm:s: 0:00:15:00

L

Number of poin’

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

10:59:09

Date of Maximum:

Cal. date 4/14/15
Date Time PM10
7/29/15 1 9 0.03
7/29/15 10:49:09 0.03
7/29/15

7/29/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/29/15

7/29/15

7/29/15

11:02:09

Model Number: 8533

Serial Number: 8533120308

Test ID: 17
CLEMENTE1_017

Start Date: 7/29/15 777777777777

Start Time: 11:03:09

Duration (dd:hh:mm

L

A\)érage: 0.031
Minimum: 0.027
Time of Minimum: | 11:09:09

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: | 7/29/15
Calibration sensor: . AEROSOL

Cal. date 4/14/15
Date Time PM10

7/29/15

7/29/15

7/29/15

Test Abbreviation:

CLEMENTE1_018

Start Date:

7/29/15

Start Time: 11:
DI
[og Interval (mm:ss): :
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/29/15
Maximum: 0.041
Time of Maximum: | 11:34:09
"""""""""""""""""""" Date of Maximum: | 7/29/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
D.
MM/dd/yyyy hh:mm:ss mg/m”3
7/29/15 11:20:09 0.026
7/29/15 0.025

7/29/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/29/15

11:33:09

7/29/15

9

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 19

Test Abbreviation: CLEMENTEL 019 |
Start Date: 7/29/15

Start Time:

[og Interval (mm:ss)

11:35:09

Notes:

Average: 0.042
Minimum: 0.039
Time of Minimum: | 11:40:09|
Date of Minimum: 7/29/15
""""""""""""""""""""""" Maximum: | 0.046
Time of Maximum: | 11:48:09
Date of Maximum: | 7/29/15
Calibraton Sensor: AEROSOL
] Cal. date 4/14/15

7/29/15

11:36:09

7/29/15

11:37:09

7/29/15

7/29/15

7/29/15

7/29/15

Serial Number: 8533120308
Test ID: 20
Test Abbreviation: CLEMENTE1_020

Start Date: 7/29/15

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:

Time of Minimum:

11:55:09

Date of Minimum:

7/ 29) 15

Maximum:

Time of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/dd/yyyy hh:mm:ss mg/m”3
7/29/15 0.042

7/29/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/29/15

12:04:09

7/29/15

9

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testi;: i af
Test Abbreviation: CLEMENTE1_021

Start Date: 7/29/15

Log Interval (mmfss). 1:00
Number of points: 15
Notes: i
Statisties Channel:
Units:
Average:
Minimum:

Time of Minimu

Date of Minimu 7/29/15
Maximum: 0.044
Time of Maximum: | 12:16:09|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/29/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/29/15

7/29/15

7/29/15

7/29/15

Model Number:

Serial Number:

8533120308

Test ID:

22

Test Abbreviatio

CLEMENTE1_022

Start Time: 12:23:09
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of points:

Minimum:

Time of Minimum:

12:37:09

Date of Minimum:

Date of Maximum:

7/29/15

Calibration

Sensor:

AEROSOL

Date

MM/dd/yyyy

7/29/15

7/29/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/29/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 23

Duration (dd:hh:mm:ss):

CLEMENTE1_023

Log Interval (mm:ss):

Statistics Channel:

Units:

Average:

Minimum:
e Time of Minimum:

Date of Minimum: 7/29/15

Maximum: 0.041

Time of Maximum: | 12:40:09
""""""""""""""""""""""" Date of Maximum: | 7/29/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

7/29/15

7/29/15

7/29/15

7/29/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test ID: 24
T

Start Date: 7/29/15

Start Time: 12:55:09

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 50
Notes:

Statistics

A\)érage: 0.04]
Minimum: 0.038
Time of Minimu 12:56:09
""""""""""""""""""" Date of Minimum: | 7/29/15

Time of Maximum:

Date of Maximum:

7/29/15

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/29/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/29/15

7/29/15

7/29/15

7/29/15

13:10:09

Model Number:

DustTrak DRX

Serial Number:

Start Time: 13:11:09

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 5,

Notes: 4

Statistics Channel: PM10
Units: mg/m”3
Average: 0.041

""""""""""""""""""""""" Minimum: | 0.038
Time of Minimum: | 13:26:09

Date of Minimum:

Maximum:

Time of Maximum:

7/29/15

Date of Maximum: | 7/29/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10

7/29/15

7/29/15

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_026

Start Date: 7/29/15

Start Time: 13:27:09

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
‘Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Maximum: 0.043
Time of Maximum: | 13:41:09
Date of Maximum: | 7/29/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
7/29/15
7/29/15

7/29/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/29/15

7/29/15

7/29/15

7/29/15

13:41:09

7/29/15

13:42:09

DustTrak DRX

Model Number:

8533

Serial Number:

Start Date:

8533120308

CLEMENTE1_027

Start Time:

Number of points:

Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: 0039
Minimum: 0.036
Time of Minimum: | 13:57:09]
Date of Minimum: 7/29/15

""""""""""""""""""""""" Maximum: | 0.043
Time of Maximum: | 13:44:09
Date of Maximum: | 7/29/15

/dd/yyy

MM

7/29/15 9 0.042
7/29/15 13:46:09 0.039
7/29/15 0.04

7/29/15

Model:

DustTrak DRX

Model Number:

8533

Test ID: 28
Test Abbreviation: CLEMENTE1_028

Start Date: 7/29/15
Start Time: 13:59:09

Duration (dd:hh:mm:s:

'Log Interval (mm:ss): 1:00

Number of points: 15

Notes: b

Statistics Channel: PM10
Units: mg/m”3
Average: 0.037

Minimum

Date of Minimu

7/29/15

Maximum:

0.038

Time of Maximum:

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

7/29/15]




Roberto Clemente Park
CAMP Station 1 - Downwind

7/29/15

7/29/15

7/29/15

CLEMENTE1_029

7/29/15 14:12:09 0.036
7/29/15 14:13:09 0.037
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, 729/15 | 14:14:09  0.036
Model: DustTrak DRX
Model Number: 8533

Start Date: 7/29/15

Start Time: 14:15:09

Duration (dd:hh:mm

Log Interval (mmfss).

Number of points:

Notes:

Statisties
Average:
Minimum:
Time of Minimu
Date of Minimu 7/29/15
Maximum: 0.038
Time of Maximum: | 14:16:09|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/29/15
Calibration Sensor: AEROSOL.
Cal. date 4/14/15

7/29/15 9

7/29/15 14:17:09

7/29/15

7/29/15

Model: DustTrak DRX

Serial Number: 8533120308

Test ID: 30

Test Abbreviation: CLEMENTE1_030

Start Time:

Duration (dd:hh:mm:ss): 0:00:05:00

Log Interval (mm:ss): 1:00

Time of Minimum:

Statistics Channel: PM10
S — Units: mg/m*3
Average: 0.032

Date of Minimum:

7/29/15

Maximum:

0.033

Date of Maximum: | 7/29/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/29/15]







Roberto Clemente Park

CAMP Station 1 -

Downwind

7/29/15
7/29/15]

TrakPro Version 4.61 ASCII Data File

Model:

DustTrak DRX

Serial Number: 8533120308
Test ID: 1
Test Abbreviation: CLEMENTE1_001

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss)

""""""""""""""""""""""" Minimum: 0.018
Time of Minimum: 6:56:59,
Date of Minimum: 7/30/15
Maximum: 0.02
Time of Maximum: |  6:44:59
""""""""""""""""""""""" Date of Maximum: | 7/30/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/30/15

Number of poin’

7/30/15
7/30/15
7/30/15
"""""""""""""""""" 7/30/15
7/30/15
7/30/15
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, 7/30/15
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,, R
CLEMENTEL 002 |
Start Date: 7/30/15
Start Time: 6:58:59
Duration (dd:hh:mm:s 0:00:15:00
L

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

7:04:59]

Date of Maximum:

Cal. date

4/14/15

7/30/15

Time

PM10

7/30/15

7/30/15

7/30/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/30/15

7/30/15

Model Number: 8533

Serial Number: 8533120308

Test ID: 3
CLEMENTE1_003

Start Date: 7/30/15 777777777777

Start Time: 7:14:59

Duration (dd:hh:mm

L

A\)érage: 0.016
Minimum: 0.015
Time of Minimum: 7:26:59]

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: | 7/30/15
Calibration sensor: . AEROSOL

Cal. date 4/14/15
Date Time PM10

7/30/15

7/30/15

7/30/15

Test Abbreviation:

CLEMENTE1_004

Start Date:

7/30/15

Start Time:
DI
[og Interval (mm:ss): :
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum
Date of Minimum:

7/30/15

Maximum:

0.017

Calibration

Time of Maximum:

Date of Maximum

Sensor:

AEROSOL

Cal. date

4/14/15

5

MM/dd/yyyy hh:mm:ss mg/m”3
7/30/15 7:37:16 0.017
7/30/15 7:38:16 0.015

7/30/15]




Roberto Clemente Park
CAMP Station 1 - Downwind

7/30/15

7/30/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 5

Test Abbreviation: CLEMENTEL_ 005 |
Start Date: 7/30/15

Start Time:

[og Interval (mm:ss)

7:52:16

Notes:

Average: 0.015
Minimum: 0.013
Time of Minimum: 7:56:16
Date of Minimum: 7/30/15
""""""""""""""""""""""" Maximum: | 0031
Time of Maximum: | 7:58:16
Date of Maximum: | 7/30/15
Calibraton Sensor: AEROSOL
] Cal. date 4/14/15

7/30/15

7/30/15

7/30/15

7/30/15

7/30/15

7/30/15

8:07:16

DustTrak DRX

8533
Serial Number: ~ 8533120308]
Test ID: 6
Test Abbreviation: CLEMENTE1_006
Start Date: 7/30/15

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:

Time of Minimum:

8:14:16

Date of Minimum:

7/ 30} 15

Maximum:

Time of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/dd/yyyy hh:mm:ss mg/m”3
7/30/15 0.013

7/30/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/30/15

7/30/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testo: i 7
Test Abbreviation: CLEMENTE1_007

Start Date: 7/30/15

Log Interval (mmfss). 1:00
Number of points: 15
Notes: i
Statisties Channel:
Units:
Average:
Minimum:

Time of Minimu

Date of Minimu 7/30/15
Maximum: 0.021
Time of Maximum: | 8:27:16|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/30/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/30/15

7/30/15

7/30/15

7/30/15

Model Number:

Serial Number:

8533120308

Test ID:

8

Test Abbreviatio

Start Time:

CLEMENTE1_008

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Minimum:

Time of Minimum:

8:45:16

Date of Minimum:

Date of Maximum:

7/30/15

Calibration

Sensor:

AEROSOL

Date

MM/dd/yyyy

7/30/15

7/30/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/30/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 9

Duration (dd:hh:mm:ss):

CLEMENTE1_009

Log Interval (mm:ss):

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 7/30/15
Maximum: 0.022
Time of Maximum: |  9:00:16
""""""""""""""""""""""" Date of Maximum: | 7/30/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/30/15

7/30/15

7/30/15

7/30/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

10

Start Date: 7/30/15

Start Time: 9:12:16

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 50
Notes:

Statistics

A\)érage: 0.013
Minimum: 0.012
Time of Minimu 9:13:16
""""""""""""""""""" Date of Minimum: | 7/30/15

Time of Maximum:

Date of Maximum:

7/30/15

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/30/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/30/15

7/30/15

7/30/15

7/30/15

9:27:16

Model Number:

DustTrak DRX

Serial Number:

Start Time: 9:28:16

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 5,

Notes: 4

Statistics Channel: PM10
Units: mg/m”3
Average: 0.015

""""""""""""""""""""""" Minimum: | 0012
Time of Minimum: 9:29:16

Date of Minimum:

Maximum:

Time of Maximum:

7/30/15

Date of Maximum: | 7/30/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10

7/30/15

7/30/15

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_012

Start Date: 7/30/15

Start Time: 9:44:16

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
‘Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Maximum: 0.027
Time of Maximum: | 9:59:16
Date of Maximum: | 7/30/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
7/30/15
7/30/15

7/30/15]




Roberto Clemente Park

CAMP Station 1

- Downwind

7/30/15

7/30/15

Start Date:

7/30/15 X
7/30/15 0.016
7/30/15 0.027
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308

CLEMENTE1_013

Start Time:

Number of points: 3

Notes:

Statistics Channel: PM10
Units: mg/m~3

iAverage: 1 0.013

Minimum: 0.012

Time of Minimum: | 10:02:16|

Date of Minimum: 7/30/15
""""""""""""""""""""""" Maximum: | 0015
Time of Maximum: | 10:01:16

Date of Maximum: | 7/30/15

7/30/15 6 0.012
7/30/15 10:03:16 0.013
Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 14
CLEMENTE1_014
""""""" 7/30/15{
Start Time: |~ 11:4829]
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes: 4
Statistics Channel: PM10
Uni mg/m”3
Minimum
Time of Minimum: | 12:02:29
Date of Minimum: 7/30/15

Maximum:

Time of Maximum:

Date of Maximum: | 7/30/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date
MM/dd/yyyy

7/30/15

7/30/15

7/30/15

7/30/15

7/30/15

7/30/15

7/30/15




Roberto Clemente Park
CAMP Station 1 - Downwind

Serial Number: 8533120308
Test ID: 15
Test Abbreviation: CLEMENTE1_015
Start Date: 7/30/15
st

Duration (dd:hh:mm:s: 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 15
Notes

Statistics

Time of Minimum: | 12:06:29
Date of Minimum: 7/30/15
Maximum: - 0.022

Time of Maximum

Date of Maximum: | 7/30/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/30/15
7/30/15 12:18:29 0.016
7/30/15 12:19:29 0.011
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 16
Test Abbreviation: CLEMENTEL 016 |

Start Date:
Start Time:

Number of points:
Notes:

Statistics Channel: PM10
Average: 0.013
Minimum: 0.011

Time of Minimum: | 12:21:29]

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Minimum: | 7/30/15

Maximum: 0.018
Time of Maximum: | 12:22:29

Date of Maximum: | 7/30/15

MM/dd/yyyy

7/30/15 9 0.018

7/30/15 12:23:29 0.013

7/30/15

7/30/15

7/30/15

7/30/15

7/30/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

Model Number: 8533
Serial Number: 8533120308
Test ID: 17

Test Abbreviatio

CLEMENTE1_017

Start Time: 12:36:29
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Minimum:

Time of Minimum:

Date of Minimum:

Time of Maximum:

Date of Maximum:

Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/30/15 .

7/30/15 12:49:29 0.018
7/30/15 12:50:29 0.015
7/30/15 12:51:29 0.011

Duration (dd:hh:mm

Log Interval (mm:ss):

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,,  E—
CLEMENTEL 018 |

Start Date: 7/30/15

Start Time: 12:52:29

Number of points:

Notes:

Uni mg/m”3
Average: 0.015
Minimum: 0.011

Time of Minimu

Date of Minimu 7/30/15
Maximum: 0.022
Time of Maximum: | 13:04:29|
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/30/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/30/15

9

7/30/15

12:54:29

7/30/15

7/30/15

7/30/15

7/30/15

7/30/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

19

Start Date: 7/30/15

Start Time: 13:08:29

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, e

Uni
Averag

e

Minimum:

Time of Minimu

Maximum:

7/30/15

Time of Maximum: | 13:17:29]

Date of Maximum: | 7/30/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

7/30/15

7/30/15

7/30/15

7/30/15

7/30/15

7/30/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 7/30/15
Maximum: 0.025
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 13:33:29
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/30/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
D
MM/dd/yyyy hh:mm:ss mg/m”3
7/30/15 13:25:29 0.019

7/30/15

7/30/15

7/30/15

7/30/15

7/30/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/30/15

7/30/15;

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_021

Start Date: 7/30/15

Start Time: 13:40:29

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Statistics

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/30/15
Maximum: 0.034
Time of Maximum: | 13:46:29
Date of Maximum: | 7/30/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 7/30/15 0.013
7/30/15 0.014

7/30/15

7/30/15

7/30/15

7/30/15

13:55:29

Model: DustTrak DRX
Model Number: i 8533
Serial Number: | 8533120308]
Test ID: 22
CLEMENTE1_022
""""""" 7/30/15{
Start Time: 7 135629
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.015

""""""""""""""""""""""" Minimum: | 0.011
Time of Minimum: | 13:57:29

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum:

7/30/15

Date

Sensor:

AEROSOL

MM/dd/yyyy

7/30/15

7/30/15

7/30/15

7/30/15

7/30/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/30/15

7/30/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 23
Test Abbreviation: CLEMENTE1_023

Start Date: 7/30/15
Start Time: 14:12:29

Log Interval (mm:ss):

Number of poin

N

Statistics Channel:
Units:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Average:
Minimum

Time of Minimum:

14:20:29

Date of Minimum: 7/30/15
Maximum: 0.017
Time of Maximum: | 14:27:29)
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/30/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/30/15

7/30/15

7/30/15

7/30/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 24
Test Abbreviation: CLEMENTEL 024 |
StartDate: i 7/30/150
Start Time: 14:28:29

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ 0014
Minimum: 0.011
Time of Minimum: | 14:31:29|

Date of Minimum:

Time of Maximum:

14:36:29

Date of Maximum:

7/ 30} 15

Calibration

Date

MM/dd/yyyy

7/30/15

7/30/15

7/30/15

7/30/15]







Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/30/15

7/30/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 25
Test Abbreviation: CLEMENTE1_025

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss)

""""""""""""""""""""""" Minimum: 0.014
Time of Minimum: | 14:46:29)
Date of Minimum: 7/30/15
Maximum: 0.021
Time of Maximum: | 14:45:29
""""""""""""""""""""""" Date of Maximum: | 7/30/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 1

Test Abbreviation: CLEMENTEL 001 |
Start Date: 7/31/15

Start Time: 6:55:11

Duration (dd:hh:m

Log Interval (mm:ss)

0:00:15:00

Notes:

Average:

Minimum:

Time of Minimum:

Maximum: 0.025
Time of Maximum: | 7:01:11
Date of Maximum: | 7/31/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
7/31/15
7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

Serial Number: !

8533120308




Roberto Clemente Park
CAMP Station 1 - Downwind

Test ID: | 2]

Test Abbreviation: ICLEMENTE1 002 |
StartDate: 7/31/15]
Start Time: 7:11:11

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss):

N

Notes:

Statistics Channel:
Units:

Average:

Minimum:

Time of Minimum:

Time of Maximum:

71411

Date of Maximum: | 7/31/15
AEROSOL
Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/31/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testo: i 3

Test Abbreviation: CLEMENTE1_003

Start Date: 7/31/15

SstartTime: 72711

LogInterval (mm:ss): | 0]

Number of points: 15

Notes: L L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.025

Minimum

Date of Minimu 7/31/15
Maximum: 0.037
Time of Maximum: | 7:35:11
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/31/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

Model Number:




Roberto Clemente Park
CAMP Station 1 - Downwind

Number of poin’

Serial Number: | 8533120308
frmmmemeee i —
CLEMENTEL 004 |

Start Date: 7/31/15

Start Time: 7:43:11

Duration (dd:hh:mm:s 0:00:15:00

L

Notes:

Statistics

Average:

Minimum

Maximum: 0.028
Time of Maximum: | 7:44:11
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/31/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date Time PM10
MM/ddfyyyy
7/31/15 X
7/31/15 7:45:11 0.022
7/31/15 7:46:11 0.02
7/31/15 7:49:11 0.023
7/31/15 7:50:11 0.025

7:54:11

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 5

Test Abbreviation: CLEMENTE1_005

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Statistics

Channel:

Units:

Average:

Time of Minimum:

Date of Minimum:

Maximum:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | _8:04:11
Date of Maximum: | 7/31/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

iDustTrak DRX |




Roberto Clem
CAMP Station 1

ente Park

- Downwind

Test Abbreviation:

CLEMENTE1_006

Start Date:

7/31/15

Start Time:

[og Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Time of Minimum

Date of Minimum: 7/31/15
Maximum: 0.029
Time of Maximum: | 8:20:11
o bsteotMadmum: | 7115
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddjyyyy mg/mh3
7/31/15 0.026
7/31/15 0.021

7/31/15

7/31/15

8:30:11

Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 7
CLEMENTE1_007
""""""" 7/31/15{
Start Time: R
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes: 4
Statistics Channel:

Uni

Minimum

Time of Minimum:

8:38:11

Date of Minimum:

7/31/15

Maximum:

Time of Maximum:

Date of Maximum: | 7/31/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date
MM/dd/yyyy

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15




Roberto Clemente Park

CAMP Station 1

- Downwind

Serial Number: 8533120308
Test ID: 8
Test Abbreviation: CLEMENTE1_008

Start Date: 7/31/15

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15

Statistics

Time of Minimum:

8:54:11

Date of Minimum:

7/31}15

Maximum:

Time of Maximum

0021

Date of Maximum: | 7/31/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/31/15 0.016
7/31/15 0.018
7/31/15 0.021
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 9
Test Abbreviation: CLEMENTEL 009 |
StartDate: I gpias)
Start Time:
Number of points: | 15
Notes:
Statistics Channel PM10
Average: 0.018
Minimum: 0.015
Time of Minimum: 9:12:11
Date of Minimum: 7/31/15
""""""""""""""""""""""" Maximum: | 0.025
Time of Maximum: | 9:14:11
Date of Maximum: | 7/31/15

MM/dd/yyyy

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

Model Number: 8533
Serial Number: 8533120308
Test ID: 10

Test Abbreviatio

Start Time:

CLEMENTE1_010

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Statistics

Minimum:

Time of Minimum:

9:24:11

Date of Minimum:

Time of Maximum: | 9:29:11

Date of Maximum: | 7/31/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/31/15 .

7/31/15 0.015
7/31/15 0.017
7/31/15 0.016

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, ) E—
CLEMENTEL 011 |

Start Date: 7/31/15

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Uni mg/m”3
Average: 0.017
Minimum: 0.014

Time of Minimu

Date of Minimu 7/31/15
Maximum: 0.024
Time of Maximum: | 9:49:11
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/31/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, 7/3Y15] 91501 0017
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308

Test ID:

12

Start Date: 7/31/15

Start Time: 9:51:11

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, e

Uni
Average:

Minimum:

Time of Minimu

Maximum:

7/31/15

Time of Maximum: | 10:01:11]

Date of Maximum: | 7/31/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum: 7/31/15
Maximum: 0.028
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 10:08:11
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/31/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
D
MM/dd/yyyy hh:mm:ss mg/m”3
7/31/15 10:08:11 0.028

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/31/15;

7/31/15;

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_014

Start Date: 7/31/15

Start Time: 10:23:11

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 roo|
Number of points: 15

Notes:

Statistics

Average:

Minimum:

Time of Minimum

Date of Minimum: 7/31/15
Maximum: 0.017
Time of Maximum: | 10:26:11
Date of Maximum: | 7/31/15
Calibraton Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
] 7/31/15 0.011
7/31/15 0.015

7/31/15

7/31/15

7/31/15

7/31/15

10:38:11

Model: DustTrak DRX
Model Number: i 8533
Serial Number: | 8533120308]
Test ID: 15
CLEMENTE1_015
""""""" 7/31/15{
Start Time: 7 10:39:11,
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Number of poin

N

Statistics Channel: PM10
Units: mg/m”3
Average: 0.014

""""""""""""""""""""""" Minimum: | 0.011
Time of Minimum: | 10:44:11

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum:

7/31/15

Date

Sensor:

AEROSOL

MM/dd/yyyy

7/31/15

7/31/15

7/31/15

7/31/15

7/31/15]




Roberto Clem

CAMP Station 1 -

ente Park
Downwind

7/31/15;

7/31/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 16
Test Abbreviation: CLEMENTE1_016

Start Date: 7/31/15
Start Time: 10:55:11

Log Interval (mm:ss):

Number of poin

N

Statistics Channel:
Units:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Average:
Minimum

Time of Minimum:

11:09:11

Date of Minimum: 7/31/15
Maximum: 0.024
Time of Maximum: | 10:58:11]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/31/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/31/15

7/31/15

7/31/15

7/31/15

11:10:11

Model Number: 8533
Serial Number: 8533120308
Test ID: 17
Test Abbreviation: CLEMENTEL 017 |
StartDate: i 731150
Start Time: 11:11:11

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

N

Notes:

Statistics Channel: PM10
Units: mg/m~3

""""""""""""""""""""""" Average: ~ 0014
Minimum: 0.01
Time of Minimum: | 11:16:11]

Date of Minimum:

Time of Maximum:

11:14:11

Date of Maximum:

7/31}15

Calibration

Date

MM/dd/yyyy

7/31/15

7/31/15

7/31/15

7/31/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/31/15

7/31/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 18
Test Abbreviation: CLEMENTE1_018

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss)

""""""""""""""""""""""" Minimum: 0.011
Time of Minimum: | 11:41:11]
Date of Minimum: 7/31/15
Maximum: 0.023
Time of Maximum: | 11:38:11
""""""""""""""""""""""" Date of Maximum: | 7/31/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date 1 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

7/31/15

7/31/15

7/31/15

7/31/15 11:40:11
7/31/15 11:41:11
7/31/15 11:42:11

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, e R
CLEMENTEL 019 |

Start Date: 7/31/15

Start Time: 11:43:11

Duration (dd:hh:mm:s: 0:00:15:00

L

Number of poin’

Notes:

Statistics

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

11:52:11

Date of Maximum:

Cal. date 4/14/15
Date Time PM10
7/31/15 1 1 0.012
7/31/15 11:45:11 0.014
7/31/15

7/31/15]




Roberto Clem
CAMP Station 1

ente Park
- Downwind

7/31/15

7/31/15

7/31/15

11:58:11

Model Number: 8533

Serial Number: 8533120308

Test ID: 20
CLEMENTE1_020

Start Date: 7/31/15 777777777777

Start Time: 11:59:11

Duration (dd:hh:mm

L

A\)érage: 0.012
Minimum: 0.009
Time of Minimum: | 12:09:11

Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum: | 7/31/15
Calibration sensor: . AEROSOL

Cal. date 4/14/15
Date Time PM10

7/31/15

7/31/15

7/31/15

Test Abbreviation:

CLEMENTE1_021

Start Date:

7/31/15

Start Time:
DI
[og Interval (mm:ss): :
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum

Calibration

Date of Minimum: 7/31/15
Maximum: 0.048
Time of Maximum: | 12:26:11
"""""""""""""""""""" Date of Maximum: | 7/31/15

Sensor:

AEROSOL

Cal. date

4/14/15

5

MM/dd/yyyy hh:mm:ss mg/m”3
7/31/15 12:16:11 0.008
7/31/15 12:17:11 0.008

7/31/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/31/15;

7/31/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 22

Test Abbreviation: CLEMENTEL 022 |
Start Date: 7/31/15

Start Time:

[og Interval (mm:ss)

12:31:11

Notes:

Average: 0.01]
Minimum: 0.009
Time of Minimum: | 12:33:11]
Date of Minimum: 7/31/15
""""""""""""""""""""""" Maximum: | 0012
Time of Maximum: | 12:45:11
Date of Maximum: | 7/31/15
Calibraton Sensor: AEROSOL
] Cal. date 4/14/15

7/31/15

12:32:11

7/31/15

12:33:11

7/31/15

7/31/15

7/31/15

7/31/15

Serial Number: 8533120308
Test ID: 23
Test Abbreviation: CLEMENTE1_023

Start Date: 7/31/15

Time of Minimum:

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:
Units:
Average:

12:58:11

Date of Minimum:

7/31}15

Maximum:

Time of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/dd/yyyy hh:mm:ss mg/m”3
7/31/15 0.011

7/31/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/31/15;

7/31/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testi;: i 24
Test Abbreviation: CLEMENTE1_024

Start Date: 7/31/15

Log Interval (mmfss). 1:00
Number of points: 15
Notes: i
Statisties Channel:
Units:
Average:
Minimum:
Time of Minimu
Date of Minimu 7/31/15
Maximum: 0.017
Time of Maximum: | 13:17:11]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | 7/31/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

7/31/15

7/31/15

7/31/15

7/31/15

Model Number:

Serial Number:

8533120308

Test ID:

25

Test Abbreviatio

CLEMENTE1_025

Start Time: 13:19:11
Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 15

Minimum:

Time of Minimum:

Date of Minimum:

Date of Maximum:

7/31/15

Calibration

Sensor:

AEROSOL

Date

MM/dd/yyyy

7/31/15

7/31/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/31/15;

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 26

Duration (dd:hh:mm:ss):

CLEMENTE1_026

Log Interval (mm:ss):

Statistics Channel:

Units:

Average:

Minimum:
e Time of Minimum:

Date of Minimum: 7/31/15

Maximum: 0.023

Time of Maximum: | 13:49:11
""""""""""""""""""""""" Date of Maximum: | 7/31/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

7/31/15

7/31/15

7/31/15

7/31/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test ID: 27
T

Start Date: 7/31/15

Start Time: 13:51:11

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 50
Notes:

Statistics

A\)érage: 0.015
Minimum: 0.011
Time of Minimu 14:05:11
""""""""""""""""""" Date of Minimum: | 7/31/15

Time of Maximum:

Date of Maximum:

7/31/15

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

7/31/15]




Roberto Clemente Park

CAMP Station 1 -

Downwind

7/31/15;

7/31/15

7/31/15

7/31/15

14:06:11

Model Number:

DustTrak DRX

Serial Number:

Start Time: 14:07:11

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 5,

Notes: 4

Statistics Channel: PM10
Units: mg/m”3
Average: 0.011

""""""""""""""""""""""" Minimum: | 0.009
Time of Minimum: | 14:10:11

Date of Minimum:

Maximum:

Time of Maximum:

7/31/15

Date of Maximum: | 7/31/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10

7/31/15

7/31/15

Model:

DustTrak DRX

Model Number:

8533

Serial Number:

8533120308

Test Abbreviatio CLEMENTE1_029

Start Date: 7/31/15

Start Time: 14:23:11

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
‘Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Maximum: 0.012
Time of Maximum: | 14:30:11
Date of Maximum: | 7/31/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
7/31/15
7/31/15

7/31/15]




Roberto Clemente Park
CAMP Station 1 - Downwind

7/31/15;

7/31/15

7/31/15

7/31/15 14:37:11

7/31/15 14:38:11

DustTrak DRX

Model Number:

8533

Serial Number:

Start Date:

8533120308

CLEMENTE1_030

Start Time:

Number of points:

Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: ~ o1
Minimum: 0.009
Time of Minimum: | 14:45:11]
Date of Minimum: 7/31/15

""""""""""""""""""""""" Maximum: | 0011
Time of Maximum: | 14:44:11
Date of Maximum: | 7/31/15

MM/dd/yyy

7/31/15 0.01
7/31/15 14:42:11 0.01
7/31/15

7/31/15

"""""""""""""""""" 7/31/15 X

7/31/15 14:46:11  0.009
7/31/15 14:47:11 0011
7/31/15 14:48:11  0.009

Serial Number:

8533120308

Test ID:

Test Abbreviation:

CLEMENTE1_001

Start Date:

8/3/15

Duration (dd:hh:mm:s: 0:00:15:00
Log Interval (mm:ss):
Number of points:
Notes: i
Statistics Channel:
Units:
Average:

Time of Minimum:

6:54:41

Date of Minimum:

8/3/15

Maximum:

Time of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/dd/yyyy hh:mm:ss mg/m”3
8/3/15 6:54:41 0.021

8/3/15







Roberto Clemente Park

CAMP Station 1

- Downwind

8/3/15

8/3/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testo: i 20
Test Abbreviation: CLEMENTE1_002

Start Date: 8/3/15

Log Interval (mmfss). 1:00
Number of points: 15
Notes: i
Statisties Channel:
Units:
Average:
Minimum:

Time of Minimu
Date of Minimu

Maximum:

Time of Maximum: | 7:11:41
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _8/3/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15

8/3/15

8/3/15

8/3/15

8/3/15

Model Number:

Serial Number:

8533120308

Test ID:

3

Test Abbreviatio

CLEMENTE1_003

Start Time: 7:25:41
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

""""""""""""""""""""""" Minimum: 0.019
Time of Minimum: 7:32:41
Date of Minimum: 8/3/15

Date of Maximum:

8/3/15

Calibration

Sensor:

AEROSOL

Date

MM/dd/yyyy

8/3/15

8/3/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

8/3/15]

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 4

Duration (dd:hh:mm:ss):

CLEMENTE1_004

Log Interval (mm:ss):

Channel:

Units:

Average:

Minimum:

Time of Minimum:

Date of Minimum:

Maximum:

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 7:53:41
Date of Maximum: 8/3/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

8/3/15

8/3/15

8/3/15

8/3/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test ID:

5

Start Date: 8/3/15

Start Time: 7:57:41

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
Number of points: 1 50
Notes:

Statistics

A\)érage: 0.019
Minimum: 0.018
Time of Minimu 7:58:41
""""""""""""""""""" Date of Minimu 8/3/15

Time of Maximum:

Date of Maximum:

8/3/15

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

8/3/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

8/3/15]

8/3/15

8/3/15

8/3/15

8:12:41

Model Number:

DustTrak DRX

Serial Number:

Start Time: 8:13:41

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 5,

Notes: 4

Statistics Channel: PM10
Units: mg/m”3
Average: 0.018

""""""""""""""""""""""" Minimum: | 0017
Time of Minimum: 8:20:41

Date of Minimum:

8/3/15

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Maximum:

Time of Maximum:

Date of Maximum: 8/3/15
Caliration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ #/14/15
Date Time PM10

8/3/15

8/3/15

Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Test Abbreviatio CLEMENTE1_007

Start Date: 8/3/15

Start Time: 8:29:41

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 ool
‘Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

Maximum: 0.019
Time of Maximum: | 8:43:41
Date of Maximum: 8/3/15

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date
MM/ddfyyyy
8/3/15
8/3/15

8/3/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

8/3/15]

8/3/15

8/3/15 X
8/3/15 0.019
8/3/15 0.019

DustTrak DRX

Model Number:

8533

Serial Number:

Start Date:

8533120308

CLEMENTE1_008

Start Time:

Number of points:

Notes:

Statistics Channel: PM10

i Units: mg/m~3

""""""""""""""""""""""" Average: ~ o018
Minimum: 0.016
Time of Minimum: 8:59:41
Date of Minimum: 8/3/15

""""""""""""""""""""""" Maximum: | 0.019
Time of Maximum: | 8:47:41
Date of Maximum: 8/3/15

/dd/yyyy

MM

8/3/15

8/3/15

8/3/15

8/3/15

Model:

DustTrak DRX

Model Number:

8533

Duration (dd:hh:mm:s:

Test ID: 9
Test Abbreviation: CLEMENTE1_009

Start Date: 8/3/15
Start Time: 9:01:41

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: b

Statistics Channel: PM10
Units: mg/m”3
Average: 0.018

Minimum

Date of Minimu

8/3/15

Maximum:

0.02

Time of Maximum:

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

8/3/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

8/3/15]

8/3/15

8/3/15 .

8/3/15 0.018
8/3/15 0.018
8/3/15 0.017

Model:

DustTrak DRX

Model Number:

8533

CLEMENTE1_010

Start Date:

8/3/15

Start Time:
Duration (dd:hh:mm

Log Interval (mm:ss):

Number of points:

Notes:

Statistics

Average:

Minimum:

Time of Minimu
Date of Minimu

Maximum:

Time of Maximum: | 9:28:41
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _8/3/15
Calibration Sensor: AEROSOL.

Cal. date 4/14/15

8/3/15

8/3/15

8/3/15

8/3/15

Model DustTrak DRX

¥

Serial Number: 8533120308
Test ID: 11
Test Abbreviation: CLEMENTE1_011

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Units:

Average

Time of Minimum:

Date of Minimum: 8/3/15
Maximum: 0.017
Date of Maximum: 8/3/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

8/3/15




Roberto Clem
CAMP Station 1

ente Park

- Downwind

8/3/15

8/3/15

8/3/15

8/3/15

8/3/15

8/3/15

DustTrak DRX

8533120308

Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: 15
Notes:
Statistics Channel:
Units:
Average:
Minimum:

Time of Minimum:

Date of Minimum: 8/3/15
Maximum: 0.015
Time of Maximum: | 9:50:41
""""""""""""""""""""""""" Date of Maximum: | 8/3/15

MM/dd/yyyy hh:mm:ss mg/m”3
8/3/15 9:50:41 0.015
8/3/15 9:51:41 0.015

8/3/15

10:04:41

Model Number: 8533

Serial Number: 8533120308

Test ID: 13

CLEMENTE1_013

Start Date: T epEisl
Start Time: 10:05:41

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

Time of Minimum:
Date of Minimum:

Time of Maximum:

Date of Maximum: 8/3/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date PM10




Roberto Clemente Park
CAMP Station 1 - Downwind

8/3/15]

8/3/15

8/3/15

8/3/15

8/3/15

8/3/15

Serial Number: 8533120308

Test ID: 14
CLEMENTE1_014
O epnsg

Start Time: 102141

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00

Number of points: 15

Notes:

Statistics Channel: PM10
Units: mg/m”3
Average: 0.016

""""""""""""""""""""""" Minimum: | 0.014
Time of Minimum: | 10:35:41

Date of Minimum:

Maximum:

Time of Maximum

Date of Maximum: 8/3/15
Calibration _{Sensar: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
8/3/15 10:22:41 0.016

8/3/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 15

Test Abbreviation: CLEMENTEL 015 |
Start Date: 8/3/15

Start Time: 10:37:41

Duration (dd:hh:m
Log Interval (mm:ss)
Number of points:

0:00:15:00

Notes:

Statistics

Average:

Minimum:

Time of Minimum:

Maximum: 0.017
Time of Maximum: | 10:46:41
Date of Maximum: 8/3/15

8/3/15! 10:38:41

[ o015




Roberto Clemente Park

CAMP Station 1

- Downwind

8/3/15

8/3/15

8/3/15

8/3/15

8/3/15

8/3/15

Model Number:

Serial Number:

Test ID:

Start Date:

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Channel:

Uni

""""""""""""""""""""""" Average: 0016
Minimum: 0.014
Time of Minimum: | 11:01:41]
Date of Minimum: 8/3/15

Time of Maximum:

Date of Maximum:

bration

Cali

Date
MM/dd/yyyy
8/3/15
""""""""""""""""""" 8/3/15
8/3/15
8/3/15
8/3/15
""""""""""""""""""" 8/3/15
""""""""""""""""""" 8/3/15
8/3/15
8/3/15
""""""""""""""""""" 8/3/15
""""""""""""""""""" 8/3/15
8/3/15
8/3/15
8/3/15
Model: DustTrak DRX
Model Number: 8533
Serial Number: 8533120308
Test;: i 7
Test Abbreviation: CLEMENTE1_017
Start Date: 8/3/15
StartTime: 4 11:09:41,
LogInterval (mm:ss): 1 oo
Number of points: 15

Uni mg/m”3
Average: 0.016
Minimum 0.015

Date of Minimu 8/3/15
Maximum: 0.016
Time of Maximum: | 11:15:41]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _8/3/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

MM/dd/yyyy




Roberto Clemente Park

CAMP Station 1 -

Downwind

8/3/15]

8/3/15

8/3/15

8/3/15

8/3/15

8/3/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, T R
CLEMENTE1 018 |

Start Date: 8/3/15

Start Time: 11:25:41

0:00:15:00

Duration (dd:hh:mm:ss):

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum:

Cal. date

4/14/15

Date

Time

PM10

MM/dd/yyyy

8/3/15

8/3/15

8/3/15

Model: DustTrak DRX

Model Number: 8533
SerialNumber: 1" '8533120308]
Test ID: 19

Test Abbreviation: CLEMENTE1_019

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Statistics Channel PM10
Units: mg/m”3
Average: 0.016

Time of Minimum: | 11:42:41]
Date of Minimum: 8/3/15
Maximum: 0.017
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Time of Maximum: | 11:51:41
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _8/3/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date . 4/14/15
pate Time T Pmi0




Roberto Clemente Park
CAMP Station 1 - Downwind

MM/dd/yyyy

8/3/15

8/3/15

8/3/15

8/3/15

Test Abbreviation: CLEMENTE1_020
Start Date: 8/3/15
Start Time: 11:57:41
Duration (dd:hh:m 0:00:15:00
Log Interval (mm:ss): 1 roo|
Number of points: 15
Notes:
Statistics Channel:
] Units:

Average:

Minimum:

Time of Minimum
Date of Minimum:

8/3/15

Maximum:

0.018

~ Date of Maximum

Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date PM10
MM/ddfyy mg/mA3
8/3/15 0.016
8/3/15 0.016

8/3/15

8/3/15

Number of poin
N

8/3/15 12:12:41 0.017
Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 21
CLEMENTE1_021
s
StartTime: 121341
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00

Statistics

Channel:

PM10

Uni

mg/m”3

Minimum 0.016
Time of Minimum: | 12:14:41
Date of Minimum: 8/3/15

Maximum:

Time of Maximum

Date of Maximum: 8/3/15
Calibration sensor: AEROSOL
Cal. date 4/14/15




Roberto Clemente Park

CAMP Station 1 -

Downwind

Date {PM10

MM/dd/yyyy  hhmmss img/mA3

""""""""""""""""""" 8/3/15 121441  0.016
8/3/15 12:15:41 0.016
8/3/15 12:16:41 0.017

8/3/15

8/3/15

8/3/15

8/3/15

8/3/15

Duration (dd:hh:mm:s:

Serial Number: 8533120308
Test ID: 22
Test Abbreviation: CLEMENTE1_022

Start Date: 8/3/15
Start Time: 12:29:41

Log Interval (mm:ss): 1:00
Number of points: 15
Notes: i
Statistics Channel:

Units:

Average:
"""""""""""""""""""""""" Minimum:

Time of Minimum:

12:34:41

Date of Minimum:

8/3/15

Calibration

Sensor:

AEROSOL

Cal. date

4/14/15

8/3/15

8/3/15

Start Date:

8/3/15 12:43:41 0.016
8/3/15 12:44:41 0.015
Model: DustTrakDRX |
Model Number: 8533
Serial Number: 8533120308
Test ID: 23
Test Abbreviation: CLEMENTEL 023 |

Start Time:

Duration (dd:hh:m

Log Interval (mm ss)”

Notes:

0:00:15:00

Statistics Channel PM10
Average: 0.015
Minimum: 0.015
Time of Minimum: | 12:46:41]
Date of Minimum: 8/3/15

Time of Maximum:

Date of Maximum:

iCal. date

| 4/14/15




Roberto Clemente Park
CAMP Station 1 - Downwind

Date PM10

MM/dd/yyyy hhimmss mg/mA3
8/3/15 12:46:41 0.015
8/3/15

8/3/15

8/3/15

8/3/15

8/3/15

8/3/15

Model Number: 8533
Serial Number: 8533120308
Test ID: 24
Test Abbreviation: CLEMENTE1_024

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

Number of points:

Minimum:

Time of Minimum:

Date of Maximum: 8/3/15
Calibration Sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date [ 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3

8/3/15

8/3/15

8/3/15 13:14:41 0.015
8/3/15 13:15:41 0.016
8/3/15 13:16:41 0.015

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308
,,,,,,,,,,,,,,,,,,,,, Sgpm
CLEMENTEL 025 |

Start Date: 8/3/15

Start Time: 13:17:41;

Notes:

Uni

Average:

Minimum:

Time of Minimu

Maximum:

Time of Maximum: | 13:31:41]
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _8/3/15
Calibration Sensor: T [AEROSOL




Roberto Clemente Park

CAMP Station 1 -

Downwind

MM/dd/yyyy

8/3/15

8/3/15

8/3/15

8/3/15

8/3/15

8/3/15

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 26

i CLEMENTE1_026

Start Date: T eEist
Start Time: 13:33:41

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

A\)érage: 0.015
Minimum: 0.014
Time of Minimum: | 13:35:41
""""""""""" _ iDate of Minimum: | 8/3/15

Time of Maximum:

Date of Maximum: 8/3/15
Calibration sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

8/3/15

8/3/15

8/3/15

8/3/15

8/3/15

Test Abbreviation:

Start Date:

Start Time

[og Interval (mm:ss)

Number of points:

Notes:

Statistics

Units:

Average:

Minimum:

Time of Minimum
Date of Minimum:

Maximum:

Time of Maximum:

Date of Maximum




Roberto Clemente Park
CAMP Station 1 - Downwind

Calibration fensor: {AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

8/3/15 0.015

8/3/15

8/3/15

8/3/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 28

Test Abbreviation: CLEMENTEL_ 028 |
Start Date: 8/3/15

Start Time: 14:05:41

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 oo
Number of points: 15

Notes:

Maximum: 0.021

Time of Maximum: | 14:06:41

Date of Maximum: 8/3/15

Calibration Sensor: AEROSOL

Cal. date 4/14/15

8/3/15

8/3/15

8/3/15

8/3/15

8/3/15

8/3/15

8/3/15 14:20:41 0.019

DustTrak DRX

8533
Serial Number: ' 8533120308]
Test ID: 29
Test Abbreviation: CLEMENTE1_029
StartDate: i g/315{
st

Duration (dd:hh:mm 0:00:11:00
Log Interval (mm:ss): 1:00
Number of poin
N
Statistics Channel:
Units:
Average:

Time of Minimum: | 14:28:41

Date of Minimum: 8/3/15

Maximum:

Time of Maximum

iDate of Maximum:

8/3/15







Roberto Clemente Park
CAMP Station 1 - Downwind

Calibration Sensor: AEROSOL
Cal. date 4/14/15
Date PM10
MM/dd/yyyy mg/m*3
8/3/15 1 1 0.02
8/3/15 14:24:41 0.02
8/3/15 0.019

8/3/15

TrakPro Version 4.61 ASCII Data File

Model DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 1

i CLEMENTE1_001

Start Date: U ejaist
Start Time: 7:05:22

Duration (dd:hh:mm:ss): 0:00:15:00

Log Interval (mm:ss): 1:00
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, P

A\)érage: 0.015
Minimum: 0.013
Time of Minimum 7:20:22
""""""""""" _ iDate of Minimum: | 8/4/15

Time of Maximum:

Date of Maximum: 8/4/15
Calibration sensor: AEROSOL

Cal. date 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

8/4/15

8/4/15

8/4/15

8/4/15

8/4/15

Test Abbreviation:

Start Date:

Start Time

[og Interval (mm:ss)

Number of points:

Notes:

Statistics

Channel:

Units:

Average:

Minimum:

Time of Minimum

Date of Minimum: 8/4/15
Maximum: 0.015
Time of Maximum: |  7:27:22

Date of Maximum




Roberto Clemente Park

CAMP Station 1 - Downwind
Calibration Sensor: {AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m~3

8/4/15

8/4/15

0.014

8/4/15

8/4/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 3

Test Abbreviation: CLEMENTEL 003 |
Start Date: 8/4/15

Start Time: 7:37:22

Duration (dd:hh:m 0:00:15:00

Log Interval (mm:ss): 1 oo
Number of points: 15

Notes:

Maximum:

Time of Maximum:

Date of Maximum:

Sensor:

AEROSOL

Cal. date

4/14/15

8/4/15

8/4/15

8/4/15

8/4/15

8/4/15

8/4/15

8/4/15

Start Date

Duration (dd:hh:mm

Serial Number: 8533120308
Test ID: 4
Test Abbreviation: CLEMENTE1_004

0:00:15:00

Log Interval (mm:ss):

Number of poin

N
Statistics Channel:
Units:
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Average:
Minimum

Time of Minimum:

8:00:22

Date of Minimum:

5/4)15

Maximum:

Time of Maximum

iDate of Maximum: |

8/4/15




Roberto Clem
CAMP Station 1

ente Park
- Downwind

8/4/15

4/14/15
Date PM10
MM/dd/yyyy mg/m*3

8/4/15

8/4/15

""""""""""""""""""" 8/4/15]  8:0822] 0.019

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Testo: i si

Test Abbreviation: CLEMENTE1_005

Start Date: 8/4/15

Start Time: 8:09:22

Duration (dd:hh:mm:ss):  [0:00:15:00 |

Log Interval (mm:ss): 1:00

Number of points: 15

Notes: L

Statistics Channel: PM10
Units: mg/m”3
Average: 0.02

""""""""""" CMinimum: | 0.018

Date of Minimu 8/4/15
Maximum: 0.026
Time of Maximum: | 8:17:22
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _8/4/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

8/4/15

8/4/15

8/4/15

8/4/15

8/4/15

Model Number:

Serial Number:

Test ID:

Test Abbreviatio

Start Time:

CLEMENTE1_006

8:25:22

Duration (dd:hh:mm:ss):

0:00:15:00

Log Interval (mm:ss):

Notes:

1:00

Statistics

Channel:

Minimum:

Time of Minimum:

Date of Minimum:




Roberto Clemente Park
CAMP Station 1 - Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Date of Maximum: | _8/4/15

Calibration T Sensori T AEROSOL
Cal. date 4/14/15
Time PM10

8/4/15

8/4/15

8/4/15

Model: DustTrak DRX

Model Number: 8533

Serial Number: 1" '8533120308]
Test ID: 7

Test Abbreviation: CLEMENTE1_007

Start Time:

Duration (dd:hh:mm:ss):

Log Interval (mm:ss):

- Average

Time of Minimum:

Date of Minimum: 8/4/15
Maximum: 0.021
Time of Maximum: | 8:52:22
""""""""""""""""""""""" Date of Maximum: | 8/4/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

8/4/15

8/4/15

8/4/15

8/4/15

8/4/15

Model DustTrak DRX
Model Number: 8533
Serial Number: 8533120308

Number of poin’

Start Date: 8/4/15
Start Time: 8:57:22
Duration (dd:hh:mm:s

L

Notes:

Statistics

Average:

Minimum:

Time of Minimu

{Maximum:




Roberto Clemente Park
CAMP Station 1 - Downwind

,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, {Time of Maximum: | 9:04:22
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, iDate of Maximum: | _8/4/15
Calibration Sensor: AEROSOL

Cal. date 4/14/15
5

MM/dd/yyyy hh:mm:ss mg/m”3
8/4/15 8:58:22 0.019
8/4/15 8:59:22 0.02

8/4/15 9:11:22 0.021
8/4/15 9:12:22 0.018
Model DustTrak DRX
Model Number: T 8533
Serial Number: 8533120308
Test ID: 9
H CLEMENTE1_009
Start Date: O ejapnst
Start Time: 9:13:22
Duration (dd:hh:mm:ss): 0:00:15:00
Log Interval (mm:ss): 1:00
Number of points: i 50
Notes:
Statistics Channel: PM10
S Unitss mg/mh3
) Minimum
Time of Minimum: 9:18:22
Date of Minimum: 8/4/15

Maximum:

Time of Maximum:

Date of Maximum: 8/4/15
Calibration sensor: AEROSOL
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, Cal.date | 4/14/15
Date Time PM10

8/4/15

8/4/15

8/4/15

8/4/15

Test Abbreviatio

Start Date: 8/4/15

Start Time:

[og Interval (mm:ss):

Number of points: 15

Notes:

Average:

Minimum:

Time of Minimum

iDate of Minimum: |

8/4/15




Roberto Clemente Park
CAMP Station 1 - Downwind

Date of Maximum: 8/4/15
Calibration Sensor: AEROSOL
Cal. date 4/14/15

Date Time PM10
MM/dd/yyyy hh:mm:ss mg/m”3
8/4/15 9:30:22 0.018]

Model: DustTrak DRX

Model Number: 8533

Serial Number: 8533120308

Test ID: 11

Test Abbreviation: CLEMENTEL_ 011 |
S